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Preface 



Implanted biomaterials represent rapidly increasing treatment modalities for 
replacement of anatomical structures like bones and teeth and for restoring 
lost body functions. Optimal mechanical and biological functioning of 
implanted materials is of utmost importance for the outcome of such treat- 
ments, especially in the fields of implant dentistry and orthopedic and plastic 
surgery where the biomechanical, biochemical, functional, and esthetic 
demands on the implanted material are extreme. A good clinical outcome is 
based on several aspects of the combination (integration) of biological and 
material sciences and tissue engineering. The rapid progress of modern 
biomaterial medicine continuously challenges clinicians and scientists alike 
in the pursuit for new and better designs that will improve biocompatibility 
and patient responses to implants. The state of the art in biomaterial medicine 
is continuously changing and improving in combination with technological 
advances in biology and material science. 

The authors of this book, all renowned scientists in their fields, gathered 
on the M/S Nordnorge and sailed the coast of Norway while reviewing and 
discussing the individual topics now included in this book. 

The aim of this work is to present state-of-the-art knowledge of the impor- 
tant interface between materials and living tissue. Its main focus is the 
interaction of tissues and biomaterials. Controlling and patterning of bio- 
implant interface reactions are expected to exert tremendous impact on 
future designs and prospects for implant treatment. Strategies for controlling 
this intriguing interface are going to arise from a fusion of clinical expertise 
with several scientific fields including implant design, biomechanics, surface 
topography, chemistry, matrix biology, cell biology, molecular biology, and 
synthetic biomaterials design. 

It is our hope that this book will update the readers in this important 
aspect of patient-oriented basic science and initiate and stimulate further 
work in this important biomedical field. We also hope that such work will 
eventually benefit the many patients who now remain untreated or suffer 
poor outcomes. 

Jan Eirik Ellingsen 
Staale Petter Lyngstadaas 
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1.1 Introduction 



Osseointegrated oral implants are available in different materials, body 
shapes, diameters, lengths, platforms, surface properties, and coatings. In 
particular, implant surface modifications and coatings have been subjected 
to aggressive marketing aimed at establishing the superiority of a given 
surface over the others. In implant research, the word machined has been 
used frequently to describe a turned, milled, or polished surface. However, 
a machined surface can be any object produced by a machine. Surfaces 
produced by electrodischarge, polishing, grinding, honing, and sand blasting 
are all examples of machined surfaces. 1 Thus, an implant surface requires a 
more precise description. 

Numerous surface modifications have been developed and are currently 
used with the aim of enhancing clinical performance, including turned, 
blasted, acid-etched, porous-sintered, oxidized, plasma-sprayed, hydroxyap- 
atite-coated surfaces, and combinations of these procedures. It has been esti- 
mated that dentists can choose from more than 1300 types of implants that 
vary in form, material, dimension, surface properties, and interface geometry. 2 

It is therefore important to know whether certain surface modifications or 
particular materials will improve clinical results and provide the best avail- 
able treatment. In recent years, the concept of evidence-based practice has 
become popular. 3-5 The concept implies the integration of the individual expe- 
rience of a clinician with the best available evidence from systematic research. 6 

Various study designs can be used to investigate specific scientific hypoth- 
eses. The ideal study design should be chosen on the basis of parameters to 
be evaluated. The consensus is that a randomized controlled clinical trial 
(RCT) is the preferred design to answer questions on the effectiveness of 
therapeutic intervention. 78 Every clinical trial intended to evaluate treatment 
effectiveness is comparative. Appropriate controls must be included because 
the only way to assess effectiveness is to compare differences in outcomes 
between a test group in which the intervention under investigation is admin- 
istered and a control group in which another intervention or no intervention 
is delivered. Obviously, the control population should not be different from 
the test population. Test and control groups should be as similar as possible 
with the exception of the administered treatment. 

The best way to ensure this similarity in groups to be compared is ran- 
domization. RCT participants are randomly selected to receive or not receive 
one or more treatments to be compared. Randomization allows all partici- 
pants the same chances of assignment to a study group and investigators 
are prevented from influencing the course of a study by systematically 
including patients with different prognoses into a certain group. Random- 
ization, if done properly, reduces the risk of serious imbalance in unknown 
but important factors that can influence the results of a trial. 9 No other study 
design allows investigators to balance these unknown factors. 
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Like all studies, RCTs are open to bias if not correctly conducted. 10 In 
addition, an RCT with an inadequate number of patients (i.e., inadequate 
statistical power) may be unable to detect a significant difference in inter- 
ventions even if a difference exists. It has been recently shown that RCTs on 
oral implants seldom included statistical power calculations 11 and other 
means must be used to identify the most effective interventions. 

One accepted way to overcome this problem is to combine data from different 
trials if they address similar comparisons and report the same outcome mea- 
sures. In particular, systematic reviews (SRs) are used to assess the quality of 
RCTs and, when possible, combine results of different RCTs to reach more 
reliable conclusions. 812 SRs have clearly formulated hypotheses and employ 
systematic and explicit methods to identify, select, and critically appraise rele- 
vant clinical research. Data from original trials are collected, analyzed, and, if 
possible, summarized in order to produce more precise estimates of the inter- 
vention effects than those derived from individual trials. 812 SRs, if not properly 
conducted, may lead to erroneous conclusions. 13-15 It is therefore important that 
SRs are conducted according to the highest scientific standards. 16 

The QUOROM statement 16 provides guidelines on how to improve the 
reporting of SRs and meta-analyses of RCTs. Such guidelines will improve 
not only the reporting, but will also increase the awareness of what is 
required to conduct a good quality SR. 

The aim of this chapter is to assess possible differences in performance 
among various root-formed osseointegrated implant types with respect to 
surface characteristics, materials, and shapes of implants. This was done by 
conducting a Cochrane systematic review (http:/ /www. update-soft- 
ware. com/ccweb/cochrane/cc-broch. htm) 1217 with the Cochrane Oral 
Health Group (http:/ /www.cochrane-oral. man. ac.uk/). 



1.2 Materials and Methods 

All RCTs of root-form osseointegrated oral implants comparing different 
implant types (surface properties, materials, and shapes) having minimal 
follow-up periods of 1 year in function were considered for this review. 
Studies reporting on bone grafting, guided bone regeneration procedures, 
and placement of implants in freshly extracted tooth sockets were not con- 
sidered. Endpoints were 1, 3, and 5 years. Longer follow-up periods may be 
considered in the future. 

The following true or primary outcome measures 8 were considered in this 
review: 

1. Biological implant failure, defined as implant mobility and 
removal of stable implants dictated by progressive marginal bone 
loss. 1819 Biological failures were grouped as early (failure to estab- 
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lish osseointegration) and late (failure to maintain established 
osseointegration). Failures occurring before bridge placement or, 
in the case of immediate or early loaded implants, soon after 
(weeks or a few months) prosthesis insertion, were considered 
early failures. 

2. Mechanical implant failure, defined as implant fracture and all 
other mechanical complications not allowing use of the implants. 

The surrogate or secondary outcome measure 8 was the appearance of 
marginal bone level changes on intraoral radiographs taken with the par- 
alleling technique. 

1.2.1 Search Strategy for Identification of RCTs 

To identify trials on oral implants included or considered for this review, 
detailed search strategies were developed for each database searched. These 
were based on the search strategy developed for MEDLINE (Table 1.1) and 
revised appropriately for each database. The searched databases were: 

1. Cochrane Oral Health Group Specialised Register 

2. Cochrane Controlled Trials Register, Cochrane Library Issue 1, 2002 

3. MEDLINE (1966 through May 2002) 

4. EMBASE (1974 through May 2002) 

The following journals were hand-searched by the Cochrane Collaboration 
or by one of the authors as being important for this review: British Journal 
of Oral and Maxillofacial Surgery, Clinical Implant Dentistry and Related Research, 
Clinical Oral Implants Research, Implant Dentistry, International Journal of Oral 
and Maxillofacial Implants, International Journal of Oral and Maxillofacial Surgery, 
International Journal of Periodontics and Restorative Dentistry, International Jour- 
nal of Prosthodontics, Journal of the American Dental Association, Journal of Bio- 
medical Materials Research, Journal of Clinical Periodontology, Journal of Dental 
Research, Journal of Oral Implantology, Journal of Oral and Maxillofacial Surgery, 
Journal of Periodontology, and the Journal of Prosthetic Dentistry. 

The bibliographies of identified RCTs and review articles were checked 
for studies beyond the listed journals. PubMed was independently searched 
using the "related articles" feature. Personal references were also searched. 
Correspondence was conducted with professional contacts, authors of iden- 
tified RCTs, and 55 oral implant manufacturers in attempts to identify 
unpublished or ongoing studies. No language restrictions were applied. 

1.2.2 Study Selection, Quality Assessment, and Data Extraction 

The titles and abstracts (when available) of all reports identified were 
scanned independently by two reviewers (ME and PC). For studies appear- 
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TABLE 1.1 

Search Strategy Used in Medline Database to Identify Trials on Oral Implants 

#1 randomized controlled trial.pt. 

#2 controlled clinical trial.pt. 

#3 randomized controlled trials.sh. 

#4 random allocation.sh. 

#5 double blind method. sh. 

#6 single blind method.sh. 

#7 latin square.ti,ab. 

#8 crossover.ti,ab. 

#9 (split adj (mouth or plot)).ti,ab. 

#10 or/ 1-9 

#11 (ANIMAL not HUMAN).sh. 

#12 10 not 11 

#13 clinical trial.pt. 

#14 exp clinical trials/ 

#15 (clin$ adj25 trial$).ti,ab. 

#16 ((singl$ or doubl$ or trebl$ or tripl$) adj25 (blind$ or mask$)).ti,ab. 

#17 placebos.sh. 

#18 placebo$.ti,ab. 

#19 random$.ti,ab. 

#20 research design.sh. 

#21 or/13-20 

#22 21 not 11 

#23 22 not 12 

#24 12 or 22 

#25 exp Dental Implants/ 

#26 exp Dental Implantation/ or dental implantation.mp. 
#27 exp Dental Prosthesis, Implant-Supported/ 

#28 ((osseointegrated adj implant$) and (dental or oral)).mp. [mp = title, abstract, registry 
number word, mesh subject heading] 

#29 dental implant$.mp. [mp = title, abstract, registry number word, mesh subject heading] 
#30 (implant$ adj5 dent$).mp. [mp = title, abstract, registry number word, mesh subject heading] 
#31 dental-implant$.mp. [mp = title, abstract, registry number word, mesh subject heading] 
#32 (((overdenture$ or crown$ or bridge$ or prosthesis or prostheses or restorations) adj 10 
(Dental or oral)) and implant$).mp. [mp = title, abstract, registry number word, mesh subject 
heading] 

#33 "implant supported dental prosthesis".mp. [mp = title, abstract, registry number word, 
mesh subject heading] 

#34 ("blade implant$" and (dental or oral)).mp. [mp = title, abstract, registry number word, 
mesh subject heading] 

#35 ((endosseous adj5 implant$) and (dental or oral)).mp. [mp = title, abstract, registry number 
word, mesh subject heading] 

#36 ((dental or oral) adj5 implant$).mp. [mp = title, abstract, registry number word, mesh subject 
heading] 

#37 25 or 26 or 27 or 28 or 29 or 30 or 32 or 33 or 34 or 35 or 36 
#38 24 and 37 



ing to meet the inclusion criteria and those whose titles or abstracts were 
insufficient to enable the reviewers to make a clear decision, full reports were 
obtained. The full reports obtained from all electronic and other methods of 
searching were assessed independently by ME and PC to determine whether 
the studies met the inclusion criteria. Disagreements were resolved by dis- 
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cussion. All studies meeting the inclusion criteria then underwent validity 
assessment and data extraction. 

Quality assessment of the included trials was undertaken independently 
and in duplicate by ME and PC. Three main quality criteria were examined: 
allocation concealment, blindness of patients and outcome assessors, and 
the completeness of reporting on follow-up. Further quality assessments 
were carried out to assess the definition of exclusion and inclusion criteria, 
adequate definition of success criteria, and comparability of control and 
treatment groups at entry. The quality assessment criteria were pilot-tested 
using several articles. 

Data were extracted by ME and HW independently using specially 
designed data extraction forms. The forms were tested on several papers 
and modified as required before use. All disagreements were discussed and 
a third reviewer (PC) consulted where necessary. All authors were contacted 
to obtain clarification or missing information. Data were excluded until 
further clarification was available if agreement could not be reached. 

For each trial, the following data were recorded: year of publication, coun- 
try of origin, source of study funding, details about participants including 
demographic characteristics, details of types of interventions, and details of 
outcomes reported including methods of assessment and time intervals. 

1.2.3 Data Synthesis 

For dichotomous outcomes, the estimates of effects of interventions were 
expressed as relative risks together with 95% confidence intervals. For con- 
tinuous outcomes, mean differences and 95% confidence intervals were used 
to summarize the data. Meta-analyses were to be attempted only when stud- 
ies comparing similar interventions reported the same outcome measures. 

1.2.4 Descriptions of Studies 

Of the 30 eligible articles 20-49 reporting data of 14 different trials, we excluded 
23 articles, 20 ' 21 ' 23 - 25 - 27 - 28 ' 31 - 40 - 42 ' 43 - 46 ^ representing 9 trials due to problems with 
the data presented (Table 1.2). Of the five trials included (seven arti- 
cles )22,26,29,30,4i,44,45 ( Table two were con ducted in Sweden, 29 ' 30 - 41 one in 
Finland, 22 one in New Zealand, 44 - 45 and one in The Netherlands. 26 All five 
trials had parallel group study designs. Four trials 22 ' 26 ' 29 ' 30 ' 44,45 received sup- 
port from industry. Four were conducted at university dental clinics and one 
in a hospital. 29 30 All studies included adults. 

Biological and mechanical failures and bone level measurements were 
recorded in all studies. However, in one trial, 41 peri-implant bone level 
measurements were partly performed on panoramic radiographs and were 
not included in the present analyses. In another trial, 26 insufficient data on 
bone level assessment were presented and the authors were not able to 
supply the required data. All trials reported on implants functionally 
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TABLE 1.2 

Excluded Studies 



Study 



Reason for Exclusion 



Friberg 1992 20 

Geertman 1996 46 and Meijer 2000 47 

Boerrigter 1997 48 and Meijer 2000 49 

Jones 1997 21 and 1999 31 

Karlsson 1998 27 and Gotfredsen 2001 40 

Veteran studies (1997-2000) 23 - 25 ' 28 - 32 - 38 

van Steenberghe 2000 39 



Khang 2001 42 
Roccuzzo 2001 43 



Classified as not RCT based on author's reply 
Data from two RCTs combined; separate data 

requested; no replies to letters 
Number of enrolled patients unclear; no replies to 
letters 

Classified as not RCT; no reply to letter 

Not all patients participated in split-mouth study; 

author's reply failed to clarify issue 
Unable to extract meaningful data due to extreme 

complexity of study design; no replies to letters 
Split-mouth design; no patient-based paired standard 

deviation in report; we could have used data on 

implant failure (only one), but did not know how it 

was recorded; no reply to letter 
Split-mouth study with unequal number of implants 

randomly allocated to patients; no reply to letter 
Time of implant loading was confounded with 

implant type; mobile implants not considered 

failures 



loaded for 1 year. One trial 45 included 2-year data and two trials presented 
3-year data. 30 - 41 



1.2.5 Methodological Quality of Included Studies 

The methods of randomization and allocation concealment were considered 
unclear for all trials despite author clarifications, with one exception. 26 
According to information provided by the authors, the randomization pro- 
cedure of this trial 26 was not concealed. No clarification was obtained for 
one trial. 41 It was not possible to blind the patients and outcome assessors 
to the interventions in all the included trials because the different shapes 
of implants and abutments were easily recognizable. However, in one 
trial, 2930 an independent assessor made the radiographic evaluations. The 
reporting of withdrawals was not adequate for one trial. 26 However, an 
author of the study supplied the missing information. Only one study 29 
undertook a priori calculation for the sample size to detect a true difference 
of 0.4 mm in marginal bone levels. The percent agreement and kappa scores 
of the two raters were 100%, 1.00 for allocation concealment and 60%, 0.38 
for withdrawals. 



1.2.6 Implant Characteristics 

Six different implant types were compared. The surface roughness of each 
of the six implants was measured with an optical profilometer using confocal 



© 2003 by CRC Press LLC 



TABLE 1.3 

Interventions and Outcomes of Included Studies 



Study and Duration 



Intervention 



Outcome 



Batenburg 26 (1 year) 



Astrand 1999 29 (1 year) 
and Engquist 2002 30 
(3 years) 



Moberg 2001 41 (3 years) 



Kemppainen 1997 22 
(1 year) 



Tawse-Smith 2001 44 
(1 year) and 2002 45 
(2 years) 



Branemark® (Nobel Biocare AB, Goteborg, Sweden) submerged 
turned titanium screws versus ITI® (Institut Straumann AG, 
Waldenburg, Switzerland) nonsubmerged hollow plasma- 
sprayed titanium screws versus IMZ® (Friedrichsfeld AG, 
Mannheim, Germany) submerged titanium plasma-sprayed in 
totally edentulous mandibles supporting overdentures on 2 
implants 

Astra® (Astra Tech AB, Molndal, Sweden) TiOblast submerged 
titanium screws versus Branemark® (Nobel Biocare AB, 
Goteborg, Sweden) Mark II type submerged turned titanium 
screws in totally edentulous patients supporting fixed bridges 



Branemark® (Nobel Biocare AB, Goteborg, Sweden) Mark II type 
submerged turned titanium screws versus ITI® (Institut 
Straumann AG, Waldenburg, Switzerland) nonsubmerged 
hollow plasma-sprayed titanium screws in totally edentulous 
mandibles supporting fixed bridges 



Astra® (Astra Tech AB, Molndal, Sweden) TiOblast submerged 
titanium screws versus ITI® (Institut Straumann AG, 
Waldenburg, Switzerland) nonsubmerged hollow plasma- 
sprayed titanium screws and cylinders for single tooth 
replacement 

Steri-Oss® (Steri-Oss, Yorba Linda, California, U.S.) 
nonsubmerged acid-etched titanium screws HL series, 3.8 mm 
in diameter versus Southern® (Southern Implants Ltd, Irene, 
South Africa) nonsubmerged sand-blasted acid-etched titanium 
screws conventionally loaded at 12 weeks or early loaded at 6 
weeks with mandibular overdentures on 2 implants 



Periotest and tapping the implant with superstructures removed; 
sensibility of lip and chin; marginal bone level changes on 
standardized intraoral radiographs; plaque accumulation; 
calculus; bleeding on probing; mucosa score; probing pocket 
depth; mucosa recession; width of attached peri-implant 
mucosa; 1-year data used 

Pain from implant region; implant stability tested with 
superstructure removed; bridge survival; marginal bone level 
changes on standardized intraoral radiographs; plaque 
accumulation; bleeding on probing; operation time; mechanical 
complications; peri-implant infections with bone loss; presence 
or absence of attached peri-implant mucosa; 1- and 3-year data 
used 

Periotest and tapping implant with superstructures removed at 
3 years; marginal bone level changes on intraoral and panoramic 
radiographs; plaque accumulation; marginal bleeding; probing 
pocket depths; tightness of screws; sensory changes; treatment 
time; patient satisfaction; mechanical and biological 
complications; peri-implant infections with bone loss; 1- and 3- 
year data used 

Implant stability; marginal bone level changes on standardized 
intraoral radiographs; plaque accumulation; gingival index; 
probing pocket depth; 1-year data used 



Periotest; marginal bone level changes on standardized intraoral 
radiographs; bridge survival; plaque accumulation; modified 
sulcus bleeding index; probing pocket depth; width of 
keratinized mucosa; 1-year data used 
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FIGURE. 1.1 

(A) Astra implant. (B) Digital image showing surface roughness of Astra implant. 

optics. Nine areas measuring 245 x 245 \im were measured on each implant. 
To separate roughness from form and waviness, a Gaussian 50-jJ.m filter was 
used. Three parameters were used to describe variations in height, spatial 
distribution, and increased surface area compared with a flat reference plane: 
S a = average height deviation, S cx = average wavelength, and S dr = developed 
surface area. The six implant types were: 

1. Astra® (Astra Tech AB, Molndal, Sweden) Ti0 2 blast titanium 
grade 3 screws (Figure 1.1A). S a = 1.11 um, S cx = 9.98 urn, and S dr 
= 31%. This surface demonstrated a homogenous structure. The 
irregularities were equally distributed over the surface (Figure 
1.1B). 

2. Branemark® (Nobel Biocare AB, Goteborg, Sweden) Mark II type 
titanium grade 1 screws (Figure 1.2A). S a = 0.68 um, S cx = 8.09 um, 
S dr = 22%. A turned implant with visible marks from the cutting 
tool; an example of a surface with a clear orientation (Figure 1.2B). 

3. IMZ® (Friedrichsfeld AG, Mannheim, Germany) titanium plasma- 
sprayed (TPS) titanium grade 2 cylinders (Figure 1.3 A). S a = 2.62 
urn, S cx = 16.32 (im, S dr = 78%. A rough rather inhomogeneous 
structure and some small smooth parts were visible (Figure 1.3B). 

4. ITI® (Institut Straumann AG, Waldenburg, Switzerland) hollow 
TPS titanium grade 4 screws and cylinders (Figure 1.4 A). S a = 
2.35 urn, S cx = 13.15 um, S dr = 87%. A rough rather inhomoge- 
neous structure and some small smooth parts were visible (Fig- 
ure 1.4B). 
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FIGURE 1.2 

(A) Branemark implant. (B) Digital image showing surface roughness of Branemark implant. 




FIGURE 1.3 

(A) IMZ implant. (B) Digital image showing surface roughness of IMZ implant. 
© 2003 by CRC Press LLC 



FIGURE 1.4 

(A) ITI implant. (B) Digital image showing surface roughness of ITI implant. 





FIGURE 1.5 

(A) Southern implant. (B) Digital image showing surface roughness of Southern implant. 

5. Southern® (Southern Implants Irene, South Africa) sand-blasted 
acid-etched titanium grade 4 screws (Figure 1.5A). S a = 1.43 |im, 
S cx = 12.18 |im, S dr = 50% (Figure 1.5B). 

6. Steri-Oss® (Steri-Oss, Yorba Linda, California, U.S.) HL series 3.8- 
mm diameter acid-etched titanium grade 4 screws (Figure 1.6A). 
S a = 0.82 urn, S cx = 9.29 urn, S dr = 26% (Figure 1.6B). 
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FIGURE 1.6 

(A) Steri-Oss implant. (B) Digital image showing surface roughness of Steri-Oss implant. 
Three types of surface modifications were analyzed: 

1. Surface with clear orientation of irregularities due to cutting pro- 
cedure during turning (Branemark) 

2. Surface without a dominating direction (orientation), machined 
with techniques that remove material during manufacturing 
(Astra, Steri-Oss, and Southern implants) 

3. Surface without a dominating direction, machined with a process 
that adds material to the surface (plasma-sprayed ITI and IMZ 
implants) 

Implants were grouped according to their shapes in three main categories: 
screws (Branemark, Steri-Oss, Astra and Southern implants), hollow cylin- 
ders and screws (ITI implants), and cylinders (IMZ implants). All inserted 
oral implants were made of machined, commercially pure titanium, but they 
differed in surface preparation, shape, degree of titanium purity, and modal- 
ity of insertion (submerged or nonsub merged). 

In general, the final prostheses were placed 4 to 8 months after implant 
placement in mandibles and 7 to 10 months after placement in maxillae. 
However, in one trial, 4445 mandibular overdentures were attached to the 
implants 6 to 12 weeks after implant placement. Cross-arch fixed prostheses 
were screw-retained on four to six implants. 2930 - 41 Removable overdentures 
were retained by clip attachments to bars supported by two implants 26 or 
were retained by two ball attachments. 44 - 45 Crowns were cemented on single 
implants. 22 
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TABLE 1.4 



Patients with Failed Implants and Relative Risk Values for Included Studies 



Study 



Comparison 



Time of Outcome 
(Number of Patients with 
Failures/Total Number of 
Patients per Group) 



Relative Risk 
(95% Confidence 
Interval) 



Kemppainen 1997 22 
Batenburg 1998 26 



Astrand 1999 29 and 

Engquist 2002 30 
Moberg 2001 41 

Tawse-Smith 2001 44 



Tawse-Smith 2002 45 



Astra versus ITI 
Branemark versus IMZ 
Branemark versus ITI 
IMZ versus ITI 
Astra versus Branemark 

Branemark versus ITI 

Steri-Oss versus 
Southern 

(conventional loading) 
Steri-Oss versus 
Southern (early 
loading) 



1 year (1/37 versus 0/45) 3.63 (0.15, 86.61) 

1 year (1/30 versus 1/29) 0.97 (0.06, 14.74) 

1 year (1/30 versus 0/29) 2.90 (0.12, 68.50) 

1 year (1/29 versus 0/29) 3.00 (0.13, 70.74) 

1 yr (1/33 versus 4/33) 0.25 (0.03, 2.12) 

3 years (2/33 versus 5/33) 0.40 (0.08, 1.92) 

1 year (1/20 versus 0/20) 3.00 (0.13, 69.52) 

3 years (2/19 versus 1/18) 1.89 (0.19, 19.13) 

1 year (1/12 versus 0/12) 3.00 (0.13, 67.06) 



1 year (5/12 versus 0/12) 11.00 (0.67, 179.30) 



1.3 Results 

A total of 957 implants (349 turned implants and 608 with roughened sur- 
faces) were placed in 326 patients (238 mandibles and 88 maxillae) in the 
five trials. Astra, Branemark, and IMZ implants were placed according to 
the submerged (two-stage) technique; Steri-Oss, Southern, and ITI implants 
were inserted according to a nonsubmerged (one-stage) protocol. In one 
study, 45 mandibular implants were early-loaded at 6 weeks instead of the 
conventional 12-week period. 

During the follow-up periods considered in this review (1 and 3 years), 
25 implant failures (one due to implant fracture) occurred. Thirteen of the 
failed implants had roughened surfaces and 12 had turned surfaces. Eighteen 
were early failures (10 implants had roughened surfaces) and seven were 
late failures (three had roughened surfaces and one fractured). Peri-implan- 
titis (advanced marginal bone loss with signs of infection such as suppura- 
tion) affected six implants (five had roughened surfaces). Two were 
successfully treated; outcomes for two were uncertain; and two implants 
failed. No meta-analyses could be attempted. Implant failures and marginal 
bone level changes are presented in Tables 1.4 and 1.5, respectively. 



1.3.1 Astra versus Branemark Implants 

One trial 29 30 with a parallel design compared submerged Astra versus sub- 
merged Branemark screws in totally edentulous patients for 3 years. Thirty- 
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TABLE 1.5 

Mean (Standard Deviation) Marginal Bone Level Changes per Patient and Mean Differences (95% Confidence Interval) between Groups 



Intervention A 



Intervention B 



Study 



Comparison (A versus B) 



Time of 
Outcome 



Number of 
Patients 



Mean (SD) 



Number of 
Patients 



Mean (SD) 



Mean Difference 
(95% Confidence Interval) 



1 year 


37 


-0.15 (0.10) 


45 


-0.13 (0.09) 


-0.02 (-0.06, 0.02) 


1 year 


32 


-0.26 (0.60) 


33 


-0.17 (0.37) 


-0.09 (-0.33, 0.15) 


3 years 


32 


-0.23 (0.88) 


33 


-0.17 (0.44) 


-0.06 (-0.40, 0.28) 


1 year 


11 


-0.07 (0.38) 


12 


-0.08 (0.20) 


0.01 (-0.24, 0.26) 


1 year 


7 


-0.12 (0.15) 


12 


-0.12 (0.23) 


0.00 (-0.17, 0.17) 



Kemppainen 1997 22 
Astrand 1999 29 
Engquist 2002 30 
Tawse-Smith 2001 44 

Tawse-Smith 2002 45 



Astra versus ITI 

Astra versus Branemark 

Steri-Oss versus Southern 
(conventional loading) 

Steri-Oss versus Southern 
(early loading) 
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three fully edentulous patients (17 maxillas and 16 mandibles) were origi- 
nally included in each group. No baseline unbalances for sex, bone quantity 
or length of implant used appeared in the two groups. Eight patients treated 
with Branemark implants were scored as having type 4 bone quality (very 
soft bone) according to the Lekholm and Zarb classification 50 versus one 
patient in the Astra group. No withdrawals occurred during the study 
period. Baseline radiographs were missing for one mandible in the Astra 
group. According to a sample size calculation, a minimal number of 15 
patients were to be included and followed in order to detect a true difference 
of 0.4 mm in marginal bone level changes between the tested implants with 
90% power in mandibles. 

Nine Branemark implants failed in five patients (one patient lost five 
implants and the bridge) versus two Astra implant failures in two patients 
(one failure was due to implant fracture between 1- and 3-year follow-ups). 
Two additional Astra implants were successfully treated for peri-implantitis 
(suppuration combined with advanced bone loss). At patient levels no sta- 
tistically significant differences for failures and marginal bone level changes 
between the implant systems appeared after 3 years of function. 



1.3.2 Astra versus ITI Implants 

One trial 22 with a parallel design compared submerged Astra versus nonsub- 
merged ITI hollow cylinders and screws for single tooth replacement for 1 
year. Thirty-seven patients received 46 Astra implants (36 maxillary and 10 
mandibular implants) and 45 patients received 56 ITI implants (34 maxillary 
and 22 mandibular implants; 18 hollow screws were placed in mandibular 
posterior areas). It was unclear whether baseline differences arose between 
the two groups since ITI hollow screws were placed only in posterior man- 
dibles. No patients dropped out. One maxillary Astra implant failed to inte- 
grate (early failure). All ITI implants were successful. At patient levels we 
noted no statistically significant differences for failures and marginal bone 
level changes between the implant systems after 1 year of function. 



1.3.3 Branemark versus IMZ Implants 

One trial 26 with a parallel design compared two Branemark and two IMZ 
submerged implants supporting overdentures in edentulous mandibles for 
1 year. Thirty patients were included in each group. It was unclear whether 
baseline differences appeared in the two groups. One patient in the IMZ 
group dropped out before the 1-year examination. 

One Branemark and one IMZ implant failed prior to the abutment con- 
nection operation. At patient levels no statistically significant difference was 
noted for failures after one year of function. 
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1.3.4 Branemark versus ITI Implants 

Two trials 26 - 41 with parallel designs compared submerged Branemark and 
nonsubmerged ITI hollow screws in totally edentulous mandibles. One trial 26 
compared two implants supporting overdentures for 1 year. Thirty patients 
were included in each group. It was unclear whether baseline differences 
occurred in the two groups. One patient of the ITI group dropped out before 
the 1-year examination. 

One Branemark implant failed prior to the abutment connection operation. 
At patient levels, no statistically significant differences appeared for failures 
between implant systems after 1 year of function. 

One trial 41 compared implants supporting fixed bridges for 3 years. Twenty 
patients were included in each group. No baseline differences appeared for 
sex, age, or location of implant. Three patients died before the 3-year exam- 
ination (one in the Branemark group and two in the ITI group). One patient 
with Branemark implants did not attend the 3-year radiographic examination. 

Two Branemark implants failed (one early failure and one for peri-implan- 
titis between years 1 and 2). One ITI implant failed because of peri-implan- 
titis at 2 years. However, two additional ITI implants were found affected 
by peri-implantitis at the 3-year examination and were under treatment. 
Their outcome was unknown at the time of reporting. At patient levels, no 
statistically significant differences for failures of the systems were noted after 
3 years of function. 

1.3.5 IMZ versus ITI Implants 

One trial 26 with a parallel design compared two submerged IMZ cylinders 
and two nonsubmerged ITI hollow screws supporting overdentures in eden- 
tulous mandibles for 1 year. Thirty patients were in each group. It was 
unclear whether baseline differences appeared. One patient of each group 
dropped out before the 1-year examination. One IMZ implant failed prior 
to the abutment connection operation. At patient levels, no statistically sig- 
nificant differences were noted for failures after 1 year of function. 

1.3.6 Steri-Oss versus Southern Implants 

One trial 44 ' 45 of parallel design compared nonsubmerged Steri-Oss and non- 
submerged Southern implants for the treatment of total mandibular eden- 
tulism using two unsplinted implants supporting an overdenture for 2 years. 
This trial comprised two additional groups for each implant system (12 
subjects in each group): a control group in which mandibular implants were 
loaded at 12 weeks and a test group in which implants were early loaded 
at 6 weeks. Patients having type 4 bone were to be excluded, but none was 
found. There were no baseline unbalances in bone quality and quantity 
among the four groups. However, the Steri-Oss and Southern implants in 
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conventionally loaded groups were longer than those in the early loaded 
groups. The Steri-Oss implants were described as having turned surfaces, 
but after analyzing the surface of an implant kindly provided by the authors, 
we realized that the implant surface was chemically treated. 

The following information is based on the results at 1-year follow-up. No 
drop-out occurred at 1 year. One patient in the Steri-Oss conventionally 
loaded group (12 weeks) had an early implant failure, and five patients in 
the Steri-Oss early loaded group (6 weeks) had seven early failures. No 
implants were lost in the Southern groups. Most of the failed implants were 
placed by one surgeon who only used Steri-Oss implants. At patient levels, 
no statistically significant differences in failures and marginal bone level 
changes were noted after 1 year of function. 



1.4 Discussion 

In order to properly compare the effects of different implant characteristics, 
an ideal trial should be designed in a way that only the characteristic of 
interest (i.e., surface roughness, implant shape, or implant material) is dif- 
ferent (test versus control group); all other parameters should be identical. 
This was not done in the RCTs we included in the present SR because the 
trials compared implants with combinations of different surface character- 
istics, shapes, dimensions, and levels of purity of titanium. The implants 
were placed according to different surgical protocols (submerged versus 
nonsubmerged). Therefore, the present systematic review presents compar- 
isons between different implant systems and not comparisons of specific 
implant characteristics. 

In general, high success rates were reported for all implant systems. No 
statistically significant differences were found when root-formed titanium 
implants with different surface characteristics and shapes were compared. 
No trial described implants made or coated with other materials. 

Only one trial 29 undertook a sample size calculation for detecting a true 
difference in marginal bone levels of 0.4 mm, considered to be of clinical 
significance. However, whether the 0.4 mm difference bears any clinical 
significance is questionable, considering that it is very difficult to achieve 
valid bone loss measurements of less than 0.2 mm even in an in vitro situa- 
tion. 51 Thus, the number of subjects included in the few available trials was 
likely to be too low and follow-up periods too short to detect a significant 
difference, if any. In other words, we cannot exclude the possibility that 
differences in effectiveness among various modified surfaces, materials, and 
shapes exist. 

While it was not the aim of this review to evaluate comparisons of sub- 
merged and nonsubmerged implants, three trials 2226 - 41 failed to demonstrate 
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differences in success rates or marginal bone losses when comparing 
implants with different surfaces used in submerged and nonsubmerged 
fashions. The great majority of the implants placed in nonsubmerged mode 
were in mandibles, where success rates are usually higher. 18 However, if 
these findings are substantiated by more robust RCTs, it will be possible to 
reduce patient discomfort and treatment costs by using a nonsubmerged 
technique. 

It was judged premature to make any meta-analytic comparisons with 
respect to clinical effectiveness of oral implants with various degrees of 
surface roughness by grouping different implant systems having similar 
degrees of surface roughness due to the limited number of patients and short 
follow-up periods presently available. Such comparisons will be attempted 
when additional data become available. 

None of the trial authors characterized the implant surfaces. This is under- 
standable because they relied on the information provided by manufacturers 
or published in other studies. However, after analyzing the surfaces of some 
implants, we realized that the surface descriptions of the Steri-Oss implants 
reported in two trials 4445 did not correspond to what we actually found. In 
fact, the surfaces were acid-etched and not turned, as described in the arti- 
cles. Such findings were indeed unexpected. In experimental research, it is 
recommended that authors characterize in detail the surface properties of 
their implants. We feel that the same recommendation should apply to clin- 
ical trials in which implant characteristics should be described in detail and 
possibly independently verified. 

The randomization and concealment of allocation procedures were con- 
sidered unclear for all trials except one, 26 despite clarifications by the authors 
of four trials. 22 - 26 ' 29 - 30 - 44 - 45 These aspects of trial designing and reporting need 
to be improved because RCTs in which randomization and allocation con- 
cealment procedures were inadequately conducted tended to overestimate 
treatment effects. 10 - 52 

In another investigation it was found that the design, analysis, and report- 
ing of RCTs on oral implants were generally poor. 11 This supports the deter- 
mination that so many trials had to be excluded from the present review. 
Investigators should design studies carefully and decide to use a parallel 
group or a split-mouth design at the outset and not combine both designs 
in one study. Split-mouth studies ideally should include equal numbers of 
implants per patient in each group. The analysis of these studies should be 
"paired" and take the pairing of implants within patients into account. 
Another related problem is that both split-mouth and parallel group studies 
are analyzed at the level of the implant, not taking the clustering of implants 
within a patient into account. The design and analysis of these studies are 
usually complex and it is recommended that statisticians be involved in the 
initial planning stages and writing protocols for such studies. Such trials 
should be reported according the Consolidated Standards of Reporting Trials 
(CONSORT) guidelines 53 (http://www.consort-statement.org/). 
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The generalization of the results of the included trials to ordinary clinical 
conditions should be considered with extreme caution. In general, treatments 
were administered by experienced clinicians and the follow-up regimens 
were strict. It is unlikely that dentists with noncomparable experience could 
match similar positive results. The observation that the inclusion of a less 
trained surgeon might have influenced the result of one trial 45 could support 
this suggestion. 



1.5 Conclusions 

Based on the available results of RCTs, no reliable evidence supports the 
superiority of one type of implant surface, material, or shape over another 
for root-formed osseointegrated implants. No trials described implants made 
or coated with materials other than titanium. No statistically significant 
differences were observed for implant systems placed according to sub- 
merged or nonsubmerged procedures. 

These conclusions are based on a few RTCs with relatively short follow- 
up periods and few patients, so basically we do not know whether certain 
implant characteristics or systems are superior to others due to the scarcity 
of reliable information. In order to understand whether any surface modifi- 
cation or material can significantly improve the effectiveness of oral 
implants, more well designed long-term RCTs are needed. It is recommended 
that such trials include sufficient numbers of patients to reveal true differ- 
ences if any. Trials should also be of sufficient duration (5 years or longer). 
Ideally, they should investigate only one aspect, such as the effects of various 
degrees of surface roughness or the role of calcium-phosphate coating, thus 
minimizing the numerous confounding factors such as different implant 
shapes or clinical procedures. 



Acknowledgments 

We wish to thank Sylvia Bickley (Cochrane Collaboration) for her assistance 
with literature searching and Emma Tavender (Cochrane Collaboration) for 
her help with the preparation of this review. We also thank Drs. Per Astrand, 
Bertil Friberg, Klaus Gotfredsen, Henny Meijer, Pentti Kemppainen, Alan 
Payne, Gerry Raghoebar, Mario Roccuzzo, and Andrew Tawse-Smith for 
providing us information on their trials. We are indebted to Drs. Alan Payne 
and Pentti Kemppainen for providing us with the implants used in their 
trials for surface roughness analyses and to Prof. Tomas Albrektsson for his 



© 2003 by CRC Press LLC 



critical and valuable comments and invaluable help in attempting to identify 
unpublished RCT data. 

The financial support of the Swedish Medical Research Council (9495), 
Jubileumsfonden (Sweden) and the PPP Foundation (U.K.) is gratefully 
acknowledged. No financial support was received from industry. 



References 

1. Stout, K.J., Davies, E.J., and Sullivan, P.J., Atlas of Machined Surfaces, London, 
Chapman & Hall, 1990. 

2. Binon, P.P., Implants and components: entering the new millennium, Int. J. Oral 
Maxillofac. Implants, 15, 76, 2000. 

3. Evidence-Based Medicine Working Group, Evidence-based medicine: a new 
approach to teaching the practice of medicine, /. Am. Med. Assoc., 268, 2420, 
1992. 

4. Newman, M.G., Improved clinical decision making using the evidence-based 
approach, Ann. Periodont., 1, i, 1996. 

5. Anderson, J.D., Need for evidence-based practice in prosthodontics, /. Prosthet. 
Dent., 83, 58, 2000. 

6. Guyatt, G.H., Sackett, D.L., and Cook, D.J., Users' guides to the medical liter- 
ature. II. How to use an article about therapy or prevention. B. What were the 
results and will they help me in caring for my patients? /. Am. Med. Assoc., 271, 
59,1994. 

7. Colditz, G.A., Miller, J.N., and Mosteller, E, How study design affects outcomes 
in comparisons of therapy. I. Medical, Stat. Med., 8, 441, 1989. 

8. Esposito, M., Worthington, H.V., and Coulthard, P., In search of truth: the role 
of systematic reviews and meta-analyses for assessing the effectiveness of re- 
habilitation with oral implants, Clin. Implant Dent. Rel. Res., 3, 62, 2001. 

9. Jadad, A., Randomized Controlled Trials: A User's Guide, London, BMJ Publishing 
Group, 1998. 

10. Schulz, K.E et al., Empirical evidence of bias: dimensions of methodological 
quality associated with estimates of treatment effects in controlled trials, /. Am. 
Med. Assoc., 273, 408, 1995. 

11. Esposito, M. et al., Quality assessment of randomized controlled trials of oral 
implants, Int. ]. Oral Maxillofac. Implants, 16, 783, 2001. 

12. Clarke, M. and Oxman, A.D., Cochrane Reviewers' Handbook 4.1, June 2000 up- 
date. Review Manager (RevMan) (computer program), Oxford, The Cochrane 
Collaboration, 2000. 

13. Sacks, H.S. et al, Meta-analyses of randomized controlled trials, New Engl. }. 
Med., 316, 450, 1987. 

14. Jadad, A.R. and McQuay H.J., Meta-analyses to evaluate analgesic interven- 
tions: a systematic qualitative review of their methodology, /. Clin. Epidemiol., 
49, 235, 1996. 

15. Glenny A.-M. et al., The assessment of systematic reviews in the field of 
dentistry, Eur. }. Oral Sci., submitted, 2002. 

16. Moher, D. et al., Improving the quality of reports of meta-analyses of ran- 
domised controlled trials: the QUOROM statement, Lancet, 354, 1896, 1999. 



© 2003 by CRC Press LLC 



17. Esposito, M. et al., Interventions for replacing missing teeth: different types of 
dental implants, protocol for a Cochrane review, Oxford, The Cochrane Library, 
software update, 2002. 

18. Esposito, M. et al., Biological factors contributing to failures of osseointegrated 
oral implants. 1. Success criteria and epidemiology, Eur. }. Oral Sci., 106, 527, 1998. 

19. Esposito, M. et al., Differential diagnosis and treatment strategies for biologic 
complications and failing oral implants: a review of the literature., Int. }. Oral 
Maxillofac. Implants, 14, 473, 1999. 

20. Friberg, B., Grondahl, K., and Lekholm, U., A new self-tapping Branemark 
implant: clinical and radiographic evaluation, Int. }. Oral Maxillofac. Implants, 
7, 80, 1992. 

21. Jones, J.D. et al., Clinical evaluation of hydroxyapatite-coated titanium plasma- 
sprayed and titanium plasma-sprayed cylinder dental implants: a preliminary 
report, Oral Surg. Oral Med. Oral Pathol. Oral Radiol. Endod., 84, 137, 1997. 

22. Kemppainen, P., Eskola, S., and Ylipaavalniemi, P., A comparative prospective 
clinical study of two single-tooth implants: a preliminary report of 102 im- 
plants, /. Prosthet. Dent., 77, 382, 1997. 

23. Manz, M.C., Radiographic assessment of peri-implant vertical bone loss: DI- 
CRG interim report no. 9, /. Oral Maxillofac. Surg., 55 (Suppl. 5), 62, 1997. 

24. Morris, H.F., Manz, M.C., and Tarolli, J.H., Success of multiple endosseous 
dental implant designs to second-stage surgery across study sites, /. Oral Max- 
illofac. Surg., 55 (Suppl. 5), 76, 1997. 

25. Truhlar, R.S. et al., Bone quality and implant design-related outcomes through 
stage II surgical uncovering of spectra-system root form implants, /. Oral Max- 
illofac. Surg., 55 (Suppl. 5), 46, 1997. 

26. Batenburg, R.H.K. et al., Mandibular overdentures supported by two Brane- 
mark, IMZ or ITI implants: a prospective comparative preliminary study: one- 
year results, Clin. Oral Implants Res., 9, 374, 1998. 

27. Karlsson, U., Gotfredsen, K., and Olsson, C, A 2-year report on maxillary and 
mandibular fixed partial dentures supported by Astra Tech dental implants: a 
comparison of two implants with different surface textures, Clin. Oral Implants 
Res., 9, 235, 1998. 

28. Morris, H.F. and Ochi, S., Hydroxyapatite-coated implants: a case for their use, 
/. Oral Maxillofac. Surg., 56, 1303, 1998. 

29. Astrand, P. et al., Astra Tech and Branemark System implants: a prospective 5- 
year comparative study: results after one year, Clin. Implant Dent. Rel. Res., 1, 
17, 1999. 

30. Engquist, B. et al., Marginal bone reaction to oral implants: a prospective 
comparative study of Astra Tech and Branemark System implants, Clin. Oral 
Implants Res., 13, 30, 2002. 

31. Jones, J.D. et al., A 5-year comparison of hydroxyapatite-coated titanium plas- 
ma-sprayed and titanium plasma-sprayed cylinder dental implants, Oral Surg. 
Oral Med. Oral Pathol. Oral Radiol. Endod., 87, 649, 1999. 

32. Manz, M.C., Factors associated with radiographic vertical bone loss around 
implants placed in a clinical study, Ann. Periodont., 5, 137, 2000. 

33. Morris, H.F. and Ochi, S., Survival and stability (PTVs) of six implant designs 
from placement to 36 months, Ann. Periodont., 5, 15, 2000. 

34. Morris, H.F. and Ochi, S., Influence of two different approaches to reporting 
implant survival outcomes for five different prosthodontic applications, Ann. 
Periodont., 5, 90, 2000. 



© 2003 by CRC Press LLC 



35. Morris, H.F. and Ochi, S., Influence of research center on overall survival 
outcomes at each phase of treatment, Ann. Periodont., 5, 129, 2000. 

36. Morris, H.F., Ochi, S., and Winkler, S., Implant survival in patients with type 
2 diabetes: placement to 36 months, Ann. Periodont., 5, 157, 2000. 

37. Truhlar, R.S., Morris, H.F., and Ochi, S., Stability of the bone-implant complex: 
results of longitudinal testing to 60 months with the Periotest device on endos- 
seous dental implants, Ann. Periodont., 5, 42, 2000. 

38. Truhlar, R.S., Morris, H.F., and Ochi, S., Implant surface coating and bone 
quality-related survival outcomes through 36 months post-placement of root- 
form endosseous dental implants, Ann. Periodont., 5, 109, 2000. 

39. van Steenberghe, D. et al., A prospective split-mouth comparative study of two 
screw-shaped self-tapping pure titanium implant systems, Clin. Oral Implants 
Res., 11, 202, 2000. 

40. Gotfredsen, K. and Karlsson, U., A prospective 5-year study of fixed partial 
prostheses supported by implants with machined and Ti0 2 -blasted surface, /. 
Prosthodont., 10, 2, 2001. 

41. Moberg, L.E. et al., Branemark system and ITI dental implant system for treat- 
ment of mandibular edentulism: a comparative randomized study: 3-year fol- 
low-up, Clin. Oral Implants Res., 12, 450, 2001. 

42. Khang, W. et al, A multi-center study comparing dual acid-etched and ma- 
chined-surfaced implants in various bone qualities, /. Periodontal., 72, 1384, 
2001. 

43. Roccuzzo, M. et al., Early loading of sandblasted and acid-etched (SLA) im- 
plants: a prospective split-mouth comparative study, Clin. Oral Implants Res., 
12, 572, 2001. 

44. Tawse-Smith, A. et al, One-stage operative procedure using two different im- 
plant systems: a prospective study on implant overdentures in the edentulous 
mandible, Clin. Implant Dent. Rel. Res., 3, 185, 2001. 

45. Tawse-Smith, A. et al., Early loading on unsplinted implants supporting man- 
dibular overdentures using a one-stage operative procedure with two different 
implant systems: a 2-year report, Clin. Implant Dent. Rel. Res., 4, 33, 2002. 

46. Geertman, M.E. et al., Clinical aspects of a multicenter clinical trial of implant- 
retained mandibular overdentures in patients with severely resorbed mandi- 
bles, /. Prosthet. Dent., 75, 194, 1996. 

47. Meijer, H.J. et al., Implant-retained mandibular overdentures: 6-year results of 
a multicenter clinical trial on three different implant systems, /. Oral Maxillofac. 
Surg., 59, 1260, 2001. 

48. Boerrigter, E.M. et al., A controlled clinical trial of implant-retained mandibular 
overdentures: clinical aspects, /. Oral Rehabil., 24, 182, 1997. 

49. Meijer, H.J. et al., A controlled clinical trial of implant-retained mandibular 
overdentures; 5 years' results of clinical aspects and aftercare of IMZ implants 
and Branemark implants, Clin. Oral Implants Res., 11, 441, 2000. 

50. Lekholm, U. and Zarb, G.A. Patient selection and preparation, in Branemark, 
P.-L, Zarb, G.A., and Albrektsson, T, Eds., Tissue-Integrated Prostheses, Chi- 
cago, Quintessence Publishing, 1985, p. 199. 

51. Benn, D.K., Estimating the validity of radiographic measurements of marginal 
bone height changes around osseointegrated implants, Implant Dent., 1, 79, 
1992. 

52. Schulz, K.F., Subverting randomization in controlled trials, /. Am. Med. Assoc., 
274, 1456, 1995. 



© 2003 by CRC Press LLC 



53. Moher, D., Schultz, K.F., and Altaian, A.F., The CONSORT statement: revised 
recommendations for improving the quality of reports of parallel-group ran- 
domized trials, Lancet, 357, 1191, 2001. 



© 2003 by CRC Press LLC 



Section II 



Can Implant Macro Design 
and Micro Texturing Improve 
IT Bone Response? 



© 2003 by CRC Press LLC 



Toward an Optimized Dental Implant Design 



Stig Hansson 



CONTENTS 

2.1 Introduction 

2.2 Wolff's Law and Its Implications for Dental Implant Design 

2.3 Determining Which Parts of an Implant Should Be Provided with 
Retention Elements 

2.4 Ideal Surface Roughness from a Biomechanical Angle 

2.5 Ideal Implant Thread 

2.6 The Implant- Abutment Interface 

2.6.1 Flat-to-Flat or Conical Interface 

2.6.2 A Conical Implant-Abutment Interface: At the Level of the 
Marginal Bone versus a More Coronal Location 

2.7 Summary 
References 



2.1 Introduction 

The primary function of dental implants is to carry loads. The loads can be 
quite significant and the implants are small. 1 This means that a great strain 
is exerted on the supporting bone which is often in limited supply and of 
inferior quality. 2 The desire to apply an early loading or immediate loading 
protocol implies an even greater strain on the bone. 

All available bone is needed to resist the loads from an implant and to 
give support to soft tissue; a high marginal bone level is often a prerequisite 
for an esthetically acceptable treatment result. In spite of this, it is an accepted 
reality today that a substantial amount of marginal bone is lost during the 
first year after implant installation. 3 Can this bone loss be avoided? Does the 
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fate of the marginal bone depend on the design of the implant? Does the 
ability of an implant to support load also depend on implant design? 



2.2 Wolff's Law and Its Implications for Dental Implant Design 

In 1866, von Meyer gave a lecture on the structure of cancellous bone at the 
Natural Sciences Society in Zurich. Among the audience was the mathema- 
tician and founder of graphic statics, C. Culmann, who was struck by the 
fact that the orientation of the trabeculae bore a strong resemblance to prin- 
cipal stress trajectories — a mathematical concept used in solid mechanics. 
One of Culmann's students constructed the principal stress trajectories for 
a curved beam loaded in a manner expected for a human femur. 4 

The similarity of the trajectories of the trabeculae of the femur and those 
of the principal stresses of the curved beam was striking. 5 von Meyer con- 
cluded that the structure of cancellous bone is correlated to the magnitude 
and the direction of the loads to which it is exposed. The trajectories of the 
cancellous bone often meet at right angles and so do principal stress trajec- 
tories. Wolff expressed his conviction that the remodeling of bone as a 
response to the history of mechanical loading follows mathematical laws. 6 
Wolff's theories about bone remodeling became known as Wolff's law. Wolff 
did not give a precise definition of the law. Borland's Illustrated Medical 
Dictionary states that, "A bone, normal or abnormal, develops the structure 
most suited to resist the forces acting upon it." 7 

Wolff's law received widespread acceptance and a vast number of obser- 
vations were interpreted as supporting it. 8 However, bone modeling and 
remodeling are the results of complex interactions of many different factors 
of which mechanical stimulation is only one. Bertram and Swartz raised 
serious objections against an uncritical application of Wolff's law. 9 They 
suggested that the adaptation of the form of bone to new functional require- 
ments presupposes a regenerative or reparative response. Such a reparative 
response prevails after the installation of a dental implant. 

Wolff's law implies that nature economizes on bone and tends to dispose 
of bone that is not optimally used. This means that in order to preserve bone 
tissue, a dental implant should be designed so that it induces a mechanical 
stimulation of the surrounding bone when loaded. However, if bone is 
subject to extreme stresses, it is resorbed. 10 This puts another constraint on 
the proper design of a dental implant. An implant should be designed not 
to give rise to high stress peaks in the bone when loaded. Thus we have 
established two operational biomechanical criteria of a good implant design 
which, when applied, will likely result in a favorable bone response. 

A dental implant should have such a design so that, when loaded, it 
induces a mechanical stimulation in the surrounding bone and high stress 



© 2003 by CRC Press LLC 



peaks do not arise in the bone. In the search for the ultimate implant design, 
we can use powerful mathematical tools like the finite element method in 
order to meet these criteria. 11 



2.3 Determining Which Parts of an Implant Should Be 
Provided with Retention Elements 

Dental implants are primarily anchored in bone by means of mechanical 
interlocking. Axial loads on the implant are transmitted to the bone via 
retention elements on the implant surface. The most commonly used reten- 
tion elements are threads and the irregularities of rough surfaces. 

Linkow and Chercheve recommended that a dental implant should have 
a smooth endosseous neck portion — a design principle that has been widely 
applied. 12 In a combined three-dimensional and axisymmetric finite element 
study Hansson compared an axially loaded cylindrical implant equipped 
with a smooth endosseous neck portion with the same implant whose neck 
was equipped with retention elements (Figure 2.1). 13 The shear stress at the 
interface between implant and bone was calculated. At the smooth neck, it 
was assumed that only compressive stresses were resisted at the 
implant-bone interface. At implant surfaces provided with retention ele- 
ments, it was assumed that shear stresses also were resisted at the interface. 
It follows from the assumptions that the bone outside the smooth neck did 
not take part in absorbing the load. This violates the first criterion of a good 




I 



FIGURE 2.1 

At the implant with a smooth endosseous neck, a high stress peak arose where the retention 
elements started. The peak stress at the implant where the retention elements extend to the top 
marginal bone was substantially lower. 
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dental implant design: that bone should be mechanically stimulated. Where 
the retention elements started at the implant with the smooth neck, a high 
stress peak arose in the bone. This violates the second criterion of a good 
dental implant design: that high stress peaks should be avoided. At the 
implant whose neck portion was equipped with retention elements, all the 
surrounding bone took part in resisting the load and the peak bone-implant 
interface shear stress was much reduced. 

In order to investigate the generality of the results, a number of variations 
were made in the model. In all cases, the measure to provide the implant 
neck with retention elements resulted in a substantial reduction of peak 
interface shear stress. The results of this theoretical study unequivocally 
indicate that the endosseous neck portion of an implant should be equipped 
with retention elements. Another result of this study was that an increase in 
the axial stiffness of an implant results in decreased peak stresses. An 
increase in axial stiffness can be brought about by an increased wall thick- 
ness, for instance, by switching from a standard thread to a microthread. 

In a study of loaded porous-coated dental implants provided with 
machined necks of two different lengths, Al-Sayyed and coworkers found 
that marginal bone resorption in dogs was more pronounced at the 
implants with the long machined necks. 14 It was suggested that the mar- 
ginal bone resorption was caused by disuse atrophy in accordance with 
Wolff's law, i.e., due to a violation of the first criterion of a good dental 
implant design. 

In a clinical study comprising four different screw-shaped dental implants 
provided with smooth necks of different lengths, Jung et al. found that the 
marginal bone stabilized at the level of the first thread. 15 This bone loss down 
to the first thread can also be interpreted as a result of insufficient mechanical 
stimulation of the marginal bone, i.e., due to a violation of the first criterion 
of a good dental implant design. 

A very substantial marginal bone loss was reported around a screw-shaped 
titanium implant provided with a long, smooth, conical neck. 16 17 Quirynen 
et al. found that the marginal bone resorption progressed down to the level 
of the first thread around most of the implants. 16 Palmer et al., however, 
obtained remarkably high marginal bone levels for an implant, similar in its 
outer shape, whose conical neck was equipped with a microthread and a 
rough surface produced by means of blasting with titanium dioxide. 18 At 
baseline, the average marginal bone level was 0.5 mm below the upper lateral 
edge of the implant. Five years later, this average marginal bone level had 
moved 0.1 mm more coronally. 

The notably favorable marginal bone conditions at this implant can be 
regarded as yet another confirmation that Wolff's law applies to dental 
implant design: a dental implant should be designed so that the surround- 
ing bone, and especially the marginal bone, will be mechanically stimulated. 
It also indicates that marginal bone resorption is a phenomenon that can 
be avoided. 
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2.4 Ideal Surface Roughness from a Biomechanical Angle 

Animal studies have shown that the bone-implant interface shear strength 
can be increased by means of a rough surface. 19 20 A rough surface will relieve 
the loads on retention elements of bigger dimensions. A substantial amount 
of research effort has been spent on trying to find the kind of surface 
roughness that maximizes interface shear strength. It has been the practice 
to characterize rough implant surfaces by means of different surface rough- 
ness parameters. 21 

While it can be assumed that an unequivocal relationship exists between 
the sizes and shapes of irregularities constituting a rough surface and bone 
response, an unequivocal relationship between a certain set of values of a 
certain set of surface roughness parameters and bone response cannot be 
postulated a priori. Hansson showed the absence of a clear relationship 
between the values of a set of surface roughness parameters and the detailed 
topography of a surface. 22 Consequently surface roughness parameters are 
not reliable predictors of interface shear strength. 

Another approach to evaluating surface roughness is to study the retention 
elements constituting the rough surface. The ideal surface roughness maxi- 
mizes interface shear strength. Hansson and Norton developed a mathemat- 
ical model for the estimation of the interface shear strength achieved by a 
rough implant surface. 23 24 A rough surface was conceived as consisting of 
pits. The model focuses on the sizes, shapes, and packing densities of these 
pits. It takes into account the fact that the bone tissue close to an implant 
surface has a reduced content of collagen and mineral and that the mineral 
and collagen content give bone its strength. 25 37 The gist of the model is 
expressed by the following formula: 

T i = fpe ' fpd ' T i 

where T, represents bone-implant interface shear strength; f„ is a factor 
between 0 and 1, the value of which depends on the sizes and shapes of the 
pits constituting the rough surface (it takes into account the fact that the 
bone tissue immediately adjacent to the implant surface has reduced 
strength); f d is a factor between 0 and 1, the value of which depends on 
how densely packed the pits are; and X h is the shear strength of the surround- 
ing bone. 

From the above formula, it is evident that the theoretical maximum of the 
interface shear strength equals the shear strength of the surrounding bone. 
The model predicts that the packing density of the pits on a rough surface 
should be as high as possible and that up to a pit size of about 10 urn, the 
interface shear strength increases with increasing pit size (Figure 2.2). 
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FIGURE 2.2 

Left: with very small pits on the implant surface, the bone plugs protruding into the pits consist 
of bone tissue of reduced strength. Consequently, the interface shear strength is low. Right: with 
bigger pits, a substantial part of the bone plug protruding into a pit consists of bone of full 
strength. The interface shear strength is higher. 



2.5 Ideal Implant Thread 

Screw-shaped endosseous implants dominate the dental implant market 
today. The thread is probably the most important element of these implants. 
In spite of this, few scientific studies have addressed the question of thread 
design. Bechtol measured the holding power of vitallium bone screws with 
different thread profiles. 38 Variations in pull-out force for the different thread 
designs were within the limits of experimental error. 

Knefel investigated five different thread profiles by means of photoelas- 
ticity. 39 The most favorable stress distribution was obtained for a thread 
profile that had sharp edges. This is remarkable because general engineering 
experience demonstrated theoretically and experimentally teaches that sharp 
edges tend to produce high stress concentrations. 40 It can be suspected that 
the experimental set-up was not precise enough to reveal local stress con- 
centrations. 

Albrektsson and coworkers recommended that the thread tops be rounded 
in order to relieve stress concentrations and predicted small stresses in the 
bone at interior points of the thread. 41 This is, however, a qualitative state- 
ment and no recommendation was given as to the magnitude of the radius 
of curvature of the thread top, nor does the implant designer find any 
guidance concerning the values of flank angle, thread depth, pitch, etc. in 
the implant literature. 

It is evidently difficult to devise an experimental method that can disclose 
the relative benefits of small variations on a thread profile. Another possi- 
bility to evaluate different thread profiles is to approach the problem theo- 
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retically, for instance, to use the finite element method. The application of 
such a tool normally means that the calculations are made on an imagined 
physical model that deviates substantially from a typical clinical situation. 
The geometry and the loads are idealized. The properties of the bone, the 
conditions at the implant-bone interface, and the boundary conditions are 
also idealized. The element mesh implies yet another approximation. This 
means that the calculations are made on a mathematical model that differs 
quite a lot from a clinical situation. Consequently, we cannot expect that the 
calculated stresses will occur in reality. However, if we compare two different 
designs and in a theoretical calculation find that one design is better than 
the other, we often have good reason to believe that this design will become 
the design of choice in a real situation. 42 

Hansson and Werke investigated the effects of variations of thread profiles 
on the magnitude of the stress peaks in bone. 43 The study was made via finite 
element analysis of an infinitely long and infinitely stiff screw-shaped implant 
embedded in cortical bone. The implant-bone interface was assumed to resist 
compressive stress but not tensile or shear stress. The implant was subjected 
to a standard axial load per unit of implant length. With these assumptions 
made, the stress pattern in the bone outside the different thread turns will be 
identical. The hypothesis was that the thread profile that would minimize 
the maximum stress in the bone would be the thread profile of choice. 

The profile of the thread was characterized by the depth, the top radius 
of curvature, the flank angle, and a straight part at the bottom of the thread. 
All these variables were varied and 840 different thread profiles were inves- 
tigated. The profile of the thread affected the stress pattern in the bone. In 
all calculation examples, the maximum tensile bone stress was located out- 
side the top of the thread. In most cases, the maximum compressive stress 
arose outside the point where the lower flank of the thread passed into the 
curved top. Bone stresses near the bottom of the thread were usually minor. 
These results agree well with the results of Kohn et al. who predicted stress 
concentrations at the thread tops and gradually decreasing bone stresses 
when moving toward the interior of the thread. 44 

With big values of the flank angle combined with a rather long straight 
part at the bottom of the thread, the maximum compressive stress was 
located at the flank near the thread bottom. In most cases, the peak tensile 
stress was more dangerous than the peak compressive stress — closer to the 
ultimate stress of bone. 

After slight modification of the mathematical model that made it possible 
to analyze unsymmetrical threads, calculations were made for the thread 
profiles of three clinically used implants: the Branemark implant, the ITI 
implant, and a recently introduced implant known as MicroThread™ (Astra 
Tech, Molndal, Sweden). The MicroThread implant (Figure 2.3) is equipped 
with two types of thread: a microthread at the neck portion and a thread of 
more standard dimensions at the body portion. For the Branemark and ITI 
implants, the profiles were obtained by measurements on implants. For the 
MicroThread implant, the nominal values of the parameters defining the 
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FIGURE 2.3 

The MicroThread implant of Astra Tech includes a microthread and macrothread with optimized 
profiles. The implant also incorporates (1) retention elements at the endosseous neck portion, 
(2) optimized surface roughness, and (3) a conical implant-abutment interface at the level of 
the marginal bone. 

thread were used. The peak tensile stresses in the bone resulting from the 
standardized load were 2.29 MPa and 2.27 MPa, respectively, for the Brane- 
mark and ITI implant threads. For the microthread and the bigger thread of 
the MicroThread implant, the peak tensile stresses were substantially 
smaller: 1.84 MPa and 1.86 MPa, respectively. This means that the threads 
of the MicroThread implant performed better than the threads of the other 
two implants and comply with the second criterion of good implant design. 
A microthread has an additional merit. A switch from a standard thread to 
a microthread while keeping the major diameter of an implant the same will 
result in increased axial stiffness of the implant which in turn will bring 
about a reduction of the peak bone stresses. 13 




2.6 The Implant-Abutment Interface 
2.6.1 Flat-to-Flat or Conical Interface 

The implant and the surrounding bone can be regarded as a single structure. 
The load from the superstructure is transmitted to this structure by means 
of the abutment. In solid mechanics, Saint- Venant's principle states that a 
change in the distribution of the load on a structure, without change of the 
resultant force, alters the stresses in a region close to the area where the load 
is applied but not far from it. 45 

The design of the implant-abutment interface affects the way a load is 
applied on the implant-bone structure. For this reason, the design of the 
implant-abutment interface may also affect the stress pattern in the mar- 
ginal bone. 
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FIGURE 2.4 

With the flat-to-flat implant-abutment interface, a high stress peak arose at the uppermost 
marginal bone. Peak stress was substantially lower for the conical interface at the level of the 
marginal bone and it had a more apical location. 

In a finite element study, Hansson compared a conical implant-abutment 
interface at the level of the marginal bone with a "flat-to-flat" implant-abut- 
ment interface (Figure 2.4). 46 The implant studied was cylindrical and pro- 
vided with retention elements all the way to the top. The retention elements 
were not modelled. The implant-bone interface was assumed to resist 
compressive and shear stresses but not tensile stress. For the implant with 
the flat-to-flat interface, a standardized axial load was applied on a flat 
horizontal peripheral surface on top of the implant. For the implant with 
the conical interface, the same axial load was applied on an inner conus in 
the implant. 

The design of the implant-abutment interface and the points of application 
of the axial load had a profound effect on the stress state in the marginal 
bone. The peak bone-implant interface shear stress was located at the top 
marginal bone for the flat-to-flat implant-abutment interface. The more 
peripheral the location of the load, the higher the peak stress. The conical 
implant-abutment interface brought about a substantial decrease in the peak 
bone-implant interface shear stress as compared to the flat-to-flat interface. 
This means that the conical interface showed better compliance with the 
second criterion of good implant design. It also moved the peak interface 
shear stress further down in the bone. The further down in the inner conus 
the axial load was distributed, the further down in the marginal bone the 
peak interface shear stress settled. 

An arbitrary oblique load on an implant can be divided into axial and 
horizontal components. Assuming an implant provided with retention ele- 
ments at the endosseous neck portion, Stoiber and Mailath et al. found that 
the peak stresses in the bone resulting from a vertical load were located high 
up in the marginal bone. 47 " 48 The peak bone stresses resulting from a hori- 
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zontal load also were located very high up. Thus the peak stresses resulting 
from the horizontal load component coincided with those resulting from the 
axial load component and are consequently added to each other. 

Stoiber and Mailath et al. feared marginal bone resorption due to excessive 
stresses and tried to devise a way to separate the location of the peak stresses 
resulting from the axial load component from the location of the peak stresses 
resulting from the horizontal load component. 47 48 The conical implant-abut- 
ment interface at the level of the marginal bone analyzed by Hansson appears 
to solve the problem identified by Stoiber and Mailath et al. 46-48 With this 
implant-abutment interface, the peak interface shear stress caused by an 
axial load appears to be spatially separated from the peak interface shear 
stress caused by a horizontal load. In more general terms, Hansson's results 
suggest that the more central and the deeper down in the implant the point 
of application of the axial load, the more favorable the stress distribution in 
the marginal bone. 46 

2.6.2 A Conical Implant-Abutment Interface: At the Level of the 
Marginal Bone versus a More Coronal Location 

Hansson found that a conical implant-abutment interface at the level of the 
marginal bone produced a more favorable stress distribution than a flat-to- 
flat interface. 46 In a finite element study, Hansson investigated whether the 
benefit remained if the conical interface was located more coronally 49 Cylin- 
drical implants provided with 0.1 mm deep microthreads extending up to 
the uppermost cortical bone were studied. The microthreads were modelled 
with finite elements. 

The implant-bone interface was assumed to resist compressive stress but 
not tensile or shear stress. One implant was provided with a conical 
implant-abutment interface located at the level of the marginal bone. On 
another implant, the same conical interface was located 2 mm more coronally 
(Figure 2.5). A standard axial load was applied on the inner coni of the 
implants. 

For the implant with the conical interface at the level of the marginal bone, 
moderate tensile, compressive, and von Mises stresses arose outside the 
uppermost thread. The peak tensile, compressive, and von Mises stresses 
had more apical locations. Thus the peak stresses resulting from an axial 
load component were spatially separated from those resulting from a hori- 
zontal load component. For the implant with the conical interface located 
2 mm more coronally, the highest tensile, compressive, and von Mises 
stresses arose outside the uppermost thread. The peak tensile, compressive, 
and von Mises bone stresses were substantially higher with the latter 
implants. The conclusion was that the beneficial biomechanical effect of the 
conical interface was lost if the conical implant-abutment interface was 
located 2 mm more coronally. 
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FIGURE 2.5 

The peak compressive bone stresses at the different thread levels. With the conical im- 
plant-abutment interface at the level of the marginal bone, the peak stress at the uppermost 
thread turn was moderate. The highest stress appeared further down in the bone. With the 
conical interface located 2 mm more coronally, an unfavorably high stress peak arose at the 
uppermost thread turn. 



2.7 Summary 

Based on Wolff's law, two biomechanical criteria of a good dental implant 
design were set up. They imply that a dental implant should be designed so 
that, when loaded, it induces mechanical stimulation in the surrounding bone 
and high stress peaks are avoided. The incorporation of certain design features 
makes an implant comply with these criteria. An implant should be equipped 
with retention elements extending all the way to the uppermost marginal bone. 

The retention elements should have such a design so they do not give rise 
to high stress concentrations. It is possible to find a thread profile that relieves 
stress peaks. If an implant has high axial stiffness, stress peaks are further 
reduced. If the outer diameter of an implant is fixed, a shallow microthread 
makes it possible to combine effective retention elements with high axial 
stiffness. 

The bone-implant interface shear strength can be increased by means of 
a rough surface. A surface roughness consisting of densely packed pits of 
sufficient size and appropriate shape maximizes the interface shear strength. 
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Stress peaks can be further reduced by means of a suitable design of the 
implant-abutment interface. One such suitable design is a conical 
implant-abutment interface at the level of the marginal bone. The above 
conclusions regarding design features led to development of the Astra Tech 
MicroThread implant (Figure 2.3). 
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3.1 Introduction 

It is generally accepted that a necessary requirement for success of bone 
interfacing endosseous dental implants (and orthopedic joint replacement 
implants intended for major load-bearing applications) is achievement and 
maintenance of rigid implant fixation to host bone (osseointegration). For 
all cementless implant designs including those with so-called bioactive sur- 
faces, this results primarily through mechanical interlock of bone and bio- 
material at a macroscopic or microscopic level. 

An important preference of cementless implants is the ability to become 
osseointegrated rapidly, thereby minimizing the risks that inadvertent early 
forces will act on the implant and cause excessive relative displacement at 
the host-bone interface that would inhibit bone formation and osseointegra- 
tion. The factors recognized as affecting the strength of fixation and / or the 
rate of osseointegration include implant topography, surface chemistry, 
nature of the host site (vascularity, osteogenic potential), and the stress/ 
strain field acting on the early repair tissues that form within the 
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FIGURE 3.1 

Four endosseous dental implants; scanning electron micrographs showing different bone-inter- 
facing surface preparations: (a) machined, (b) grit-blasted and acid-etched, (c) Ti plasma- 
sprayed, and (d) sintered porous surface. 

implant-bone interface zone. The action of the stress / strain field is depen- 
dent on imposed forces and implant surface design and serves as the focus 
of this chapter. 

Figure 3.1 shows some current designs and highlights their different sur- 
face features. Differences in osseointegration potential due to implant surface 
geometry appear to affect both rate of osseointegration and strength of 
fixation. 19 In terms of surface chemistry effects, calcium phosphate coatings 
(usually formed by plasma spraying) have been shown 10 14 to significantly 
affect rate of development of interface fixation (as determined by interface 
shear strength tests). 

The matter of differentiating the effects of surface chemistry and topogra- 
phy remains an issue, particularly with plasma spray-coated hydroxyapatite 
(HA) implants that have highly irregular surfaces. In addition to the require- 
ment for good vascularity at the implant site, mechanical strains can promote 
local osteogenesis, thereby contributing to implant osseointegration. 1519 
Mechanical stimulation using controlled cyclic loads has been shown to pro- 
mote bone fracture healing. 20 It has also been proposed to promote osseoin- 
tegration of implants. 1618 - 21 ' 22 The tissue differentiation hypothesis proposed 
by Carter et al. 23 suggests that low distortional and hydrostatic strains act to 
promote osteogenesis. Our studies appear to support this hypothesis. 17 ' 1822 



3.2 Implant Maintenance: Avoidance of Crestal Bone Loss 

This chapter aims to identify implant design strategies shown to be beneficial 
for promoting more rapid implant osseointegration and ensuring long-term 
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implant stability. While implants of virtually all designs have been reported 
to produce high success rates in favorable situations (mandibular location, 
bone density of type I or II, 24 and sufficient bone height to accomodate 
implants >10 mm in length), less favorable outcomes have been reported for 
implants placed in maxillae where shorter implant lengths are often indi- 
cated and for implants placed in posterior mandible locations in bone of low 
density (types III and IV). 25 - 26 

A review of the major causes and mechanisms of dental implant failure 
following the establishment of osseointegration suggests that excessive 
crestal bone loss is the most common root cause of failure. The resulting 
formation of a significant peri-implant pocket presents a site susceptible to 
bacterial accumulation resulting in further bone loss due to chronic local 
inflammation. This can progress to eventual implant loss. Alternatively, if 
sufficient apical implant support is maintained following substantial crestal 
bone loss, the resulting high bending moment acting on the implant can lead 
to implant fatigue failure. 27 Regardless of the mode of failure, preventing or 
at least limiting the extent of crestal bone loss appears to be a desirable 
strategy for improving the performance and long-term survival of endos- 
seous dental implants. 

Four possible causes of crestal bone loss are recognized, including local 
bone overload, under-stressing of peri-implant crestal bone, establishment 
of "biologic width," and peri-implant infection (peri-implantitis). 

Mechanical overload is noted most often as the cause of crestal bone loss. 28 
During normal implant function, cyclic forces are transmitted from the 
implant to the peri-implant bone and, depending on the design of the 
implant, high local stress concentrations can develop in the bone juxtaposing 
the coronal portion of the implant. The bone next to the tip region of 
machined thread elements represents a zone of especially high stress con- 
centration. Freestanding implants that experience significant transverse force 
components are especially susceptible to developing unacceptably high 
regions of local stress in the juxtaposing bone. The shorter the implant length, 
the higher are these stresses. Hence, the observed high failure rates for 
implants smaller than 10 mm in length with sintered porous-surfaced 
implants representing a notable exception. 26 

Localized high stresses may cause microcracking of bone. Depending on 
the level and frequency of loading, bone remodeling and repair of the micro- 
cracks may occur or, alternatively, local microdamage may continue to accu- 
mulate leading to substantial loss of crestal bone. Predictions of the absolute 
magnitude of local stresses using finite element methods have been reported 
but are questionable because of the number of assumptions and over-sim- 
plifications that must be used with this approach. While reliable prediction 
of absolute bone stresses and strains is not possible, finite element analysis 
has proven helpful for assessing qualitatively how design changes including 
changes in surface features may affect local stresses and strains (resulting in 
relative increase, decrease, or no effect). Hansson 29 used this approach to 
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suggest design improvements with threaded implants to reduce the proba- 
bility of peri-implant crestal bone overloading. 

A second noted cause of crestal bone loss, again stress-related, is local 
under-stressing of bone, also called "stress shielding." It is caused when 
high stiffness implant structures bear the major portions of loads and it can 
result in bone disuse atrophy. 30 Because the most coronal regions of virtually 
all currently used dental implants are prepared with smooth surface geom- 
etries (Figure 3.1), force transfer from implant to bone is poor in this region. 
Only compressive forces can be effectively transferred across the 
implant-bone interface in this region. The transfer of shear forces at the 
smooth coronal region can occur only as a result of friction. This transmits 
limited force to the apposing bone and consequent minimal mechanical 
stimulation of that bone. Bone loss ensues if local stresses and strains fall 
below a critical threshold value (~1.6 MPa 31 or 100 |i£ 32 ). This appears to 
explain the limited crestal bone loss observed around implants to a depth 
corresponding to the level at which bone retention elements (threads and 
coatings) are located. 33 

Confounding this issue, however, is the matter of biologic width that 
suggests a strictly physiological cause for crestal bone loss. 34 This phenom- 
enon is claimed to result in the formation of a 1.5 to 2 mm deep layer of 
gingival tissue between the bone crest and the superior implant component 
surface (abutment-fixture junction). This suggests that, even assuming the 
presence of bone retention elements along the most coronal region of the 
implant, and hence adequate mechanical stimulation of bone along the full 
implant length, 31 crestal bone loss may occur as a result of the development 
of this soft gingival tissue layer. Follow-up studies of our earlier work on 
porous-surfaced implants prepared with very short (0.75 mm) smooth coro- 
nal regions placed in canine mandible sites using quantitative histological 
assessment suggest that biologic width establishment and possibly stress 
shielding 33 are responsible for the observed crestal bone loss. 

Crestal bone loss may also result from local infection due to bacterial and 
biofilm formation at the coronal region of an implant. Surface roughness is 
important in this regard and is the major reason all current designs are 
fabricated with smooth coronal regions. Assuming that the formation of 
minimal biologic width is a dominant factor in peri-implant tissue response, 
and recognizing the general principle that the formation of a biofilm is best 
defended against through early development of a stable connective tis- 
sue-implant interface, 36 the design of the coronal implant surface to encour- 
age rapid soft connective tissue attachment appears to be a worthwhile 
strategy. Current practice involves a smooth coronal region that has an 
optimal surface roughness (0.05 to 0.2 \xm Ra) believed to allow a degree of 
gingival tissue attachment while preventing easy bacterial colonization. 37 
Other studies propose the use of microgrooves and other textured surfaces 
to enhance soft connective tissue attachment while inhibiting epithelial 
growth apically. 38 
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3.3 Sintered Porous Surfaces: Rationales of Design and Use 

Dental implants designed with porous surfaces formed by sintering metal 
powders are unique by virtue of their three-dimensional interconnected 
porous structures (Figure 3. 2). 39 If the resulting pores and interconnecting 
channels are of appropriate size, rapid bone ingrowth will occur, assuming 
appropriate conditions during tissue healing. These include the general 
requirements of adequate blood supply, osteogenic potential of host tissues, 
and limited or no movement of the implant relative to host bone. 

Our studies with dogs suggest maximum relative shear displacements at 
the bone-porous-surface implant interface of 50 \xm for acceptable bone 
formation and ingrowth throughout the porous structure (Figure 3.3). 40 In 
addition, pore size preferably should be equal to or greater than 100 Jim to 
allow rapid bone ingrowth throughout the porous region, typically com- 
posed of two or three sintered powder layers (-0.3 mm in width). 39 Our 
recent studies have shown that bone formation and fixation of well stabilized 
porous-surfaced implants made of Ti6A14V occur through both distance 
osteogenesis (appositional bone formation) and local (contact) osteogenesis. 
This is in contrast to plasma spray-coated designs in which bone formation 
within the interface zone occurs primarily by distance osteogenesis. 41 As a 
result, more rapid implant fixation is possible with sintered porous-surfaced 
designs (or presumably any design that provides a three-dimensional inter- 
connected porous network for bone ingrowth) due to the two-front bone 
formation process. 

Finite element analysis incorporating homogenization methods was used 
to model the implant surface structure (porous-surfaced or plasma-sprayed 
geometry) to predict local tissue strains during healing within the interface 
zone (including regions of the implant surface within which tissue could 




(a) (b) (c) 



FIGURE 3.2 

Porous-surfaced dental implant prepared by sintering Ti6A14V powders to a Ti6A14V machined 
core: (a) tapered truncated conical-shaped implant, (b) scanning electron micrograph of sinter 
surface-solid core junction showing particle-particle and particle-substrate sinter necks, (bar 
= 120 (J.m), (c) higher magnification scanning electron micrograph of sinter neck region showing 
thermal etching that develops during sintering (bar = 6 [im). 
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FIGURE 3.3 

Back-scattered scanning electron micrographs of implants subjected to rotational displacements 
of 50 to 75 p.m: (a) sintered porous-surfaced implant showing bone ingrowth, (b) Ti plasma 
spray-coated implant showing bone closely juxtaposed to the irregular plasma-sprayed coating 
surface, (c) machined threaded implant with bone formed within the thread region. Note: (b) 
was taken at slightly higher magnification: 30x versus approximately 20x for (a) and (c). 

form). The results of the analyses indicated significant differences in local 
tissue strains for premineralized healing tissues juxtaposing the porous- 
surfaced and plasma-sprayed designs, the former resulting in more regions 
of lower distortional and volumetric strains. 17 

This favors osteogenesis according to the tissue differentiation hypothesis 
proposed by Carter and coworkers. 15 In addition, the open-pored sintered 
structure should also favor the ingrowth of new blood vessels compared 
with the close-ended surface openings of a plasma spray-coated surface. 
The increased vascularity may also contribute to the observed faster bone 
formation and fixation strength development of porous-surfaced compared 
with plasma spray-coated implants. Significant differences in pull-out 
strength and interface zone structure were only observed during the early 
postimplantation healing period (up to 8 days in our rabbit model studies). 
By 16 days, we noted no significant differences in pull-out strength or extent 
of bone formation in the interface zones for the two designs. 22 Recent studies 
using the rabbit femoral condyle model have shown that bone forms within 
the pores of porous-surfaced implants as early as 6 days after implanta- 
tion. 42 

Relative movement at the bone-implant interface is known to inhibit the 
rate of osseointegration and, for excessive interface displacements, can com- 
pletely prevent osseointegration. Assuming that the relative movement is 
limited to less than approximately 150 \xm, sintered porous-surfaced 
implants can develop fibrous tissue anchorage of implants (a unique feature 
in which fibrous repair tissues can form and interdigitate throughout the 
three-dimensional porous network). 43 Depending on subsequent loading his- 
tory, this "pseudoligamentous" attachment tissue may mineralize, remodel, 
and be replaced by bone through a process similar to that during callus 
formation and spontaneous bone fracture healing, thereby producing 
"delayed" osseointegration. Such a sequence of events was observed around 
porous-surfaced femoral hip implant components in humans. 44 For other 
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designs, excessive early movement led to formation of a fibrous tissue cap- 
sule around the implant that was likely to thicken progressively with con- 
tinued loading, leading to eventual gross implant loosening. 

Due to the inhibitory effect of relative movement on bone formation within 
the peri-implant interface zone, absolute implant stability and a period of 
nonfunction are recommended as standard protocols for endosseous dental 
implant placement and use regardless of design in order to attain osseoin- 
tegration in the shortest time. In canine studies investigating tolerable rela- 
tive movement for bone ingrowth of porous-surfaced implants positioned 
in dog mandibular sites, we observed that in situations where relative shear 
displacements below 50 \im were imposed at regular intervals (30 torque- 
controlled loading cycles at 0.5 Hz every second day), bone formation 
occurred predominantly from the outer pore regions inward (greater percent 
bone area within the outer pores than within the pores adjoining the solid 
core), suggesting that appositional bone formation was dominant 22 and sim- 
ilar to osseointegration of plasma spray-coated designs. 

Finite element analysis incorporating the critical displacement value for 
bone ingrowth determined in our dog studies (A critical = 50 urn) predicted 
critical strain levels for (1) localized bone formation (distortional strain <3%) 
and (2) appositional bone formation (bone interface strain <8%; 17 see Figure 
3.4. For higher levels of relative displacement (initial shear displacement 
>50 \im) resulting in higher tissue strains, soft tissue anchorage (pseudolig- 
amentous attachment) was observed with porous-surfaced implants. 40 45 This 
response was somewhat variable with bone ingrowth occurring in some 
cases at initial shear displacements -75 \im — an outcome also observed 
with plasma spray-coated implants (Figure 3.3b). 
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FIGURE 3.4 

Summary of mechanical strain effects on peri-implant tissue formation within the implant-bone 
interface zone. 
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Machined threaded implants were also included in our canine relative 
micromovement effect studies (Figure 3.3c). Unlike the porous-surfaced or 
plasma spray-coated implants, these had no capacity for resisting imposed 
torques. They developed bony crypts within which they freely counter- 
rotated. This indicates the critical need for splinting or other means of pre- 
venting implant rotation as a result of torquing of machined threaded designs. 



3.4 Surface Modification for Enhancing Osteoconductivity 

Increasing the rate of bone formation along implant surfaces is an important 
issue, particularly for endosseous dental implants designed for immediate 
or early functional loading and for implants placed in low density (types III 
and IV) bone (typically the posterior mandible). Implant surface modifica- 
tions such as acid etching in combination with grit blasting 46 and calcium 
phosphate coatings formed directly by plasma spraying, 47 sputtering, 48 wet 
chemical deposition (sol-gel), 4950 or precipitation from solution on alkali- 
and heat-treated titanium substrates to form biomimetic coatings 51 have been 
investigated as ways to increase osteoconductivity. 

Increasing osteoconductivity by these surface design strategies has been 
proposed to be related to the altered implant topography that results from 
surface modification arising from enhanced interface zone fibrin clot reten- 
tion during healing. 52 Alternatively, it may be due to the formation of surfaces 
that, as a result of their chemical constitution, allow preferential adhesion 
of bioactive molecules involved in osteoblast and preosteoblast adhesion, 
thereby leading to accelerated bone formation. Unfortunately, as previously 
noted, the associated surface roughening resulting from current methods for 
forming calcium phosphate coatings or films and the rapid alteration of 
prepared smooth surfaces due to heterogeneous coating or film dissolution 
in vivo have confounded the ability to differentiate the effects of topography 
and surface chemistry. 

The effectiveness of sintered porous-surfaced structures for promoting 
osteoconductivity was demonstrated by Dziedzic 53 who compared bone 
growth along porous-surfaced and smooth (polished) Ti6A14V implants 
placed in rat tibiae. Measurements of bone contact demonstrated significant 
levels with porous-surfaced implants (two different pore size ranges were 
studied) while virtually no bone contact was observed with the smooth- 
surfaced samples. This experiment confirmed previous observations that 
suggested the osteoconductive nature of sintered porous-surfaced implants. 
The submicron-sized thermal etch features that develop during sintering of 
the Ti6A14V powders (Figure 3.2b) may also contribute to osteoconductivity. 54 

We recently investigated the further enhancement of osteoconductivity of 
sintered porous-surfaced implants by adding a calcium phosphate thin film 
over the sintered Ti alloy structure. 42 - 55 A 0.5 to 1 Jim thick calcium phosphate 
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overlayer film was made by sol-gel deposition using an inorganic sol-gel 
solution similar to that reported by Qui et al. 56 and a process for coating porous- 
surfaced Ti6A14V samples developed in our laboratory. Thin films were 
formed over the sintered powders. They were characterized by thin film x-ray 
diffraction and FTIR methods and shown to be crystalline; they consisted of 
hydroxyapatite and other calcium phosphate phases. Implants were placed in 
tibiae or femoral condyles of rabbits and left for 2 weeks (tibial implants) or 
6, 9, 12, or 16 days in femoral condyle sites as described by Simmons et al. 22 

Mechanical pull-out tests (femoral condyle implants), back-scattered scan- 
ning electron microscopy, and light microscopy (for interface zone structure 
characterization) were used for assessment. The results indicated signifi- 
cantly higher interface stiffness and force for pull-out at each of the two early 
periods (6 and 9 days for femoral condyle implants; see Figure 3.5) 42 and 
more extensive implant-bone contact at 2 weeks (tibial implants) for the 
calcium phosphate-coated devices. Whether the enhanced osteoconductivity 
of this implant design represents a clinically significant improvement 
remains to be determined. 

These studies, like others, were confounded by surface irregularities asso- 
ciated with the thin CaP films. Thus, the question whether topography or 
chemistry affects osteoconductivity remains equivocal. 



3.5 Maintenance of Osseointegration and Implant Design 

As noted, loss of crestal bone can result from local regions of high stress that 
cause microfractures or very low stress that produces bone loss via disuse 
atrophy. Hansson 29 proposed the introduction of retention elements along 
the most coronal portion of an implant as a means to promote stress transfer 
from implant to host bone over a greater interface area. This presumably 
would distribute strain energy over a greater volume of peri-implant bone 
and moderate high level local strains. A combined three-dimensional and 
axisymmetric finite element analysis was used to support this hypothesis. 
Unfortunately, introduction of surface retention elements along the coronal 
implant region also introduced structural features that increased the risks of 
plaque retention and peri-implantitis. 

Porous-surfaced implant designs provide a more effective means of dissi- 
pating implant forces over a greater volume of bone as a result of the three- 
dimensional bone-implant interlock. This allows the transfer of tensile, shear, 
and compressive forces from implant to bone. Transverse force components 
acting on osseointegrated porous-surfaced implants during occlusion are 
transferred efficiently to bone on the downstream (by compression) and 
upstream (by tension) sides of the implant as well as by shear. This results 
in a more symmetric and uniform pattern of peri-implant bone stressing and 
lower peak stresses compared with machined threaded implants. 
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FIGURE 3.5 

Mechanical pull-out test results for sol-gel Ca-P-coated versus standard porous-surfaced implants. 
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Finite element analyses of porous-surfaced and threaded implant designs 
were used to illustrate this difference. 57 Figure 3.6 shows the results of such 
analyses for implants acted on by a small horizontal force (2 N). In the two- 
dimensional finite element model, no bonding was assumed along the 
threaded implant surface while bonding and interface tensile force transfer 
was assumed with the porous-surfaced design reflecting the observed differ- 
ences in bone bonding for the two designs. The model predicts a more sym- 
metric distribution of stresses and lower local peak stresses in crestal bone 
next to the porous-surfaced implants. It also predicts lower overall stresses 
and strains in peri-implant crestal bone with the porous-surfaced implants. 



3.6 Summary 

Implant surface characteristics profoundly affect the rate of development of 
implant fixation through peri-implant bone formation and the stability of 
the fixation under long-term function. Both excessively high local strains 
and physiologically abnormally low bone strains can result in crestal bone 
loss. In addition, implant surface design has been shown to influence the 
peri-implant healing process; both surface chemical composition and topog- 
raphy appear to play roles. The extent to which one or the other of these 
factors is important remains to be determined. 
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(a) (b) 

FIGURE 3.6 

Finite element analyses (two-dimensional model) of (a) threaded and (b) porous-surfaced implant with a horizontal force acting on the abutment (orthodontic 
spring, force = 2 N). The model predicts a more symmetric stress/ strain distribution in crestal bone about the porous-surfaced implant (medial and distal 
aspects). The maximum predicted strain is approximately six times greater with the threaded design (i.e., 2410 versus 394 (xe for the 2 N applied orthodontic 
force (arrow). 



© 2003 by CRC Press LLC 



References 



1. Pilliar, R.M., An overview of surface variability of metallic endosseous dental 
implants: textured and porous surface-structure designs, Implant Dentistry, 7, 
305, 1998. 

2. Albrektsson, T. et al., Osseointegrated titanium implants, Acta Orthop. Scand., 
52, 155, 1981. 

3. Wennerberg, A., Albrektsson, T., and Lausmaa, J., Torque and histomorpho- 
metric evaluation of c.p. titanium screws blasted with 25- and 75-|im-sized 
particles of Al 2 O s , /. Biomed. Mater. Res., 30, 251, 1996. 

4. Wennerberg, A. et al., Experimental study of turned and grit-blasted screw- 
shaped implants with special emphasis on effects of blasting material and 
surface topography, Biomaterials, 17, 15, 1996. 

5. Maniatopoulos, C, Pilliar, R.M., and Smith, D.C., Threaded versus porous- 
surfaced designs for implant stabilization in bone-endodontic implant model, 
/. Biomed. Mater. Res., 20, 1309, 1986. 

6. Thomas, K.A. and Cook, S.D., An evaluation of variables influencing implant 
fixation by direct bone apposition, /. Biomed. Mater. Res., 19, 875, 1985. 

7. Buser, D. et al. Removal torque values of titanium implants in the maxilla of 
miniature pigs, Int. }. Oral Maxillofac. Implants, 13, 611, 1998. 

8. Klokkevold, RR. et al., Osseointegration enhanced by chemical etching of the 
titanium surface: a torque removal study in the rabbit, Clin. Oral Implants Res., 
8, 442, 1997. 

9. Cochran, D.L. and Buser, D., Bone response to sandblasted and acid-attacked 
titanium: experimental and clinical studies, in Bone Engineering, Davies, J.E., 
Ed., e.m. squared inc., Toronto, 2000, p. 391. 

10. Jansen, J.A. et al., Histologic evaluation of the osseous adaptation to titanium 
and hydroxyapatite-coated titanium implants, /. Biomed. Mater. Res., 25, 973, 
1991. 

11. Cook, S.D. et al., Torsional stability of HA-coated and grit-blasted titanium 
dental implants, /. Oral Implantology, 28, 359, 1992. 

12. Thomas, K.A. et al, Effect of surface macrotexture and hydroxylapatite coating 
on the mechanical strengths and histological profiles of titanium implant ma- 
terials, /. Biomed. Mater. Res., 21, 1395, 1987. 

13. Hulshoff, J.E.G. et al., Evaluation of plasma-spray and magnetron-sputter 
Ca-P-coated implants: an in vivo experiment using rabbits, /. Biomed. Mater. 
Res., 31, 329, 1996. 

14. Jansen, J.A. et al., The effect of surface roughness and calcium-phosphate coat- 
ing on bone regenerative implant surfaces, in Bone Engineering, Davies, J.E., 
Ed., e.m. squared inc., Toronto, 2000, p. 345. 

15. Carter, D. and Giori, N., Effect of mechanical stress on tissue differentiation in 
the bony implant bed, in The Bone-Biomaterial Interface, Davies, J.E., Ed., Uni- 
versity of Toronto Press, Toronto, 1991, p. 367. 

16. Prendergast, P.J., Huiskes, R., and Soballe, K., Biophysical stimuli on cells 
during tissue differentiation at implant interfaces, /. Biomechanics, 30, 539, 1997. 

17. Simmons, C.A., Meguid, S.A., and Pilliar, R.M., Differences in osseointegration 
rate due to implant surface geometry can be explained by local tissue strains, 
/. Orthop. Res., 19, 187, 2001. 



© 2003 by CRC Press LLC 



18. Simmons, C.A., Meguid, S.A., and Pilliar, R.M., Mechanical regulation of local- 
ized and appositional bone formation around bone-interfacing implants, /. 
Biomed. Mater. Res., 55, 63, 2001. 

19. Pilliar, R.M., Mechanical factors and osseointegration: influence of implant 
design, in Aging, Osteoporosis and Dental Implants, Zarb, G. et al., Eds., Quin- 
tessence, Chicago, 2002, p. 35. 

20. Kenwright, }. and Goodship, A.E., Controlled mechanical stimulation in the 
treatment of tibial fractures, Clin. Orthop., TAX, 36, 1989. 

21. Carter, D.R., Loboa-Polefka, E.G., and Beaupre, G.S., Mechanical influences on 
skeletal regeneration and bone resorption, in Bone Engineering, Davies, J.E., Ed., 
e.m. squared inc., Toronto, 2000, p. 358. 

22. Simmons, C.A., Valiquette, N., and Pilliar, R.M., Osseointegration of sintered 
porous-surfaced and plasma spray-coated implants: an animal model study of 
early postimplantation healing response and mechanical stability, /. Biomed. 
Mater. Res., 47, 127, 1999. 

23. Carter, D.R., Mechanical loading history and skeletal biology, /. Biomech., 20, 
1095, 1987. 

24. Lekholm, U. and Zarb, G.A., Patient selection, in Tissue-Integrated Prostheses: 
Osseointegration in Clinical Dentistry, Branemark, P. -I., Zarb, G.A., and Albrekts- 
son, T., Eds., Quintessence, Chicago, 1989, p. 199. 

25. Deporter, D.A. et al., A prospective human clinical trial of Endopore dental 
implants in restoring the partially edentulous maxilla using fixed prostheses, 
Int. J. Oral Maxillofac. Implants, 16, 527, 2001. 

26. Deporter, D.A. et al., Managing the posterior mandible of partially edentulous 
patients with short, porous-surfaced dental implants: early data from a clinical 
trial, Int. }. Oral Maxillofac. Implants, 16, 653, 2001. 

27. Morgan, M.J., James, D.E, and Pilliar, R.M., Fractures of the fixture component 
of an osseointegrated implant, Int. }. Oral Maxillofac. Implants, 8, 409, 1993. 

28. Quirynen, M., Naaert, I., and Steenberghe, D., Fixture design and overload 
influence marginal bone loss and fixture success in the Branemark system, Clin. 
Oral Implants Res., 3, 104, 1992. 

29. Hansson, S., The implant neck: smooth or provided with retention elements, 
Clin. Oral Implants Res., 10, 394, 1999. 

30. Pilliar, R.M. et al., Dental implant design: effect on bone remodeling, /. Biomed. 
Mater. Res., 25, 467, 1991. 

31. Vaillancourt, H., Pilliar, R.M., and McCammond, D., Finite element analysis of 
bone remodeling around porous-coated dental implants, /. Appl. Biomater., 6, 
267, 1995. 

32. Roberts, W.E., Fundamental principles of bone physiology, metabolism and 
loading, in Osseointegration in Oral Rehabilitation, Naert, I., van Steenberghe, D., 
and Worthington, P., Eds., Quintessence, London, 1993, p. 157. 

33. Al-Sayyed, A. et al., Predictable bone remodeling around two porous-coated 
titanium alloy dental implant designs, Clin. Oral Implants Res., 5, 31, 1994. 

34. Abrahamsson, I. et al., The peri-implant hard and soft tissues at different 
implant systems: a comparative study in the dog, Clin. Oral Implants Res., 7, 
212, 1996. 

35. Deporter, D.A. et al., A histometric assessment of bone and peri-implant mu- 
cosal tissue contact around sintered porous-surfaced dental implants in dogs, 
submitted, 2002. 



© 2003 by CRC Press LLC 



36. Gristina, A.G. and Naylor, P.T., Implant-associated infection, in Biomaterials 
Science: An Introduction to Materials in Medicine, Ratner, B.D. et al v Eds., Aca- 
demic Press, San Diego, 1996, p. 205. 

37. Quirynen, M. et al., An in vivo study on the influence of the surface roughness 
of implants on the microbiology of supra- and subgingival plaque, /. Dent . Res., 
72, 1304, 1993. 

38. Brunette, D.M. and Chehroudi, B., The effects of the surface topography of 
micromachined titanium substrata on cell behavior in vitro and in vivo, }. Bio- 
mech. Eng., 121, 49, 1999. 

39. Pilliar, R.M., Porous-surface metallic implants for orthopedic applications, /. 
Biomed. Mater. Res., 21 [Al], 1, 1987. 

40. Pilliar, R.M., Deporter, DA., and Watson, PA., Tissue-implant interface: micro- 
movement effects, in Material in Clinical Applications, Vincenzini, P., Ed., Techna, 
Faenza, Italy, 569, 1995. 

41. Simmons, CA. and Pilliar, R.M., A biomechanical study of early tissue forma- 
tion around bone-interfacing implants: the effect of implant surface geometry, 
in Bone Engineering, Davies, J.E., Ed., e.m. squared inc., Toronto, 2000, p. 369. 

42. Gan, L. et al., Sol-gel-formed calcium phosphate porous-surfaced implants: 
film formation and short-term in vivo studies, presented at Canadian Biomate- 
rials Society Annual Meeting, Toronto, June 2002. 

43. Pilliar, R.M. et al. Radiographic and morphologic studies of load-bearing po- 
rous surface-structured implants, Clin. Orthop., 156, 249, 1981. 

44. Engh, CA. and Bobyn, J.D., Biological Fixation in Total Hip Arthroplasty, Slack 
Inc., Thorofare, NJ, 1985, chap. 6. 

45. Pilliar, R.M., Lee, J.M., and Davies, J.E., Interface zone: factors influencing its 
structure for cementless implants, in Biological, Material, and Mechanical Consid- 
erations of Joint Replacement, Morrey, B.F., Ed., Raven Press, New York, 1993, p. 
225. 

46. Cochran, D.L. et al., Bone response to loaded and unloaded titanium implants 
with sandblasted and acid-etched surface: a histometric study in the canine 
mandible, /. Biomed. Mater. Res., 40, 1, 1998. 

47. Klein, C.P.A.T. et al., Calcium phosphate plasma-sprayed coatings and their 
stability: an in vivo study, /. Biomed. Mater. Res., 28, 909, 1994. 

48. Jansen, JA. et al., Application of magnetron sputtering for producing ceramic 
coatings on implant materials, Clin. Oral Implants Res., 4, 28, 1993. 

49. Langstaff, S. et al., Thin film phosphate based bioactive substrates, Mat. Res. 
Soc. Symp. Proc, 87, 414, 1996. 

50. Montenero, A. et al., Sol-gel derived hydroxyapatite coatings on titanium 
substrate, /. Mater. Sci, 35, 2791, 2000. 

51. Kokubo, T. et al., Spontaneous formation of bone apatite layer on chemically 
treated titanium metals, /. Am. Ceram. Soc, 79, 1127, 1996. 

52. Davies, J.E. and Hosseini, M.M., Histodynamics of endosseous wound healing, 
in Bone Engineering, Davies, J.E., Ed., e.m. squared inc., Toronto, 2000, p. 1. 

53. Dziedzic, D.M., Effects of Implant Surface Topography on Osteoconduction, 
M.Sc. thesis, University of Toronto, Toronto, Canada, 1995. 

54. Pilliar, R.M., Davies, J.E., and Smith, D.C., The bone-biomaterial interface for 
load-bearing implants, MRS Bulletin, 16, 55, 1991. 

55. Nguyen, H. et al., Osteoconduction of calcium phosphate thin films on porous 
implants in rabbit tibiae, /. Dent. Res., 76, 282, (Abstr. 2151), 1997. 



© 2003 by CRC Press LLC 



56. Qui, Q. et al., Bone growth on sol-gel calcium phosphate thin films in vitro, 
Cells Mat., 3, 351, 1993. 

57. Genady, S., personal communication, 2002. 



© 2003 by CRC Press LLC 



4 



Bone Response to Surface Roughness: 
Measurements and Results from 
Experimental and Clinical Studies 



Ann Wennerberg and Tomas Albrektsson 



CONTENTS 

4.1 Introduction 

4.2 Surface Roughness 

4.2.1 Measurement and Evaluation 

4.2.1.1 Methods 

4.2.1.2 How to Measure and Evaluate Surface Topography 
of Oral Implants 

4.2.2 Surface Roughness and Experimental Results 

4.2.2.1 Experimental Studies of Surface Roughness and 
Bone Fixation 

4.2.3 Surface Roughness and Clinical Results of Studies of 
Commercially Available Implants Prepared with Different 
Techniques 

4.2.3.1 Blasted Surface 

4.2.3.2 Blasted and Acid-Etched Surface 

4.2.3.3 Acid-Etched Surface 

4.2.3.4 Hydroxyapatite-Coated Surface 

4.2.3.5 Oxidized Surfaces 

4.2.3.6 Titanium Plasma-Sprayed Surface 

4.2.3.7 Turned Surface 

References 



© 2003 by CRC Press LLC 



4.1 Introduction 



Turned titanium implant surfaces have been shown to function well in dental 
practice for decades. 14 However, based mainly on experimental studies, 
several manufacturers abandoned turned surfaces for surface-enlarged 
implants. The alleged clinical reason is the possibility of loading surface 
modified implants sooner than generally recommended for turned implants. 
Better stability caused by greater contact area and a fibrin clot-retentive 
surface that may trigger bone healing are arguments used in promoting 
surface-modified implants. Examples of methods used to alter the surface 
topographies of commercial implants are grit blasting, titanium plasma 
spraying, chemical surface coating, and etching (used alone or in combina- 
tions). Other methods designed to alter surface topography can be found in 
various in vitro 5 ' 6 and in vivo 7 ' 9 studies. 

In general, experimental studies have shown firmer bone fixations with 
roughened surfaces. 1011 The different surface alteration methods produced 
different heights of individual surface irregularities and different spatial 
dimensions. Increases in height often, but not always, demonstrated 
increases in wavelength. However, whether the variation in height or wave- 
length is most important for improving implant incorporation by bone tissue 
is still unknown. A careful topographical characterization is necessary for a 
reliable interpretation of the role of implant surface roughness for bone 
incorporation. We also need further knowledge of equipment that measures 
arbitrary designs and different surfaces and interpretation of measurements. 



4.2 Surface Roughness 

4.2.1 Measurement and Evaluation 

4.2.1.1 Methods 



pal planes: at a right angle to the surface and in the plane of the surface. 12 
For a careful topographical characterization, it is necessary to use measuring 
methods that provide numerical and visual data for height and spatial vari- 
ation of the surface irregularities. 

Today three major groups of instruments supply such data: (1) mechanical 
contact stylus instruments, (2) optical instruments, and (3) scanning probe 
microscopy (SPM). Each method has its own area of application. Only the 
optical methods are appropriate for threaded oral implants. 13 Among the 
optical instruments, confocal laser scanning profilometers and interferome- 
ters are recommended. The horizontal resolution of optical instruments is 
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dependent on the wavelength of light and can hardly be better than 0.3 \im. 
However, vertical resolution can be as good as 0.05 nm. Typical maximal 
measuring area is a few square millimeters and maximal vertical range is 
several millimeters. If excellent resolution can be maintained, the vertical 
range is limited to approximately 100 |im. Instruments are rapidly improving 
and better vertical resolution and measuring range are to be expected. 

4.2.1.2 How to Measure and Evaluate Surface Topography of 
Oral Implants 

Parts of threaded implants, for example, the top area, flank, or valley, gen- 
erally have different degrees of roughness (Figure 4.1) due to the manufac- 
turing process, particularly fabricating the screws. The tops will usually be 
the roughest parts. 13 Assuming all parts of an implant are of equal impor- 
tance with respect to bone incorporation, measurements should be taken 
from the top, flank, and valley areas. The number of required measurements 
depends on the homogeneity of the surface structure and must be decided 
at the start of every new study. A stable and small value of the standard 
deviation could serve as an indication. 14 

Nine measurements (three tops, three flanks, and three valleys) on each 
implant and three implants for every surface modification appeared suffi- 
cient for a reliable interpretation of threaded oral implant surface rough- 
ness. 15 Three-dimensional measurements are more reliable than two- 
dimensional measurements due to considerably increased data. Generally 
measurements should be as large as possible in view of resolution and 
vertical measuring ability of the chosen instrument. They are also dependent 
on the size of the surface to be evaluated. For oral implants, an area from 
150 x 150 (im to 350 x 350 um is a realistic size. The sampling distance is of 
importance for the parameter calculation. Too great a distance will result in 




Top: flank, valley, and top of a threaded oral implant. Bottom: form, waviness, and roughness. 
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FIGURE 4.2 

Too much distance between measuring points will result in a loss of information and an artificial 
increase of wavelength. 

a loss of important frequency components and the surface profile will appear 
smoother than it actually is because of the so-called aliasing effect (Figure 
4.2). Independent measuring method undercuts are impossible to measure. 
Surfaces with large numbers of undercuts will appear to have shorter wave- 
lengths than are actually the case (Figure 4.3). 

Surface topography consists of form, waviness, and roughness (Figure 4.1). 
Surface roughness parameters are defined after form and waviness are 
removed. 16 A digital filter is used to separate these components. The rough- 
ness is related to the finest irregularities with the spatial frequencies within 
the measurement; waviness relates to medium spatial frequencies; and form 
to the lowest spatial frequencies. The point at which roughness becomes 
waviness has not been defined and must be decided before evaluation 
because the size of the filter is based on this decision. The numerical values 
depend on the filter and filter size chosen. 

A Gaussian filter is recommended for three-dimensional measurements. 17 
A number of parameters can numerically describe the appearance of surface 
roughness. A parameter should be sensitive to a specific surface character- 
istic. In most cases, several parameters are needed for a careful character- 
ization. Surface roughness parameters are often separated into three groups, 
depending on the characteristics of the surface they quantify: amplitude, 
spatial distribution, and hybrid parameters. 



Undercut 




Measured Profile 



inr 



FIGURE 4.3 



Undercuts cannot be measured; a loss of spatial information will occur. 
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Stout and coworkers 17 recommended a primary set of 13 parameters, perhaps 
too many parameters for oral implants, but at least one parameter from each 
of the three groups should be included in a careful topographical evaluation. 

Amplitude parameters a , R q , 

R z , and R t for two-dimensional measurements (profiles). S a , S q , S z , and S, are 
corresponding parameters for three-dimensional measurements (surfaces). 

Spacing parameters describe the spacing between irregularities. Examples 
are S m and S (two-dimensional ) and S cx , S _S al , and S ds (three-dimensional). 
The two-dimensional S m parameter is the average value of the length of the 
center line section containing a profile peak and adjacent valley. It should 
cross the center line, in contrast to the S parameter that represents mean 
spacing of adjacent local peaks. 

Hybrid parameters include information about height and spatial distribu- 
tion, for example, the parameters S Aq and S dr describe shape, i.e., if an irreg- 
ularity has a pointed or rounded curvature (S A ) and the developed surface 
area ratio (S dr ) is the ratio between a 3D measurement and a 2D, i.e., the ratio 
between a rough area and a totally flat reference plane. 

A clear description of the parameters used is necessary. Information should 
be provided about measuring equipment, numbers of measurements, 
lengths and areas of measurement, and types of filters. Otherwise, the stated 
parameter value will be impossible to interpret and provide very little value 
to other researchers. 



4.2.2 Surface Roughness and Experimental Results 

Surface structures equal in all directions with respect to height and spatial 
deviations are designated isotropic (Figure 4.4). Techniques for producing 
such surfaces on which the irregularities are randomly oriented include 
abrasive blasting, plasma spraying, etching, and oxidizing. Other machining 
processes, such as turning and milling, produce surfaces with distinct and 




FIGURE 4.4 

An oxidized implant surface; a surface structure without a dominating direction. 
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FIGURE 4.5 

A turned implant surface; a surface structure with a dominating direction. Marks from the 
cutting procedure are clearly visible. 

dominant directions, i.e., anisotropic surfaces. Several oral implants have 
been machined with isoptropic or anisotropic surfaces (Figure 4.5). 

4.2.2. 1 Experimental Studies of Surface Roughness and Bone Fixation 

Several experimental studies in vivo reported better bone fixation for surface- 
enlarged implants compared with turned or polished implants. 101518 19 Some 
studies revealed positive correlations of increasing surface roughness and 
implant incorporation, 1120 22 while others found no such correlation. 23 A study 
published in 1991 by Buser et al. 24 pointed to the possibility of an optimal 
degree of surface roughness. A series of studies was designed with the intent 
of investigating whether an optimum level of surface roughness exists. 

The surface structures on screw-shaped turned implants were altered by 
using blasting materials of different particle sizes. Turned implants were 
used as controls. Every implant had a diameter of 3.75 mm and a pitch height 
of 0.6 mm. The blasting material was TiO z or Al 2 0 3 and the median sizes of 
the particles were 25 (i.m, 75 urn, and 250 urn, respectively. The implants 
were cleaned in an ultrasonic bath and the surface topography of each device 
was well characterized by an optical confocal profilometer using the same 
record described above. 

The major finding was that a surface with an S a value of 1.45 um, S cx value 
of 11 |Xm, and an S,j r ratio of 1.50 resulted in the firmest bone fixation. The 
evaluation methods used were peak removal torque and calculation of the 
amount of bone in contact with the implant surface. This series of studies 
was published in a number of international journals in the 1990s. 25 30 A 
control study using implants prepared with two different surface roughness 
levels, i.e., each screw was its own control, confirmed the findings. 31 

It may be speculated that rabbit bone reacts differently from human bone 
in response to various surface modifications. A study in human jaw bones 19 
was carried out to compare turned and Ti0 2 blasted microimplants histo- 
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morphometrically after healing periods of 4 (mandible) to 6 (maxillae) 
months. Significantly more bone was in contact with the blasted implant 
surface than with the turned one. The conclusion was that human bone and 
rabbit bone reacted similarly. 

An interesting finding in the study by Ivanoff and coworkers 19 was that 
the S a values were very similar for the turned and the blasted microimplants 
if the parameter mean value was calculated from measurements undertaken 
from tops, valleys, and flanks. If, on the other hand, only measurements 
from the flank areas were considered, parameter values obtained corre- 
sponded well with results achieved in previous studies investigating sur- 
faces machined in the same manner. This finding indicates that a 
topographical evaluation should be undertaken in every new study and that 
one cannot rely on earlier investigations to reliably monitor surface rough- 
ness. Furthermore, the results may be interpreted as if the isotropy of a 
surface were the most important topographical property for implant incor- 
poration in bone. In a thesis by Hallgren-Hostner, 32 the importance of iso- 
tropy versus anisotropy and checkered surface patterns was investigated. 
The blasted isotropic surface was found preferable in terms of bone fixation 
related to these surface modifications. Increasing the average wavelength 
from 10 um to about 40 (im did not improve implant incorporation. Waviness 
seemed to be less important than roughness. 

4.2.3 Surface Roughness and Clinical Results of Studies of Commercially 
Available Implants Prepared with Different Techniques 

All values that follow were measured by a confocal laser scanning profilo- 
meter, the TopScan 3D™ (Heidelberg Instruments, Heidelberg, Germany). 
The diameter of the helium-neon laser beam is approximately 1 um. All 
measurements had sizes of 250 x 250 um. Nine measurements were taken 
from each implant (three tops, three valleys, and three flanks). Three 
implants from each manufacturer were measured. A Gaussian filter (50 x 
50 um) was used to separate roughness from errors of form and waviness. 

4.2.3. 1 Blasted Surface 

The Tioblast™ (Astratech AB, Molndal, Sweden) is surface blasted with TiO z 
particles. The blasting procedure results in an isotropic surface. The implants 
had an average height deviation (SJ of 1.07 um, an average wavelength (S cx ) 
of 10.11 um, and an increased surface area (S dr ) of 29%. 

Tioblast is today one of the best documented implant systems with several 
short- and medium-time follow-up studies. Furthermore, there are three 
published clinical reports that span more than 5 years. 33 ~ 34 ' 36b Palmer et al. 33 
in a prospective paper, report results of 15 implants. Of these, one became 
a drop-out for unknown reasons. In total, 14 implants were followed for 5 
years with no losses, and the implants showed a maintained bone height. 
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Norton 34 summarizes the up to 7-year outcome of 27 implants. However, of 
those only 14 implants were available for review, and, therefore, the best 
survival rate over the 4- to 7-year period was 95.6% and the worst case 
(assuming that all drop-outs are failures) survival rate was as low as 60.8%. 
Bone height figures were not available for 4 to 7 years. However, in a separate 
study, Norton 35 reported on the same material when followed for up to 4 
years and then reported on maintained bone heights. This surface must be 
described as well-documented from a clinical perspective, but still too few 
implants have been included in the referred studies in relation to the recom- 
mended minimum figures for a proper success report. 36 However, enough 
implants were included in a study published by Godfredsen and Karlsson, 36b 
in which 133 Astra implants, turned and Tioblast were followed-up for 5 
years. The survival rate after 5 years was 95.1% for the turned surface and 
100% for the Ti0 2 blasted surface. Marginal bone resorption was 0.21 mm 
and 0.51 mm, respectively. 

4.2.3.2 Blasted and Acid-Etched Surface 

The surface of the SLA™ (Institute Straumann AG, Waldenburg, Switzer- 
land) is first blasted with large size particles and then acid etched. The 
surface modification resulted in a structure that includes high frequency and 
medium frequency wavelengths. The implants had average height devia- 
tions of 1.42 \im, average wavelengths of 16.60 [im, and increased surface 
area of 33%. 

From a long-term clinical perspective, no publications covered this implant 
type. Rocuzzo et al. 37 published a prospective, short-term, split-mouth study 
of 68 SLA and 68 titanium plasma sprayed (TPS) implants of the same design. 
At 1-year follow up, they noted no implant losses. The accumulated bone 
height levels showed mean marginal bone losses of 0.65 mm and 0.77 mm 
for SLA and TPS implants, respectively. In a multicenter study published in 
2002, 38 SLA implants were evaluated in a prospective study; 138 implants 
were followed up for 2 years and 326 implants were followed up for 1 year. 
Inclusion criteria included adequate oral hygiene and adequate bone volume 
to harbor the implant. Exclusion criteria were moderate or heavy smoking, 
severe bruxism, and other conditions. No data were published on bone height 
levels, making it impossible to evaluate implant success according to the 
Albrektsson and Zarb 36 criteria. However, only six implants were unac- 
counted for and only three failed, pointing to good 2-year clinical results for 
the SLA implant. 

The Southern implant™ (Irene, South Africa) is another implant machined 
with a blasted and etched surface. The average height deviation is very similar 
to that for the SLA implant. The Southern implant had a more dense structure; 
average wavelength was several microns shorter than the SLA. This resulted 
in a greater enlarged surface compared to the SLA results. S a was 1.43 (im, 
S cx was 12.18 |im, and S dl . value was 50% for the Southern implant. 
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Steri-Oss machined implants and surface roughened Southern implants 
were compared in a randomized study of mandibular overdentures. 39 Inclu- 
sion called for edentulous patients with minimal bone stock of 13 to 15 mm; 
exclusion criteria included bruxism or any history of smoking. The study 
was claimed to compare two types of implants of different surface rough- 
nesses although no actual evaluation of roughness was published. Further- 
more, the two tested implant systems differed in design although both were 
threaded screws. Forty-eight implants of both types were tested for a follow- 
up of 2 years. Eight Steri-Oss implants failed. All were inserted by the same 
surgeon. None of the Southern implants failed, but four implants were 
considered as only surviving. Drop-out patients had Steri-Oss (two) and 
Southern (four) implants. The four Southern implants were the same ones 
considered as "only surviving." 

When tested at our laboratories, the Steri-Oss™ surface described as 
machined was in fact acid etched with a roughness (S a ) of 0.8 |im. The 
Southern implant had S a roughness of 1.4 \im. Whether the higher failure 
rate of Steri-Oss™ implants is coincidental, dependent on differences in 
roughness or design between the two tested implants, or based on implan- 
tation by the same surgeon is unknown. 

4.2.3.3 Acid-Etched Surface 

The surface of the Osseotite™ (Implant Innovations, Palm Beach Gardens, 
FL) is etched in a two-step procedure, resulting in an isotropic surface with 
high frequency irregularities. The measured implants had an average height 
deviation of 0.94 jam, an average wavelength of 11.68 um, and an increased 
surface area of 20%. 

We were unable to find any long-term clinical reports of this implant. 
However, Testori et al. 40 published a prospective multicenter clinical study 
in a 4-year report. This was a well performed study of 485 implants of which 
219 were mandibular and 266 maxillary; 73% of the implants were placed 
in posterior locations, 39 implants (7.4%) were drop-outs, and 6 failed. Bone 
height measurements indicated steady state conditions. The cumulative suc- 
cess rate (CSR) was reported as 98.7% at an average of 52 months (loading 
time 43 months), but this high figure may in part relate to the fact that 
smokers, bruxers, and clenchers were in the exclusion group. 

In another study published by Testori et al., 41 Osseotite™ microtextured, 
acid-etched implants were evaluated in a prospective multicenter study of 
282 mandibular and 123 maxillary implants placed in posterior parts of the 
jaws. Exclusion criteria included active periodontal infection and static or 
dynamic bruxism. Smoking was not an exclusion criterion. No data were 
published on bone height levels; the authors only reported survival rates. 
Of the placed implants, 206 were followed up for a full 3 years. Nine implants 
failed and 16 were unaccounted for. The cumulative survival rate was 97.7% 
at 3 years of follow up. 
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Other papers on results of this implant 4243 span much shorter follow-up 
times and are clearly less impressive from a design point of view. 

4.2.3.4 Hydroxyapatite-Coated Surface 

The coating procedure of the Steri-Oss™ Replace system (Nobel Biocare, 
Yorba Linda, CA) alters the surface chemistry and the topography. In general 
this machining method gives a rather rough and isotropic surface. The Steri- 
Oss HA coated implants had an average height deviation of 1.68 |xm, an 
average wavelength of 13.74 jam, and an increased surface area of 55%. 

From a clinical perspective, numerous short- and intermediate-term reports 
cited acceptable clinical results with HA-coated Calcitec™ implants (Sulzer 
Medica, now known as Centerpulse Dental, Carlsbad, CA) but no investiga- 
tions with acceptable 5-year clinical data have been found in the literature. 44 

4.2.3.5 Oxidized Surfaces 

The surface of the TiUnite™ (Nobel Biocare AB, Goteborg, Sweden) is oxi- 
dized in a manner that increases the thickness of the oxidized layer in the 
apical direction. The process results in an isotropic surface characterized by 
craterous structures. The implants had an average height deviation of 
1.08 (im, an average wavelength of 10.98 \xm, and an increased surface area 
of 37%. 

From a clinical view, we found only one relatively long-term follow-up of 
oxidized implants. 45 However, the reported oxidized implant probably dif- 
fered in design and surface characteristics compared to the TiUnite. The 
paper reports the outcomes of implants of 339 Ticer oxidized screws (32 were 
lost to follow-up) and 30 cylinders (one was lost to follow-up). The precise 
times of follow-ups for individual implants and the precise localizations of 
the implants were insufficiently described. Inclusion criteria were not ade- 
quately reported, particularly with respect to whether patients were consec- 
utive. The frequency of patient recall, parameters examined at the recalls, 
and bone height measurements were not reported. Because of these short- 
comings, it was difficult to interpret this paper and compare the results with 
those found in other publications. 

4.2.3.6 Titanium Plasma-Sprayed Surface 

The Steri-Oss™ Replace system (Nobel Biocare, Yorba Linda, CA) had the 
roughest implant surface among those measured. The implants had an aver- 
age height deviation of 3.86 \xm, an average wavelength of 19.55 \xm, and 
an increased surface area of 134%. No long-term follow-up studies have 
been published. 

The Bonefit™ (Institute Straumann AG, Waldenburg, Switzerland) has a 
smoother surface than the Steri-Oss™ implant, although it is still rough 
compared with devices produced by other machining methods. The surface 
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of the implants was found to have an average height deviation of 2.35 jam, 
an average wavelength of 13.15 Jim, and an increased surface area of 87%. 

Buser et al. 46 reported good long-term survival results for plasma-sprayed 
Bonefit implants. Their fine study evaluated 488 implants for survival at 5 
years or more. Of the total of 2359 implants (most followed up for less than 
5 years), only 127 (5.4%) drop-outs were registered. Implant subgroups 
showed slightly better results for screw-type implants than for hollow cyl- 
inder types. Mandibular implants showed an overall survival rate of 95% 
compared to 87% for maxillary implants. The only major criticism of this 
paper is the absence of bone height measurement, making it impossible to 
evaluate the implants for success. In another fine paper, Merickse-Stern et 
al. 47 reported a survival rate of 84.6% for cylindrical plasma-sprayed implants 
after a mean observation period of 14 years. 



4.2.3.7 Turned Surface 

Cutting marks from the machining process that produces the MK III™ 
(Nobel Biocare, Goteborg, Sweden) resulted in an oriented anisotropic sur- 
face. The implants had an average height deviation of 0.71 \im, an average 
wavelength of 9.84 jam, and an increased surface area of 19%. The MK III 
implants had rougher surfaces compared to the turned coronal parts of the 
Osseotite™ implant. The average height deviation for Osseotite™ coronal 
part was 0.53 jam, average wavelength was 8.6 (im, and the developed surface 
area was 15%. 

The turned Branemark implant was, by far, the best documented implant. 3 
The literature contains several long-term reports showing good clinical 
results. 2 However, experimental studies clearly indicate that significantly 
more bone is found around HA-coated, intermediary roughened or oxidized 
implants compared to turned implants 15 and it has been suggested that these 
newer surfaces should be preferred over turned implants. Claims that turned 
implants do not function well in poor bone have proven untrue. The only 
positively documented long-term cases of good clinical results in poor bone 
were reported with turned implants. 48 49 Comparative studies with split-jaw 
designs with turned and intermediary roughened implants have failed to 
definitively prove the automatic superiority of roughened surfaces. 50 " 52 
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5.1 Introduction 

Considerable scientific evidence indicates that surface state modulates the 
bone response to implant placement. The last decade can be described as 
the "surface quest" decade, because most manufacturers left standard 
machined surface production to introduce modified surfaces as shown in 
Table 5.1. The trend in dental implantology is to reduce the time between 
implant placement and loading through early or immediate loading proto- 
cols. Implementation of a new optimized implant surface should follow these 
trends and enhance the predictability of both types of protocols. Ideally the 
same implant surface should suit both purposes optimally. 

The requirements for a predictable early and immediate loading are dis- 
tinct. The early loading approach requires a safe loading before 3 to 4 months 
of healing in the mandible and 5 to 6 months in the maxilla. A surface that 
responds to these requirements should, therefore, foster healing at the 
bone-implant interface. Conversely, the immediate loading approach 



TABLE 5.1 

Main Surface Treatments, Brand Names, and Manufacturers 



Treatment Type 


With 


Brand Name and Manufacturer 


Machined 




Mark II-IV, Nobel Biocare; Clones 


Sandblasted 


A1 2 0 3 


EVL, SERF; STI, Idhe; Ankylos 




Ti0 2 


Tioblast, Astra 




TCP + acid 


RBM, Lifecore; SBM, Paragon; BioHorizon 


Plasma sprayed 


Ti atmospheric (APS) 


ITI-TPS, Straumann 




Ti vacuum (VPS) 


Pitt-Easy, Oraltronics 




HA 


MTX, Sulzer, Calcitec; Friatec 


Etched 


Acid 


Osseotite, 3i; ETK, Eutoteknika 




Sandblasting and etching 


DPS, Friatec; ITI-SLA, Straumann, 






Promote, Camlog; Ha-Ti 


Anodic oxidation 


Thick Ti0 2 


TiUnit, Nobel Biocare 


Electrochemical 


Resorbable CaP 


FBR, Oraltronics 


deposition 







Note: TCP = tricalcium phosphate; APS = atmospheric plasma spraying; VPS = vacuum 
plasma spraying. 
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requires the highest tolerance to micromotion during the bone healing 
period. A surface that concomitantly meets both requirements would most 
suitably take into account the trends in implantology. 

This chapter describes the rationale that led to the development of a surface 
aimed to address early and immediate loading requirements. It also provides 
related histological data. 

5.1.1 Choosing a Surface that Meets Early and Immediate Loading 
Requirements 

Based on the literature, a machined surface can be considered a basic non- 
optimized surface. An implant surface can be roughened and provides a 
bioinert surface in contact with bone. The aim then is to introduce roughness 
and undercuts at the implant surface into which bone might grow and create 
a mechanical interlock. 

Various roughening methods exist, including sandblasting with alumina, 
titanium oxide, or resorbable tricalcium phosphate particles and titanium 
plasma spraying. The most recent technique is chemical etching with or 
without prior sandblasting. Surfaces can be changed also by implementing 
bioactive coatings; however, the biologic principle that stays behind is inter- 
action between bone and the surface to stimulate bone growth directly from 
the implant surface. The literature is replete with studies comparing several 
surface treatments in various animal models. A survey of the literature 
comparing implant surfaces shows a definite trend. 

When roughened bioinert and bioactive surfaces are compared, it appears 
clear that bioactive surfaces increase bone-implant contacts (BICs), particu- 
larly during the first weeks of healing. 1 4 Buser et al. 1 measured six distinct 
surfaces 3 and 6 weeks after implantation. The electropolished surfaces were 
the smoothest. The roughest were the titanium plasma-sprayed surfaces or 
those with bioactive HA coatings. Although rougher surfaces tended to 
provide more bone at the interface, the highest BIC was always achieved by 
the bioactive HA plasma-sprayed surface. Similarly, when the bone-implant 
interface strength is compared mechanically for textured bioinert and bio- 
active surfaces by torque or push-out, the bioactive coatings appear to induce 
greater mechanical resistance. 

For example, Wong et al. 5 compared push-out data of a bioactive HA 
coating and several roughened surfaces, among them textured sandblasted 
and etched (SLA) surfaces after 3 months of implantation in the knees of 
mini-pigs. The HA-coated implant required 841 N for push-out; the SLA 
interface was broken after the application of only 389 N. To review details 
of these studies, readers are referred to Larsson et al. 4 It appears that bioactive 
HA coatings best meet the requirements for safe early loading, i.e., a surface 
that leads to the highest bone-to-implant contact, the shortest healing after 
implant insertion, and/ or the highest implant anchorage at the shortest time 
as evidenced by removal torque or push-out methods. 
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The requirement for submitting an optimized surface to immediate loading 
is intended to increase tolerance to micromotion. A survey of the literature 
shows that bioactive coatings provide higher tolerance to micromotion than 
bioinert surfaces. 6 The work of Soballe et al. 7 serves as an example. They 
compared TPS-coated and HA-TPS-coated surfaces in a controlled micro- 
motion model. A device implanted in dog knees allowed 150 \xm of micro- 
motion to a cylindrical implant. At each gait, the coated cylinders were 
moved up and down by that amount of micromovement. After 12 weeks, 
the HA-coated cylinders were osseointegrated while the bioinert TPS-coated 
implants displayed fibrous integration. The tolerated threshold of micromo- 
tion was higher for the HA-coated surface; thus the HA-coated surface seems 
more suitable for the purpose of immediate loading. 

The HA-coated surface seems to meet adequately the requirements for 
enhanced predictability of the early and immediate loading protocols. How- 
ever, several concerns 811 may challenge the short-term achievements: 



1. HA coatings may flake. 1213 

2. HA-coated titanium interface strength may decrease subsequently 
to functional loading 14 and the coating may delaminate from its 
substrate over the long term. 

3. The dissolution extent of the coating is unpredictable. 1 ' 10,15 " 17 

4. Little is known about the maintenance of osseointegration in case 
of total dissolution of the plasma-sprayed HA-coating. 10 

5. HA coatings may induce dramatic bone loss if contaminated by 
dental plaque. 8 ' 1118 

6. Third-body wear in orthopedic applications has been described. 16 19 



In order to avoid the drawbacks of HA plasma-sprayed coatings, some 
manufacturers proposed specific post-treatments aimed to increase coating 
crystallinity 20 ' 21 in the hope of achieving safer long-term behavior. However, 
since no long-term data are available, the concern about long-term use cannot 
be completely alleviated. A number of trials aimed to eradicate the mid- and 
long-term risks of HA plasma-sprayed implants by means of a fully resorb- 
able bioactive coating. 6 ' 22 26 Such a resorbable coating should combine the 
initial advantages of CaP coatings and obliterate the mid- or long-term 
concerns for coating stability, deleterious inflammatory responses, and third- 
body wear. 

Formulation of a resorbable bioactive coating should include a given bio- 
active material, a given structural phase, and a given morphology. This 
second generation of bioactive coatings should display simultaneously (1) 
enough lability to be completely dissolved during the first months following 
implantation and (2) adequate dissolution kinetics capable of initiating the 
cascade of events that leads to bioactivity before vanishing. In addition, the 
heavy release of Ca and P0 4 ions during the dissolution phase should not 
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interfere with the ongoing osseointegration process. 6 - 2223 This is of outmost 
importance because plasma-sprayed CaP coatings have been documented 
to impede bone apposition at dissolving areas 29 35 and to attract macrophages 
and multinucleated cells. 16 - 21 - 34 - 35 

The following section addresses the issues of early and immediate loading 
and summarizes experimental data gathered on a novel resorbable bioactive 
coating obtained by electrochemical deposition and known by a number of 
trade names.* 



5.2 Materials and Methods 

5.2.1 First In Vivo Study: Testing the Safety of the Coating 

Because the literature shows that the dissolution of HA-coatings may interfere 
with bone apposition, 27 - 31 35 the first step was to investigate whether a similar 
result would occur for this resorbable coating since a massive release of Ca 
and P0 4 ions in the environment was expected during the healing phase. 

5.2. 1.1 The Animal Model 

A female farmer Land Race pig model was used as described by Perrin et 
al. 36 The adult animals were about 14 months old. After a month of quaran- 
tine, the premolars were extracted to allow 90 to 100 mm of area for implant 
placement. The maxilla is specially suitable for this purpose because of its 
spongy bone quality. This model offers the opportunity of placing 8 to 10 
implants per hemimaxilla, and is particularly suitable for screening studies 
because a large number of test implants can be investigated in one animal. 
Furthermore, at experiment completion, the animals are not sacrificed. 
Implants and the surrounding bones are retrieved through segmental osteot- 
omy. The first experimentation evaluating this coating was a pilot study 
involving a single animal. It was dedicated to screening the safety of this 
fully resorbable bioactive coating. 22 

5.2.1.2 Implants 

ITI TPS-coated hollow-screw implants including the necks (Figure 5.1) were 
coated with the resorbable BONIT-FBR coating. Three implants were inserted 
in the mandible and three in the maxilla. Implants were left to heal for 12 
weeks in a submerged way and retrieved through segmental osteotomy. 



* The coating is a proprietary process of DOT GmbH, Rostock, Germany. It is named BONIT® 
by DOT GmbH, FBR® by Oraltronics GmbH, Bremen, Germany, and |iCaP® by Aesculap AG, 
Tiitlingen, Germany. 
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FIGURE 5.1 

ITT TPS-coated hollow-screw covered by BONIT-FBR coating. The implant neck was also coated 
in this experiment. 

5.2.1.3 Histology Processing and Histomorphometric Analysis 

After retrieval, the blocks were washed in a saline solution and immediately 
fixed in 10% formalin and processed for histology. They were dehydrated 
in an ascending series of alcohol rinses and embedded in glycol-methacrylate 
resin (Technovit 7200 VLC, Kulzer, Germany). After polymerization, the 
specimens were sectioned mesiodistally at about 150 |J.m and then ground 
to 30 to 50 Jim. They were stained with toluidine blue and basic fuchsin. 
Histomorphometry was performed under a light microscope coupled with 
a color image analyzing system (Samba, Allocate, France). 

5.2.1.4 Results 

Healing was uneventful and all implants osseointegrated. Examination with 
the naked eye indicated the coating at the neck level seemed to have van- 
ished from all implants. In the mandible, the most distal implant had to be 
removed for a surgical reason; a reverse torque of 160 Ncm was required to 
unscrew it. In the mandible, cortical bone apposition was found; Histomor- 
phometry was not performed because of the small number of implants. In 
the maxilla, type IV bone with very loose trabeculae was found. Thin trab- 
ecules of bone were found along the implant surface (Figure 5.2), particularly 
between the implant threads, leading to 60 ± 3.6% of bone apposition. The 
coating was completely resorbed, as confirmed via scanning electron micros- 
copy (Figure 5.3). 

The internal core of the hollow screw was also covered with similar thin 
bone trabecules. It is noteworthy that no deleterious bone response was 
observed similar to that described for resorbing areas of plasma-sprayed HA 
coatings. 2935 Macrophages and multinucleated cells were not found at the 
interface as described for studies of plasma-sprayed HA coatings. 21,28,35 

5.2.2 Second In Vivo Study: Testing Efficacy of the Coating 

The first pilot study showed that the resorbable coating was completely 
dissolved in the mandible and the maxilla after 12 weeks of healing, without 



© 2003 by CRC Press LLC 



FIGURE 5.2 

Bone apposition at the BONIT-FBR coated ITI implants after 12 weeks of healing, (a) Low 
magnification of the bone-implant interface. Thin trabecules of bone run along the implant 
surface, particularly between the threads. Note the very loose trabecular bone. Original mag x 
5. (b) Higher magnification of the bone-implant interface. At this magnification (original mag 
x 25), the bone trabecules are clearly identified. No coating remnant was found. Remainder of 
the polishing paper was encrusted in the embedding material and is a preparation artefact, (c) 
Bone-implant interface at the hollow part of the implant. Note the continuous thin bone 
trabecule running along the hollow part that is completely covered by the resorbable coating 
because of the wet electrochemical deposition method. Original mag x 25. 

inducing any unexpected bone reactions. However, demonstration of its 
efficacy against a bioinert osteophilic surface like the well documented tita- 
nium plasma-sprayed surface (TPS) was warranted. In addition, the question 
of the time required for the entire dissolution of the BONIT-FBR coating 
was raised. Therefore, evaluation of the coating after a shorter period of 6 
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FIGURE 5.3 

Scanning electron micrograph of the interface. No coating rests were found at the interface. 
Bone (dark) on the left side has separated from the implant surface (right) because of shrinkage 
during preparation. Shrinkage led to cohesive fracture of the bone. Usually in HA-coated 
implants, shrinkage leads to fracture at the coating-metal interface. Original mag x 500. 

weeks was considered relevant because this duration corresponds to the 
present practice of reducing healing periods in implant dentistry. 37 " 38 

In this second pilot study, 26 two hypotheses were tested: (1) after 6 weeks 
of healing, the coating would increase the percentage of bone-implant con- 
tact (BIC) when compared to control implants and (2) the coating would 
undergo homogeneous partial resorption. 

5.2.2. 1 Animal Model 

The same Land Race pig model as in the previous study was used. 

5.2.2.2 Implants 

The two-stage Pitt-Easy Bio-Oss® implant system (Oraltronics GmbH, Bre- 
men, Germany) was used (Figure 5.4). Implants 4.9 mm x 8 mm roughened 




FIGURE 5.4 

Radiograph of the FBR-coated Pitt-Easy implants placed for 6 weeks. Control and test implants 
were inserted alternately. 
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by titanium plasma spraying (TPS) served as control implants. The TPS 
surfaces of the Pitt-Easy Bio-Oss test implants were further coated with a 
15- to 20-um BONIT-FBR layer. Sample size was n = 8 for both groups. 

The implants were inserted in the maxillae; the test and control implants 
were inserted alternately eight implants in each hemimaxilla (four for the 
test and four for the control groups). On one side, the most distal implant 
belonged to the test group and was followed by a control implant. On the 
contralateral side, a control implant was inserted most distally followed by 
a test implant. Implants were placed flush with bone level and each received 
a cover screw. They were left to heal in a submerged way for 6 weeks and 
retrieved by segmental osteotomy. 

5.2.2.3 Histology Processing and Histomorphometric Analysis 

Immediately after retrieval, each hemimaxilla block section was cut in two 
pieces to allow better fixation. The blocks were indexed, washed in saline 
solution, fixed in 10% formalin, and processed for histology. They were 
dehydrated in an ascending series of alcohol rinses and embedded in glycol- 
methacrylate resin (Technovit 7200 VLC, Kulzer, Germany). After polymer- 
ization, the specimens were sectioned mesiodistally at about 150 um and 
then ground to 30 to 50 \im. They were stained with toluidine blue and basic 
fuchsin. The von Kossa staining was used in some sections to delineate the 
calcified tissue borders. Histomorphometric measurements were performed 
by the eye-grid method. 

5.2.2.4 Statistical Analysis 

To evaluate the histomorphometric results, the Wilcoxon rank test for non- 
parametrical data was used at the confidence level of a = 5%. 

5.2.2.5 Results 

All implants osseointegrated within 6 weeks. One implant in the control 
group showed inflammation and was not included in the analysis. Histo- 
morphometric measurements of direct bone apposition were 73.0 ± 6.2% for 
the BONIT-FBR group and 49.8 ± 16.4% for the control TPS group (Figure 
5.5). The difference in bone apposition was statistically significant (p = 0.009) 
and confirmed the first hypothesis of this study. 

Extensive bone apposition was found, primarily between the threads at 
the spongy level. More bone contacted the internal part of the screw when 
compared to the TPS surface (Figure 5.6). The bioactive coating had a pro- 
nounced osteoconductive effect in the spongy bone (Figure 5.7). In one test 
implant, bone was lacking around the apical third. Nevertheless, new bone 
trabecules were found in contact with the implant surface (Figure 5.8). It 
seems that the BONIT-FBR coating had the ability to conduct bone apposi- 
tion since it was replaced by bone. 
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TPS BONIT-FBR 



FIGURE 5.5 

BICs at the TPS control implants and the BONIT-FBR coated implants after 6 weeks of 
implantation. 

The bioactive BONIT-FBR layer was fully resorbed. In two sections only 
minute spots with the rest of the coating were found, indicating a resorption 
rate of >99%. Macrophages or multinuclear cells around the coated implants 
were not observed at the interface or at a distance. At the circumscribed 
coating remnant, direct bone apposition was found. In one spot, bone was 
growing inside the coating at the expense of the coating (Figure 5.9). These 
results disprove the second hypothesis that a partial homogeneous dissolu- 
tion occurred after 6 weeks of healing. 

5.2.3 Third In Vivo Study: Testing Efficacy of the Coating 

Evaluation of the first two pilot studies showed that the bioactive coating 
was completely resorbed within a 6- to 12-week period. The coating proved 
safe and bioactive when compared to an osteophilic TPS bioinert surface. 
Since this resorbing coating was aimed at replacing plasma-sprayed HA 
coatings, testing was warranted to verify whether tolerance to micromotion 
under immediate loading conditions was at least as good for the BONIT-FBR 
coating as for plasma-sprayed HA coatings. 

5.2.3.1 Animal Model 

The pig model described above did not suit the purpose of an immediate 
loading study because pigs are not amenable to easy and regular hygiene 
programs. Therefore, the beagle dog model was used as in a previous imme- 
diate loading study involving the mandible. 2526 Three male beagles were 
selected for this immediate loading study. 23 

5.2.3.2 Implants 

ITI TPS-coated implants 4.1 mm x 6 mm (Figure 5.10) were used (Straumann 
AG, Waldenburg, Switzerland). Implants were divided into a test group and 
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FIGURE 5.6 

Bone-implant interface, (a) Interface at TPS-coated control implants. Bone growth is centrip- 
etal in the direction of the implant surface. Toluidine blue staining, (b) Interface at BONIT- 
FBR-coated test implants. (Source (a) and (b): Zeggel, P., Int. Mag. Oral Implantology, 1, 52-57, 
2000. With permission.) Note the good bone coverage of the implant surface; bone growth is 
centrifugal and centripetal, providing two mineralization fronts. Toluidine blue staining, (c) 
Interface at TPS-coated control implant. Bone growth contacts the implant surface. Von Kossa 
staining, (d) Interface at BONIT-FBR-coated test implant. Note woven bone filling the core 
thread level. Von Kossa staining. 
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FIGURE 5.7 

Bioconductive effect of BONIT-FBR coating, (a) Overview of bone-implant interface. Bone 
covers the entire surface even when remote from the pristine bone. New bone is deeper stained 
than old bone. Toluidine blue staining, (b) Interface view at higher magnification. The same 
conductive effect is found. New bone is deeper stained than old bone. Toluidine blue staining. 




4 




FIGURE 5.8 

Bone-implant interface at the apical third of an implant. This BONIT-FBR-coated implant was 
devoid of surrounding bone at this level. Nonetheless, bone covered the implant surface without 
bone at the implant vicinity. Toluidine blue staining. 
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FIGURE 5.9 

Spot with remnant coating, (a) A minute spot was found with a coating rest. Note that new 
bone is in contact with the coating; the old bone (less stained) is at a distance. Toluidine blue- 
von Kossa staining, (b) Higher magnification of the remnant coating. In the middle of the 
coating, bone (stained in brown) is growing at the expense of the coating. Toluidine blue-von 
Kossa staining. 




FIGURE 5.10 

Overview of a BONIT-FBR coated implant immediately loaded for 7 months in the beagle 
mandible. Note the short implant and high crown/implant ratio (13/6) and type I dense bone 
quality. Paragon staining. (Source: Zeggel, P., Int. Mag. Oral Implantology , 1, 52-57, 2000. With 
permission.) 
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two control groups (positive and negative). The negative control group was 
treated with TPS roughened as standard implants. The positive control group 
was TPS treated and then HA plasma-sprayed (CAM BV, Leiden, Nether- 
lands). The test group was TPS treated and subjected to further coating with 
a 15- to 20-|im BONIT-FBR layer. Sample size was seven or eight implants. 

The test and control implants were inserted alternately in the mandibles. 
Implants were placed as to avoid any contact with any adjacent tooth or 
implant. The rough surface was left flush with the bone level. The abutments 
were screwed in the implants, then preformed metallic crowns 10 mm high 
were seated on the abutments. Occlusion in the molar area was adapted to 
achieve slight under-occlusion as recorded with a 0.2-mm paper. After final - 
ization of the occlusion, the crowns were cemented per-operatively and 
excess cement was removed completely. Finally, the flaps were sutured 
around all implants. The dogs were fed soft diets during the first week 
corresponding to soft tissue healing, then hard food was provided. Implants 
remained in function for 7 months. The animals were euthanized by over- 
doses of pentothal and the implants were retrieved en bloc. 

5.2.3.3 Histology Processing and Histomorphometric Analysis 

Samples were fixed and processed for histology as previously described. Thin 
sections were obtained according to the vestibulo-lingual direction. They 
were stained with toluidine blue and basic fuchsin and histomorphometrical 
analysis was performed using the eye grid method as previously mentioned. 

5.2.3.4 Statistical Analysis 

To evaluate the histomorphometric results, the ANOVA pairwise comparison 
was used at the confidence level of a = 5%. 

5.2.3.5 Results 

Soft tissue healing was uneventful. During the loading period, one HA- 
coated implant was lost. Histologically, the peri-implant hard tissues were 
found to be dense bones in all dogs (Figure 5.10). The BIC was 56.4 ± 10.6% 
for the TPS-coated control group, 61.0 ± 26.4% for the HA-coated control 
group, and 64.6 ± 7.6% for the BONIT-FBR test group. These BIC data were 
not statistically different. No BONIT-FBR remnants were observed. The HA 
coating was fragmented and particles were found away from the interface, 
embedded into bone. The deleterious effect at the locally resorbing plasma- 
sprayed HA coating was found as previously described in the literature. 

5.2.4 Results of Human Biopsies Following Immediate Loading Protocol 

Based on the results of the above in vivo studies, the question remained 
whether the same dissolution window found in the pig model would be 
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found on human biopsy. In addition, documenting the bone apposition levels 
for immediately loaded implants was an interesting project. Massei et al. 39 
provided answers to both issues. 

5.2.4.1 Immediate Loading Model 

Patients undergoing implant therapy according to an immediate loading 
protocol were asked to participate in this study. Each patient was proposed 
to receive an added implant to be retrieved after 8 to 12 weeks of function. 
After signing informed consents, the patients joined the study. Massei et al. 39 
reported on the first three patients who volunteered for this protocol. 

5.2.4.2 Implants 

FBR-coated two-stage Pitt-Easy implants 3.25 or 3.75 mm x 8 mm were used 
(Oraltronics GmbH, Bremen, Germany). Each of three patients (31 to 67 years 
old) received an added implant in the wise molar tooth region (WHO 38 or 
48) loaded 1 to 3 days after implant placement. The implants were retrieved 
after 8, 10, and 12 weeks of function. The loading protocol involved (1) slight 
under-occlusion of the acrylic crowns during the first 4 weeks, (2) a puncti- 
form occlusion between the fourth and eighth week gained by adding acrylic 
material, and (3) full occlusal loading after the eighth week achieved by 
adding more acrylic material. 

5.2.4.3 Histology Processing and Histomorphometric Analysis 

The three samples were trephined, fixed, and processed for histology as 
previously described. The thin sections were stained with toluidine blue and 
basic fuchsin and histomorphometry was performed as previously described. 

5.2.4.4 Results 

Healing was uneventful. All three immediately loaded implants were clini- 
cally stable and were osseointegrated. BICs varied from 54.4 to 70.1%. The 
biopsies showed that the bone quality was type II (cortical and normal 
trabecular bone) and type III (cortical and loose trabecular bone). At the 
spongy level and particularly between the threads, continuous bone appo- 
sition was observed similar to apposition observed for in vivo experiments; 
the coating bioactivity was confirmed. At the 8- and 12-week biopsies, the 
coating was completely dissolved. The 12-week samples showed mature 
lamellar bone arranged parallel to the thread surface. 

5.2.5 Coating Characterization 

The BONIT coating was obtained by electrochemical deposition following a 
proprietary process (DOT GmbH, Rostock, Germany). Figure 5.11 shows the 
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FIGURE 5.11 

Scanning electron micrograph of FBR-coated Pitt-Easy implant, (a) General view of the coating 
(x 200). (b) Higher magnification (x 500) of the coating. Its porosity is seen and can explain the 
specific capillarity effect observed in Figures 5.12 and 5.13. (c) Detail of coating. The porosity 
and morphology are seen. The plates are 10 to 20 |im long. If torn off, they would dissolve 
rapidly in the environment, without requiring the activation of phagocytizing cells. 

coating deposited on top of a VTPS coating at various magnifications. This 
coating consists mainly of brushite; the Ca:P ratio is 1.1 ± 0.1. This means 
that a limited amount of an added phase, probably an amorphous HA, was 
codeposited. The brushite plates were 10 to 20 jam long. They started growing 
perpendicularly to the roughened titanium surface and covered each under- 
cut even at the submicroscopic level because of the wet no-line-of-sight 
process. This 15- to 20-|im thick coating was highly porous and presented a 
very high capillarity effect as shown in Figure 5.12. 



5.3 Discussion 

Plasma-sprayed bioactive coatings are in disrepute in the orthopedic and 
dental fields due to drawbacks peculiar to the deposition process. In the 
plasma-spraying method, the starting HA powder undergoes a rapid and 
dramatic temperature elevation followed by a rapid air quenching. This 
alters the structure and the solubility properties of the final coating material 
when compared to the starting powder. It results in an inhomogeneous 
coating made of a mixture of crystalline and amorphous structures of distinct 
calcium phases 40,41 and leads to unpredictable dissolution patterns when 
inserted in bone. 1,10 ' 13 ' 33,42 

Furthermore, the biologic properties of the plasma-sprayed HA coatings 
may differ dramatically according to coating manufacturer even if they meet 
the FDA recommendations. 33 Because young patients are treated more fre- 
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(c) 

FIGURE 5.12 

Comparative capillarity of the TPS and the BONIT-FBR coatings, (a) Before the start of the 
experiment the TPS-coated strips are on the left side of the graduated rule; the TPS-BONIT- 
FBR-coated strips are on the right side, (b) The capillarity observed after 10 seconds. Note the 
difference between the TPS- and the BONIT-FBR-coated strips, (c) Capillarity observed after 
45 seconds. At the BONIT-FBR coated implants, the colored water was drawn 32 to 40 mm, 
whereas at the TPS-coated strips, it was drawn only 2 to 3 mm. Between 10 and 45 seconds, 
the level dramatically increased at the BONIT-FBR-coated strips whereas it did not change at 
the TPS-coated strips. 

quently with orthopedic and dental implants, the life expectancy of a bioac- 
tive coating must in fact cover a span of many tens of years. Little is known 
about the long-term behavior of bioactive coatings. Several authors sug- 
gested that in vivo loaded conditions alter the adhesion and biologic charac- 
teristics of HA plasma-sprayed coatings. 101314 Some post-treatments have 
been tried to improve their adherence or homogenize the plasma-sprayed 
coating structures 20 ' 2143 but their efficiency in long-term weight-bearing or 
loaded applications has not been proven. 

A way to eradicate every concern about the mid- and long-term perfor- 
mance of a bioactive coating would be to use resorbable bioactive materials. 
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Such materials have been investigated in the past decade. 31 ' 32 - 44 Maxian et 
a i 33,34 re p 0r ted on a poorly crystalline HA plasma-sprayed coating made of 
60% crystalline HA that was mostly resorbed within 12 weeks in a rabbit 
femur model. The coating used by Maxian et al. 31 was tested in a dog 
experiment involving immediately loaded dental implants in the mandible. 25 
However, after 6 months of loading, evidence of only partial resorption was 
reported; the complete resorption intended was never reached. 

Physical vapor deposition (PVD) also has been used to obtain resorbable 
CaP coatings. 44 Unfortunately, this method produces thin HA coatings in the 
0.5- to 5-|im range only. We tried similar coatings 1 |xm and 5 [im thick 
without reaching the achievements of the plasma-sprayed HA coating con- 
trol. 27 Although we supported the concept of resorbable bioactive coatings, 6 25 
we sought thicker resorbable coatings in the 10- to 30-|im range without 
necessarily using HA as a coating substance. The BONIT-FBR coating mainly 
made of brushite and obtained by electrochemical deposition represented 
an alternative to both the plasma-sprayed and PVD thin HA coatings. The 
BONIT-FBR coating is produced by a room temperature process that allows 
for a complete coverage of complex shapes and porous surfaces and should 
permit additional stuffing with other active molecules like antibiotics 45 and / 
or growth factors. 46 

Brushite belongs to the calcium phosphate family and is a precursor of 
HA. 4748 It was observed in the early external calluses of fractured human 
long bones 49 using selected area diffraction (SAD) before it was known to 
be involved in biologic calcifications occurring under acidic conditions. 4749 ' 50 
Wen et al. 49 suggested that the reason greater amounts of brushite were not 
found during bone healing by x-ray diffraction analysis was because of its 
rapid transformation into HA. Indeed, in contrast to HA, brushite is more 
stable at pH <4 and less stable at physiological pH. 47 Cui et al., 51 using SAD, 
found for the first time a consistent number of brushite particles in the 
external periosteal calluses of repaired femoral fractures in children. They 
speculated that the reason children heal faster might be related to the pres- 
ence of brushite particles that serve as ion reservoirs for bone matrix min- 
eralization. 49 Subsequently, they argued that the brushite mineral phase 
should be considered a component in designing implant materials for bone 
regeneration and repair. 51 

Villareal et al. 52 reported on a specific biologic activity for the brushite 
phase in vitro. They found that albumin absorption on brushite was five 
times higher than on HA. They also measured for osteoblast cells in culture 
on pellets, higher protein production, and higher alkaline phosphatase 
(ALP)-specific activity for brushite when compared to HA. Brushite has been 
considered an ion reservoir of Ca and P0 4 47 ' 49,53 and this can explain its 
positive effect on the osteoblastic population and its performance with the 
BONIT-FBR coating determined by Liefeith et al. 54 

Brushite seems to convert into HA when immersed in various aqueous 
solutions. According to Kumar et al., 48 the process seems to start as soon as 
6 hours and may be complete at 48 hours. However, Liefeith et al. 54 measured 
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a gradual transformation of the Ca:P ratio of the BONIT coating in a cell 
culture testing environment. The starting Ca:P ratio was 1.06; after 7 days it 
increased to 1.40, and reached 1.62 after 14 days of culture. 

The biologic activity of brushite in contact with mineralized tissues has 
been under focus for several years as a bone cement application. 55 58 Brushite- 
based bone cements were introduced to challenge HA-based bone cements 
because of their higher dissolution, thus warranting a faster bony substitu- 
tion. Several in vivo studies documented the ability of brushite bone cements 
to resorb and be replaced by bone. 55 58 Brushite coatings were investigated 
for orthopedic applications; however, they were converted into HA before 
in vivo testing. 48 - 61 

A limited number of brushite-coated implants were tested in a rabbit femur 
model 61 and compared with uncoated porous (bioinert) implants. The bio- 
active coatings (HA and brushite) induced more bone apposition and higher 
push-out strength than uncoated implants. 

Extrapolation from the present studies to other electrochemically depos- 
ited brushite coatings should be undertaken cautiously because the plasma- 
sprayed process and variation of the deposition parameters (tension, current, 
time, and electrolyte composition) can play key roles in the coating mor- 
phology in terms of grain size, plate size, and porosity, that in turn can 
greatly affect the solubility and bioreactivity of the coating. Kumar et al. 48 
described an electrochemically deposited brushite coating with a surface 
topography that included volcano-like structures and an amorphous-like 
phase enriched in potassium. The BONIT-FBR morphology shown in Figure 
5.11 is devoid of this typical feature due to H bubbling at the metal-Ca-P 
interface. This confirms that the electrochemical deposition parameters are 
distinct. Similarly, the coating obtained by Redepenning et al. 61 was brushite 
with a Ca:P ratio slightly <1, whereas the BONIT layer was mainly brushite 
and included an amorphous structure that led to a Ca:P ratio of 1.1 ± 0.1 
instead of 1.0. 

Because the literature indicates that dissolution of plasma-sprayed HA 
coatings may impede direct bone apposition, 29 35 the first step was to deter- 
mine whether a similar feature would be found for the BONIT-FBR coating, 22 
because it leads to a massive release of Ca and P0 4 ions into the environment 
during the healing phase. This feature was not found at 6 weeks, 24 12 
weeks, 22 ' 62 24 weeks, 62 or 7 months of healing, 23 whether pig, dog, or sheep 
models were considered. In addition, Massei et al. 39 confirmed the absence 
of this undesirable feature in three biopsies from human mandibles. 

Another consistent discrepancy with plasma-sprayed HA coatings was the 
absence of cellular reaction to the dissolution process of the resorbable 
BONIT-FBR coating. Dissolution of plasma-sprayed HA coatings often 
showed coating removal activity mediated by macrophages and multinucle- 
ated cells, 21 ' 28 ' 34 - 35 including HA particles present within macrophages. 21 Such 
an activity was not observed at any milestone (3, 6, 8, and 10 weeks and 3, 
6, and 7 months) in any animal model (pig, dog, or sheep) or in humans for 
the BONIT-FBR coating. 22 ' 24 ' 3962 The reasons for this difference may relate to 
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the distinct dissolution patterns. Plasma-sprayed HA coatings appear to 
undergo first a physicochemical dissolution of the amorphous phase fol- 
lowed by the release of dense crystalline particles that are less soluble. 63 - 64 
These particles require the activation of phagocytizing cells to clear them 
from the interface and dissolve them intracellularly. Conversely considering 
the structure and morphology of the BONIT-FBR coating, a distinct disso- 
lution pattern may take place. Brushite is more soluble than HA. It dissolves 
rapidly in elemental ions and does not require the involvement of phagocy- 
tizing cells. In case of torn-away particles and particles released from the 
coating, the thin brushite plates are more prone to dissolution than the dense 
particles of HA and their removal from the interface would not require the 
activation of phagocytizing cells. 

Based on thermodynamics, brushite is one the most soluble CaP phases 47 
and might be considered too soluble to allow bone substitution. It was not 
clear whether the dissolution kinetics and thickness of the brushite phase 
were adapted to gain bioactivity properties similar to those of plasma- 
sprayed HA coatings. The dissolution kinetics measured in an acidic 
Sorensen glycin solution at 37°C differed from the kinetics of a 50 (im plasma- 
sprayed HA coating and the 15-|im BONIT coating. Complete dissolution 
of the BONIT-FBR coating was obtained after 90 seconds while 240 minutes 
were required to dissolve the HA coating. 65 Thin radio-frequency deposited 
amorphous HA coatings of 0.5 \im were found to be effective when compared 
to a machined titanium control surface. 44 However, PVD-deposited l-\xm and 
5-\xm thick HA coatings could not compare with the HA plasma-sprayed 
coatings in an immediate loading model in dogs. 25 The BIC at the plasma- 
sprayed HA coating was 67.4 ± 8.3% — statistically different from the 47.5 
+ 10.3% and 49.0 ± 5.9%, respectively, obtained for the 1-um and 5-iim HA 
coatings. 25 Therefore, it seems that the release of a minimal number of Ca 
and P0 4 ions is necessary before initiation of the cascade of events that leads 
to bioactivity equivalent to that obtained for plasma-sprayed HA coatings. 

In cell culture with human fetal osteoblasts (hFOB), the BONIT-FBR coat- 
ing showed a bioactive effect when compared to a bioinert TPS surface; its 
proliferation rate was higher and the osteoblasts were completely spread. 54 
Bioactivity was confirmed in vivo in the pig model since the BONIT-FBR 
coating enhanced the BIC from 49.8 ± 16.4% to 73.0 ± 6.2% (+ 23%). Inter- 
estingly, the standard deviation at the bioactive coating was much lower 
than those observed at the TPS implants. A characteristic finding at the 
coated implants was the consistent new bone apposition formed between 
the threads at the spongy bone level in the form of continuous bone trabe- 
cules of variable thickness, according to the environing bone quality. 

The pristine bone was removed during the drilling process and nonetheless 
new bone was found as soon as 6 weeks after implant placement. The 
bioconductive property of the coating, particularly at the between-thread 
level, was consistently found in the animal model and was further confirmed 
in all three human biopsies. In one instance, bone was missing around the 
apical part of an implant; nevertheless trabecules of bone were found at the 
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surfaces of BONIT-FBR-coated implants. The bioactivity pattern of bone 
growth from the surfaces of coated implants was verified in animal and 
human samples. 

Weber et al. 25 reported a statistically significant difference between HA- 
coated (67.4 ± 8.3%) and TPS (39.1 ± 9.6%) implants submitted to an imme- 
diate loading protocol and left to function for 6 months. In a similar exper- 
iment after 7 months, no statistically significant difference was found among 
the plasma-sprayed HA coating, the BONIT-FBR coating, and the TPS con- 
trol implants as described. 23 The reason for the distinct results probably lies 
in the bone quality encountered. In the first study, 25 implants were placed 
in types II and III bone quality, whereas in the second study, the implants 
were placed in dense bones of type I. 23 It is well known that the added value 
of a bioactive coating is maximized in spongy bone, 10 ' 66 67 while in a cortical 
bone environment, enhanced BIC is not seen. 67 - 68 Therefore, the use of the 
BONIT-FBR coating is expected to be most relevant in suboptimal situations 
involving spongy bone applications, when bone healing stimulation is 
requested or short healing is a goal. 

It should be stressed that although most experimental studies were per- 
formed with dental implants, the results might be transposable with good 
reliability to orthopedic implants, as suggested by Cook et al. 69 who com- 
pared femoral and mandibular animal models for the evaluation of HA- 
coated implants. They concluded that the similarity of the mandibular and 
femoral transcortical models allowed both types of data to be used by dental 
or orthopedic implant designers. They added that since similar results were 
obtained by both methods, the results provided a degree of validation of the 
results previously reported for each model. In addition, the data obtained 
with the acetabulum cup model in sheep 62 strengthened this assumption. 

The resorption process seems to initiate rapidly. After 17 days in cell 
culture, the original coating was partially degraded. It was no longer con- 
tinuous and the remaining coating was only 4 to 5 urn thick as compared to 
the initial 15 to 20 |im. Reprecipitated round particles were seen on the 
surface displaying a Ca:P ratio of 1.62, including elements from the medium 
(Na, K, andS). 

After 28 days of culture, the original bioactive coating completely disap- 
peared. 54 In vivo, a coated acetabulum cup retrieved after 3 weeks from a 
sheep showed that the coating was partially degraded; it was able to induce 
bone ingrowth in the deeper layers of the TPS coating. 62 After 6 weeks in 
the pig maxilla, the coating was over 99% dissolved. Only 2 minute spots 
were undergoing dissolution; in one spot, bone was seen growing from the 
middle of the remaining coating as revealed by toluidine blue-von Kossa 
staining. At later periods, i.e., after 3 months and 7 months, no coating 
remnants could be found. From these animal data, a dissolution window of 
6 to 12 weeks was assessed. 24 Human biopsies obtained from immediately 
loaded commercially available FBR-coated implants (Oraltronics GmbH, 
Bremen, Germany) after 8, 10, and 12 weeks 39 confirmed the validity of this 
resorption window. They also confirmed the remarkable bone conduction 
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between the implant threads observed earlier in the pig model. 22 - 24 More 
generally, these histological data also suggest that once osseointegration is 
achieved, the bioactive coating is no longer required. 

It should be stressed that the use of fully resorbable coatings renders 
irrelevant the issue of addressing the interfacial adherence of the coating on 
its substrate in the long-term 70 or under fatigue tests as performed for plasma- 
spayed coatings. 71 An important characteristic of resorbable coating is the 
ability to withstand the insertion phase under shear or pressure. Zeggel 72 
reported a shear resistance of 11 to 25.3 MPa with the stud-pull test. The 
result is in the same range as those for plasma-sprayed HA coatings. Inter- 
estingly, if the coating would tear off locally, e.g., at the tips of threads during 
insertion, the morphology of the coating (entangled plates, not dense parti- 
cles as with plasma-sprayed coating) and the wet electrochemical deposition 
method (no line-of-sight; plates growing directly from the surface even at 
the submicronic level) would still allow the coating to remain, at least in the 
valleys of the TPS-coated tips, and provide a certain level of bioactivity. 

In addition, in the worst case scenario, i.e., when very tight insertion is 
performed in dense bone, only the coatings at the tips of the threads would 
tear off, leaving most of the implant surface still coated, especially at the 
between-thread level. It is important to accelerate the apposition of new bone 
at the core thread level because the drilling sequence removes pristine bone 
and leaves a gap to be filled between the adjacent bone and the implant 
surface. Accelerated new bone formation at this level entails the earliest 
move from primary stability, obtained by the macrogeometry of the threads 
and usually provided by the tips of the threads, to secondary stability 
achieved by micromechanical anchorage (long-lasting osseointegration) 
between the titanium-textured surface (e.g., TPS) and the newly formed bone 
along the majority of the implant surface. 

A pronounced capillarity effect was found for the BONIT-FBR coating. 
Figure 5.12 shows the striking difference in capillarity between two TPS and 
two BONIT-FBR coated titanium strips. The colored water was drawn 30 to 
42 mm in height at the BONIT-FBR strips, whereas TPS wettability was 
limited to a maximum of 2 to 3 mm. In the clinic, an unprecedented capillarity 
effect with blood (Figure 5.13) was also described by several authors. 73 75 This 
was probably due to the porosity exhibited by this coating as shown in Figure 
5.11. 

This property might explain the remarkable bone conduction found in the 
animal and human samples, especially at sites remote from the original old 
bone or placed in loose trabecular bone of type IV. Davies and colleagues 77 " 78 
theorized on the capacity of the bioinert textured Osseotite titanium surface 
to allow for the attachment of collagen fibers, on its capacity to facilitate 
migration of osteoblastic cells up to the implant surface, and on its capacity 
to aggregate platelets and release growth factors at the implant surface. It 
stands to reason that these properties are even more applicable in the case 
of this three-dimensional open bioactive structure and they explain the his- 
tological findings. 
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FIGURE 5.13 

Blood capillarity observed at four FBR-coated Pitt-Easy implants inserted in the mandible of 
an edentulous patient. (Source: Bottcher, R., Dent. Implantol. Paradontoh, 4, 306-312, 2000. With 
permission.) 

To take full advantage of this resorbable coating, blood should be first 
come in contact with the coating and be absorbed in depth via the capillarity 
effect. Contact with a cooling solution or saliva should be therefore 
avoided. 24 ' 73 - 76 Clinically, more attention should be dedicated during surgery 
to avoid the absorption of saliva or any fluids other than blood. This explains 
why insertion of FBR-coated implants should be performed without the aid 
of a cooling solution. Malchiodi et al., 76 in an immediate loading prospective 
clinical study on FBR-coated implants, reported eight failures during the 
first 2 months. Two could be attributed to biomechanical reasons while the 
remaining six related to inflammation complications. During the learning 
curves of the 11 centers involved in this clinical trial, it is possible that 
insufficient attention was paid to bringing the coating first in contact with 
blood and avoiding the absorption of other fluids. 

Clinical studies with the FBR-coated Pitt-Easy dental implants are ongoing. 
The first results confirmed that halving the standard healing period in the 
mandible (6 to 8 weeks instead of 3 to 4 months) and in the maxilla (10 to 
14 weeks instead of 24 to 32 weeks) was highly predictable. A 2-year life- 
table analysis based on 159 implants inserted in 56 patients showed a cumu- 
lative success rate of 98. 11%. 73 Similarly, an immediate loading study involv- 
ing 156 implants mostly (73.1%) placed in the posterior regions to support 
short-span bridges in 62 patients is in progress. Malchiodi et al. 76 reported 
on eight failed implants of 156 after at least 6 months of follow-up, corre- 
sponding to a cumulative success rate of 94.87% despite the demanding 
mechanical conditions and the learning curves of the practitioners with the 
various immediate loading indications and the FBR coating. 

Glauser et al. 73 reported a noteworthy cumulative success rate of 85.8% 
for immediately loaded machined Branemark MK IV implants for similar 
indications. Eighteen of 127 implants (14.2%) were lost in 10 patients of 41 
(24.4%). In the maxilla, the cumulative success rate was 80.3%; in the man- 
dible, the rate was 94.1%. The immediately loaded FBR-coated Pitt-Easy 
implants performed better. Only eight of 156 implants (5.1%) were lost in 
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six of 62 patients (9.7%). In addition, only two of 82 implants (2.4%) failed 
in the maxilla, providing a better prognosis than implants in the mandible. 

Furthermore, the results from 11 separate centers with various degrees of 
experience with immediate loading protocols involved in the FBR-coated 
implants clinical trial compared well with results from a single experienced 
center. 79 This makes the results of the immediate loading study with FBR- 
coated implants promising in terms of enhancing the predictability of imme- 
diate loading protocols by means of this fully resorbable bioactive coating. 

In conclusion, the above in vivo and human histologic data are well corre- 
lated. They indicate that the BONIT-FBR coating is bioactive, osteoconduc- 
tive, and resorbable within 3 months. The data suggest that bioactive coatings 
do not have to remain after osseointegration is achieved. The use of second 
generation members of this coating family is expected to be most relevant in 
the short term, particularly for spongy bone applications where bone healing 
stimulation is desirable. Implementing this coating on dental implants 
allowed a predictable decrease of the duration of implant therapy and 
enhanced the predictability of immediate loading protocols. The fully resorb- 
able second generation coating should be able to replace the first generation 
of plasma-sprayed HA coatings to achieve an enhanced bone response. 

Further studies are warranted to confirm these histological and clinical 
results and to gain a better understanding of the dissolution and substitution 



processes 


of this fully resorbable bioactive coating. 
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6.1 Introduction 

Commercially available implant systems vary widely in their surface 
topographies 1 and manufacturers vigorously promote the benefits of the 
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topographies employed on their devices. The question of what constitutes 
the best topography has not been definitively answered, in part because tests 
comparing implant systems that differ only in topography are rare. In con- 
trast to differences in clinical opinion on the most desirable surface, there is 
widespread agreement that topography is an important and powerful mod- 
ulator of cell behavior and thus an important factor in implant performance. 

This review will largely concern itself with titanium surfaces, but it should 
be noted that topography and chemistry can interact to produce effects that 
are greater than can be achieved by either factor independently. 2 The advan- 
tage of using topography to control cell behavior is that it is a somewhat 
abiding influence. Unlike some other approaches that influence tissue 
response such as the use of chemical coatings or release of growth factors 
that will be present only transiently, topographical features in the range of 
the size of a cell can exert their influence more or less indefinitely. This 
chapter deals with issues of design of studies to explore how topography 
can be modified to improve the bio-implant interface. 



6.2 Strategy in Selecting Potential Experimental Systems 

The options and tradeoffs in experimental systems faced by the investigator 
hoping to improve the bio-implant interface are shown in Figure 6.1. Extant 
choices range from the reductionist approach of molecular biology to the 
complex clinical situations encountered in true experiments in humans. 
Between the extremes are approaches of cell and tissue culture and animal 
models of varying complexity. Associated with the gradient from the reduc- 
tionist to the clinical approaches are other gradients associated with the 
strengths and weaknesses of the various approaches. 

Most agree that true experiments in humans are required to establish the 
effectiveness of a surface. While high in relevance, the approach of true 
experimentation in humans has drawbacks in that such experiments are 
slow and expensive, and consequently not well suited to screening large 
numbers of surfaces. Indeed, conclusions based on the Cochrane approach 
of systematic review have yet to yield unequivocal conclusions about the 
relative merits of various systems (see Esposito, Chapter 1, this volume). 
Conversely simple in vitro tests are rapid and relatively inexpensive, but can 
be low in relevance. 

The conclusions of such studies are framed often in well-hedged phrases 
of the form, "surface X influences process Y that may play a role in...." The 
conventional wisdom in the pharmaceutical industry is that drug discovery 
can be thought of as a funnel-shaped selective process in which large num- 
bers of compounds are screened with high throughput assays of relatively 
high specificity, such as effects on drug metabolizing enzyme systems. Can- 
didate drugs that perform poorly on such tests are winnowed away. The best 
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FIGURE 6.1 

Outline of experimental strategies for improvement of the bio-implant interface. This chapter 
argues that high cell population density, tissue equivalent approaches, and simple animal 
models have received less attention than they merit. 

suited few are tested more extensively in animal models and the best of these 
selected for clinical trials. For optimizing topography, however, there are a 
number of reasons why the wide funnel approach may not be optimal. Chief 
among the reasons, in our view, is that the responses of cells to topography 
are not specific, that is, many diverse responses and interactions are involved 
so that the response on any single test may not predict overall performance. 



6.3 Cell Responses to Topography 

Abundant literature on cell responses to surface topography is available. 
Research on the topic that began with Harrison's observations of cells mov- 
ing on fibers 3 now spans almost a century. A variety of phenomena have 
been reported, but four cell behaviors may be of particular relevance to the 
implant interface: 

1. Contact guidance, the phenomenon whereby oriented surface fea- 
tures, such as grooves, direct cell locomotion. 4 

2. Cell selection, the process whereby surface topographic features, 
such as roughness, lead to the preferential accumulation of certain 
cell populations. For example, macrophages prefer rough surfaces 
in contrast to fibroblasts that prefer smooth surfaces. 5 

3. Cell differentiation; in some instances the differentiation of cells is 
influenced by the topography of the surfaces with which they are 
in contact. For example, bone nodule production is increased on Ti 
surfaces with deep grooves. 2 
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4. Cell-mediated matrix organization; classically associated with the 
so-called two-center effect of Weiss, 6 in which cell traction acts on 
extracellular matrix to produce tracts of cells and fibers between 
two or more centers of attachment. 

If one examines any of these responses in detail, however, it quickly 
becomes evident that several biochemical or biophysical processes are 
involved. As a well studied example, consider surfaces containing multiple 
grooves. In studying the effects of such surfaces and other topographies, the 
most precise means of producing surfaces has been microfabrication, a set 
of techniques originally developed for the microelectronics industry and 
introduced into cell biological studies by Brunette et al. 7 ' 8 A number of 
laboratories, including those of Brunette, Curtis, and Jansen, are currently 
active in this area and some of their approaches and findings are reviewed 
in recent publications. 9 11 For purposes of uniformity of comparison, not to 
mention convenience, examples will focus on data taken from the Brunette 
lab where the types of surfaces examined are more or less similar among 
studies on various cell populations. In brief, microfabricated grooved Ti- 
coated substrata have been found to affect: 

1. Cell adhesion 12 

2. Direction, persistence, and speed of locomotion (fibroblasts) and 
direction of locomotion (but not speed) of epithelial cells 13 

3. Cytoskeletal organization (fibroblasts, 14 osteoblasts, 15 and 
epithelium 16 ) 

4. Extracellular matrix organization of collagen 15 and fibronectin 17 

5. Gene expression of fibronectin 18 and matrix metalloproteinase 19 

Thus, if one considers a simple substrate such as a grooved surface, the 
complex mixtures of processes produced often interact with each other. The 
interactions are illustrated in Figure 6.2. Grooved surfaces have been found 
to affect all the processes listed in the diagram. For example, as cells are 
oriented by the grooves, they in turn orient the extracellular matrix by their 
tractional forces and migration. 17 The extracellular matrix would also be 
altered relative to what occurs on smooth surfaces by changes in gene expres- 
sion and secretion of fibronectin 18 and matrix metalloproteinase. 19 

The existence of a modified matrix might well be expected to modify cell 
adhesion. As cells multiply, the phenomenon of contact inhibition of move- 
ment would also be expected to alter cell orientation and the distribution of 
cell tractional forces. On occasion, one effect may dominate all the others. 
For example, a material that cannot support cell attachment would not 
normally be considered a good candidate for an implant to be integrated 
with adjacent tissue. The plurality of responses often makes it difficult to 
predict which of the many possible effects of topography will significantly 
alter the bio-implant interface and thus implant performance. 
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FIGURE 6.2 

Processes altered (in comparison to smooth surfaces) when cells are cultured on a grooved Ti 
surface. The topographic stimulus has many effects; topography is a powerful modulator of 
cell behavior, but not necessarily a specific one. 

In short, although topography is a very powerful modulator of cell behav- 
ior, it is not necessarily a very specific one and the effects are complex. 
Although such microfabricated surfaces used in simple cell culture are very 
good models for understanding certain processes, such as the control of cell 
locomotion, they are not necessarily good at predicting what happens when 
surfaces are implanted in vivo. One approach to making the predictions more 
certain is to alter conditions so that in vivo conditions are mimicked more 
closely and the effects of possible interactions incorporated into the model 
system. A particularly important difference between simple cell cultures and 
tissues in vivo is cell population density. 



6.4 Cell Population Density 

Typically, studies in cell culture investigating the effects of surfaces on such 
processes as cell locomotion are conducted under conditions of low cell 
population density. The goal of in vitro studies is usually to understand the 
underlying mechanisms of cell behavior, and it is generally preferable to 
employ low cell population densities because the complications introduced 
by cell interactions are avoided. However, such interactions may be impor- 
tant in determining implant performance. Cell population density is in fact 
one of the most important modulators of cell physiology and early tissue 
culturists were often careful to account for cell population density effects in 
their interpretations of data. The following examples have been selected to 
show the wide range of processes influenced by cell population density: 

1. Amount and type of collagen produced 20 - 21 

2. Casein secretion 22 

3. Cell migration (contact inhibition of movement) 23 
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4. Cell proliferation (contact inhibition of growth) 24 

5. Sensitivity to drugs 25 

6. "Spontaneous" transformation 26 

7. Estrogen receptors 27 

8. Erythropoietin production 28 

9. Response to epidermal growth factor 29 

10. Na-Kpump 30 

11. Vitamin D effects on calcium accumulation 31 

12. Vitamin B 12 requirements 32 

Since the studies on this list use populations as diverse as tendon fibro- 
blasts, mammary epithelium, and various transformed cell lines, it is clear 
that cell population density may be expected a priori to be an important 
factor to be controlled in almost any cell culture study. A second conclusion 
is that cell population density effects may be involved in studies where cell 
populations interact, as such studies typically take place under conditions 
of high population density. Finally, if one wishes to predict behavior on 
implant surfaces at the high population densities found in tissues, it would 
appear to be useful to test the effects of surface topography on cell behavior 
under conditions of high cell population density. 



6.5 Role of Extracellular Matrix 

Many cell biological studies directed at improving our understanding of the 
bio-implant interface ignore a basic tenet of connective tissue organization: 
that a tissue comprises cells and extracellular substance. Generally speaking, 
there are two approaches to studying the role of the extracellular matrix on 
cell behavioral response to topography. The first is simply allowing the cells 
to grow to high population densities and fortify the medium, if necessary, 
with components that promote collagen production. This is the approach 
often used for in vitro studies of bone formation where the culture period is 
prolonged and ascorbic acid added on a regular basis. The second approach 
is to add the extracellular matrix exogenously. This approach is used in many 
of the systems, sometimes called tissue equivalents, 33 in which cells at high 
population density are incorporated into a collagen gel. Examples of these 
approaches appear below. 

6.5.1 High Population Density Cultures 

Figure 6.3 shows the orientation of newborn rat osteoblasts cultured on a 
10-|im grooved surface as a function of time in culture up to day 21. Under 
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FIGURE 6.3 

Orientation of osteoblasts growing on a grooved surface in which the grooves are 10 |im deep 
and 42 um wide with a pitch (groove + ridge) of 47 am. Each plot represents the orientation of 
cells in a layer; the percent cells in each 10-degree increment is plotted. Initially, a single cell 
layer is found. On day 7, a second layer is noted. By day 14, a third layer appears. Cells within 
the first two layers are largely oriented with the grooves. The third cell layer has a significant 
proportion of cells oriented at an angle (-60 degrees) with the groove. 

the conditions of the experiment, the cells formed a monolayer initially; by 
day 7, a second layer of cells formed on the grooved surface. One week later, 
a third cell layer could be observed. It is noteworthy that the first two cell 
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layers, both of which can be accommodated within the topographic features 
of the grooves, show marked alignment with the grooves. The third cell layer 
is more mixed; a significant proportion of the cells is oriented at an oblique 
angle to the grooves and the first layers. 

This phenomenon of the overlaying of sheets of cells with differing orien- 
tations has been called orthogonal multilayer ing by Elsdale and Foley 34 for the 
special case in which the most common angle of the first layer to the second 
is 90 degrees. With osteoblasts on this grooved surface, many cells in the 
third cell layer were oriented at a roughly 60-degree angle to the cells of the 
lower layers. Thus, the net effect is that the topography of the surface can 
influence the orientation of cells at some distance from the surface, and this 
effect would not be seen in low population density cultures. 

6.5.2 Formulation of Bone Nodules in Culture 

For osteoblasts derived from rat newborn calvaria, the formation of bone- 
like nodules is promoted by conditions that promote collagen formation (in 
particular, ascorbic acid addition) and an exogenous source of organic phos- 
phate. Under these conditions, bone formation on grooved surfaces increases 
with the depth of feature. Moreover, the effect depends on the surface chem- 
istry of the substratum; HA surfaces produce more bone nodules than Ti 
surfaces and the effects of topography and chemistry are synergistic. 2 

A greater increase in nodule production brought about by HA was 
observed in the deepest grooves. Because bone in vivo can consist of orthog- 
onally layered sheets, it was of interest to examine the orientation of cells in 
these nodules. On a grooved surface in which the osteoblasts were stained 
with propidium iodide (PI) and optically sectioned by confocal microscopy 
(Figure 6.4), cells near the bottom of a forming nodule are oriented with 
grooves and subsequent layers do not exhibit this tendency. 

To obtain more details, some nodules were processed for histology and 
sectioned. As expected, the cells within the grooves were oriented with the 
grooves. The uppermost layer of cells, however, formed a capsule-like struc- 
ture at almost right angles to the cells in the grooves. Staining by the von 
Kossa method to identify areas where mineralization occurred revealed that 
the bulk of the staining occurred in the area between the two orthogonally 
arranged cell layers. It is currently unknown whether cell orientation per se 
influences the process of mineralization or whether other factors affected by 
position in the multilayer, such as nutrient supply, play a role. 

6.5.3 Exogenously Added Collagen 

Figure 6.5 shows an example of the second approach, namely examining the 
influence of exogenously added matrix. The methodology is described by 
Glass-Brudzinski et al. 35 The interaction of fibroblasts with the matrix was 
manipulated as follows. In the control group, fibroblasts were added to the 
grooved Ti substratum and the only collagen in the system was that synthe- 
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FIGURE 6.4 

Optical sections through a forming bone-like nodule in which the nuclei have been stained with 
propidium iodide. The osteoblasts were cultured on a grooved Ti surface on which the grooves 
were 10 |J.m deep and 42 |j.m wide with a pitch (groove + ridge) of 47 um. The cells found in 
the optical sections closest to the grooved surface (G and H) are generally oriented with the 
grooves, but orientation is progressively lost so that the cells at the upper surface of the nodule 
are oriented at an angle to the grooves. 

sized and secreted by the cells. In the second group, called the cell-gel group, 
the fibroblasts were cultured on a grooved substratum and the culture was 
subsequently overlaid with a collagen gel. Finally, in the third group desig- 
nated the gel group, fibroblasts were mixed with the collagen and medium 
and the gelling mixture added to the substratum. 

At various times, the cultures were fixed and stained with PI and cell 
orientation assessed by means of confocal microscopy. The confocal micro- 
scope enabled optical sections to be produced so that the orientation of cells 
in different zones at or above the surface could be measured. 

In light of the observation of Cooper et al. 36 that the relative binding of 
fibroblasts to titanium is five to ten times lower than binding to type 1 
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FIGURE 6.5 

Human gingival fibroblasts were cultured for two weeks on a surface with grooves 30 um deep 
and 35 um wide with a pitch (groove + ridge) of 175 um Ti surface under three conditions: (1) 
control (no collagen gel added), (2) cell-gel in which cells cultured on the surface were overlaid 
with a collagen gel, and (3) cells were added to the gel before placement on the Ti surface. Cells 
were subsequently stained with propidium iodide and optical sections were taken at the level 
of the surface (0 um), less than 30 um above the surface, and greater than 30 um above the 
surface. The distribution of orientation of cells (expressed as percent of cells) is given for each 
of the 10-degree increments between 0 and 90 degrees. Cells leave the surface for the gel under 
the cell-gel condition, but conversely leave the gel for the Ti surface (gel condition). Orientation 
with the grooves is found for all conditions at the level of the surface, but is less pronounced 
under the gel and cell-gel conditions. 

collagen gels, the first question of interest was the distribution of cells 
between the gel and the titanium substrata. The results showed that cells 
were found on the surface for all groups. This indicates that some fibroblasts 
remained on the surface even though adhesive opportunities were available 
in the collagen gel. In fact, some cells originally on the surface (i.e., in the 
cell-gel condition) did migrate into the gel. Many cells remained on the Ti 
and remained oriented with the grooves, although their alignment was 
reduced in comparison with the control (i.e., no gel) culture. Similarly in the 
gel condition thought to mimic what happens when tissues interact with the 
implant surface in vivo, some fibroblasts, initially located in the collagen gel 
migrated to the Ti surface and became aligned with the grooves although 
once again they were less well aligned than the cells in the control and 
cell-gel conditions. 

Overall, these results show that collagen alters fibroblast interaction with 
the surface. Moreover, the order in which the cells encounter the collagen 
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affects cell orientation and the number of cells on the surface. Such findings 
may be relevant considerations when alternative courses of action are pos- 
sible with respect to the order in which cells and matrix contact the surface. 
For example, in some situations, it may be possible to place cells on an 
implant before insertion. This approach was employed by Boyko et al. 37 who 
implanted tooth roots with attached periodontal ligament cells in dogs and 
observed the formation of periodontal ligament-like structures with cells 
having the appropriate orientations — a result that did not occur if the roots 
were simply reimplanted. 



6.6 Cell Responses to Surfaces Produced by Industrial 
Processes 

In contrast to the microfabricated surfaces used in studies of cell behavior, 
the surfaces used in clinical trials are typically those produced by the indus- 
trial techniques of implant manufacturers. As a general rule there is less 
flexibility in surface feature design on such surfaces, but they are eminently 
more practical and in some instances have been characterized thoroughly 1 - 38 
Since industrially produced surfaces have been implanted in humans, they 
represent the most feasible approach to comparing effects on cell behavior 
in model systems to actual implant performance. Two of the more widely 
used surfaces in implantology are machined surfaces characterized by small 
parallel grooves and rough surfaces such as the SLA surface of the Strau- 
mann-ITI implant system. 

Davies 39 speculated that one advantage of the rough surfaces is that they 
may bind or entangle fibrin fibers and thus provide pathways by which the 
cells adjacent to the implant can migrate to the implant surface. Another 
possibility is that the cells, once on the surface, may be involved in mechan- 
ical integration of the device with adjacent connective tissue through a mech- 
anism known as the two-center effect. In brief, the two-center effect was so 
named by Weiss 6 who observed that a cellular bridge formed between two 
explants when they were placed in a plasma clot gel. 

Subsequent investigation by Harris and coworkers 40 42 demonstrated that 
the basis for this effect was that the cells exerted a fractional force on the 
fibers that acted to align them and that more cells subsequently became 
aligned as a result of the fiber orientation. They demonstrated that ligament- 
like structures can be formed under suitable conditions in vitro as a result 
of cell traction. Since the direction of cell traction is determined by cell 
orientation and cell orientation can be controlled by topography, the possi- 
bility arises of using implant topography to produce desired connective 
tissue organization adjacent to implant surfaces. Questions of interest in 
addressing this possibility are (1) the orientation and migratory behavior of 



© 2003 by CRC Press LLC 



cells on the surfaces, (2) how the attachment to the surfaces survives the 
fractional forces generated by the cells, and (3) the orientation of extracellular 
matrix in relation to the surface. 



6.6.1 Osteoblast Migration on Rough and Machined-Like Surfaces 

Figure 6.6 illustrates osteoblast migration on machined-like and rough SLA 
surfaces in a series of frames extracted from a time-lapse movie in which 
the cells were labeled with a molecular dye and images captured using a 
CCD camera capable of forming images under conditions of low light. Incu- 
bation conditions were similar to those used by Damji et al. 13 It is evident 
that the osteoblasts exhibit contact guidance on the grooves made by the 
machining process. In contrast, the direction of migration of osteoblasts on 
the SLA surface appears to be more or less random. Nevertheless, it can be 
seen that the cells enter pits formed by blasting and in some instances appear 
to be trapped in them at least for short periods. 

The motion and orientation of cells on the SLA surface have a component 
in what might be considered the Z direction relative to an XY plane that 
parallels the implant surface. There is thus the potential to orient cell frac- 
tional forces so that components of the cell-generated forces are directed 
perpendicular to the implant surface. Moreover, the cells are in positions in 
which they may be mechanically interlocked with the surface. Such a micro- 
mechanical linkage has the potential to stabilize the bio-implant interface. 



6.6.2 Resistance of Tissue Equivalent/Ti Interface to Cell-Generated 
Forces 

Tranquillo et al. 33 emphasized that mixtures of collagen gels and embedded 
cells that have the capability of contraction may be considered as tissue 
equivalents. In their seminal Nature paper on cell traction, Harris et al. 43 
noted that "collagenous structures such as tendons, ligaments ... need not 
be laid down by direct secretion of collagen fibers into their eventual arrange- 
ment. Instead, fibroblast traction can rearrange and repack collagen into 
these patterns even beginning from a totally random meshwork." 

Stopack and Harris 40 demonstrated that small heterogeneities in cell dis- 
tributions can be magnified by positive mechanical feedback so that even 
the formation of complex tissue arrangements can be explained through the 
action of fractional forces (reviewed by Harris 42 ). Tractional forces have been 
shown to produce the two-center effect, in which bridges of aligned cells 
and fibers formed between two tissue explants cultured in plasma or collagen 
gels. As the structural geometry of extracellular matrix is largely controlled 
by directed cellular activity, control of cell orientation at fixed sites on an 
implant should enable control of soft connective tissue organization and the 
promotion of tissue integration. 
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FIGURE 6.6 

Time-lapse sequence of osteoblasts stained with CellTracker® Orange on machined-like and 
SLA surfaces after 21 to 26 hours of culture. Cells were stained and then observed using 
epifluorescence optics as they migrated on Ti-coated surfaces replicated in epoxy from SLA 
(right) and machined-like Ti surfaces (left). The digital images of the cells were overlaid on the 
digital image of a scanning electron micrograph of the precise areas to be examined so that the 
interaction of the cells with local topographic features could be determined. On the SLA surface, 
the cells did not move in any preferred direction; the cells exhibited interaction with the pits 
formed by blasting occasionally entering these pits (arrow on left sides of frames). On the 
machined-like surface, the cells exhibited contact guidance, that is, they followed the grooves 
on the surface (arrows on right side, of frames). 

Inoue et al. 44 have shown that surface topography of Ti or Ti alloy surfaces 
can lead to the production of a two-center-like effect in vitro when the surfaces 
are placed on a lawn of fibroblasts, and that the orientation of the cells is 
influenced by surface topography. The model developed by Takekawa at the 
Faculty of Dentistry at the University of British Columbia was adapted from 
the work of Harris and coworkers. It consists of Ti surfaces mounted on an 
epoxy block and embedded in collagen gel — a fibroblast tissue equivalent 
(Figure 6.7). Tractional forces develop within the gel over time and can 
displace the tissue equivalent from the surface. The time at which this occurs, 
however, depends on the surface. Figure 6.8 shows a smooth surface in which 
the interface is disrupted after 64 hours. In contrast, the SLA surface is still 
attached to the tissue equivalent at the same time of culture. 

The orientation of cells on the surface was examined by PI staining and 
confocal microscopy. As predicted from time-lapse studies, some of the fibro- 
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FIGURE 6.7 

Culture system used to investigate ability of surfaces to resist cell generated forces. Surface is 
mounted on an epoxy block and placed in a collagen gel-human gingival fibroblast mixture, 
sometimes called a tissue equivalent. The gel extends to a filter paper ring that anchors the gel- 
cell mixture, so that when cells contract the gel, it is removed from the surface. 




FIGURE 6.8 

Phase contrast micrographs of surfaces (SLA and smooth) embedded in gel after 64 hours of 
culture. For the SLA figure, the epoxy block is at a slight angle to the surface of the culture 
slide, resulting in a black band. In some instances, the cells are oriented obliquely to the Ti 
surface. On the smooth surface, the gel has contracted from the Ti surface. 

blasts had vertical or oblique orientations relative to the SLA surface but 
cells on the smooth surface were parallel to the surface. This vertical orien- 
tation of the fibroblasts on the SLA surface may prolong survival by disrupt- 
ing the formation of the contractile ring of fibroblasts with cells oriented 
parallel to the Ti surface, as described by Glass-Brudzinski et al. 35 The sur- 
vival of attachment to the SLA and smooth Ti was compared using the 
Mantel-Cox log rank approach and found to be statistically different (p = 
<0.005) with the SLA surfaces supporting tissue-equivalent attachment for 
a longer time. It is clear that more work with this model system is required 
to sort out the roles of cells and collagen entrapment with the surface in 
producing this effect. 
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6.7 Cell Selection in an In Vivo Model 

Cell selection provides another example of the complexity of applying the 
principles of cell behavior to predicting events in vivo. By analogy to the 
work of Rich and Harris 45 who demonstrated that fibroblasts prefer rough 
surfaces, Brunette 46 speculated that one would expect rough Ti implant 
surfaces to attract cells of the monocyte series. Brunette reasoned that since 
monocytes can form osteoclasts, an accumulation of cells from the mono- 
cytic family might be detrimental to the performance of the implant because 
bone loss might be stimulated. It has subsequently become clear that rough 
surfaces can be very successful clinically so Brunette's worries were to an 
extent unfounded. 

The question thus arises whether rough Ti implant surfaces attract mac- 
rophages in vivo as was observed for other rough surfaces. Accordingly, we 
implanted surfaces of varying roughness subcutaneously in rats. We found 
that macrophage-like cells, as assessed by morphology, were present on 
rough SLA surfaces in strikingly greater numbers (Figure 6.9) than on smooth 
surfaces or grooved microfabricated surfaces in which each facet of the 
groove was smooth. Moreover, the SLA surfaces were associated with a 
higher frequency of bone formation than the smooth or grooved surfaces. 

Thus, in this model, the mere presence of macrophages on an implant 
surface is not necessarily detrimental and it is possible that the products of 




FIGURE 6.9 

Transmission electron micrograph of cells in the vicinity of a Ti-coated epoxy replica of an SLA 
surface implanted subcutaneously in a rat for 2 weeks. M = macrophage-like cells; F = fibro- 
blasts. Details of production of the replica are given in Wieland, M. et al. 49 
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macrophages on these surfaces may exert positive effects on bone formation. 
Another factor is the potential for interaction between the macrophages and 
connective tissue cells. McKee and Nanci 47 suggested that an osteopontin 
coating may be involved in selectively activating the cellular mechanisms 
required for macrophage attachment, signal transduction, and phagocytosis. 
In their recent review on macrophage interactions with material surfaces, 
Thomsen and Gretzer 48 concluded that additional experimental models with 
different degrees of experimental complexity are required. 

One approach would be the systematic investigation of macrophage 
responses to the topography of industrial and microfabricated Ti surfaces 
and the correlation of those responses with bone formation. The rat subcu- 
taneous model has several advantages for such a study including relatively 
low cost that allows the use of sufficient animals for appropriate statistical 
analysis, availability of immunological reagents, uniformity of animals, rapid 
responses, and experimental convenience. Other models are also being inves- 
tigated, but it appears likely that the most successful approaches will enable 
complex cell-cell and cell-material interactions to occur and be assessed. 



6.8 Conclusions 

Topography is a powerful modulator of cell behavior but not necessarily a 
specific one. Based on the plurality of responses to topographic stimuli and 
the possibility of cell interactions, simple cell culture systems may be limited 
in their ability to predict responses. Thus, the approach of using models in 
which cell interactions occur has merit. 

Examples where this approach led to promising insights include tissue- 
equivalent collagen gels, the role of cell orientation in interface stability, high 
population density osteoblast cultures, the possible role of cell orientation in 
bone formation, and rodent in vivo models in which cell selection, in partic- 
ular macrophage accumulation on rough surfaces, could be demonstrated. 

In some instances, these models provide information that correlates with 
implant performance and allow questions to be posed about cell interactions 
and cell selection. In other situations, they test possibilities that cannot be 
realistically tested in simpler systems. 
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7.1 Introduction 

Commercially pure titanium (c.p. Ti) and titanium alloy (Ti-6A1-4V) are 
highly regarded as skeletal biomaterials because of their good biocompati- 
bility. Commercially pure titanium resists corrosion because of its outer oxide 
layer, and shares this characteristic with Ti-6A1-4V. Commercially pure tita- 
nium is used to fabricate endosseous dental implants and coat devices con- 
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structed of titanium alloy. Although c.p. Ti is not a strong enough material 
to be used in orthopedic devices, the addition of aluminum (Al) and vana- 
dium (V) creates an alloy (Ti-6A1-4V) with significantly greater strength. This 
improved strength, together with its low elastic modulus and excellent bio- 
compatibility makes Ti-6A1-4V a preferred orthopedic material. 

Attempts have been made in recent years to define the biological responses 
occurring at the metallic osseous interfaces of c.p. Ti and Ti-6A1-4V. To 
improve on long-term bonding and survival or hasten short-term bonding 
of metals to the living skeleton, a detailed understanding of the composition 
of the interfacial zones and the timing of its genetic construction is required. 
Initial and early cellular reactions observed at the time of placement of the 
implanted device may explain differences detected in the interfacial zones 
between similar and dissimilar metals. 

This chapter reviews some of the current literature discussing the cellular 
and genetic responses of osteoblasts at the implant interfacial zone. Discus- 
sion is limited to c.p. Ti and Ti-6A1-4V metals, and covers both in vitro and 
in vivo studies. This chapter concludes by suggesting that a well-executed 
in vitro experimental design using bone cells and DNA microarrays may add 
to the relevant information needed by prosthetic manufacturers to improve 
both the short- and long-term physical properties of osseointegration. 

















7.2 Titanium Dioxide: 1 


Dental Implant < 


3r Orthopedic Interface 



to Bone 



Titanium dioxide (TiO z ) is a solid with a melting point of 1855°C. TiO z is 
polymorphous — it exists in multiple modifications or crystal structures. 
The following crystal structures have been recognized for Ti0 2 : rutile (tet- 
ragonal), anatase or octahedrite (tetragonal), and brookite (ortho rhombic). 1 
However, two additional oxides have been described recently. One is an 
ortho rhombic structure in which titanium is seven-coordinated to oxygen. 2 
The other is a cotunnite-structured oxide in which titanium is nine-coordi- 
nated to oxygen. 3 Ti0 2 also exists in an amorphous state. 

Two other notable forms of titanium oxides are ilmenite (FeTiO s ) and 
perovskite (CaTiO,). 1 Technically and commercially, only the anatase and 
rutile forms are of significance. Rutile has a density of 4.23 g/ ml, anatase has 
a density of 3.90 g/ ml, and brookite has a density of 4.13 g/ ml. This density 
difference is explained by different crystal structures. Geometry dictates that 
the rutile modification is more closely packed than the anatase crystal. 

The most important commercial application of Ti0 2 is as a pigment for 
providing brightness, whiteness, and opacity to such products such as paints 
and coatings, plastics, papers, inks, fibers, foods, and cosmetics (e.g., DuPont 
White Pigment and Mineral Products, Wilmington, DE). Ti0 2 is by far the 
most widely used white pigment in the world. Both the anatase and rutile 
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crystal structures (as powders) are used in the manufacture of white pig- 
ments. TiO z must be developed to an ideal particle size in order to realize 
its optical properties. Normally, the particle size is one half the wavelength 
of visible light or about 0.3 (1. The property that gives this white powder its 
unmatched performance is its high refractive index (only diamonds have a 
higher refractive index than TiO z ). The refractive index is a measure of the 
ability to bend light and from this we attain opacity. Only magnesium oxide 
is whiter than TiO z , but the refractive index of magnesium oxide is much 
lower. This means that much more magnesium oxide is required in a product 
to achieve opacity; hence, for practical purposes, TiO z is preferred. TiO z is 
usually associated with iron, either as ilmenite or leuxocene ores and the 
ores are the principal raw materials used in manufacturing TiO z pigment. 
Ti0 2 is also readily mined in one of the purest forms, rutile beach sand. 

Regarding the surface oxide layer on c.p. Ti dental implant systems, spec- 
troscopic studies suggest that the oxide is amorphous and its thickness is 
approximately 2 to 17 nm. Generally speaking, the thinnest oxide layers on 
dental implants, say, less than 10 nm, are amorphous, morphologically 
homogeneous, and have essentially no contrast in transmission electron 
microscopy (TEM) images. As the oxide thickness is increased up to 40 nm, 
a texture corresponding to the grain structure of the oxidized metal becomes 
gradually more visible. At the same time, the oxide becomes increasingly 
more crystalline. 4 

It is believed that properties of oxide films covering titanium implant 
surfaces are of crucial importance for successful osseointegration, in partic- 
ular at compromised bone sites. Various chemical treatments of c.p. Ti and 
Ti-6A1-4V are employed by implant manufacturers in attempts to influence 
the biological response to implants at the time of placement and improve 
and hasten osseointegration. 

For example, anodic oxides have been prepared on c.p. Ti by galvanostatic 
mode in acetic acid (CH 3 COOH) 4 to achieve oxide layers with the following 
characteristics: (1) oxide layer thickness ranging from 200 to 1000 nm with 
barrier and porous structure dominating the surface morphology; (2) pore 
sizes approximately 8 jam in diameter; and (3) porosity in the range of 12.7 
to 24.4%. The crystal structures of the titanium oxides present were amor- 
phous, anatase, and mixtures of anatase and rutile. The chemical surface 
compositions consisted mainly of TiO z . These experimental oxide layers were 
compared to the native (thermal) oxides on turned implants (controls) which 
were amorphous, 17 nm thick, and had chemical compositions of Ti0 2 . 4 

This chapter does not set out to describe the oxide layer characteristics of 
dental implants or orthopedic devices. However, it is important to recognize 
that the biological responses to titanium implants occur on amorphous, 
anatase, or rutile Ti0 2 , rather than on the metal itself. No doubt considerable 
industry effort is directed at altering the oxide surface chemistry and physical 
characteristics of implant devices in attempts to improve the success rates 
and longevity of implants. The success of implants also includes the imme- 
diate biological events that occur at the time of implant placement. 
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FIGURE 7.1 

(See color insert) The developing cancellous bone from the mandible of 
a 5-day postnatal mouse. Tissue prepared by Mallory-Heidenhain stain. Panels A and B show 
dental pulp (P) and enamel (E) of a first molar. Arrows point to osteoblasts in panel C and to 
osteocytes in panel D. Bone marrow is identified by asterisks. Panels B, C, and D are magnified 
10, 20, and 40x, respectively. 

7.2.1 Osteoblast Phenotype Related to Titanium Substrata: Morphology 
and Integrin Expression 

Osseointegration is characterized by direct apposition of bone matrix and 
osteoblasts (Figure 7.1) to the implant surface without intervening soft or 
fibrous tissue. Dental implants typically fail to achieve total osseointegration 
but, based on criteria used to judge implant success, even a sparse amount 
of bone-to-implant contact may result in a clinically successful implant. 5 

A number of in vitro studies have addressed the nature of the cellular and 
molecular events occurring at the bone-metal interface. These studies 
focused mainly on cell adhesion and morphology, DNA synthesis, integrin 
expression, and synthesis of various proteins including collagen and alkaline 
phosphatase. 6,7 It is assumed that a better understanding of each of these 
phenotypic events may ultimately result in the development of a perfect 
implant material with ideal surface properties that can be positioned in bone 
under conditions that favor complete osseointegration. 
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Cell lines of osteoblast lineage can provide a rapidly proliferating and 
differentiating system for testing biomaterials in vitro. A study by Hendrich 
and colleagues investigated the effect of standard orthopedic implant mate- 
rials on osteoblast proliferation and differentiation using a human osteoblast 
cell culture system. 8 The human fetal osteoblast cell line hFOBl • 19 9 was 
cultured on polystyrene (control), c.p. Ti, stainless steel, and cobalt-chrome- 
molybdenum. Lower cell numbers and delayed proliferation were noted on 
stainless steel and cobalt-chrome-molybdenum compared to c.p. Ti and 
polystyrene substrates. Higher levels of alkaline phosphatase and osteocalcin 
were measured on c.p. Ti than on stainless steel or cobalt-chrome-molyb- 
denum. This increase in the levels of alkaline phosphatase and osteocalcin 
is an indication of osteoblast differentiation. 10 No differences in collagen 
type I production were noted in this study. 8 

Integrins are heterodimeric cell adhesion proteins connecting extracellular 
matrices (ECMs) to the cytoskeleton and transmitting signals in both direc- 
tions. They thus mediate cell adhesion to the ECM. Integrins are also 
involved in many biological processes such as growth, differentiation, migra- 
tion, and cell death. 11 Integrins constitute a family of transmembrane proteins 
and eukaryotic cells contain at least 16 a and 8 (3 integrin sub units. Different 
combinations of the a and (3 subunits dimerize to form at least 22 different 
receptors with distinct but overlapping ECM protein specificity. 12 

Of the known integrin heterodimers, ten contain the nearly ubiquitously 
expressed (31 integrin subunit. Heterodimers of the (31 integrin subfamily 
bind ECM components such as fibronectin (a3, a4, a5, a8, and av), collagen 
(al and a2), and laminins (al, a2, a3, a6, a7, and a9). u The major underlying 
theme of scientific discovery related to the integrins involves cell adhesion 
and subsequent modifications during development, wound healing, 
metastasis, and angiogenesis. Perhaps the most studied integrins relate to 
the fibronectin receptors present on mammalian fibroblasts. Fibronectin 
receptors were initially identified as plasma membrane glycoproteins that 
bound to fibronectin affinity columns and could be eluded by peptides 
containing Arg-Gly-Asp (or RGD) amino acid sequences. This RGD string 
is present in fibronectin and is responsible for cell binding. Simply put, 
integrin fibronectin receptors function as transmembrane linkers to mediate 
interactions between the actin cytoskeleton and fibronectin of the ECM. 

Integrins can also function as activators of intracellular signaling machin- 
ery. 13 The cytoplasmic domain of (31 integrin can interact with cytoskeletal 
proteins such as a-actinin and talin or with signaling molecules such as focal 
adhesion kinase (FAK) and integrin-linked kinase (ILK). 11 One of the many 
signaling mechanisms triggered by the (31 integrins is the mitogen-activated 
protein (MAP) kinase cascade. 14 Under cell culture conditions using 3T3 or 
REF52 fibroblasts, activation of MAP kinases depends on integrin engage- 
ment with the ECM, that is, MAP kinases are activated only when cells 
adhere to substrata coated with integrin ligands. 14 Intracellular signals can 
change the affinity of integrins for their extracellular ligands. 15 Therefore, 
integrins allow bidirectional transfer of information through cell membranes. 
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Because the biologic fixation of orthopedic implants depends on optimal 
cell interactions at the interface, investigators have examined whether inte- 
grins are involved in the attachment of osteoblasts to implant materials. In 
a study by Sinha and Tuan, 16 immunohistochemistry was used to examine 
the expression of integrins in primary human osteoblasts cultured on poly- 
styrene and on rough and polished disks of orthopedic alloys Ti-6A1-4V and 
cobalt-chrome-molybdenum. Their results demonstrated the level of com- 
plexity of expression profiles that exist among the different integrin sub- 
units. 16 Integrin subunits a2, a3, a4, a5, av, a6, (31, and [33 were expressed 
by the osteoblasts cultured on polystyrene coated with various ECM mole- 
cules; a5 and a6 were notably absent in cells attached to the alloys. Also, 
the presence or absence of a3 and [33 varied depending on the metal surface 
type. The nature of the metal alloy appeared to influence the expression of 
particular integrins. Thus the ability of cells to adhere to and receive mes- 
sages from the extracellular matrix may be influenced by the substratum. 

Unfortunately, the study by Sinha and Tuan 16 and similar studies suffer 
from their inability to assign a definitive molecular activity at the metal 
interface with absolute certainty. For example, human [31 integrin subunit 
can be expressed in four different (alternatively spliced) variants that differ 
in their cytoplasmic domains. 17 Protein isoforms generally exist to perform 
different biological functions. Alternative splicing resulting in multiple 
protein isoforms offers another level of complexity when studying gene 
activities. 

A second problem related to but independent of the first complication is 
the quality of the antibody used. The study by Sinha and Tuan 16 used 
multiple antibodies to the same antigen and these authors note that they 
achieved varied results. Explanations offered included technique and equip- 
ment, method of fixation and permeabilization, antibody specificity and 
titer, immunostaining conditions (temperature and humidity), species cross- 
reactivity (most commercial antibodies are raised in rabbit hosts), and finally 
the time of the cells in culture prior to experimentation. The authors 
acknowledged that antibodies to the same antigen purchased from different 
sources produced conflicting data. A particular problem is species cross- 
reactivity when investigating multiple proteins belonging to a genetically 
related family. 

Recently, the intracellular signaling pathway for osteoblast adhesion to Ti- 
6A1-4V was investigated and compared to integrin-mediated adhesion to 
fibronectin. 7 Primary osteoblasts from fetal rat calvaria were plated onto Ti- 
6A1-4V, fibronectin, and poly-L-lysine (control) and the levels of focal adhe- 
sion kinase (FAK), mitogen-activated protein kinase (MAP kinase), and the 
c-fos and c-jun AP-1 transcription factors were compared. At a molecular 
level, it appeared that osteoblast adhesion to Ti-6A1-4V implants was similar 
to adhesion to fibronectin. Osteoblast adhesion to Ti-6A1-4V also led to 
osteoblast proliferation. This study provided some evidence for the biocom- 
patibility of Ti-6A1-4V at a molecular level. 7 
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7.2.2 Bone Morphogenetic Proteins 

Substantial progress has been made in the area of in vivo bone morphogenetic 
protein (BMP) research as it relates to clinical uses. BMPs are members of 
the transforming growth factor beta (TGF-(3) superfamily of secreted signal- 
ing molecules that have important functions in many biological contexts. 1819 
Several BMP receptors have been cloned and characterized and, in addition, 
the intracellular signal transduction and transcriptional factors associating 
with BMP receptors are being investigated. 

BMPs bind to specific serine and threonine kinase receptors that transduce 
the signal to the nucleus through Smad proteins. 20 Intracellular signaling 
cascades triggered by BMPs, which eventually activate Smad transcription 
factors, ultimately regulate expression of specific target genes. Nuclear cofac- 
tors that cooperate with the Smads in regulating specific target genes 
depending on the cellular context have also been identified. 1820 

BMPs are well established agents for inducing orthotopic and ectopic bone 
formation, but their clinical usefulness may be limited by a short in vivo half- 
life and low specific activity. 21 This can be partly addressed with the use of 
moldable carriers. When implanted locally to animals with appropriate car- 
riers (such as collagen), recombinant human BMP-2 (rhBMP-2) reproduces 
ectopic bone-forming activity 1922 In vitro, rhBMP-2 is shown to induce dif- 
ferentiation of mesenchymal stem cells into osteoblast and chondroblast cells 
and prevent the former cells from differentiating into cell types other than 
the latter cells. 22 Clinical applications for rhBMP-2 in which suitable biocom- 
patible, biodegradable, and nonimmunogenic carriers are employed to cor- 
rect large bony defects are being developed. 22 Experimentally significant 
bone formation can be produced in multiple animal models such as rodents 
and nonhuman primates. 22 Such preclinical studies show that bone induced 
by rhBMP-2 seems to behave morphologically and mechanically like normal 
bone. Clinical trials are underway to determine its usefulness in the ortho- 
pedic, oral, and maxillofacial fields. 22 

Another study investigated the combined effects of BMP-2 and TGF-p. 
BMPs have the ability to induce ectopic bone, while TGF-|3 stimulates pro- 
liferation of osteoblasts and chondrocytes and production of extracellular 
matrix. A morphometric study in mice revealed that the quantity of newly 
formed bone induced by a combination of rhBMP-2 and TGF-[3 could be 
greater than by use of rhBMP-2 alone. 23 

Gene therapy is an alternative route for exploiting the bone-inductive 
activities of BMPs. Investigators examined the osteogenic activity of an 
adenovirus containing BMP-7 cDNA under control of the CMV promoter 
(AdCMV-BMP-7). 24 Adenovirus vectors have been shown to readily infect 
a wide variety of cell types in vitro including osteoblasts, fibroblasts, and 
myoblasts. Using this vector, high levels of BMP-7 can be generated in the 
monkey kidney cell line COS7. 24 Transduction of murine myoblast cells 
with AdCMV-BMP-7 suppresses the muscle phenotype and induces in 
vitro osteoblast differentiation. AdCMV-BMP-7 with a bovine bone- 
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FIGURE 7.2 

(See color insert.) Panels A and B: Newly formed cancellous bone (black arrows), ossicles (black 
arrowheads), and marrow cavities (asterisks) are formed after subcutaneous implantation of 
the adenovirus vector AdCMV-BMP-7 with a bovine bone-derived collagen carrier. Panel A 
also shows dermis (d). Panel C: bone matrix (m), osteoblasts (arrows), and osteocytes (arrow- 
heads) are shown. Panels A, B, and C are magnified 10, 20, and 40x, respectively. 

derived collagen carrier was implanted into mouse muscles and dermal 
pouches, and ossicles containing cortical and trabecular bone resulted 
(Figure 7.2). 24 

These cited studies using recombinant forms of BMP-2 and BMP-7 dem- 
onstrate the current discussion of the use of biologically active molecules to 
repair or induce bone in areas void of bone. It is conceivable that similar, 
molecular-based applications may be developed in the future to improve 
success rates of implants placed in immediate extraction sites. Immediate 
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extraction sites often present void of contact bone or with the coronal portion 
of the implant remaining exposed due to the tooth root architecture. 

7.2.3 Enamel Matrix-Derived Proteins as Osteopromoters 

Enamel matrix-derived proteins (EMDPs) have been available commercially 
for dental treatment in Europe since 1995 and in the U.S. since 1997 (see 
Journal of Clinical Periodontology, Vol. 9, Part 2, 1997). Biora AB of Malmo, 
Sweden markets such a product registered under the name Emdogain®. 
Emdogain is a porcine-derived enamel matrix product and its principal 
component is the enamel matrix protein amelogenin. Emdogain has been 
marketed primarily to treat periodontal lesions by regenerating the affected 
periodontal ligament 25 but suggestions in the literature indicate that this 
product can also hasten the processes of wound healing. 26 

Embryonic enamel matrix proteins may be involved in the formation of 
cellular and acellular cementum during development of the periodontal 
attachment apparatus, suggesting that these proteins might be used clinically 
to promote periodontal regeneration. 27 Schwartz and colleagues analyzed the 
effects of Emdogain on osteoblast cells and found that it can influence cell 
proliferation and differentiation depending on the cell maturation stage. 28 
The following methodologies were used to measure these parameters: (1) 
proliferation (cell number and [3H]-thymidine incorporation); (2) differenti- 
ation (alkaline phosphatase and osteocalcin production); and (3) matrix syn- 
thesis ([35S]-sulfate incorporation and percentage of collagen production). 

Emdogain stimulates proliferation of preosteoblasts, but has no effect on 
differentiation; in osteoblast-like (MG63) cells, it inhibits proliferation and 
stimulates differentiation. In normal human osteoblast cells, it increases pro- 
liferation and differentiation. 28 Collagen production and proteoglycan sulfa- 
tion were not affected by Emdogain, but both cellular activities increased in 
the presence of other growth factors like BMP-2 or TGF-p. These studies 
suggest that Emdogain may work as a growth factor but, if that is the case, 
its mechanism of action is different from those of BMP-2 and TGF-(3. It has 
also been shown that Emdogain prolongs the growth of primary cultures of 
mouse calvaria osteoblasts. 29 EMDPs enhanced collagen-I, interleukin-6, and 
prostaglandin G/H synthase-2 expression, but did not stimulate the expres- 
sion of osteocalcin and IGF-I. 

To determine the effects of Emdogain on bone regeneration in rat femurs 
after drill-hole injury, defects in bone were filled with either Emdogain or 
its carrier, propylene glycol alginate (PGA). 30 Early formation of trabecular 
bone (days 4 through 7) occurred in the medullary cavities at cylindrical 
bone defects for both study groups; cuboidal osteoblasts were clearly 
observed as were many multinucleated giant cells indicating active bone 
remodeling. No significant differences were noted between the PGA- and 
Emdogain-applied groups with respect to calcium and phosphate ratios or 
mass at day 7. However, at day 7, the bone volume fractions of newly formed 
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bone trabeculae were significantly higher in the Emdogain-applied group 
than in the PGA-applied controls, but this difference was no longer apparent 
28 days postoperatively. The authors concluded that Emdogain possesses an 
osteopromotive effect (rather than an osteoinductive effect) on bone and 
medullary regeneration during healing of injured long bones. 30 This conclu- 
sion was also reached in a study by Boyan and colleagues who, to further 
understand the effect of Emdogain on bone formation, attempted to induce 
de novo bone formation in nude mouse calf muscle. 31 

To date, no clinical studies addressing the use of Emdogain to improve 
clinical parameters of osseointegration during the healing process after den- 
tal implant placement have been published, although the issue seems like a 
logical clinical study. If Emdogain has osteopromotive potential, its use with 
dental implants may be indicated to quicken osseointegration to allow for 
shorter treatment periods. 

7.2.4 Local and Systemic Delivery of Microbiologicals at Time of Implant 
Placement to Improve Success Rates 

Clinically, the success or failure of a dental implant is based on simple 
criteria: whether the implant osseointegrates and whether it can be restored 
into a functional dental unit. Degrees of osseointegration are generally not 
taken into account in human clinical studies, because of the difficulty in 
obtaining biopsy materials from the numbers of patients needed to draw 
scientifically valid conclusions. The literature does, however, include a num- 
ber of case reports on human biopsies and postmortem studies that 
addressed relative amounts of bone (percent volume) and bone-to-implant 
contacts adjacent to implants. 3233 

In one study, 30 c.p. Ti implants (Nobelpharma) were retrieved from 17 
patients (despite remaining clinically stable). The authors measured approx- 
imately 84% direct bone-to-implant contact and approximately 80% average 
surface bone area in individual threads, as evaluated in a computerized 
morphometric system at the light microscopic level. 33 

Animal experimentation is addressing ways to improve the degree of 
osseointegration as measured by bone quantity at the bone-to-implant inter- 
face. Ti-6A1-4V implants were placed in the tibiae of Sprague-Dawley rats 
to determine whether prior treatment (of the implant) with fibroblast growth 
factor-1 (FGF-1) enhanced healing and bone response. 34 Animals were 
injected with a radiopharmaceutical imaging agent, technetium-99m-meth- 
ylene diphosphonate (Tc-99m-MDP), which concentrates in bone in areas of 
higher osteoblastic activity. A histomorphometric analysis was carried out 2 
weeks after implant placement and samples treated with FGF-1 demon- 
strated significantly greater amounts of bone (percent volume) and bone-to- 
implant contact adjacent to implants when compared to controls. Images of 
Tc-99m-MDP supported these findings by demonstrating a significantly 
greater uptake of Tc-99m-MDP adjacent to FGF-l-treated implants. Thus, 
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this study showed that FGF-1 could increase bone production around 
implants in a rat model. 34 

Intermittent systemic administration of parathyroid hormone (PTH) 
increases bone formation by stimulating osteoblastic activity. Skripitz and 
Aspenberg addressed the question of how systemic PTH (1-34) administra- 
tion influences the bony fixation of stainless steel screws over time. 35 Stainless 
steel screws were implanted in the tibiae of rats injected three times a week 
with a physiologic dose (60 |lg/kg) of human PTH (1-34). The treatments 
lasted 1, 2, and 4 weeks, after which the animals were euthanized. Pull-out 
strength was used to measure the degree of fixation. At 2 and 4 weeks, PTH- 
treated animals showed significant increases in pull-out strength that reflects 
the mechanical properties of the bone within the screw threads. PTH also 
increased the fraction of metal surface having contact with bone without an 
intervening soft tissue layer. These results suggest that intermittent PTH 
treatment can enhance early implant fixation by enhancing the density of 
the surrounding bone and by increasing the implant-to-bone contact. 35 

7.2.5 DNA Microarrays: Possible Experimental Protocol to Identify 
Important Cellular Responses and Molecular Pathways of 
Osteoblasts Exposed to Dental Implant Interface 

Numerous variables related to osseointegration determine the short- and 
long-term clinical success of dental implant treatments (Figure 7.3). One such 
variable is the bone cell response to a titanium-based metal or metal oxide 
surface. A greater understanding of the molecular interplay of osteoblasts 
and metal surface chemistry is needed to improve implant design. Also, a 
better knowledge of osteoblast gene up- and down-regulation may shed light 
on molecular pathways initiated during the early stages of osseointegration. 
This may lead to routine local and / or systemic delivery of biological mole- 
cules at the time of implant placement. 

The study proposed here would address this aspect of implant and cell 
biology. DNA microarray analysis could be used to distinguish cell activities 
present in cultured osteoblasts contacting either c.p. Ti or Ti-6A1-4V and 
compared to osteoblasts cultured on an artificial collagen or fibronectin 
extracellular matrix. A working hypothesis for this experiment would be 
that phenotypic differences will be noted for osteoblasts in contact with the 
metal oxide surface. Such differences, as measured by the various parameters 
associated with osseointegration, may ultimately contribute to the different 
degrees of success or failure of implants. It is anticipated that the more 
clinically important molecular activities will be present for both c.p. Ti and 
Ti-6A1-4V, and absent for the cells grown on a collagen or fibronectin matrix. 

Thus this protocol is aimed at identifying the key molecules and molecular 
signaling pathways involved in the very early stages of osseointegration. It 
is envisioned that particular molecules such as cytokines, growth factors, 
and /or bone-morphogenes may be up-regulated when osteoblasts are in 
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FIGURE 7.3 

Clinical implant case of the maxillary right central incisor. The patient underwent orthodontic 
extrusion (A) prior to extraction. The tooth was stabilized in its final position for approximately 
6 months prior to a nontraumatic extraction (B). Soft tissue healing 2 months after extraction 
(C). At the time of implant placement, a surgical guide was used (D). Radiographs were made 
prior to treatment (E) and after treatment was completed (F). Final clinical appearance of the 
patient (G). 

direct contact with titanium or titanium alloy. Poor integration or failure of 
integration may be related to the inactivation of these particular proteins. If 
a certain molecule is essential to initial integration events, for example, a 
BMP (BMP-2 or BMP-7), it may be possible to engineer or coat implant 
surfaces with these molecules. Alternatively, a patient could be treated with 
locally delivered BMP-2 prior to implant placement. This treatment might 
hasten and/or improve bone adaptation to metal surfaces. 

Microarrays entail the isolation, quantitation, and analysis of messenger 
RNAs from each sample. Microarrays can presently screen the entire human 
genome (for example, Affymetrix, Inc., Santa Clara, CA). A Medline and 
PubMed search performed indicated that the proposed project is indeed 
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novel. The most similar project found was in part supported by Astra Tech 
AB and published by Mustafa and colleagues. 10 It used osteoblast cells grown 
on titanium discs to look at cell attachment (by scanning electron micros- 
copy), proliferation ([3H] -thymidine uptake), and differentiation (osteocalcin 
synthesis and alkaline phosphatase activity). The work we propose would 
be more broadly based in that it would screen approximately 40,000 gene 
responses rather than only two. Microarrays are extremely powerful initial 
screening tools. Genes shown to be up- or down-regulated would subse- 
quently become the foci of further investigations. The significance of this 
work would be the potential to rewrite current protocols of implant place- 
ment to specifically address the immediate molecular response to a 
bone-metal interface. 

The choice of collagen and fibronectin as control substrate molecules is 
based on the following. The total skeletal mass consists of two components: 
(1) an organic unmineralized matrix that includes mainly type 1 collagen 
and comprises about one third of total bone weight and (2) the inorganic 
mineral phase of bone that constitutes about two thirds of the skeleton and 
is mainly composed of hydroxyapatite crystals (the main form of bone min- 
eral). 36 The presence of the osteoblasts and the collagen extracellular matrix, 
however, precedes any mineral component of bone. Type I collagen can be 
used as a control substrate for these experiments. 

Commercially pure human type I collagen can be purchased from Sigma- 
Aldrich Co. (St. Louis, MO, Catalogue #C5483). In solution (in sodium acetate 
buffer or weak acid), collagen can be applied to tissue culture plates, washed 
and dried, and then used as a substrate for cell growth. Fibronectin is an 
adhesion glycoprotein of ECM. Multiple domains of fibronectin show bind- 
ing affinities to collagen, fibrin, heparin, and specific membrane receptors. 
The most notable domain, Arg-Gly-Asp (RGD), is recognized by integrins 
and mediates cell adhesion. Fibronectin is involved in widespread interac- 
tions and functions such as cell migration, cytoskeletal assembly, tyrosine 
phosphorylation, and metastasis. Human-derived fibronectin (Sigma-Ald- 
rich, Catalogue #F2006) can be dissolved in 0.05M Tris buffered saline and 
applied to culture plasticware. 

Human osteoblast cell line hFOB1.19 is well studied and can be purchased 
from the American Type Culture Collection (ATCC, Manassas, VA) for exper- 
iments. 9 This cell line was established by transfection of limb tissue obtained 
from a spontaneous miscarriage with the temperature-sensitive expression 
vector pUCSVtsA58 and the neomycin resistance expression vector pSV2- 
neo. Clones were selected in the presence of 0.6 mg/ml G418. Cells grown 
at a permissive temperature of 33.5°C exhibit rapid cell division. Little or no 
cell division occurs at a restrictive temperature of 39.5°C. 

The cells have the ability to differentiate into mature osteoblasts expressing 
the normal osteoblast phenotype. At the restrictive temperatures, cell divi- 
sion is slowed, differentiation increases, and a more mature osteoblast phe- 
notype is produced. The cells thus provide a homogenous, rapidly 
proliferating model system for studying normal human osteoblast differen- 
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tiation, osteoblast physiology, hormonal, growth factor, and other cytokine 
effects on osteoblast function and differentiation. The recommended 
medium for hFOB1.19 cells is a 1:1 mixture of Ham's F12 medium and 
Dulbecco's modified Eagle's medium with 2.5 mM L-glutamine and 0.3 mg/ 
ml G418 and 10% fetal bovine serum. Cells should be maintained at a tem- 
perature of 34°C. 

Commercially pure titanium and Ti-6A1-4V discs must be prepared for this 
study. To extract the the quantities of mRNA needed for the microarray 
experiment two 3 x 10-cm tissue culture dishes are required for each exper- 
iment. The internal dimensions of the dishes are approximately 83 mm, so 
metal discs approximately 1 mm thick and 10 to 80 mm in diameter would 
be required. It is apparent from the literature that c.p. Ti or Ti-6A1-4V discs 
of many dimensions can be prepared from multiple sources including 
implant companies. For example, 16-mm Ti-6A1-4V discs were prepared by 
Biomet, Inc. (Warsaw, IN) for a study by Sinha and Tuan 16 ; 22-mm Ti-6A1- 
4V discs by Zimmer (Warsaw, IN) for a study by Krause and colleagues 7 ; 
10 mm in diameter and 2.5 mm thick c.p. Ti discs were prepared by Astra 
Tech (Molndal, Sweden) for a study by Nishio and colleagues 37 ; and 15-mm 
c.p. Ti and Ti-6A1-4V discs of 1 mm thickness by Titanium International 
(Melbourne, Australia) for a study by Zreiqat and Howlett. 38 

The advantage of a larger disc (for example, 80 mm) would be that all cells 
grown in the culture dish would be in intimate contact with metal, which 
in turn would allow for the rapid removal of all the cells from culture and 
followed by rapid mRNA purification. Speed of cell manipulation is required 
to ensure a highly purified and nondegraded RNA result. A source for c.p.Ti 
and Ti-6A1-4V discs will have to be identified, and a dental implant manu- 
facturer is preferred. Ideally, the metals will have to be machined with surface 
finishes similar to those of dental implants. In addition, if special chemical 
modifications are employed to create surface oxides with characteristics 
unique to an implant system, the same chemical treatments would be needed 
for the metal discs. 

The final stage of this experimental protocol would be the DNA microarray 
analysis. The GeneChip® Human Genome U133 set is the most recent edition 
of DNA microarrays offered by Affymetrix, Inc. (as of February 2002). This 
two-chip set comprises 39,000 unique gene transcripts from the approxi- 
mately 33,000 genes that create the human genome. This is the most com- 
prehensive microarray coverage of human gene sequence information made 
available to the public domain to date. Protocols for microarray analysis 
vary. Affymetrix presently requests that approximately 20 )J.g of high quality 
total RNA for each experiment be purified and sent to its laboratories for 
analysis. This approach minimizes errors in experimental protocols and data 
interpretation, by allowing highly trained individuals to carry out RNA- 
DNA hybridization using very specialized and expensive equipment. Data 
from the chip analysis is returned to the investigator, along with computer 
software to aid in the interpretation of results. Gene microanalysis is an initial 
screening to identify differences in gene expression between experiment and 
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control samples, and it is anticipated that data will provide many clues to 
gene activities that occur during osseointegration. Clearly, confirmation of 
findings will be needed by alternative genetic methodologies such as North- 
ern and Western analysis or in vivo experimental protocols. 



7.3 Proteomics as the Future 

It is clear that array -based protein technologies will be essential for modern 
biological research, molecular diagnostics, and therapeutic development. 
Such technologies have the potential of providing functional analysis of 
perhaps tens of thousands of proteins simultaneously. Just as DNA microar- 
ray methods have established themselves over recent years, protein array- 
based methods are becoming prevalent within proteomics research. Novel 
protein biochips are under development in academic laboratories and bio- 
technology companies. 39 ' 41 

Several complementary tools are available for proteome analysis including 
two-dimensional protein electrophoresis and mass spectrometry. Emerging 
technologies for proteome analysis include spotted-array-based methods 
and microfluidic devices. 40 Clearly some key limitations exist related to 
analysis of the generated data, and new computer software will be required 
to fully integrate proteomic information with information obtained from 
DNA sequences, open-reading frames, and mRNA expression profiles. 



7.4 Conclusions 

Available data suggest that biomaterial compositions and biomolecules influ- 
ence the initial events of osseointegration, such as osteoblastic cell adhesion 
and spreading. Molecules such as the integrins coordinate intracellular 
molecular responses to the extracellular environment. These responses 
include signal transduction cascades that ultimately regulate cellular activ- 
ities (such as gene transcription and translation, tissue morphogenesis, dif- 
ferentiation, and growth). In a study by Shah and colleagues, osteoblast cells 
grown on a Ti-6A1-4V substrate showed a more highly organized cytoskeletal 
network when compared to a cobalt-chrome-molydbenum alloy. 42 

Such differences in cytoskeletal arrangement suggest that different sub- 
strates elicit different molecular responses. Understanding how different 
substrates (or implant biomaterials) affect osteoblast morphologies, cellular 
properties, and molecular activities should ultimately provide important 
information that can be used to improve implant design, biocompatibility, 
and ultimately clinical success. 
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8.1 Introduction 

The introduction of a dental implant into a prepared osteotomy initiates a 
cascade of wound healing events that under favorable conditions results in 
a mature haversian osseous interface. Since the commercial introduction of 



* The information in this chapter was presented in part at the Improving Bio-Implant Interface 
Reactions Workshop, April 2002, University of Oslo, Norway. 
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machined surface dental implants, various empirical clinical approaches 
have been advocated to assure a consistent osseous interface. These 
approaches included surgical approaches to implant placement, loading pro- 
tocols, postoperative care, and indications for prosthetic reconstruction (e.g., 
occlusal schemes to assure bone adaptation). 

The relatively smooth surfaces characterized by machined surface 
implants achieved lower success rates in the posterior parts of the maxilla. 1 
The goal of a number of current strategies is to provide enhanced osseous 
stability through microsurf ace-mediated events. These strategies can be 
divided into those that attempt to enhance the in-migration of new bone 
(osteoconduction) through changes in surface topography (surface rough- 
ness), biological means of manipulating the types of cells that grow onto the 
surface, and strategies to utilize the implant as a vehicle for local delivery 
of a bioactive coating (adhesion matrix or growth factor such as a bone 
morphogenetic protein or BMP) that may achieve osteoinduction of new 
bone differentiation along the implant surface. 

Dental implants typically have one of three major types of macroretentive 
features to provide initial or primary stability during placement. These fea- 
tures include screw threads (tapped or self-tapping), solid body press-fit 
designs, and sintered bead technologies. These design features should allow 
bone to react to favorable compressive loading forces with adaptive model- 
ing and remodeling responses. 23 Therefore, screw thread designs have been 
adapted to achieve compressive loading of the surrounding cortical or can- 
cellous bone. Certain implant designs (ITI/Straumann, Institut Straumann 
AG, Waldenburg, Switzerland) use 15-degree cutting thread profiles that 
create mostly compressive versus shear interfacial stress. 

Another common feature is the use of thread profiles having rounded tips 
(purported to reduce the shear forces at the tips). These thread designs appear 
to maintain bone in the compressive zone beneath the thread profile. 4 " 6 With 
the intent to improve initial bone stability, various implant designs also incor- 
porate dual (or more) cutting thread profiles (with or without screw-based 
press-fits). Two sets of threads are cut at different locations in the osteotomy 
(across from each other) upon placement as a means to reduce initial stripping 
and thus improve primary implant stability (Mark III and Mark IV™, Nobel 
Biocare, Goteborg, Sweden). Still other thread designs (Microthread™, Astra 
Tech AB, Molndal, Sweden) focus on reducing surrounding shear forces by 
reducing the height of the thread profile (reducing the contribution of any 
one thread) and increasing the number of threads per unit area of the implant 
surface. 78 This provides the added benefit of increasing the strength of the 
implant body by doubling the wall thickness of the implant body. 9 

Finally, orthopedic prostheses (femoral stems, pelvic acetabular caps, knee 
prostheses, etc.) have used various sintering technologies to create a mesh 
or structure of sintered beads as a surface for bone to grow into. The appli- 
cation of this technology to dentistry involved attempts to improve the 
success rates of short implants (<10 mm in length), which are associated 
with the highest failure rates. 1 At the University of Toronto, sintered bead 
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technology led to the development of one commercially available implant 
system (Endopore™ Innova Corp., Toronto, Canada) that shows favorable 
clinical results (93 to 100% relative success after 3 to 5 years) with short 
implants (7.7 mm) even in the posterior maxilla. 1019 

Various studies have also addressed the issue of surface roughness through 
various means of grit blasting followed by a surface etching or coating 
procedure. The techniques include titanium plasma spray (TPS), 20 abrasion 
(TiO z blasting or use of soluble abrasives), combinations of blasting and 
etching (e.g., Al 2 O s with H 2 S0 4 /HC1), 20 thin apatite coatings, 21 or sintered 
beads. 16 Commercially available roughened devices using large grit-blasted 
and acid-etched surfaces (ITI/Straumann's SLA surfaces) have shown both 
laboratory and clinical evidence of elevated success rates in the area of the 
posterior maxilla. 2022 25 The SLA surface is one example of a commercially 
available surface technology developed from animal studies (mini-pigs) 
using a range of surface topographies including electropolished commer- 
cially pure (c.p.) Ti, a range of roughened c.p. Ti surfaces, and a calcium 
phosphate-coated surface. This study revealed that a large grit-blasted sur- 
face cleaned with an acid-etching procedure achieved bone contact (50 to 
60%) equivalent to the calcium phosphate-coated surface and was able to 
do so without the need for a soluble coating. 20 

Wong et al. looked at press-fit implants in trabecular bone sites in the mini- 
pig model over 12 weeks and characterized a near-linear increase in mechan- 
ical strength of the interface as a function of increasing roughness. 26 The role 
of the roughened surface is complex because the actual strength of bone 
contact against the titanium oxide surface is quite low (4 MPa or less) — 
weak enough that without surface topography (e.g., electropolished sur- 
faces), little bone contact occurs. 27 Clinically, the combination of large grit- 
blasted and etched surfaces (ITI/Straumann's SLA surface) in a one-stage 
surgical procedure resulted in longer than 10-year cumulative survival rates 
of 96.2% (30.5% in the maxilla). 28 

An alternative commercially surface-etched implant design uses a combi- 
nation of HC1 and H 2 S0 4 to create surface topography (Osseotite™, Implant 
Innovations, Palm Beach Gardens, FL). This alternative roughened surface 
appeared to have enhanced biomechanical strength in animal studies. 29 Data 
appear to favorably support elevated success rates in conventional two-stage 
protocols (delayed and early loading, e.g., 2 months after placement). 30 32 The 
continued application of a roughened surface topography appears to have 
become the current state of the art with new or modified products reflecting 
this increased interest. 

The current clinical interest in surface technology begs the question 
whether true biological responses can be measured with these roughened 
surfaces as functions of individual cellular responses. In other words, are 
the favorable clinical responses simply a function of greater bone contact or 
can specific surface technologies influence the number of bone formative 
cells (osteoconduction), the type of cells present (osteoinduction), or the 
amount of bone cell expression and matrix elaboration per cell (osteopro- 



© 2003 by CRC Press LLC 



motion)? Various studies have tried to address these issues using a variety 
of in vitro systems. For instance, the expression of matrix-related proteins such 
as alkaline phosphatase and type I collagen was enhanced on SLA surfaces. 33 
The mechanism by which topography influences osteoblast expression may 
be mediated by the protein kinase A and PLA 2 signal transduction pathway. 34 
The topography also influences subsequent expression of osteoblast-mediated 
cytokines and growth factors. 

Most surface topographical features created on grit-blasted surfaces,* 
whether etched or not, may act as surface reservoirs on the ventral sides of 
the cells. This reservoir concept implies that matrix is secreted and assembled 
on the ventral side of a cell and that implant topography may have a primary 
effect on matrix structure. The changes in matrix structure would, in turn, 
influence cell adhesion, shape, and other factors leading to altered gene 
expression in the adherent osteoblastic cell layer on the implant surface. 
When relatively immature osteosarcoma cells (MG-63) are grown on rough- 
ened surfaces, increases in transforming growth factor-beta (TGF-p) and 
interleukin-l-beta (IL-1(3) expression are observed. 35 These responses are 
prostaglandin-mediated and lead to decreased proliferation on rougher c.p. 
Ti surfaces along with increases in markers for differentiation (alkaline phos- 
phatase activity and osteocalcin). 35 

Similar responses have also been described with primary cells derived 
from rat calvarial cells. 3637 Interestingly, many of these features are seen to 
act through a phospholipase A2 pathway leading to a surface roughness- 
mediated increase in the expression of specific prostaglandins (e.g., PGE 2 ). 38 
This suggests that osteoblasts have the capability to directly respond to cell 
shape changes induced by growth on roughened surfaces and / or the matrix 
deposited and oriented on roughened surfaces. 34 

As is typical in biomedical science, the story is rather more complex. Recent 
evidence indicates that the reduction in cell growth (and the corresponding 
increase in elaboration of an extracellular matrix) appears to occur through 
integrin-mediated signaling modulated by various hormones or cyto- 
kines. 34 ' 36 - 39 " 41 Hormone-based modulation of cell response (e.g., with Vitamin 
D) to surface topography appears to elicit cross-talk activation of protein 
kinase A (PKA) and protein kinase C (PKC) major signal transduction path- 
ways that converge on a central proliferation-controlling pathway for cell 
growth: the mitogen-activated protein (MAP) kinase pathway. 38 These in vitro 
studies emphasize how cell shape may influence cell interactions with 
implant surfaces and serve to highlight the complex interaction that connects 
how cells attach to a surface, transduce a signal, and then mediate and 
maintain a differentiated pathway 39,42 " 45 

The ability to form an extracellular matrix that can undergo regulated 
mineralization is the ultimate phenotypic expression of osteogenic tissue. 
The maturation of this matrix and subsequent mineralization lead to its 



* Most surface topographical features are less than 10 [im in diameter — a dimension that allows 
only cell processes to penetrate. 
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structural strength. Two patterns of mineral deposition on an extracellular 
matrix have been described. One is matrix vesicle-mediated mineral initia- 
tion and the second is heterogeneous nucleation of mineral crystals on a 
collagen scaffold. Both processes probably involve a role for Ca ++ and col- 
lagen-binding noncollagenous glycoproteins. 46 Attention has been focused 
on a bone-specific glycoprotein known as bone sialoprotein (BSP), which 
nucleates hydroxyapatite formation in vitro and is localized at sites of early 
mineral formation in rat bone. 47 49 

Following the healing of the fibrin clot around an implant, a rapidly 
formed unorganized bone tissue is formed that is referred to histologically 
as "woven" bone. Relative to mature lamellar bone, woven bone is charac- 
terized by a higher cellularity high content of BSP, lower levels of osteocalcin, 
and a less organized collagenous extracellular matrix. The ability of woven 
bone to form an intimate contact with a dental implant surface is modulated 
in part by the combination of matrix vesicle and collagen-mediated miner- 
alization resulting in a mechanically stable matrix interface. 50 

When osteoblast cells interact with the matrix-coated implant surface, the 
resultant adhesion, migration, and differentiation events are modulated by 
surface topographical cues through changes in the assembled serum and 
mesenchymal-derived matrix components. A cell culture model capable of 
eliciting and biologically regulating the initiation of mineralization is a useful 
tool for understanding the role of surface topographical cues in altering 
states of differentiation and matrix expression in woven bone. The rat osteo- 
blastic cell line UMR 106.01 BSP was isolated from an induced transplantable 
osteosarcoma and shares a number of phenotypic properties with osteo- 
blasts. The similarities include morphological appearance, 5153 responsive- 
ness to calciotropic agents such as parathyroid hormone (PTH) 5153 " 55 and 
l,25-(OH) 2 vitamin D 3 , 56 and a relatively high level of expression of cell 
surface alkaline phosphatase activity 5355 

Additionally, UMR cells synthesize several matrix proteins expressed by 
normal osteoblasts including type I collagen, 57 proteoglycans, 58 59 and BSP. 60 
UMR cells are distinguished from primary osteoblasts by their relatively high 
expression level of the H-ras oncogene thought to induce the transformed 
states of these cells. 61 When transplanted into a host animal, UMR cells can 
form bone mineral trabeculae in ectopic sites demonstrating osteogenic prop- 
erties. 52 The UMR cells also deposit a bioapatitic mineral into the culture 
environment upon exposure to organophosphates in a dose- and time-depen- 
dent fashion. 46 In studies evaluating the role of PTH, the biomineralization 
phenotype was shown to be reversibly inhibited at physiological doses of 
PTH. This effect was mediated in part through the PKA pathway. 62 

Within the body, the integration of an implant involves the recruitment of 
multipotential mesenchymal stem cells and their differentiation into mature 
osteoblasts. 63 67 The differentiation pathway of osteoblasts is marked by a 
number of extracellar matrix (ECM)-mediated events. These events signal 
both the pathway of differentiation within the maturing matrix and the way 
the matrix elicits signals within the matrix. 41 ' 68 69 Ultimately, these signaling 
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events lead to specific molecular events that act either in a permissive or 
inductive manner. Two specific transcription factors lead to the differentia- 
tion and maintenance of the osteoblast phenotype. These are core binding 
factor-1 (Cbfa-1)/RUNX2* and the recently described osterix (Osx). 70 Their 
expression appears necessary for the proper spatial and temporal develop- 
ment and maintenance of bone. 

The formation of a mineralized matrix during osteogenesis and bone 
remodeling, cranio-facial development, osseous wound healing following 
surgery, and during integration of a dental implants involves the recruitment 
of multipotential mesenchymal stem cells and their progressive differentia- 
tion into osteoblasts. 6772 The RUNX2 / Cbfa-1 transcription factor is found in 
cells of osteoblast lineage and hypertrophic cartilage. It is regulated by growth 
factors such as BMP-7 and vitamin D, and binds to the osteoblast-specific as- 
acting element (OSE2) promoter of the osteocalcin, BSP, and type I collagen 
genes. 71 The fatal homozygous cbfal-deficient mutant mice (-/-) lack skele- 
tons resulting from the failure to replace cartilage anlagen with bone. 7374 

The heterozygous (+/-) state results in a condition similar to the human 
disease of cleidocranial dysplasia (malformed skeleton, supernumerary 
teeth, etc.). Cbfa-1 also functions postnatally by regulating the expression of 
bone extracellular matrix protein genes that encode for BSP, osteopontin, 
osteocalcin, and collagen-I. 75 ' 76 Cbfa-1 plays an essential role in osteogenesis, 
osteoblast matrix formation, chondrocyte differentiation, and bone resorp- 
tion by osteoclasts 77 and could therefore be a downstream target of integrin 
extracellular matrix adhesion-mediated signaling pathways. 

Understanding the role of matrix-regulating factors and evaluating alter- 
ation in mineralization of the synthesized matrix may provide clues to normal 
bone healing and turnover and also how these processes occur around allo- 
plastic materials placed into the body for prosthetic or reparative procedures. 

The purpose of this chapter is to review recent in vitro work in the area of 
cell-mediated biomineralization as a model for woven bone formation and 
the impact of implant surface microtopography on alteration in osteoblast 
gene expression. 



8.2 Methods and Materials 

The studies reviewed in this chapter utilized an in vitro model in which a 
high density cell culture (or micromass) approach was used to maintain or 
elicit a differentiated phenotype in mammalian mesenchymal cellular stud- 
ies. 7885 For the purposes of laboratory studies of surface topography, disks 
of grade 2 unalloyed commercially pure titanium (ASTM F67) 15 mm in 

* Cbfa-1 is a member of the Runt-related transcription factor family, RUNX2 (AML3/cbfa-l/ 
PEBP2aB) and has recently been designated as RUNX2 by the Human Genome Organization's 
nomenclature committee. 
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diameter x 4 mm were machined and prepared to fit into standard 24-well 
sterile tissue culture plates. 78 Various laboratory titanium surface topogra- 
phies were created for these studies. These included a machined surface 
topography (MS; acid-passivated 600-grit machine-surfaced c.p. Ti) and a 
surface polished with 1 micron diamond paste according to standard met- 
allurgical methods for production of mirror-like surfaces. 7886 A surface of 
c.p. passivated Ti grit-blasted with 50 micron A1 2 0 3 particles was also 
included. These surfaces were used in a number of cell attachment and 
matrix expression studies. 86 89 Preparation and cleaning of the surfaces were 
performed as described. 36 - 78 As a reference control, cultures were also grown 
on standard tissue culture plastic. 

8.2.1 In Vitro Assay 

UMR 106.01 BSP cells were grown, passaged, and maintained in Eagle's 
minimum essential medium (EMEM) supplemented with nonessential 
amino acids, HEPES (20 mM, pH 7.2), fetal bovine serum (10%), and peni- 
cillin/streptomycin (25 |ig per ml) as described. 46 In selective experiments, 
nonmineralizing subclones of the parental UMR BSP cell line, UMR-UI cells, 
were used as negative controls for mineralization. 41 Cultures of UMR 106.01 
BSP cells (5000 cells per mm 2 ) were grown on prepared titanium surfaces 
for 72 hours prior to cell isolation and analysis. Replicates of each surface 
were evaluated (5 samples per trial) and each trial was repeated three times. 

Cultures were plated and exogenous organophosphate added at 48 hours 
to induce mineralization. Control cultures on each surface were grown with- 
out the addition of exogenous phosphate. Outcome assessment was evalu- 
ated using multiplex polymerase chain reaction (PCR) and quantitative real- 
time PCR techniques. 90 Where appropriate, statistical analysis was per- 
formed with parametric ANOVA with a post hoc Tukey's multiple compari- 
son analysis. Statistical significance was assumed at a = 0.05. 

8.2.2 RNA Extraction, Quantitation, and PCR 

Total cell RNA was extracted separately from each culture using the RNeasy 
Mini Kit (Qiagen, Valencia, CA), according to manufacturer instructions. 
Briefly, the growth media were removed and the cultures rinsed in PBS. The 
cells were then resuspended in lysis buffer and homogenized by passage 
through a QIA shredder column. The homogenized lysate was then applied 
to the RNeasy column, rinsed repeatedly with a series of buffers, and eluted 
into RNase-free deionized water. The RNA extracts were stored at -20°C. 

Aliquots of the RNA extracts were diluted in deionized water and mea- 
sured for absorbance at 260 and 280 nm in a Lambda 20 Spectrophotometer 
(Per kin Elmer, Wellesley, MA). RNA concentration was then determined 
from the absorbance at 260 nm and RNA purity estimated from the ratio 
between the absorbances at 260 and 280 nm. 
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RUNX2/Cbfa-1 transcripts in the RNA extracts were detected with PCR 
amplification using Cbfa-l-specific primers. 91 The forward primer was 
designed to the first 22 bases at the 5' terminus of the first exon in the Cbfa- 
1 gene. 9293 The reverse primer was designed to 20 base pairs (bps) spanning 
the junction of exons 3 and 4. This primer pair generated a 655-bp amplicon 
from mouse and human osteoblast cell lines. They are calculated to generate 
a 688-bp product in rat osteoblasts due to a predicted 33-bp insert (11 amino 
acids) in the rat Cbfa-1 sequence. 

To serve as a positive control for the RT-PCR reactions, the PCR amplifi- 
cation was also performed with glyceraldehyde 3-phosphate dehydrogenase 
(GAPDH)-specific primers designed to generate a 345-bp amplicon from 
exons 7 and 8 of the rat sequence. To ensure that the PCR products were 
from mRNA-generated cDNA, and not genomic DNA, both primer pairs 
were designed to span separate exons. 

8.2.3 Quantitative RT-PCR for Changes in Cbfa-1 and BSP Expression 

Real-time PCR primers and probes were designed with Primer Express soft- 
ware (Perkin Elmer) from 294 bps of known rat sequence that corresponded 
to exons 1 and 2 of the Cbfa-1 gene. 93 See Table 8.1. The Cbfa-1 primers were 
designed to span the junction of exons 1 and 2 and generate an 80-bp PCR 
product. The probe was designed to overlay the exon junction. The DNA probe 
was then modified with the 5'-reporter dye FAM (6-carboxyfluorescein) and 
the 3'-quencher dye TAMRA (6-carboxy-N / N,N',N'-tetramethylrhodamine). 

The TaqMan Ribosomal RNA Control Reagents Kit (Perkin Elmer) was 
used to detect 18S ribosomal RNA as an endogenous control. The proprietary 
primer and probe sequences are reportedly conserved in a diverse group of 
eukaryotes, including humans, mice, and rats. The TaqMan probe was mod- 
ified with the 5'-reporter dye VIC and the 3'-quencher dye TAMRA. 

RNA extracts from triplicate samples of each surface were analyzed (each 
in triplicate) by real-time RT-PCR with the TaqMan Gold RT-PCR Kit (Perkin 
Elmer), according to manufacturer instructions (DNA Core Facility, Univer- 
sity of Iowa). The RNA was reverse transcribed into cDNA with random 
hexamers and recombinant Moloney murine leukemia virus reverse tran- 
scriptase (RT) at 48°C for 30 minutes. The RT reactions were performed in 
a GeneAmp PCR System 2400 (Perkin Elmer). 

The Cbfa-1 target and the endogenous rRNA control were amplified by 
multiplex PCR with AmpliTaq Gold DNA polymerase. 

TABLE 8.1 

PCR Primer Sequences 

Cbfal (688bp) 5'-ATGCTTCATTCGCCTCACAAAC-3' 5'-CTACAACCTTGAAGGCCACG-3' 

BSP (766bp) 5'-ATAGAAGAATCAAAGCAGAGG-3' 5'-GCAGTGTTGTACTCGTTGCC-3' 

GAPDH (345bp) 5'-AGATCCACAACGGATACATT-3' 5'-TCCCTCAAGATTGTCAGCAA-3' 
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parameters were 50°C for 2 minutes to activate AmpErase UNG and 95°C 
for 10 minutes to activate AmpliTaq Gold DNA polymerase, followed by 40 
cycles of 95°C for 15 seconds and 60°C for 1 minute. The real-time PCR 
reactions were performed in 96-well optical reaction plates (Perkin Elmer) 
in an ABI Prism 7700 sequence detection system (Perkin Elmer). 

During the PCR reactions, the associated TaqMan probes were cleaved by 
DNA polymerase 5' nuclease activity which released the 5'-reporter dye 
(FAM or VIC) from the effects of the 3'-quencher dye (TAMRA). Amplifica- 
tion of the PCR reactions during each cycle caused an increase in reporter 
dye release. This increase in fluorescence intensity from FAM (Cbfa-1) and 
VIC (rRNA) was then measured by the ABI Prism 7700. 

From the real-time RT-PCR data, a logarithmic plot of the increase in 
fluorescence intensity versus cycle number was analyzed to determine the 
linear range of amplification. Within this range, a threshold level above 
background fluorescence emission was chosen. The fractional cycle number 
(Ct) at which the fluorescence intensity reached this threshold within the 
linear range of amplification was calculated for each dye (FAM and VIC) in 
each reaction tube. These data were used to calculate the relative steady state 
levels of Cbfa-1 mRNA in the original extracts by the Comparative Method of 
Relative Quantitation in Multiplex Reactions approach (ABI Prism 7700, User 
Bulletin 2, Perkin Elmer). In each reaction tube, Cbfa-1 levels were normal- 
ized to 18S rRNA by calculating ACt, where ACt = (FAM)Ct - (VlC)Ct. A 
constant was then subtracted to yield AACt, where AACt = ACt - k (k was 
adjusted to approximate the lowest ACt value). The relative levels of Cbfa- 
1 were then calculated as 2 ( AACt) . 



8.2.4 Quantitative Atomic Absorption Assay for Calcium 

After exposure to the respective conditions, cultures were washed twice with 
saline followed by extraction of cell layer mineral with a 24-hour exposure 
to 0.6 N HC1 in 0.02 M PBS (Ca ++ - and Mg ++ -free). Aliquots of extracted cell 
layer or media (50 ul) were added to a solution of 2.5% w/v lanthanum 
oxide in 25% v/v HC1 followed by atomic absorption analysis of calcium 
content using a Perkin Elmer 2380 atomic absorption spectrophotometer 
optimized to 422.7 nm, slit width = 0.7 nm. The atomic absorption lamp 
(0.125 nmol per mL detection limit) was optimized with a calcium standard 
curve (2.5 to 1200 nmol per mL) using serial dilutions of calcium atomic 
absorption standard (Sigma Chemical Co., St. Louis, MO). Values were then 
normalized to total DNA content. 



8.2.5 Alkaline Phosphatase Assay 

Alkaline phosphatase, while not bone-specific, serves as a useful marker for 
mineralization-related activity. Enzyme activity was obtained from sonicated 
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membrane preparations derived from cells cultured to 72 hours using the 
method described. 78 



8.2.6 Cell Expression (Matrix Product Production) 

Distribution of matrix components within cultures was localized using an 
indirect immunolabeling protocol. 94 Monoclonal anti bodies for BSP 
[WVID1(9C5)] and a negative control antibody (Drosophila even-skipped 
protein 3C10) were obtained through the University of Iowa's Developmen- 
tal Studies Hybridoma Bank. Antigen location was determined by second- 
ary labeling with 1:300 dilution FITC goat antimouse IgG. Following 
preparation of slides, planar images were collected on a BioRad confocal 
microscope. Digital image analysis was then performed using NIH Image 
Alpha-9 shareware. 



8.3 Results and Discussion 

UMR 106.01 BSP cells exhibit an unusual property of rapid mineralization 
within the in vitro environment. For instance, when either monolayer or high 
density (micromass) cultures were exposed to organophosphate, a rapid 
formation of bioapatitic mineral occurred (Figure 8.1). 46 

When studies were performed using a 48-hour growth period with stan- 
dard growth medium followed by a change in medium and addition of an 
organophosphate (phospho-ser, phospho-thr, or ^-glycerophosphate), a 
dose-dependent increase in atomic absorption-detectable calcium levels was 




FIGURE 8.1 

UMR 106.01 BSP micromass cultures (5000 cells/mm 2 ) grown for 3, 5, or 7 days prior to 24- 
hour exposure to an organophosphate (5 mM p-glycerophosphate). Cultures (EMEM + 10% 
serum + ascorbate) were grown on tissue culture plastic and stained with alizarin red S. 
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FIGURE 8.2 

Dose-dependent increase in bioapatitic mineral as a function of organophosphate addition. 
Cultures (n = 12) were measured with atomic absorption for calcium content at 24 hours 
following addition of phospho-ser. 



observed (Figure 8.2). Mineral formation occurred rapidly with a half max- 
imal formation by 12 hours following the addition of organophosphate (Fig- 
ure 8.3). 46 In this culture model, mineralization is initiated with the release 
of inorganic phosphate (tightly regulated phosphate concentration with an 
ED 50 ~4 to 5 mlVl)- Calcium content and release affect the amount of total 
bioapatitic mineral formed per unit of time rather than initiating the pro- 
cess. 345 ' 46 mme ral was positive to alizarin red S stain. 

Atomic absorption analysis and x-ray diffraction studies demonstrated 
the presence of a bioapatitic phase. One very important aspect of this culture 
model is that the initiation of apparent mineralization is very sensitive to 
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FIGURE 8.3 

Calcium content increased over the first 24 hours following addition of the organophosphate. 
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FIGURE 8.4 

Bone sialoprotein is highly expressed in UMR cultures. Metabolic labeling with 35 S0 4 / 3 H glu- 
cosamine was performed for 24 hours followed by extraction, batch anion exchange with Q- 
Sepharose, and the bound fraction chromatographically separated on a Superose-6 FPLC col- 
umn. The middle peak (K d = 0.5) provides a single band upon Western blotting with the 
monoclonal antibodies to BSP (WvlDl, Hybridoma Studies Bank, University of Iowa). 

both the dose and presence of organophosphate. The mineralization 
response is very sensitive to inhibitors of alkaline phosphatase (dose-depen- 
dent decrease with levamisole) and this mineralization response is probably 
related to an overexpression of BSP by this cell line (Figure 8.4). The culture 
model is limited in its application to studies that deal only with hormonal, 
cytokine, or cellular transduction processes that are essentially matrix- 
dependent because the responses occur prior to the elaboration of an exten- 
sive extracellular matrix. The expression appears to be mediated through 
the deposit of matrix vesicles into the pericellular environment. 46 The culture 
model acts as one approach to understanding how cell shape can be altered 
upon adhesion to topographically enhanced surfaces and how the direct 
adhesion events can alter short-term phenotypic outcomes (an important 
one is control of the initiation steps leading to biomineralization). 

In order to study the effect of surface topography on cell expression, three 
different laboratory-based titanium surface topographies were used for a 
range of studies (Figure 8.5). 45 ' 78,86 ^ or instance, smooth-surfaced topographies 
are created with metallurgical polishing and l-|im diamond paste creates a 
mirror-like surface with surface topographical features on the order of Ra = 
6.3 ran and Rms (Rq) = 11.35 nm using atomic force microscopy (AFM). 

A machined implant surface configuration was prepared by polishing with 
600-grit AUO3 papers, followed by thorough cleaning and nitric acid passi- 
vation. 78 ^ nls process produced a relatively rougher surface with uniform 
parallel surface topographical features defined as Ra = 160.8 nm and Rms 
(Rq) = 189.6 nm. A relatively rough surface topography was prepared by 
grit blasting a grade 2 c.p. Ti surface (A1 2 0 3 , 50 |J.m) under standard time 
and air pressure conditions. The surfaces were then cleaned and acid passi- 



© 2003 by CRC Press LLC 



3 Test Surfaces Evaluated I 




50mm Grit 

1 urn Polished 600 Grit Grooved Blasted (Roughened) 




x1000 ~10um x1000 ~10um x1000 ~10>m 



FIGURE 8.5 

Scanning electron microscopy of three titanium test surfaces: a 1-pm highly polished surface, 
a parallel grooved surface created by polishing with 600-grit metallurgical papers, and a grit- 
blasted surface created with 50-|im diameter A1 2 0 3 . All surfaces were prepared, nitric acid 
passivated, and sterilized. (Source: Stanford, CM. et al., /. Dent. Res., 73, 1061, 1994. With 
permission.) 

vated following ASTM standards. Topographical features measured had a 
peak height of Ra = 236.9 nm and Rms (Rq) = 295.4 nm. 

When cell cultures are plated on the titanium surfaces and mineralization 
is assessed at 24 hours, the grit-blasted surfaces elicit a higher level of 
alizarin red S staining (a surrogate marker for calcium precipitation) relative 
to the 600-grit machined implant surface (Figure 8.6). These observations 
suggest that surface topography may influence one aspect of mineralization. 
In order to assess this possibility a study of bone matrix expression was 
performed. 

Bone matrix consists of a collagenous scaffold interlaced with noncollag- 
enous proteins that may influence mineral formation. 40 41 ' 46 ' 67 ' 95 " 98 One of these 
glycoproteins, bone sialoprotein (BSP), initiates hydroxyapatite nucleation 
when the protein is bound to a solid-phase agarose gel system. 48 99 Further, 
the presence of BSP has been localized specifically within mineralized tissues 
and osteoid matrix. 49 ' 100 ' 101 At the ultrastructural level, BSP has been localized 
within the early mineral accretions deposited in osteoids and near the basal 
surfaces of osteoblasts. 49 

UMR 106.01 BSP cells produce relatively large amounts of BSP in vitro. 60 
Studies demonstrated that the culture model secretes BSP into the media 
phase at low cell densities and appears to localize the calcium-binding 
protein to a layer immediately above the culture surface or within the first 
layers of cells. Studies with the culture model have shown that the cells can 
detect surface cues (probably through changes in cell shape and cell 
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FIGURE 8.6 

Osteoblasts plated at high density on grit-blasted surfaces elicited greater (p = <0.001) miner- 
alization than the 600-grit grooved surfaces as shown by alizarin red S staining. 

adhesion), resulting in greater levels of steady-state messages for BSP (Fig- 
ures 8.7 and 8.8) and enhanced deposition in the cell layer (Figure 8.9) in a 
pattern similar to that observed in a nontransformed mandibular bovine 
osteoblast culture model. 40 - 94 ' 102 

Since BSP expression (steady-state message and protein level) appears 
responsive to topographical cues, studies were performed to determine 
whether cellular differentiation was also influenced by surface topography. 
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FIGURE 8.7 

Primers for RT-PCR to bone sialoprotein (BSP) and glyceraldehyde 3-phosphate dehydrogenase 
(GAPDH) were used to demonstrate single-band amplicon product on in vitro laboratory sur- 
faces consisting of tissue culture plastic or c.p. Ti disks polished to a mirror-smooth surface (1 
|im polished), grooved in a pattern similar to a machined surface (600 g), or roughened using 
a 50-|im diameter A1 2 0 3 grit-blasting procedure. Osteoblast micromass cultures were grown 
(5000 cells per mm 2 ) for 72 hours prior to RNA extraction and cDNA synthesis. 
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FIGURE 8.8 

Steady-state mRNA for BSP was quantified by digital imaging of ethidium bromide staining. 
Steady-state message for bone sialoprotein was elevated in micromass cultures (5000 cells per 
mm 2 ) as compared to the housekeeping gene GAPDH when osteoblast cultures were grown 
on the c.p. Ti surface. 
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FIGURE 8.9 

(See color insert.) Immunofluorescent labeling for bone sialoprotein (BSP). Cultures were grown 
for 72 hours and frozen-embedded. Embedded cultures were removed and cytosectioned. 
Sections were then labeled with a primary monoclonal antibody to BSP followed by secondary 
labeling with 1/300 FITC goat antimouse IgG. Cultures were grown on tissue culture plastic 
(TCP) or on the prepared c.p. Ti surfaces. BSP labeling occurred within a region of the micromass 
culture above the layer of cells directly in contact with the substratum. 

In the past few years, significant strides have been made in understanding 
specific transcription factors that influence the differentiation cascade lead- 
ing to the osteoblast pathway and the transcription factor expression needed 
to maintain the differentiated state. 71 103 109 Members of the RUNX2 family 
(AML3, Cbfa-1, and PEBP2aB) express an osteoblast- and hypertrophic chon- 
drocyte-specific transcription factor that binds to the OSE-2 specific regions 
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of target genes (e.g., osteocalcin, BSP, and osteopontin), leading to enhanced 
downstream promoter activity of the bone-related gene product. 

An additional transcription factor (OSX) reported by Crombrugghe's 
group at M.D. Anderson Cancer Center helped to clarify the distinct role of 
RUNX2 in the osteoblast and chondrocyte pathways. 70 It appears that both 
RUNX2 and OSX expression (acting apparently downstream of RUNX2) are 
necessary for expression of type I collagen, BSP, and osteocalcin. The lack of 
expression of OSX appears to lead to the chondrogenic pathway. 70 

One aspect of RUNX2 expression has been the observation of different 
isoforms characterized by different groups. 110113 Th ls observation adds an 
additional layer of complexity since it suggests that RUNX2 regulation may 
be regulated at both the transcriptional and post-translational levels (by 
phosphorylation) and by means of proteolysis, 110 anc ^ implies a complex 
hierarchy of control over the osteoblast differentiation pathway. 

Our laboratory evaluated the upstream RUNX2 N-terminal isoform (iso- 
form 1 with 5' side within exon 1) and a downstream isoform (isoform 3 
with 5' side within exon 3, a region within the conserved runt DNA-binding 
domain) based on the work of Xiao et al. (Figure 8.10). 91 ' 93 ' 102 The N-terminal 
isoform (isoform 1) demonstrates levels of expression associated with bio- 
mineralization in the UMR culture model (Figure 8. II). 91 

Elevated levels of mineralization are associated with higher levels of N- 
terminal isoform expression, whereas isoform 3 demonstrates no difference 
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1 ATGCTTCATTCGCCTCACAAACAACCACAGAACCACAAGTGCGGTGCAAA 

5 1 CTTTCTCCAGGAGGACAGCAAGGGGGCCCTGGTGTTTAAATGGTTAATCT 

1 0 1 CTGCAGGTCACTACCAGCCACCGAGA CCAACCGAGTCAGTGAGTGCTC TG 

Forward Primer 

Exon 1-j 

1 5 1 AGCACAGTCCATGCAGTAATATTTAAGGCTGC A AGCAGTATTTACAACAG 

TaqMan Probe Reverse Primer 

20 1 AGGGC A G A AGTTCTATCTGG A A A A A A A AGGAGGGACTATGGCGTCAA AC A 

Exon 2r~i 

25 1 GCCTCTTCAGTGCAGTGACACCGTGTCAGCAAAACTTCTTTTGG 
FIGURE 8.10 

For the purpose of detecting different forms of RUNX2/ cbfa-1 in the culture model, two sets 
of real-time PCR primers were made. Isoform 1 5' primer started in exon 1, whereas the 5' 
primer of isoform 3 started in exon 3. 
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FIGURE 8.11 

Expression of RUNX2/ cbfa-1 isoform 1 in UMR 106.01 BSP micromass cultures (5000 cells per 
mm 2 ) was elevated on the grit-blasted surface (SB) relative to the machined (600 g) surface. 

with organophosphate exposure. One interpretation for altered Cbfa-1 
expression as a function of surface roughness may be changes in cell shape 
and subsequent alteration in the assembly of focal adhesion complexes. 39 
Xiao et al. (1998) suggested osteoblasts utilize the collagen integrin receptor 
a-2 integrin subunit as an important component in regulating the association 
of the RUNX2 gene product binding to the osteocalcin and BSP promotor 
elements (OSE2). 114 Interestingly, recent data also suggest that assembly of 
focal adhesions and subsequent activation of focal adhesion kinase (FAK) 
may also play an important role in the processes leading to mineralization. 94 




8.4 Summary 

The ability to utilize in vitro approaches is an important means to evaluate 
how cells interact with topographical surfaces. Given the wide variety of 
culture models (and outcomes obtained), it is important to understand the 
limitations and advantages each model provides. For instance, comparing 
the UMR model to normal osteoblastic cultures involves a number of impor- 
tant distinctions. First, the timeframe of mineral formation is shorter in UMR 
cultures than in primary cultures. This difference is best explained by the 
UMR system's lack of the extended proliferative and differentiation stages 
exhibited by primary culture systems. UMR cells manifest a fully differen- 
tiated phenotype and appear constitutively competent to produce apatitic 
mineral when they reach a confluent state in vitro. 

Second, UMR cells produce apatitic mineral without necessarily establish- 
ing the in vitro nodules of multicellularity characteristic of primary-derived 
cells. 115 In primary osteoblastic culture systems, nodule formation typically 
represents the clonal proliferation of osteogenic cells from a heterogeneous 
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population of primary cells. The lack of a requisite nodular morphology for 
mineralization in UMR cultures is likely the result of the uniform expression 
of a mature osteoblast-like phenotype in this cell line. However, UMR cells 
require a confluent state to generate a substantial calcification response 
implying a role for cell-cell contact in the mineralization process. 

The biomedical interest in implant surfaces and the role they play in 
regulating osteoblast differentiation are important to the clinical predict- 
ability of developing new, innovative material surfaces. Utilizing screening 
assays with stable osteoblast culture lines is useful, especially as a model 
to define molecular events that alter gene expression and possible differen- 
tiation pathways of maturing mesenchymal cells that occur on the bioma- 
terial surface. 
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9.1 Introduction 

The progression of dentistry beyond restorative care to include regenerative 
therapy has been promoted by successes involving tooth root replacement 
using endosseous dental implants. This success of commercially pure (c.p.) 
titanium endosseous implants in support of dental prostheses is now well 
documented. There is growing consensus that uncoated, threaded c.p. tita- 
nium implants can provide survival rates greater than 95% when used to 
support anterior single tooth restorations 1 or mandibular prostheses sup- 
ported by four to five parasymphyseal implants. 2 Clinical successes notwith- 
standing, we confront the absence of significant data to guide future efforts 
to apply endosseous implant use in the more challenging environments of 
low density bone and high stress situations such as single implant replace- 
ments for molar teeth. 
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A generalized view of endosseous implant success is formulated on exist- 
ing data and historical reference. Foremost in this vision is the role of bone 
volume and, most importantly, bone density. In particular, there is a broadly 
based conceptualization of endosseous implant success in relationship to the 
quality and quantity of the interfacial bone dimension and bone volume that 
forms shortly following surgical implant placement. 3 

While an acceptable minimum implant to bone interfacial dimension has 
not yet been defined, recent clinical investigations indicate that a remarkably 
small quantity of bone actually exists after months of healing at a machined 
c.p. titanium endosseous implant and that surface topographic enhancement 
of the implant surface leads to improvements that are less than 100% (Table 
9.1). Control of bone formation and maintenance at the endosseous implant 
interface is considered a key factor in assuring the immediate and long-term 
success of the endosseous dental implant. 4,5 

The physiological basis for the resultant bone-to-implant interface involves 
bone formation and the processes that underlie the maintenance of existing 
bone at the implant surface following initial bone healing. 4 Bone formation 
is dependent on the regulation of osteoblastic cells derived from host tissues 
and influenced by osteoinductive signals, osteogenetic stimuli, and osteo- 
inductive mechanisms. 10 In addition to the aforementioned in vivo data, a 
large number of in vitro studies considers the influence of the endosseous 
implant on the natures and activities of various cultured osteoblastic cells. 

It is the aim of this chapter to focus on cells other than differentiating 
osteoprogenitors and osteoblastic tumor cell lines in an effort to better 
understand the process of osseointegration and the relationship of implant 
surface parameters and clinical procedures to the formation of the 
implant-bone interface. 



9.2 Cellular Diversity and Osseointegration 

The term integration is used in the social arena to describe the interaction of 
different groups of individuals among a resident population. When the 
process of wound healing and bone formation is considered at the cellular 
level, integration is also a relevant term (beyond its typical connotation) in 
that different groups of distinct cell types must interact to achieve the goal 
of bone formation. It is clear from a long list of studies focusing on osteoblast 
interactions with implant surfaces 1112 that few other cell types have been 
considered significant to the process of osseointegration. 

The main question addressed is, "What can be learned about osseointe- 
gration from other cells involved in the process?" To identify the role of cells 
other than osteoblasts, a temporal model for cellular interactions with a c.p. 
titanium endosseous implant must be available. Additionally, four assump- 



© 2003 by CRC Press LLC 



TABLE 9.1 



Clinical Evidence of Commercially Pure (c.p.) Titanium Topography Effects 
on Bone-to-Implant Interface 







Bone-to-Implant Contact 


Authors 


Duration of Healing 
(Average) 


Machined Modified c.p. 
c.p. Titanium Implant Titanium Implant 


Ivanoff et al. 6 
Trisi et al. 7 
Lazarra et al. 8 


6.3 months 
12 months 
6 months 


9% 37% (TiOBlast) a 
7% 77% (grit-blasted) b 
34% 73% (Osseotite) c 



" P = 0.0001. 
b P = <0.05. 
c P = 0.0129. 



tions can be stipulated for the following discussion of cellular interactions 
with endosseous implants. 

Assumption 1 — The placement of the endosseous implant into a blood- 
and extracellular fluid-filled space forever changes the molecular nature of 
the implant surface by subjecting it to a set of biological conditioning events. 

Assumption 2 — The endosseous implant surface interacts with cells 
resident in a fibrin blood clot that are primarily responsible for the deposition 
of growth factors, cytokines, chemokines, and extracellular matrix proteins 
that subsequently direct the induction, recruitment, and motility of osteopro- 
genitor cells at the implanted foreign surface. 

Assumption 3 — Bone formation is provided through the induction of 
bone marrow-derived mesenchymal stem cells along the osteoblastic lineage. 
This inductive process may require or may be modulated by nonmesenchy- 
mal cells including circulating cells of the immune system. 

Assumption 4 — In this chapter, the initial processes of bone formation 
will be considered without additional consideration of the mechanical influ- 
ences on cell activity during osteogenesis or on the processes of modeling 
and remodeling of this formed bone for a lifetime thereafter. A new mechan- 
ical environment is established by creation of the osteotomy, the placement 
of an endosseous implant, and the physical properties of the endosseous 
implant, and it may be further affected by the inflammatory status that can 
influence bone formation or resorption. 



9.3 Understanding Biological Conditioning of the 
Endosseous Implant Surface 

The placement of endosseous implants results in extravasation of blood, 
hemostasis, and fibrin blood clot formation at the bone-implant interface. 
In a rat model of osseointegration, the molecular and cellular events occur- 
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FIGURE 9.1 



Cell and matrix interactions at c.p. titanium implants, (a) Surface of a machined c.p. titanium 
implant removed 2 days following placement in the rat tibia reveals adsorption of a fibrin 
network, (b) Alternative view of a machined c.p. titanium implant removed 2 days following 
placement reveals platelets and red blood cells present on the implant surface covered by a 
fibrin network, (c) Surface of a machined c.p. titanium implant removed 7 days following 
placement reveals complete replacement of the fibrin network by an amorphous protein layer 
and cell proliferation within a cell-associated matrix, (d) In other locations, single cells are 
adherent to the surface. Only some cells are spread. The original fibrin matrix is absent. 

ring at the endosseous implant interface were evaluated at the morphological 
level 13 (Figure 9.1). 

The interpretations from this and several similar investigations are that (1) 
fibrin clots form directly upon c.p. titanium implant surfaces; (2) a fibrin clot 
is a residence for red blood cells and platelets enriched with many growth 
factors and cytokines necessary for robust osteogenesis, but lacking in 
osteoinductive cytokines; (3) early fibrinolysis at the surface is temporally 
congruent with monocyte attachment and elaboration of a cell- and plasma- 
derived extracellular matrix adherent to the implant surface; and (4) mor- 
phological evidence suggests that surface topographies of c.p. titanium 
implants alter the nature of this early implant-tissue interface. 

Davies et al. suggested that implant surface topography could affect the 
physical interaction of the implant with the fibrin clot network and the 
activation of included platelets. 14 Increasing surface roughness indeed leads 
to greater physical retention of this fibrin clot on the implant surface. 15 The 
cells resident in this fibrin network are likely contributors of inductive and 
chemotactic signals that support osseointegration. 
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FIGURE 9.2 

Implant surface-dependent nature of cell and molecule adhesion to endosseous implants, (a) 
Adherent and spreading cells on the surface of a machined c.p. titanium implant removed 5 
days after placement, (b) Adherent and spreading cells on the surface of a Ti0 2 -grit-blasted c.p. 
titanium implant removed 5 days after placement. Note the relative density and spreading of 
cells on the topographically enhanced implant surface. 

Evaluation of both machined and titanium dioxide (TiO z ) grit-blasted 
implants removed from rat tibiae 2 days following placement suggests that 
(1) both surfaces serve as substrates for the fibrin clot, and (2) the Ti0 2 grit- 
blasted surface retains more of the biologically contributed interface upon 
removal (Figure 9.2). It can be acknowledged that implant removal is not 
part of the normal healing process, yet this interfacial evaluation demon- 
strates the contribution of the fibrin clot to a process of biologically condi- 
tioning this artificial interface. This simple morphologic assessment 
illustrates that potentially significant macromolecular mechanical interac- 
tions may be influenced by implant surface topography (or chemistry). The 
presence of varying numbers of platelets, red blood cells, and monocytes 
further suggests that important surface-dependent variations in early 
cell-implant interactions may also occur within this fibrin matrix. Much is 
still to be learned about the incipient events that condition the implant within 
its biologic context. 



9.4 Osteoinduction Is a Function of the Implant-Resident 
Cell Population 

Implantation of c.p. titanium materials to ectopic sites does not result in bone 
formation and thus c.p. titanium is not osteoinductive. Osteoblastic adhesion 
to an endosseous implant surface alone does not render the osteoblast capa- 
ble of osteoinduction, but micrographs of osseointegrated endosseous 
implants indicate that within the medullary bone, new bone forms prefer- 
entially at the endosseous surface to yield the clinically significant 
implant-bone interface. This implies that either the osteoblastic models avail- 
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able are not representative or that other molecules or cells adherent to the 
implant surface are osteoinductive. 

Blood and serum lack osteoinductive molecules, although other important 
osteogenic factors are present. 16 While platelets are efficient in delivering 
many important growth factors, they do not contain bone morphogenetic 
proteins (BMPs). By exclusion, it may be deduced that other resident cells 
at or adherent to the implant surface might provide osteoinductive signals. 

The resident cell population at the endosseous implant surface during the 
first days following placement includes platelets, red blood cells, and mono- 
cytes. Monocytes are typically resident among the populations of cells in 
blood clots. Their extravasation and differentiation along the macrophage 
lineage is important in wound healing. 

Mice lacking macrophage chemotactic protein-1 (MCP-1) display delayed 
cutaneous wound healing. 17 Although a general role for macrophages in the 
process of osseointegration has been proposed based on evidence of mac- 
rophage adhesion to endosseous implant surfaces, 18 a specific role for mac- 
rophages remains to be defined. Evidence for their population of the implant 
surface is provided in numerous published micrographs of successful endos- 
seous implants. 

Molecular evidence that monocytes populate the endosseous implant can 
be obtained by accessing the cellular components of the implant-tissue inter- 
face by retrieval of the dental implant by a prefixation fracture method. 13 
The 1.5-mm implants in rat tibae were removed 1 to 7 days following surgical 
placement, rinsed in ice cold PBS, and then placed into a cell lysis buffer for 
RNA extraction. From each implant, total RNA was precipitated and used 
to program reverse transcription polymerase chain reactions (PCRs) that 
included primer pairs specific for the monocyte /macrophage-specific extra- 
cellular receptor CD14. 

In Figure 9.3, the ethidium-bromide stained, transilluminated gel results 
demonstrate that among the transient population of cells adherent to c.p. 
titanium endosseous implants, CD14-producing cells (monocytes / macroph- 
ages) are present. The time course of events further indicates that CD14 
expression is present in cells adherent to the surface at days 3 and 5 following 
implantation. Expression of this monocyte / macrophage marker precedes 
BSP expression and osteocalcin expression. One interpretation of this molec- 
ular information is that monocytes / macrophages are among the early resi- 
dent cells at endosseous c.p. titanium implants. 

The possible wound-healing role for implant adherent monocytes was sug- 
gested by this temporal relationship and also by the important role of mac- 
rophages in directing dermal wound healing. 19 If monocytes/macrophages 
contribute to induction of bone formation at endosseous dental implants, then 
they should produce osteoinductive cytokines including BMPs. 

To address the possibility that monocytes /macrophages produce BMPs, 
accepted cell culture models of monocytes /macrophages were examined. 
The expression of BMP-2 and to a lesser degree BMP-6 was demonstrated 
in both the J744A.1 and RAW 264.1 murine macrophage cell lines and in the 
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FIGURE 9.3 

Reverse transcription polymerase chain reaction identification of macrophage-specific receptor 
CD14-encoding mRNA expressed by implant adherent cells, (a) Scanning electron micrograph 
(lOOOx) reveals that cells of different morphologies are adherent to implants shortly after place- 
ment (2 days), (b) Implants were placed in rat tibiae and removed at 1, 2, 5, and 7 days (lanes 
1, 2, 3, and 4, respectively). Total RNA from cells lysed from the removed implants was used 
as the target for CD14-specific reverse transcription and amplification (lane 5). One tenth of 
each reaction was separated in a 1.2% agarose gel and stained with ethidium bromide. Reaction 
products from each day are presented. The product from the J744A.1 macrophage total RNA 
is the same molecular size (M0). 

human TPH-1 monocyte cell line 20 (Figure 9.4). Conditioned media from 
J744A.1 cell lines further increased the osteoblastic differentiation of human 
mesenchymal stem cells along the osteoblastic lineage. Significantly when 
measured at early timepoints at the level of alkaline phosphatase activity 
this positive effect of macrophage-conditioned media on human mesenchy- 
mal stem cell alkaline phosphatase expression was partially blocked by the 
inclusion of anti-BMP-2 antibodies in the culture media (Figure 9.5). The 
partial response to blocking may be due to the additional stimulation of 




FIGURE 9.4 

BMP expression in cultured macrophages. Reverse transcription polymerase chain reaction was 
used to amplify BMP-2, BMP-6, and actin mRNA present in total RNA isolated from different 
macrophage cell lines: mouse J774A.1 (A), mouse RAW264 (B), human THP-1 (C); and mouse 
NIH3T3 fibroblastic cell line (D). The relative abundance of BMP-2 (top panel), BMP-6 (middle 
panel), and actin (bottom panel) is shown. Expression of BMP by each cell line can be compared 
among cells treated with MCP-1 (lane 2), LPS (lane 3), or not treated (lane 1). 
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FIGURE 9.5 

Effect of macrophage-conditioned media on hMSC alkaline phosphatase expression. Effects of 
J744A.1 conditioned medium on hMSC alkaline phosphatase expression is compared to effect 
of media only, and media or conditioned media containing anti-BMP-2 antibody (as shown). 
Note effect of J744.1 macrophage conditioned media is limited by addition of anti-BMP-2 
antibody. Adapted from Takebe, J. et al v /. Biomed. Mater. Res., 64A, 207-216, 2003. 

human mesenchymal stems cell by transforming growth factor (TGF)-pl also 
secreted by macrophages into conditioned media. 

To further implicate monocytes / macrophages in the modulation of tissue 
responses to endosseous implant surfaces, the effect of surface topography 
on monocyte/macrophage BMP expression was also investigated. 21 If mono- 
cytes/macrophages contribute to the osteoinductive responses at various 
endosseous implant surfaces, then monocyte / macrophage BMP expression 
should be modulated by c.p. titanium surface topography. 

Preliminary proof of a relationship between c.p. titanium surface topog- 
raphy and macrophage BMP expression was sought using a cell culture 
model. First, J744A.1 macrophage adhesion to various c.p. titanium surfaces 
was defined in temporal and morphological terms. The scanning electron 
microscopy (SEM) evaluation of macrophage adhesion to specular polished, 
machined, and grit-blasted surfaces confirmed the surface-specific nature of 
the monocytes. Monocyte adhesion and spreading on c.p. titanium surfaces 
of different topographies were dramatically different (Figure 9.6). Smooth 
surfaces did not support rapid adhesion and spreading. Only after 24 hours 
was spreading observed. In contrast, machined surfaces and, to a much 
greater degree, the grit-blasted surfaces, promoted more rapid adhesion and 
extensive spreading by 24 hours. 

The topography-dependent interactions of cultured macrophages with the 
c.p. titanium surfaces were also associated with the topography-dependent 
ability of macrophages to produce BMP-2 mRNA. When total RNA from 
macrophages cultured on polished, machined, and grit-blasted c.p. titanium 
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FIGURE 9.6 

Morphological assessment of murine macrophage adhesion to c.p. titanium surfaces. Cells were 
plated onto specular-polished (a), machined (b), and grit-blasted (c) c.p. titanium disks in media 
containing 10% fetal calf serum. After 24 hours, the cultures were fixed and prepared for 
scanning electron microscopy. Note the absence of spreading by cells adherent to the specular- 
polished surface (a). Adapted from Takebe, J. et al., /. Biomed. Mater. Res., 64A, 207-216, 2003. 

surfaces was used as the target for BMP-2-specific reverse transcription PCR, 
BMP-2 expression was absent in macrophages cultured for 24 hours on 
polished surfaces and was greatest for macrophages cultured in parallel on 
grit-blasted c.p. titanium surfaces (Figure 9.7). 

This surface-related modulation of BMP-2 expression was not observed 
when MC3T3-E1 or 2T3 osteoblastic cells were cultured for 24 hours on iden- 
tically prepared substrates (not shown). Moreover, the striking cell adhesion 
differences observed for macrophages adherent to these surfaces was not 
observed for the osteoblastic cells. After 8 hours in serum-containing media, 
both cell lines demonstrated similar adhesion and spreading. Low levels of 
BMP-2 mRNA were expressed by the murine osteoblastic cell lines at this 
time point in culture. The absence of significant BMP-2 or BMP-6 expression 
by the osteoblastic cells shortly following their adhesion to c.p. titanium 
surfaces as well as the surface-specific and relatively high levels of BMP-2 
expression by the cultured macrophages led to speculation of an adjunct or 



S/cpTi M/cpTi GB/cpTi 




FIGURE 9.7 

Reverse transcription polymerase chain reaction quantification of BMP-2 expression by murine 
macrophages adherent to c.p. titanium surfaces prepared as specular-polished (S/cpTi), ma- 
chined (M/cpTi), and grit-blasted (GB/cpTi) surfaces. The composite represents reaction prod- 
ucts for cells grown on each surface visualized by transilluminated ethidium bromide-stained 
agarose gel electrophoresis. Each panel contains six lanes loaded with one tenth of the PCR 
product from cycles 20, 22, 24, 26, 28, and 30 (left to right). Molecular markers are present in 
the far left lane. The absence of BMP-2 expression on S/cpTi surfaces was confirmed at a higher 
PCR cycle number. Adapted from Takebe, J. et al, /. Biomed. Mater. Res., 64A, 207-216, 2003. 
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FIGURE 9.8 

Possible role for integrin-mediated signaling of surface-dependent BMP-2 expression by J744A. 1 
macrophages. J774A.1 cells were cultured on TCP surfaces for 24 hours in the presence of anti- 
fjl (CD29), anti-p3 (CD61), or normal rabbit serum (control). Total RNA was extracted, cDNA 
synthesized, and PCR reactions were performed using BMP-2 or GAPDH primers. Aliquots (10 
x 1) were removed after 30 amplification cycles and analyzed by transillumination of agarose 
gel electrophoresis. 

principal role for macrophages in contributing osteoinductive signals to the 
biological conditioning of the freshly implanted c.p. titanium endosseous 
implant surface. This is one possible mechanism by which surface topography 
effects dramatic increases in the bone formed at endosseous implant surfaces. 

To begin to appreciate the molecular processes that may control the mac- 
rophage's expression of BMP-2, the adhesion-dependent nature of the mac- 
rophage was explored further. The differentiating macrophage is known to 
utilize both the (31 and (33 integrin receptors (as well as other classes of 
receptors) in its interactions with specific tissues. Inclusion of antibodies 
specific to the (31 integrin in the culture media inhibited spreading and BMP- 
2 expression (Figure 9.8). 

The level of BMP-2 mRNA expressed by J774A.1 macrophages adherent 
to c.p. titanium surfaces is dependent upon macrophage interaction with the 
surface using the (31 integrin and to a lesser degree the (33 integrin. Two 
extracellular matrix proteins that serve as insoluble ligands for these recep- 
tors are serum fibronectin and serum vitronectin. 22 Thus, extravasated mono- 
cytes resident in the fibrin clot may subsequently adhere to the implant 
surface conditioned for this event through early interaction with blood. 
These adherent macrophages may serve as osteoinductive agents to guide 
wound healing at the endosseous implant. 

Beyond osteoinduction, the macrophage may serve an additional role in 
preparation of the dental implant surface for population by bone-forming 
cells. Investigations of bone interfaces by McKee and Nanci 23 have estab- 
lished that a prominent feature of bone interfaces and the implant-bone 
interface is the immunohistochemically-defined presence of BSP and 
osteopontin. The macrophage is able to produce and secrete osteopontin. In 
preliminary investigations, it was also confirmed that cultured macrophages 
produce and secrete osteopontin on c.p. titanium substrates (data not 
shown). Thus, the macrophage may contribute to the biological conditioning 
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TABLE 9.2 



Factors Implicating Macrophages in Commercially Pure (c.p.) Titanium Surface- 
Related Osteogenesis 

1. Macrophages have a defined central role in wound healing. 19 

2. Monocyte and macrophage populations of the c.p. titanium surface precede osteoprotegenitor 
cell adhesion. 18 

3. Macrophages are able to produce BMPs. 20 

4. Macrophages produce bone-related adhesive extracellular matrix proteins. 23 

5. Macrophage BMP expression increases with increasing surface roughness. 43 



of the implant-bone interface by contributing to the induction of osteopro- 
genitor cells, their chemotaxis, and the adhesion of bone-forming osteopro- 
genitors to an interface largely devoid of type I collagen (Table 9.2). 

If monocyte /macrophages are to be implicated in a central role for success- 
ful bone formation at an implant surface, is there evidence that they can also 
play a pivotal role in failure of osseointegration? The etiology of fibrous scar 
formation is partially a function of macrophages 24 and its contribution to high 
TGF-(3 levels in the healing tissue. Blocking this pathway improves wound 
healing. 25 In fact, macrophages have a central role in mediating fibrosis 26 
induced by particulate debris. Macrophage opsonization and engulfment of 
particulate materials are associated with induction of fibroblasts and fibrosis. 
In this regard, it is important to note that particulate-induced fibrosis is one 
aspect of hip implant failure. Similar fibrosis is noted around titanium or 
hydroxyapatite particles shed from coated implants upon placement. 27 

While recent reports demonstrate a possible role for osteoblastic cells in 
response to this particulate material, the macrophage likely plays a central 
role in the pathophysiology of all fibrotic disease. It remains to be determined 
whether the macrophage occupies a pivotal contributory position in the 
formation of an osseous versus a fibrotic interface at an endosseous implant. 

It is not clear whether or how nonosteogenic cells also contribute to the 
process of osseointegration. A clear role for T cells is defined in cutaneous 
wound healing. 28 However, it is conceivable that local cellular responses 
contribute to the relative absence of bone resorption in the medullary region 
of bone following implant placement. Future investigation of local regulatory 
events may be expanded to include other cells and mechanisms, for example, 
T-cell expression of osteoprotegerin ligand as a local mechanism of promot- 
ing bone resorption in rheumatoid arthritis and periodontitis. 29 - 30 



9.5 Early Responses to Osteoinductive Signals 

Evidence of bone formation at an implant suggests that woven bone forma- 
tion commences within 7 to 14 days after placement. 13 Before this, recruit- 
ment and induction of a progenitor population of cells are required. While 
some cells are derived from endosteum, the resident bone marrow mesen- 
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chymal stem cells contribute to this new population of osteoblastic cells. 3132 
Thus, a relevant model of the early bone formation phase of osseointegration 
may include assessment of the interaction of human mesenchymal stem cells 
(hMSCs) with the c.p. titanium surface and how surface topography per se 
affects MSC differentiation along the osteoblastic lineage. 

The in vitro differentiation of the hMSC is a well defined model of osteo- 
blastic differentiation. 33 When cultured in the presence of dexamethasone and 
in media supplemented with ascorbic acid and ^-glycerophosphate, the hMSC 
is able to produce a mineralizing matrix replete with bone matrix proteins 
expressed in a temporal pattern consistent with bone formation in vivo. 

Figure 9.9 offers a simple representation of some aspects of osteoblastic 
differentiation. A single cell (leftmost) represents an undifferentiated MSC. 
Both positive (e.g., BMPs) and negative factors (e.g., noggin) are active in 
controlling osteoinduction. The induction of two key transcription factors 
(osterix and Cbfa-l(RunX2)) is associated with the commitment of this cell 
along the osteoblastic lineage. 

Proliferation of these committed precursors is in part influenced by numer- 
ous growth factors and cytokines (e.g., fibroblast growth factor-2). At the 
time of implant placement, many different local factors contribute to the 
positive and negative influences on MSC osteoinduction and proliferation. 
It is not clear how the presence of an implant surface of one or another 
topographic character and chemistry influences these essential first steps. A 
present partially defined genetic program is subsequently followed by the 
committed osteoprogenitor such that a sequential pattern of extracellular 
matrix proteins is produced and secreted by the osteoblastic cell. Cell inter- 
action with these proteins is considered important to the process of 
differentiation 34 and by inference, similar cellular interactions with implant 
surfaces have been suggested to alter or enhance osteoblast bone matrix 
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FIGURE 9.9 

A simple model of induction and differentiation of osteoblasts from a precursor cell. It shows 
the function of time (2 to 4 weeks, from left to right) and the roles of many different factors on 
the induction, proliferation, and differentiation of osteoblasts. Assumed is an underlying genetic 
program that is initiated or suppressed and one that may be influenced by these and other 
factors. How this general program is influenced by the local environment established by a c.p. 
titanium implant after surgical placement into bone is presently not well defined. xGF = various 
growth factors, TF n = numerous transcription factors. 
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FIGURE 9.10 

Reverse transcription polymerase chain reation amplification of BMP-2, BSP and actin mRNAs 
expressed by hMSCs cultured on polished (S/cpTi), machined (M/cpTi) or grit-blasted (GB/ 
cpTi) disks. Relative abundance of specific products are shown for mRNAs isolated 0, 7, 14 or 
28 days after plating on the different cpTi disks. Adapted from Takebe, J. et al., /. Biomed. Mater. 
Res., 64A, 207-216, 2003. 

formation at the implant-bone interface. Eventually, osteoblastic differenti- 
ation is terminated and most osteoblastic cells are removed by the process 
of apoptosis, but only after the collagenous matrix has mineralized. 

If hMSCs are recruited to a c.p. titanium surface, do they then produce 
BMPs and serve as osteoinductive agents? Does surface topography influ- 
ence subsequent bone matrix expression? To begin to investigate these pos- 
sibilities, hMSCs were cultured on c.p. titanium surfaces of varying 
topographies for which a relationship between altered surface topography 
and increased bone formation as an in vivo outcome had been measured in 
a rat tibia model. 35 

Using total RNA isolated by direct lysis of cells cultured on the c.p. tita- 
nium surfaces for 0 to 28 days, cDNA was synthesized using Superscript 
reverse transcriptase and 1-ug portions of resulting cDNA were then used 
as targets for PCR reactions programmed using human BMP-2 or BSP-spe- 
cific primers. Reaction products were separated in 1.2% agarose gels and 
were viewed by transillumination of ethidium bromide-stained products 
(Figure 9.10). The results indicate that incipient (0- to 7-day) BMP-2 and 
BMP-6 expression is not dramatically changed by the interaction of cultured 
hMSCs with c.p. titanium surfaces of differing topography. 

The osteoblastic differentiation of hMSCs was confirmed by evaluation of 
BSP gene expression. BSP is an adhesive bone matrix protein expressed just 
prior to mineralization of osteoid. 36 When BSP-osteoblast interactions were 
blocked using anti-BSP antibodies, further osteoblastic differentiation did not 
occur. 37 BSP expression is a marker of irreversible commitment to osteogen- 
esis. As shown in Figure 9.10, BSP expression was elevated and accelerated 
when hMSCs were grown on the grit-blasted surfaces. Implied is the more 
rapid and robust differentiation by the hMSCs cultured on the grit-blasted 
versus machined or specular-polished surfaces. Interpretation of these results 
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to the in vivo situation is difficult. When these same surfaces were imparted 
to endosseous screw-shaped implants, enhancement of the implant bone 
interface was revealed at the grit-blasted surfaces in the rat tibia model. 35 



9.6 Potential Specialization of Bone Formation at Implants 

There are several potential explanations for the different rates and extents 
of osteoblastic differentiation observed for hMSCs grown on different sur- 
faces. One explanation is autocrine regulation occurring after initial induc- 
tion (days 14 through 28 in culture) and evidence of greater BMP-2 
expression on "rougher" surfaces at these times is available. 38 

The basis for this autocrine regulation may involve the central transcriptional 
regulators that control BMP expression. Currently the RunX2 family of tran- 
scription factors 39 and a novel mediator of osteoinduction, osterix, 40 are impli- 
cated. (Refer to Chapter 8 in this book.) Of further obvious importance is the 
role of signal transduction mediated by the adhesion phenomenon. Integrins 41 
and syndecans that mediate adhesive extracellular matrix protein-cell interac- 
tions are known to be altered by surface topography and the mechanisms of 
signal transduction from these receptors to the BMPs and bone-specific pro- 
moters are now coming to light. 42 

Yet there remains a set of undefined data and unknown genes that may 
also be important in this process of hMSC induction and osteoblastic differ- 
entiation at c.p. titanium interfaces. Key osteoblastic transcriptional regula- 
tors and signal transduction proteins have been discovered by conventional 
approaches. The hMSC cell culture model offers a large number of cells that 
yield sufficient materials for genomic approaches to discovery. Surface-selec- 
tive gene expression events await further discovery. 

While gene and protein arrays offer high throughput methods for examining 
broad-based cell responses to surface modification, they offer answers only in 
terms of what is known. Both functional and informatic approaches to cloning 
can be applied readily to cell culture models and verified in vivo. Proteomic 
approaches served by the growing availability of protein arrays and mass 
spectrometry may supplement new information by standard informatic and 
knowledge environment approaches. Because of the complex nature (multiple 
cell types, etc.) of the forming implant tissue interface, a bioinformatics 
approach may offer distinct advantages over single gene assays of the process. 



9.7 Summary 

The morphologic temporal assessment of cellular and molecular events that 
occur at endosseous c.p. titanium implants indicates that a heterogeneous 
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population of cells is formed and markedly changed in the first days fol- 
lowing implant placement. Molecular evidence demonstrates that macro- 
phages are among the populations of cells adherent early to the in vivo 
implant tissue interface. 

The macrophage contributes to the orchestration of subsequent wound 
healing events and may contribute BMPs as local osteoinductive signals to 
the implant-tissue interface. Cell culture studies indicate that macrophage 
BMP expression is dependent upon c.p. titanium surface topography such 
that topographically enhanced surfaces support higher macrophage BMP 
expression. Subsequent to population of the surface by platelets, red blood 
cells, and macrophages, the fibrin clot is replaced by a noncollagenous matrix 
supporting undifferentiated hMSC adhesion. When hMSC osteoblastic dif- 
ferentiation was examined in vitro, more rapid differentiation occurred on 
topographically enhanced surfaces when compared to machined or specular- 
polished surfaces. Osteoblast differentiation initiated by inductive signals is 
subject to continued modulation attributable to surface topography. 

The models used to investigate bone formed at an endosseous implant 
must accurately represent the processes that occur in vivo. At least two dif- 
ferent populations of cells (inducer and responder) might be considered as 
targets for future improvements in endosseous implant technology. Further 
engineering of implant surfaces for clinical improvement may be well served 
by utilizing novel engineering approaches (e.g., nanotechnology) for surface 
modification and by directing these efforts at accurate targets that represent 
and may ultimately effect substantial and accurate biological endpoints. 
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10.1 Introduction 

A large number of factors must be taken into account before the selection 
of a material for implantation in the human body. In the development work 
of oral titanium implants ad modum Branemark, the following six factors 
were considered to be of importance for a reliable outcome of an osseoin- 
tegrated implant 1 : 
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1. Material 

2. Design 

3. Surface structure 

4. Host tissue 

5. Surgical technique 

6. Loading 

Three of these factors are related to the biomaterial, whereas the remaining 
three are related to conditions of the host and surgical skill. 

The interplay between the material and the surrounding tissue and the 
outcome of this response are of prime concern. Surgical trauma, inflamma- 
tion, tissue repair, and regeneration constitute the hallmarks of the biolog- 
ical processes that develop around an implanted material. The mechanisms 
that regulate these processes at the interface of a synthetic material are not 
fully understood. 

Accumulating evidence suggests that both chemical and topographical 
properties of the material are of importance. Nevertheless, a greater insight 
into the meaning of the term biocompatibility is required. Today, the most widely 
used definition of biocompatibility is the consensus definition: "The ability to 
perform with an appropriate host response in a specific application." 2 

In relation to other metals, titanium is considered an inert, corrosion- 
resistant metal with adequate mechanical properties. Its suitability as an 
element for bone anchorage and the transfer of loads is well recognized in 
odontology. In fact, this material revolutionized the treatment of edentia. 
Although the concept of inertness has been discussed (see Williams, Chapter 
23 of this volume, Ratner, 3 and Williams 4 ), it is evident that in search for 
materials for parts of medical devices to be in contact with or implanted in 
human tissues, titanium is often the material of choice. 

In this respect, the field of oral implantology does not differ from other 
clinical areas. In fact, current development as exemplified in the release of 
new materials into the oral implant market, is almost exclusively devoted 
to surface modifications of titanium. It is therefore appropriate to discuss 
titanium and some modifications of titanium surfaces briefly, and also to 
discuss in a more comprehensive manner whether evidence indicates that 
other metals may perform with appropriate host tissue responses and thus 
may be equally good candidates for bone-anchored oral implants. 



10.2 Commercially Pure Titanium 

Commercially pure (c.p.) or unalloyed titanium exists in grades 1, 2, 3, and 
4. While the contents of C, N, and H are similar, the amounts of Fe and O 
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FIGURE 10.1 

Microradiographed 100-|im thick undecalcified cut-and-ground section with a c.p. titanium 
implant inserted in the cortical bone of a rabbit for 3 months. The outer implant diameter is 
3.7 mm. 

present increase somewhat with the grades. Grade 5 titanium is combined 
with aluminum and vanadium to produce an alloy known as Ti-6A1-4V. 

In 1940, Bothe and coworkers 5 presented an animal study in which bone 
tissue grew in close contact to a pure titanium implant. Extensive global 
research since then has explored the Ti0 2 passivation film and its corrosion 
resistance and demonstrated its biocompatibility clinical success, and utility. 
Ti0 2 is now a material of choice for the fabrication of several oral implant 
systems due in part at least to its ability to become osseointegrated. As 
examples, the bone tissue reactions to c.p. titanium implants can be observed 
in Figures 10.1 through 10.4. 

It is beyond the scope of this chapter to discuss the biological response to 
titanium. Readers interested in the properties of titanium material and sub- 
sequent biological responses are referred to selected reviews and articles 6 19 
and Ph.D. theses 20 36 based on our research. 




FIGURE 10.2 

Same sample shown in Figure 10.1. This section is 10 |xm thick and histologically stained with 
toluidine blue mixed with pyronin G. 
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FIGURE 10.3 

A c.p. titanium implant retrieved after 6 weeks of insertion in rabbit bone. A close contact of 
the bone tissue to implant can be observed inside the thread while the thread tips are surrounded 
with soft tissue. The distance between the thread peaks is 600 um. 




FIGURE 10.4 

A c.p. titanium implant after 6 months of insertion in rabbit tibia. Note that the bone in this 
sample is more mature than the bone tissue inside the threads in the 6-week sample pictured 
above (Figure 10.3). 
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10.3 Titanium Alloys 



10.3.1 Ti-6AI-4V 

It is beyond the scope of this chapter to cover the literature about Ti-6A1-4V. 
In brief, this alloy has been used since the mid 1970s, particularly to fabricate 
orthopedic implants. The literature review in the thesis by Johansson 20 con- 
cluded that a lack of data supported "better" hard tissue reactions to the 
alloy compared to the pure titanium. Most recent scientific papers include 
more specific documentation about materials and methods used. One oral 
implant system that seems to work well is the the Endopore system discussed 
by Pilliar (Chapter 3, this volume). 

Several investigations have compared c.p. titanium to Ti-6A1-4V implants 
after various times of insertion in rabbit bone. It has been shown that turned 
implants of c.p. titanium had significantly higher removal torque values than 
Ti-6A1-4V screws (23 versus 16 Ncm, respectively) and significantly higher 
bony contacts (59 versus 50%) after 3 months of insertion. 37 The implant 
surface roughnesses were essentially similar, as demonstrated by Taylor 
Hobson Form Talysurf (Rank Taylor Hobson Ltd., UK) measurements (Rz 
5.2 for the alloy compared to 4.1 for the c.p. Ti). Titanium ions could be 
detected by secondary ion mass spectroscopy (SIMS) in the tissues surround- 
ing both types of implants while aluminum ions (and vanadium in very 
small amounts) could be observed outside the alloy implants. No obvious 
qualitative differences could be observed on the cut and ground sections. 
Regardless of material, multinucleated giant cells and macrophages were 
revealed in close vicinity to the implant materials. 

In yet another study comparing similar types of implants with similar 
surface roughnesses as measured by TopScan three-dimensional equipment 
(Heidelburg Instruments GmbH, Germany) (mean Sa values 0.7 and 0.6 (im 
for c.p. Ti and the alloy samples, respectively) and using similar techniques 
as in the study by Johansson et al., 37 the 6- and 12-month biomechanical 
results for c.p. titanium were significantly higher compared to the alloy 
screws. 38 Comparisons of the 1-month data did not reveal any significant 
differences between the materials. The bony contact measurements revealed 
a tendency for higher percentages around the c.p. titanium implants, but no 
significant differences. Qualitatively, the implants became more integrated 
in bone tissue over time, but no qualitative differences could be observed 
between the implant materials. 

10.3.2 Titanium Alloys Other Than Ti-6AI-4V 

In addition to alloys containing vanadium, other titanium alloys have been 
evaluated under experimental conditions. Examples include Ti-5Al-2.5Fe, Ti- 
6Al-7Nb, and Ti-6Al-6Nb-lTa. Experimental studies performed by Perren et 
al. 39 showed no major differences in biocompatibility between Ti-5Al-2.5Fe, Ti- 
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6Al-7Nb, or Ti-6Al-6Nb-lTa in comparison with c.p. titanium and Ti-6A1-4V 
after 1, 3, and 9 weeks' subcutaneous implantation in mice. The Ti-5Al-2.5Fe 
alloy was introduced in 1980 and marketed as Tikrutan LT35 for hip prostheses. 
Similarly, the Ti-6Al-7Nb T67 alloy (Protasul-100, Sulzer Orthopedics, Austin, 
TX) has been used for hip arthroplasty components since 1986. The use of 
vanadium-free titanium alloys in oral implantology has been limited. 



10.4 Surface-Modified c.p. Titanium and Ti-6A1-4V 

Han and coworkers 40 performed qualitative and quantitative comparisons of 
bone tissue reactions to c.p. titanium and Ti-6A1-4V implants, blasted with 
TiO z particles of mean sizes of 25 and 75 um after 3 months of insertion in 
rabbit bone. The smoother implants had a mean Sa value of 1.1 \im and the 
rough ones around 1.5 |im. In general, the rough implants were better inte- 
grated than the smooth ones. Biomechanically the c.p. titanium implants 
revealed significantly higher removal torques than the corresponding alloy 
implants. Both groups (smooth and rough surfaces) demonstrated higher 
bony contact percentages around the c.p. titanium implants, whereas the 
bone areas were slightly higher around the alloy implants. Histomorphomet- 
rically, no statistically significant difference between the materials was found. 

Nitrogen ion-treated and nonion-implanted commercially pure titanium 
and Ti-6A1-4V implants were inserted for 3 months in rabbit cortical bone. 
The histomorphometrical results did not reveal any significant differences 
between the materials. However, the untreated c.p. titanium had a tendency 
to be better integrated than untreated alloy implants although no significant 
differences were found (bone contacts of 26 versus 21%, respectively). Ion 
implantation on the other hand resulted in poorer integration (24 versus 
18%, respectively). 41 

An implant surface is spontaneously covered with an oxide layer. The 
surface oxide properties of titanium implants have been investigated in 
several in vivo experiments. 2735 Morpho metric evaluation of different 
machined, electropolished, and electropolished anodized titanium implants 
in rabbit tibiae revealed the highest bone contact for anodized titanium with 
a 180 nm crystalline oxide. 42 Ultrastructural observations 7 and 12 weeks 
after insertion in rabbit tibiae 43 have shown that the previously observed 
amorphous layer and a lamina limitans forming the border of mineralized 
bone toward the machined titanium implant 44 were present also around 
electropolished and anodically oxidized (180-nm oxide thickness) titanium. 

The electropolished implants that were additionally oxidized (180-nm 
oxide thickness) showed a higher degree of mineralization compared with 
the smooth, electropolished implants (2- to 4-nm oxide thickness). Thus, the 
combination of increased surface topography and oxide thickness presented 
favorable conditions for bone growth. A long-term (1-year) study, 45 using 
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surface modifications (machined, machined plus anodized, electropolished, 
electropolished plus anodized) that were relatively smooth compared to 
blasted and plasma-sprayed surfaces, revealed a high degree of 
bone-implant contact and a large amount of bone within threads. Taken 
together, the studies by Larsson and coworkers showed that titanium 
implants, irrespective of surface topography, oxide thickness, and chemical 
composition, all became osseointegrated. However, the rate of bone forma- 
tion was influenced. 

Sul and coworkers 4647 performed quantitative biomechanical and histomor- 
phometrical tests on anodized and nonanodized screw-shaped c.p. titanium 
implants after 6 weeks of insertion in rabbit cortical bone. Significant differ- 
ences were noted with both observation methods, when implants with oxides 
of 600 to 1000 nm compared to thinner oxides (17 and 200 nm) were used. 

Titanium surface oxide, through its ability to bind (e.g., with calcium or 
fluoride), may favor mineralization, which in turn may be beneficial for bone 
formation. 48 Ellingsen (Chapter 18, this volume) discusses chemical modifi- 
cation in greater detail. Recent studies on bone tissue reactions to screw- 
shaped implants containing oxides with altered chemistry (addition of S, P, 
and Ca) compared to the turned control Ti0 2 implants revealed that the three 
former implants performed significantly better compared to controls. Cal- 
cium-deposited oxidized titanium implants demonstrated the strongest bone 
response of all tested implants. 49 50 Figures 10.5 and 10.6 represent an unde- 
calcified cut-and-ground section from an oxidized implant after 6 weeks of 
insertion in rabbit bone. The section is treated for the visualization and 
observation of alkaline and acid phosphatase activity. Readers interested in 
more details about this method are referred to papers by Johansson et al. 51 
and Roser et al. 52 Those with further interest in the in vivo effects of surface 
modifications of titanium are referred to the review by Larsson et al, 6 and 
the thesis by Sul. 35 



10.5 Tantalum 

Scientific interest in the in vivo effects of tantalum started more than 60 years 
ago when Burke 53 introduced the metal to surgery. Subsequent in vitro studies 
on the effects of tantalum on cells showed that it and titanium had less effect 
on the proliferation rates of fibroblasts than aluminium oxide debris and its 
combination with stainless steel and gold which caused inhibition of cell 
growth. 54 Similar conclusions were reached by Zetner and coworkers 55 who 
showed insignificant effects of titanium and tantalum, whereas Vitallium™ 
and gold (Au) caused significant decreases of fibroblast growth. 

Experimental studies in vivo on the tissue response to tantalum included 
performance both in bone and soft tissue. Initial studies in canine bone and 
soft tissues indicated that tantalum was encapsulated by fibrous tissue (also 
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FIGURE 10.5 

A cut-and-ground section of an oxidized titanium implant after 6 weeks of insertion in rabbit 
cortical bone. This section is stained for visualization of alkaline and acidic phosphatase activity. 
Remodeling areas are observed around the thread tips. The distance between the thread peaks 
is 500 |xm. 




FIGURE 10.6 

Higher magnification of a thread area from Figure 10.5. Remodeling areas can be observed 
inside the threads. The stained cells in the soft tissue areas in close vicinity to the implant 
surfaces are most likely macrophages. Scale bar = 100 |xm. 

in bone) 56 but without evidence of bone or soft tissue irritation in follow-up 
periods up to 3 V2 months. 53 Subsequent studies in soft tissues indicated that 
placement of tantalum in rabbit muscle resulted in a fibrous encapsulation 
that was thicker than around c.p. titanium and titanium alloys. 57 

A series of comparative studies performed in different laboratories show 
that tantalum has interesting properties in a bone environment. Rabbit bone 
reactions to porous and surface-structured tantalum, niobium, and stainless 
steel were examined after 3 weeks, 6 weeks, and 6 months. 58 A growth of 
osseous tissue right up to the implants and into the pores was demonstrated. 



© 2003 by CRC Press LLC 



Tantalum and niobium were regarded as favorable compared to stainless 
steel since they had superior biocompatibility and corrosion resistance in 
comparison to stainless steel. 

Zetner and coworkers 55 found support for their conclusion that "tantalum 
as well as titanium can be regarded as inert and highly biocompatible mate- 
rials." Bone responses to tantalum, gold, Vitallium, and plasma-sprayed 
titanium as coatings on Vitallium foils were examined after 4, 8, and 16 weeks 
of insertion in a canine jaw. At 4 weeks, new bone formation was observed 
but formation was reduced where detached metal particles of tantalum and 
titanium were observed. Tantalum implants were in close connection with 
bone after 8 weeks in contrast to the other metal implants and remained in 
tight bone contact after 16 weeks. 

Bone tissue reactions to tantalum, niobium, and aluminium oxide in canine 
jaw were reported to be in favor of tantalum, without, however, presenting 
supportive numerical data. 59 Studies on tantalum, niobium, and stainless 
steel wires used for the fixation of experimentally induced fractures in rabbit 
tibiae did not reveal any differences with respect to bone formation under 
aseptic conditions after 4 weeks. 60 In contrast, more abundant bone formation 
was evident under septic conditions around tantalum as compared to nio- 
bium and, in particular, stainless steel. The use of tantalum balls as markers 
in bone was examined by Alberius. 61 Scanning electron microscopical obser- 
vations after 2, 4, and 16 weeks showed increasing bone support without 
fibrous tissue encapsulation. 

Tantalum was regarded as inert and osseointegration was suggested. Stud- 
ies on uncemented tantalum and niobium femoral stems in canine hip joint 
replacement inserted up to 18 months were reported by Plenk and cowork- 
ers. 62 The majority of tantalum stems had tight bone contacts without fibrous 
tissue. Despite some complications associated with the ball head and the 
proximal portion of the stem, it was concluded that tantalum and niobium 
were suitable metals for the manufacture of human joint replacements. 

More recent light microscopic and ultrastructural interfacial observations 
of tantalum, niobium, and c.p. titanium in rabbit bone after 3 months dem- 
onstrated similar bone reactions at cylindrical polycarbonate plastic implants 
with 100-nm metal-sputtered films. 63 

Transcortical porous implants of tantalum with pore sizes of 430 and 
650 \im were inserted in canine models for 4, 16, and 52 weeks in the former 
group and 2, 3, 4, 16, and 52 weeks in the latter group. 64 In general, the tissue 
responses (i.e., the extent of bone in-growth in percent as a function of pore 
size and time) were similar (13% at 2 weeks) regardless of pore size. However, 
the smaller-pore implants showed a more complete in-growth after 52 weeks 
(80%). This was significant compared to the larger-pore samples (71%). 

A series of in vitro and in vivo animal experiments were conducted within 
a European Community Biomed-2 project entitled "Novel Surface Structures 
on Improved Metals." The materials involved were commercially pure tita- 
nium (c.p. Ti), niobium (c.p. Nb), and tantalum (c.p. Ta) and Ti-6Al-7Nb. 
Three different surfaces were prepared: (1) ground (Ra +/ -0.35 \xm), (2) 
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microblasted (Ra+/-0.7 (im), and (3) reactive ion-etched (RIE) (Ra +/- 1.1 
|xm). The results on osteoblasts cultured in vitro indicated an advantage of 
the ground samples of c.p. Ti. Blasted samples drastically decreased cell 
activity (alkaline phosphatase/DNA) in all groups while reactive ion etching 
was in favor for all but the c.p. Nb group. 65 

In a subsequent in vivo study, cylinder-shaped implants of similar materials 
and surface treatments were inserted in rabbit bone for 6 weeks. 66 The ground 
samples had an average Sa value of 0.22 [im and when etched, the surface 
roughness increased to 0.43 (im. The blasted implants revealed a mean value 
of 0.40 (im compared to 0.43 \im after etching. There was a greater difference 
in surface roughness between ground and RIE surfaces (the latter having 
much rougher surfaces) than between blasted and RIE surfaces (quite similar 
in terms of microsurface roughness). 

The undecalcified cut-and-ground sections demonstrated that the implants 
were integrated in a similar manner in rabbit bone. The RIE implants dem- 
onstrated a tendency of higher bony contacts compared to the nonetched 
ones. In yet another in vivo study, with a follow up of 12 weeks in rabbit 
bone, a comparison of novel macrosurface-structured wafer-shaped implant 
surfaces of c.p. Ti (Sa = 1.12 urn), c.p. Ta (Sa = 0.81 um), and c.p. Nb (Sa = 
1.52 |am) revealed a similar integration, i.e., about 30% of the implant surfaces 
were in contact with bone tissue. 67 

In summary, in vitro observations indicate that the proliferation of cells is 
not negatively affected by tantalum, which appears to exert effects similar 
to those of titanium. However, the number, different cell types, and different 
cellular properties studied are still very few. Taken together, the recent exper- 
imental animal studies on tantalum show that favorable tissue reactions, 
comparable to those of c.p. titanium, are demonstrated when tantalum is 
inserted in bone. 

Interestingly, very early observations cited above demonstrated that when 
tantalum and titanium were presented in a particulate form, new bone 
formation was hampered. These observations show that the design of the 
material and its surface has a proven importance: bone resorption prevails 
once particles are generated. In dentistry, in contrast to orthopedics, partic- 
ulate-induced loosening has not been a major finding. 



10.6 Niobium 

The chemical and mechanical properties of niobium are similar to those of 
tantalum. 68 - 69 The modulus of elasticity of niobium (1.1 x 10 11 Pa) is closer to 
that of bone (0.1 x 10 n Pa) in comparison with most other metals. Further, 
niobium (and tantalum) are highly corrosion-resistant. 62 ' 69 " 70 

As discussed above (see Section 10.5), niobium, stainless steel, and tanta- 
lum were implanted (porous and grooved cylinder) in rabbit tibiae and 
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evaluated after 3 to 6 weeks and 3 to 6 months. 58 A growth of osseous tissue 
into the pores was found after 3 weeks, whereas after 6 weeks, a reduction 
of bone formation was observed. All three types of implant materials were 
enveloped by newly formed bone. Examination of only the niobium and 
tantalum cylinders after 3 and 6 months revealed a reduction of the sur- 
rounding bone tissue. The authors concluded that niobium and tantalum 
were just as biocompatible as stainless steel. 

Niobium and tantalum were examined for their possible usefulness as 
materials in femoral stems. Canine experiments showed that tight bone 
contact without intervening layers of connective tissue was evident along 
the entire lengths in all the niobium stems. The authors therefore concluded 
that niobium was an "extremely promising material for this implant appli- 
cation." 70 Radiographic and morphometrical examination of bone reactions 
to cementless niobium femoral stems in dogs after periods ranging from 2 
to 33 months revealed that a spongy bone anchorage developed and was 
able to withstand functional loading despite some decrease of bone mass. 71 

No major differences in the bone reaction to niobium, tantalum, and c.p. 
titanium-coated polycarbonate plastic plugs were detected 3 months after 
insertion in rabbit tibial bone. 72 However, macrophages and multinuclear 
giant cells were observed in association with detached fragments of niobium. 
Most likely these fragments were due to accidental detachment from the 
underlying substrate. Similar observations were not noted for Ta and c.p. Ti. 

Screw-shaped c.p. Nb and Ti implants were investigated in an in vivo rabbit 
bone model. 73 Biomechanical tests revealed that the niobium implants were 
significantly more stable than c.p. Ti (33 versus 25 Ncm, respectively) in 
bone. The histomorphometrical results, on the other hand, did not demon- 
strate any significant differences in the bone contact between the materials 
(mean 41 and 37% bone-to-metal contacts, respectively). No obvious quali- 
tative morphological differences in bone interface response were observed. 

Surface roughness investigations obtained from Form Talysurf measure- 
ments demonstrated similar values (Ra values of 4.1 for both implants); 
however, scanning electron microscopy demonstrated a relatively rough c.p. 
niobium surface — probably due to the softness of the material. Investiga- 
tions of the latter showed an approximate hardness in Vickers of 92 (10 kg) 
for c.p. Nb and 145 (10 kg) for c.p. Ti. Figures 10.7 and 10.8 are histological 
depictions of undecalcified bone with Nb implants after 3 months of inser- 
tion. 

Although soft tissue response to material is not the subject of the present 
chapter, it is worth mentioning that niobium implants 6 months after inser- 
tion in rabbit muscle exhibited fibrous capsule formations thicker than those 
formed by titanium and its alloys. 57 Further, significantly higher numbers of 
macrophages were found around niobium and tantalum in comparison with 
c.p. titanium and aluminum after 1 to 52 weeks in rat muscle. 74 

In summary, available light microscopic evidence suggests that c.p. nio- 
bium in bone is equally well tolerated as stainless steel, tantalum, and tita- 
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FIGURE 10.7 

This c.p. niobium implant was inserted in rabbit cortical bone for 3 months. Compared to the 
c.p. titanium implants, the tissue reactions were similar. The distance between the thread peaks 
is 600 um. 




FIGURE 10.8 

Higher magnification of an area from the apical region shown in Figure 10.7. Note the rough 
surface irregularities of the soft niobium implant and the multinucleated giant cells in close 
relation to the implant. Bone formation with osteoblasts and bone resorptive surface can be 
observed. Scale bar = 100 um. 

nium. Similarly, ultrastructural observations have suggested that niobium, 
tantalum, and c.p. titanium are similarly accepted by bone tissue. 



10.7 Zirconium 

Experiments on Zircalloy (Zr 98%, Sn 1.5%, Fe 0.15%, Cr 0.1%), Vitallium, 
stainless steel, Ti-6A1-4V, and c.p. titanium revealed little or no corrosion in 
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any specimen. 75 Until recent years, few studies focused on tissue response 
to zirconium and Zircalloy materials. A qualitative ultrastructural interracial 
analysis of c.p. zirconium and c.p. titanium coatings on plastic plugs inserted 
for 6 months in rabbit bone showed that both materials were well accepted 
and no adverse reactions or fibrous encapsulations were demonstrated. 76 A 
slightly thicker amorphous layer of noncollagenous material was detected 
between the calcified bone and Zr than around Ti. 76 ' 77 A histomorphometric 
evaluation showed that Ti and Zr had similar bone area and bone-implant 
contacts after 1 and 6 months, in contrast to Au. 77 

Rod-shaped implants of Ti, Zr, and Vi, with similar rugosity (Ra = 0.6, 0.8, 
and 0.9, respectively) were inserted in rabbit bone and tested in terms of 
push-out at 4 and 24 weeks. 78 The push-out data were rather similar between 
the groups and increased over time; values were 1.9, 1.1, and 1.3 MPa, 
respectively, after 24 weeks. 

In a study by Johansson and coworkers 79 screw-shaped implants of Zr and 
c.p. Ti were inserted for 3 months in rabbit bone. Several quantitative com- 
parisons of data were performed. The microsurface roughness values were 
rather similar (Ra = 0.8 and 0.6 for c.p. Ti and Zr, respectively). No significant 
differences were observed in biomechanical tests; mean removal torque was 
26 Ncm for both materials. The bony contact and bone area quantifications 
went in the same direction and did not result in any significant differences. 
The authors concluded that the materials were equally well accepted in bone 
after 12 weeks. 



10.8 Hafnium 

In relation to the other metals discussed above, very little information is 
available on the use of hafnium (Hf) in a biologic environment. 

Wire-shaped implants (mean Ra = 155 nm) of titanium, hafnium, niobium, 
tantalum, and rhenium were investigated after 2 and 4 weeks of subcutane- 
ous insertion and in femur bone marrow in rats. 80 The authors reported all 
implants were encapsulated in fibrous connective tissue after 2 weeks and 
became thinner after 4 weeks, with the absence of inflammatory response. 
The bony contacts were rather similar after 2 weeks (about 10% around all 
implants) compared to the 4-week follow-up when Ti and Ta demonstrated 
the largest integration (about 40%). No metal dissolution could be observed 
in soft or hard tissue. The authors concluded that all the tested materials 
had "good biocompatibility and osteoconductivity." 

Cylinder-shaped implants of Hf with 1.24% Zr content and c.p. Ti were 
inserted in a rat soft tissue model for 8 days, 6 weeks, and 12 weeks. 81 No 
qualitative or quantitative differences were observed. The latter involved 
measurements of fibrous capsule width and the numbers and distributions 
of macrophages. In the second part of the paper, the authors reported bone 
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FIGURE 10.9 

Hafnium implant inserted in the contralateral leg of the rabbit shown in Figure 10.3 also for 6 
weeks. Qualitatively, similar tissue reactions were observed around c.p. titanium and hafnium 
implants. The distance between the thread peaks is 600 |J.m. 

tissue reactions to screw-shaped implants for 6, 12, and 24 weeks. No sig- 
nificant differences in bone-to-metal contact or bone area measurements of 
the materials were observed at any time. The conclusion was that "Hf is a 
highly interesting metal for biomedical applications." Figures 10.9 through 
10.11 demonstrate bone morphology around Hf implants inserted in rabbit 
bone at 6 weeks and 6 months. 



10.9 Vitallium (Cobalt/Chromium Alloy) 

Vitallium has been used as an orthopedic and dental implant material for 
about 80 years. Bone studies dating back to the early 1940s include reports 
on good bone apposition to Vitallium screws but lack quantitative data. 82 It 
was reported that Vitallium implants were associated with greater extraction 
forces than unthreaded Ti implants (7.2 kp versus 5.8 kp, respectively). 83 The 
same authors reported similar qualitative tissue reactions to both materials 
on thick-ground (300 to 500 \xm) sections. In other qualitative histological 
comparisons of bone to implants made of Vitallium, stainless steel, Ti-6A1- 
4V, and c.p. titanium, the authors reported that the tissue reactions were 
similar to all materials. 84 " 86 

Screw-shaped implants of Vitallium and c.p. titanium were inserted in 
rabbit bone for 3 months prior to biomechanical and histomorphometrical 
tests. 87 Both in vivo tests revealed the c.p. titanium implant to be significantly 
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FIGURE 10.10 

De novo bone formation can be observed inside this hafnium implant thread (6 weeks after 
implantation). Irrespective of material, this phenomenon can clearly be observed, especially in 
implant areas inside the marrow cavity. Scale bar = 100 |J.m. 




FIGURE 10.11 

Cut-and-ground section of a hafnium implant 6 months after insertion. The tissue reaction is 
similar to that of c.p. titanium (Figure 10.4). 

better integrated in bone than the Vitallium implants. One reason for the 
biomechanical results may be that the c.p. titanium screws were rougher 
(mean Ra = 4.1) than the Vitallium (mean Ra = 1.7, as deduced from Form 
Talysurf measurements). Qualitative observations on the cut-and-ground 
sections revealed multinucleated giant cells in close vicinity to the implants, 
irrespective of materials. Figure 10.12 shows this observation for a cut-and- 
ground Vitallium implant. 
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FIGURE 10.12 

Implant made of cobalt-cromium (Vitallium). As compared to the niobium implant in Figure 
10.8, the Vitallium implant is smooth although one can observe a multinucleated giant cell with 
black particles internalized. Irrespective of materials, these cells are observed, sometimes darker 
or lighter stained and, as in this case, as an elongated droplet formation. Scale bar = 100 |xm. 



10.10 Summary 

This review discussing the performances of selected metals under animal 
experimental conditions suggests that titanium, its alloys, and several other 
metals have excellent hard tissue biocompatibilities. As judged from the 
scientific literature covering comparisons of these materials, no biological 
observations suggest that these materials would differ for instance in their 
general biologic properties. Thus, bearing in mind that we do not really 
understand the meaning of the term inertness, it is assumed that Ta, Nb, Zr, 
and Hf all may possess the beneficial bio-inertness generally ascribed to Ti. 
Further research on these materials and host responses is therefore of interest. 

A major difference between Ti on one hand, and Ta, Nb, Zr, and Hf on the 
other is that the clinical community has much more experience and long- 
term appraisal data showing titanium as a safe and functional implant mate- 
rial. Not as much information is available about the others. Further, it is 
assumed that research and development costs and the expenses of regulatory 
approval for titanium and its modifications are more favorable than for the 
group including Ta, Nb, Zr, and Hf . This has implications also for the indus- 
trial development and clinical introduction of new oral implant materials. 

Much emphasis today is put on the importance of titanium surface mod- 
ifications and alleged improvement of clinical results. An analysis of the 
published literature on the biologic performance of surface-modified tita- 
nium does not reveal a uniform picture. Instead, a variety of conclusions 
and even contradictory results can be found. 6 In fact, rapidly introduced 
modifications of titanium are intimately coupled to market strategies and 
an anticipation that they cannot perform worse than currently available so- 
called golden standards. It is therefore evident that the potential benefits or 
drawbacks of such modifications will await further results of controlled 
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clinical studies. In a recent editorial, similar concerns were expressed. 
Albrektsson stated that "It is definitely time to focus more on surgical and 
prosthodontic skills than continuing the present overemphasis on different 
hardware parameters." 88 

Although future improvements of implant surfaces will include alterations 
of material surface properties, it is equally important to understand the local 
host's response and optimize surgical techniques. It is likely Ti and several 
other oxide-bearing metals may serve as surfaces for such an approach. 



Acknowledgments 

The authors are grateful for the financial support of The Swedish Research 
Council (Grants 9495 and 6533), the EU HIPEDHIPS II project, the Swedish 
National Board for Technical Development (Vinnova), the Swedish National 
Board for Laboratory Animals (CFN), the Handlanden Hjalmar Svensson 
Foundation, the Wilhelm and Martina Lundgren Foundation, and the Eivind 
and Elsa K-son Sylvan Foundation. We also wish to thank our colleagues 
and coworkers in previous and ongoing projects who made this presentation 
possible. 



References 

1. Albrektsson, T. et al., Osseointegrated titanium implants: requirements for 
ensuring long-lasting, direct bone-to-implant anchorage in man, Acta Orthop. 
Scand., 52, 155, 1981. 

2. Williams, D.F., Ed., Definitions in biomaterials, in Progress in Biomedical Engi- 
neering, Elsevier, Amsterdam, 1987. 

3. Ratner, B.D., A perspective on titanium biocompatibility, in Titanium in Medi- 
cine, Brunette, D.M. et al., Eds., Springer Verlag, Heidelberg, 2001, chap. 1. 

4. Williams, D.F., Titanium for medical applications, in Titanium in Medicine, Bru- 
nette, D.M. et al., Eds., Springer Verlag, Heidelberg, 2001, chap. 2. 

5. Bothe, R.T, Beaton, L.E., and Davenport, H.A., Reactions of bone to multiple 
metallic implants, Surg. Gynecol. Obstet., 71, 589, 1940. 

6. Larsson, C. et al., The titanium-bone interface in vivo, in Titanium in Medicine, 
Brunette, D.M. et al., Eds., Springer Verlag, Heidelberg, 2001, chap. 18. 

7. Brunski, J., Puleo, D., and Nanci, A., Biomaterials and biomechanics of oral 
and maxillofacial implants: current status and future developments, Int. }. Oral 
Maxillofac. Implants, 15, 15, 2000. 

8. Brunette, D. and Chehroudi, B., The effects of the surface topography of mi- 
cromachined titanium substrata on cell behavior in vitro and in vivo, }. Biomech. 
Eng., 121, 49, 1999. 

9. Kienapfel, H. et al., Implant fixation by bone in-growth, /. Arthroplasty 14, 55, 
1999. 



© 2003 by CRC Press LLC 



10. Cooper, L., Biologic determinants of bone formation for osseointegration: clues 
for future clinical improvements, /. Prosthet. Dent., 80, 439, 1998. 

11. Klinger, M. et al., Proteoglycans at the bone-implant interface, Crit. Rev. Oral 
Biol. Med., 9, 449, 1998. 

12. Pilliar, R., Overview of surface variability of metallic endosseous dental im- 
plants: textures and porous surface-structured designs, Implant Dent., 7, 305, 
1998. 

13. Steinemann, S., Titanium: the material of choice? Periodontology 2000, 17, 7, 1998. 

14. Wen, X., Wang, X., and Zhang, N. Microrough surface of metallic biomaterials: 
a literature review, Bio-Med. Mater. Eng., 6, 173, 1996. 

15. Schwartz, Z. and Boyan, B. Underlying mechanisms at the bone-biomaterial 
interface, /. Cell. Biochem., 56, 340, 1994. 

16. Linder, L., Ultrastructure of the bone-cement and the bone-metal interface, 
Clin. Orthop., 276, 147, 1992. 

17. Roberts, W. and Garetto, L., Physiology of osseous and fibrous integration, 
Alpha Omegan, 85, 57, 1992. 

18. Keller, J., Oral biology and dental implants, Adv. Dent. Res., 13, 1, 1999. 

19. Davies, J., Mechanisms of endosseous integration, Int. }. Prosthodont., 11, 391, 
1998. 

20. Johansson, C.B., On Tissue Reactions to Metal Implants, Ph.D. thesis, Goteborg 
University, Goteborg, Sweden, 1991. 

21. Sennerby, L., On the Bone Tissue Response to Titanium Implants, Ph.D. thesis, 
Goteborg University, Goteborg, Sweden, 1991. 

22. Eriksson, A., Inflammatory Reactions at Biomaterial Surfaces, Ph.D. thesis, 
Goteborg University, Goteborg, Sweden, 1993. 

23. Gottlander, M., On Hard Tissue Reactions to Hydroxyapatite-Coated Titanium 
Implants, Ph.D. thesis, Goteborg University, Goteborg, Sweden, 1994. 

24. Holgers, K.-M., Soft Tissue Reactions around Clinical Skin-Penetrating Titani- 
um Implants, Ph.D. thesis, Goteborg University, Goteborg, Sweden, 1994. 

25. Branemark, R., A Biomechanical Study of Osseointegration: in Vivo Measure- 
ments in Rat, Rabbit, Dog, and Man, Ph.D. thesis, Goteborg University, Gote- 
borg, Sweden, 1996. 

26. Wennerberg, A., On Surface Roughness and Implant Incorporation, Ph.D. the- 
sis, Goteborg University, Goteborg, Sweden, 1996. 

27. Larsson, C, The Interface between Bone and Metals with Different Surface 
Properties: Light Microscopic and Ultrastructural Studies, Ph.D. thesis, Gote- 
borg University, Goteborg, Sweden, 1997. 

28. Meredith, N., On the Clinical Measurements of Implant Stability and Osseoin- 
tegration, Ph.D. thesis, Goteborg University, Goteborg, Sweden, 1997. 

29. Ivanoff, C-J., On Surgical and Implant-Related Factors Influencing Integration 
and Function of Titanium Implants: Experimental and Clinical Aspects, Ph.D. 
thesis, Goteborg University, Goteborg, Sweden, 1999. 

30. Friberg, B., On Bone Quality and Implant Stability Measurements, Ph.D. thesis, 
Goteborg University, Goteborg, Sweden, 1999. 

31. Esposito, M., On Biological Failures of Osseointegrated Oral Implants, Ph.D. 
thesis, Goteborg University, Goteborg, Sweden, 1999. 

32. Liljensten, E., On Bone Grafts and Bond Substitutes Adjacent to Titanium 
Implants, Ph.D. thesis, Goteborg University, Goteborg, Sweden, 1999. 

33. Gretzer, C, Macrophage-Material Surface Interactions, Ph.D. thesis, Goteborg 
University, Goteborg, Sweden, 2000. 



© 2003 by CRC Press LLC 



34. Hostner, C, On the Bone Response to Different Implant Textures: A Three- 
Dimensional Analysis of Roughness, Wavelength and Surface Pattern of Exper- 
imental Implants, Ph.D. thesis, Goteborg University, Goteborg, Sweden, 2001. 

35. Sul, Y.-T, On the Bone Response to Oxidized Titanium Implants: The Role of 
Microporous Structure and Chemical Composition of the Surface Oxide in 
Enhanced Osseointegration, Ph.D. thesis, Goteborg University, Goteborg, Swe- 
den, 2002. 

36. Franke-Stenport, V., On Growth Factors and Titanium Implant Integration in 
Bone, Ph.D. thesis, Goteborg University, Goteborg, Sweden, 2002. 

37. Johansson, C.B. et al., Tissue reactions to titanium-6 aluminum-4 vanadium 
alloy, Eur. J. Exp. Musculoskel. Res., 1, 161, 1992. 

38. Johansson, C.B. et al, Quantitative comparison of machined commercially pure 
(c.p.) titanium and titanium-6 aluminium- 4 vanadium (Ti6A14V) implants in 
rabbit bone, /. Oral Maxillofac. Implants, 13, 315, 1998. 

39. Perren, S.M. et al., Quantitative evaluation of biocompatibility of vanadium- 
free titanium alloy, in Biological and Biomechanical Performance of Biomaterials, 
Christel, P. et al., Eds., Elsevier, Amsterdam, 1986, p. 397. 

40. Han, C.-H. et al., Quantitative and qualitative investigations of surface enlarged 
titanium and titanium alloy implants, Clin. Oral Implants Res., 9, 1, 1998. 

41. Johansson, C.B. et al., Commercially pure titanium and Ti-6A1-4V implants with 
and without nitrogen ion implantation: surface characterization and quantita- 
tive studies in rabbit cortical bone, /. Mater. Sci. Mater. Med., 4, 132, 1993. 

42. Larsson, C. et al., Bone response to surface-modified titanium implants: studies 
on electropolished implants with different oxide thicknesses and morphology, 
Biomaterials, 15, 1062, 1994. 

43. Larsson, C, Thomsen, P., and Ericson, L.E., The ultrastructure of the interface 
zone between bone and surface modified titanium, in manuscript, 2002. 

44. Sennerby, L., Thomsen, P., and Ericson, L.E., Ultrastructure of the bone-titani- 
um interface in rabbits, /. Mater. Sci. Mater. Med., 3, 262, 1992. 

45. Larsson, C. et al., Bone response to surface modified titanium implants: studies 
on the response after one year to machined and electropolished implants with 
different oxide thicknesses, /. Mater. Sci. Mater. Med., 8, 721, 1997. 

46. Sul, Y.-T. et al., Resonance frequency and removal torque analysis of implants 
with turned and anodised surface oxides, Clin. Oral Implants Res., 13, 252, 
2002. 

47. Sul, Y.-T. et al., Qualitative and quantitative observations of bone tissue reac- 
tions to anodised implants, Biomaterials, 23, 1809, 2002. 

48. Hanawa, T., Titanium and its oxide film: a substrate for formation of apatite, 
in The Bone-Biomaterial Interface, Davies, J.E., Ed., University of Toronto Press, 
Toronto, 1991, chap. 4. 

49. Sul, Y.-T. et al., Bone reactions to oxidized titanium implants with electrochem- 
ical anion sulphuric acid and phosphoric acid incorporation, Clin. Implant. Dent. 
Rel. Res., 4, 478, 2002. 

50. Sul, Y.-T, Johansson, C.B., and Albrektsson, T, Oxidized titanium screws coated 
with calcium ions and their performance in rabbit bone, JOMI, 17, 625, 2002. 

51. Johansson, C.B. et al., Bone tissue formation and integration of titanium im- 
plants: an evaluation with newly developed enzyme and immunohistochemi- 
cal techniques, Clin. Implant. Dent. Rel. Res., 1, 33, 1999. 

52. Roser, K. et al., A new approach to demonstrate cellular activity in bone for- 
mation adjacent to implants, /. Biomed. Mater. Res., 51, 280, 2000. 



© 2003 by CRC Press LLC 



53. Burke, G.L., The corrosion of metals in tissues and an introduction to tantalum, 
Can. Med. Assn. }., August 1940, p. 125. 

54. Plenk, H., Jr., Evaluation of the effects of ceramic and different metallic implant 
materials on the growth rate of human fibroblast cultures, in Evaluation of 
Biomaterials, Winter, G.D. et al., Eds., Advances in Biomaterials, John Wiley & 
Sons, Chichester, 1980, vol. 1, chap. 42. 

55. Zetner, K., Plenk, J., Jr., and Strassl, H., Tissue and cell reactions in vivo and in 
vitro to different metals for dental implants, in Dental Implants, Materials and 
Systems, Heimke, G., Ed., Hanser Verlag, Munich, 1980, p. 15. 

56. Carney, H.M., An experimental study with tantalum, Proc. Exper. Biol. Med., 51, 
147, 1942. 

57. Laing, P.G, Ferguson, A.B, and Hodge, E.S., Tissue reactions in rabbit muscle 
exposed to metallic implants, /. Biomed. Mater. Res., 1, 135, 1967. 

58. Pfluger, G. et al., Bone reaction to porous and grooved stainless steel, tantalum 
and niobium implants, in Biomaterials, Winter, G.D. et al, Eds., Advances in 
Biomaterials, John Wiley & Sons, Chichester, 1980, vol. 3, chap. 8, p. 45. 

59. Strassl, H., Porteder, H., and Zetner, K., Vergleich zweier Iimplantatwerkstoff- 
gruppen (Metall-Keramik) am selben Objekt: Eine vergleichende tierexperi- 
mentelle Studie, Orale Implantol. Organ. DGZI, 10, 73, 1982. 

60. Rabenseifner, L. et al., 1st die Knochenbruchheilung bei den gewebevertragli- 
chen Implantatwerkstoffen Tantal und Niob gegeniiber Stahlimplantaten 
verandert? Z. Orthop., 122, 349, 1984. 

61. Alberius, P., Bone reaction to tantalum markers: a scanning electron microscop- 
ic study Acta Anat., 115, 310, 1983. 

62. Plenk, H., Jr. et al., Mechanical and biological suitability of niobium for skeletal 
implants, 9th Annual Meeting, Society for Biomaterials, Birmingham, Alabama, 
April-May 1983, p. 74. 

63. Johansson, C.B. et al., Ultrastructural differences of the interface zone between 
bone and Ti-6A1-4V or commercially pure titanium, /. Biomed. Eng., 11, 3, 1989. 

64. Bobyn, J.D. et al., Characteristics of bone ingrowth and interface mechanics of 
a new porous tantalum biomaterial, /. Bone Joint Surg. (Br.), 81B, 907, 1999. 

65. Pypen, CM. et al., Influence of microblasting and reactive ion etching of nio- 
bium, tantalum, titanium and Ti-6Al-7Nb on osteoblast activity, abstr., European 
Society for Biomaterials, Abstract, The Hague, 1998. 

66. Johansson, C.B. et al., Surface characterization of blasted and reactive ion etched 
Ti, Nb, Ta and Ti-6Al-7Nb implants and their endosteal tissue response in rabbit 
tibia, abstr., 15th European Conference on Biomaterials, European Society for 
Biomaterials, Bordeaux, France, Abstract, 1999. 

67. Johansson, C.B. et al., In vivo evaluation of the tissue response to wafer-struc- 
tured, microblasted and reactive ion-etched titanium, niobium and tantalum 
implants in rabbit bone, abstr., 27th Annual Meeting, Society for Biomaterials, 
St. Paul, MN, Abstract, 2001. 

68. Schider, S. and Bildstein, H, Tantalum and niobium as potential prosthetic 
materials, in Biomaterials, Winter, G.D. et al, Eds., Advances in Biomaterials, John 
Wiley & Sons, Chichester, 1980, vol. 3, chap. 3, p. 13. 

69. Pfluger, G. et al., Niobium as candidate material for surgical implants, World 
Congress on Medical Physics and Biomedical Engineering, Hamburg, Abstract, 
1982. 



© 2003 by CRC Press LLC 



70. Plenk, H., Jr. et al., Long-term anchorage of cementless tantalum and niobium 
femoral stems in canine hip joint replacement, in Biomaterials and Biomechanics, 
Ducheyne, P. et al., Eds., Elsevier, Amsterdam, 1984, p. 61. 

71. Gottsauner-Wolf, G. et al., Histomorphometrical and roentgenological evalua- 
tions of bone reactions to cementless niobium femoral stems in dogs, in Bio- 
materials and Clinical Applications, Pizzoferrato, A. et al., Eds., Elsevier, 
Amsterdam, 1987, p. 753. 

72. Johansson, C.B., Albrektsson, T., and Thomsen, P., Removal torques of screw- 
shaped c.p. titanium and Ti-6A1-4V implants in rabbit bone, in Clinical Implant 
Materials, Heimke, G. et al., Eds., Advances in Biomaterials, Elsevier, Amsterdam, 
1990, 9, 87. 

73. Johansson, C.B. and Albrektsson, T., A removal torque and a histomorphomet- 
ric study of commercially pure niobium and titanium implants in rabbit bone, 
Clin. Oral Implant Res., 2, 24, 1991. 

74. Therin, M., Meunier, A., and Christel, P., A histomorphometric comparison of 
the muscular tissue reaction to stainless steel, pure titanium and titanium alloy 
implant materials, /. Mater. Sci Mater. Med., 2, 1, 1991. 

75. Galante, J. and Rostoker, W., Corrosion-related failures in metallic implants, 
Clin. Orthop. Relat. Res., 86, 237, 1972. 

76. Albrektsson, T., Hansson, H.-A., and Ivarsson, B., Interface analysis of titanium 
and zirconium bone implants, Biomaterials, 6, 97, 1985. 

77. Thomsen, P. et al., Structure of the interface between rabbit cortical bone and 
implants of gold, zirconium and titanium, /. Mater. Sci. Mater. Med., 8, 653, 1997. 

78. Niki, M. et al., Comparative push-out data of bioactive and non-bioactive 
materials of similar rugosity, in The Bone-Biomaterial Interface, Davies, J.E., Ed., 
University of Toronto Press, Toronto, 1991, p. 350. 

79. Johansson, C.B., Wennerberg, A., and Albrektsson, T, A quantitative compar- 
ison of screw shaped commercially pure titanium and zirconium implants in 
rabbit tibia, /. Mater. Sci. Mater. Med., 5, 340, 1994. 

80. Matsuno, H. et al., Biocompatibility and osteogenesis of refractory metals, 
titanium, hafnium, niobium, tantalum and rhenium, Biomaterials, 22, 1253, 2001. 

81. Mohammadi, S. et al., Tissue response to hafnium, /. Mater. Sci. Mater. Med., 
12, 603, 2001. 

82. Bernier, L. and Canby, CP, Histologic studies on the reactions of alveolar bone 
to Vitallium implants, /. Am. Dent. Assn., 30, 188, 1943. 

83. Linder, L. and Lundskog, J., Incorporation of stainless steel, titanium and 
Vitallium in bone, Injury, 6, 4, 1976. 

84. Agadir, M. and Lindgren, U., Mechanical fixation of cobalt-chromium and 
stainless steel implants in rats, Acta Orthop. Scand., 235 (suppl. 1), 51, 1990. 

85. Linder, L., Osseointegration of metallic implants. I. Light microscopy in the 
rabbit, Acta Orthop. Scand., 60, 129, 1989. 

86. Linder, L., Carlsson, A., and Branemark, P.-L, Osseointegrated ankle joint re- 
placement: a 2-year follow-up of the first case, abstr., Svensk Ortopedisk Forenings 
arsmote, Kalmar, 5-7/9, 1990. 

87. Johansson, C.B., Sennerby, L., and Albrektsson, T, A removal torque and a 
histomorphometric study of bone tissue reactions to commercially pure titani- 
um and Vitallium® implants, Int. }. Oral Maxillofac. Implant., 6, 437, 1992. 

88. Albrektsson, T, Is surgical skill more important for clinical success than chang- 
es in implant hardware? Clin. Implant Dent. Rel. Res., 3, 174, 2001. 



© 2003 by CRC Press LLC 



11 



Possibilities of Improving Implants and 
Regenerating Dentoalveolar Tissues 
by Tissue Engineering Using Stem Cells 
and Growth Factors 



Irma Thesleff and Mark Tummers 



CONTENTS 

11.1 Introduction 

11.2 Stem Cells and Their Potential in Tissue Regeneration 

11.2.1 Adult Stem Cells 

11.2.2 Embryonic Stem Cells 

11.2.3 Future Visions of Stem Cell Therapy 

11.3 Use of Bioactive Signal Molecules in Induction of Stem Cell 
Differentiation 

11.4 Possibilities for Improving or Replacing Implants through Tissue 
Engineering 

11.4.1 Improvement of Implant Performance: Stimulation of Bone and 
Periodontal Tissue Regeneration around Implants 

11.4.2 Replacement of Implants: Growing Roots or Teeth from 
Stem Cells 

11.4.2.1 Regeneration of Roots 

11.4.2.2 Regeneration of Whole Teeth 

References 



11.1 Introduction 

Recent scientific breakthroughs have raised expectations that adult tissues 
can be replaced biologically by means of regenerative medicine rather than 
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by artificial parts, implants, and prostheses. It is hoped that it will be possible 
to regenerate tissues destroyed by diseases such as cancer, diabetes, and 
periodontal disease, and that congenitally missing tissues and perhaps even 
whole organs can be generated. In dentistry the hopes are to regenerate 
dentoalveolar tissues including alveolar bone, periodontal ligament, dentin, 
and enamel, and perhaps even to grow whole new teeth. 

Like all new therapies, the practice of tissue engineering is based on pre- 
vious fundamental research dating back decades. The understanding of the 
molecular mechanisms of normal embryonic development is elementary 
when tissues and organs are to be regenerated in patients. This knowledge 
derives from a long research tradition in the field of developmental biology, 
in particular, from experimental analyses of the mechanisms that regulate 
organ development and cell differentiation in vertebrate embryos. The 
present immense interest in the prospects of tissue engineering is due to 
recent advances in stem cell biology and in the field of signaling molecules 
— the so-called growth and differentiation factors. We shall first focus on 
the important recent discoveries in these fields of research, then discuss the 
possibilities of regenerating dental tissues and improving implants via stem 
cell therapies and bioactive signal molecules that stimulate tooth morpho- 
genesis, cell differentiation, and production of dentoalveolar hard tissues. 

















11.2 Stem Cells and Their Potential in 


Tissue Regeneration 



Stem cells have the capacity to self-renew and give rise to differentiated 
progeny. In early embryos, all cells are totipotent stem cells because they 
have the ability to form all tissues of the organism. As cells differentiate 
during advancing embryonic development, they progressively lose their 
plasticity, and their capacity to differentiate into other directions becomes 
restricted. However, adult tissues still contain stem cells that contribute to 
renewal and regeneration. 

11.2.1 Adult Stem Cells 

Stem cells are present in all continuously renewing structures such as 
hematopoietic tissue, skin, bone, and intestinal epithelium. In addition, stem 
cells must be present in tissues such as liver and muscle that regenerate after 
injury. Interestingly, recent evidence indicates that stem cells are much more 
widely distributed than previously believed. In particular, the identification 
of stem cells in the adult brain has led to dramatically increased research 
activity in the field of neuroscience and to hopes that stem cell therapies 
may be used to cure brain damage in Alzheimer's and Parkinson's diseases, 
for example. 
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Odontoblast and ameloblast stem cells have been identified recently in 
teeth. Mesenchymal stem cells were found in adult dental pulp. 1 When clones 
of cultured dental pulp cells were transplanted to muscle, they differentiated 
into odontoblasts and formed dentine matrix. In similar experiments, stromal 
stem cells present in bone marrow differentiated into osteoblasts and gave 
rise to bone after transplantation. 2 Dental epithelial stem cells were identified 
by our laboratory in the cervical loop epithelium in the germinative ends of 
rodent incisors. 3 These teeth erupt continuously and enamel production 
continues throughout the lives of the animals. Thus, by definition stem cells 
are required for ameloblasts to be present. 

Most stem cells have no known markers that can be used for localization 
in tissues. However, evidence from a variety of studies indicates that the 
cells reside in specific locations called stem cell niches. 45 The microenviron- 
ment in these niches supports the maintenance of stem cell characteristics 
as well as their self-renewal. The differentiation of the cells first to transit 
amplifying cells and then to terminally differentiated cell types is stimulated 
by specific signal molecules called growth and differentiation factors. For 
example, in the case of dental epithelial stem cells, their niche is in the center 
of cervical loop epithelium, and their maintenance and differentiation into 
ameloblasts are regulated by signals from the dental mesenchyme. 3 Fibro- 
blast growth factor-10 (FGF-10) was identified as a necessary signal. 6 

Usually the stem cells in different tissues give rise to one or a few cell 
types. For example, stem cells in hair follicles give rise to hair matrix cells, 
sebaceous gland cells, and epidermal cells of the skin. 7 However, evidence 
from many studies indicates that stem cells in adult tissues may have the 
potential to give rise to a variety of different cell types. This has been shown 
by transplanting labelled stem cells to chick or mouse embryos. It appears 
that when stem cells are removed from their original niche and encounter a 
new environment, they can be reprogrammed and cross lineage boundaries. 
For instance, brain stem cells may give rise to hematopoietic cells, and bone 
marrow cells may give rise to epithelium. 8 ' 9 

Epidermal stem cells, on the other hand, can contribute to ectodermal, 
mesenchymal, and neural crest-derived tissues. 10 Hence, it seems stem cells 
have much more plasticity in their reprogrammable capacity than previously 
thought. However, at present, no practical methods are available for the 
isolation of stem cells from their niches in adult tissues, and hence it is not 
possible to collect them for tissue engineering purposes. 

11.2.2 Embryonic Stem Cells 

Stem cells from human embryos have recently become alternative sources 
for the regeneration of human tissues. It has been known for more than a 
century that the cells in the early vertebrate embryo are totipotent, i.e., they 
have the capacity to form all tissues. For example, one isolated cell of an 
eight-cell embryo can give rise to a whole organism. In the blastocyst stage 
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embryo, the cells of the inner cell mass contribute to all tissues of the 
embryo. 11 It has been already possible for 20 years to culture inner mass cells 
from mouse embryos as continuous growing stem cell lines. 

These stem cell lines have formed and still form the basis for the production 
of transgenic mice in which specific genes are targeted and modified. For 
instance, so-called knockout mice, in which the function of a specific gene 
is deleted, are produced by using the technique of gene targeting in embry- 
onic stem cells. When the modified cells are mixed with cells from the inner 
cell mass of a wild-type mouse embryo, they contribute to the newly formed 
embryo and can differentiate to all embryonic tissues. Some of these cells 
will end up in the germ line and then the genetic modification can be passed 
on to the offspring. 

Successful culture of stem cells from human embryos was reported for the 
first time in 1998. 12 Since then, the technical and ethical aspects of their use 
in tissue engineering have been actively discussed in professional journals 
and in the media. For the first time it is possible to analyze the differentiation 
of human embryonic cells experimentally. Although the mechanisms of 
embryonic development are astonishingly similar for all mammals including 
mice and humans, differences exist and it is very important for the devel- 
opment of stem cell technologies to learn these differences because small 
regulatory differences during development can ultimately lead to hugely 
different end results. 

The first application for human embryonic stem cell lines and the first 
order of business will therefore be the fundamental study of human devel- 
opment and cellular differentiation. 13 This will be essential for the generation 
of knowledge on how to differentiate tissues and maybe even organs from 
human cells in the future. It is apparent that this will be a long endeavor 
requiring much effort before we have sufficient knowledge about the molec- 
ular mechanisms of human cell differentiation. 

The vision for the future is that the human embryonic stem cells will serve 
as sources of cells for tissue regeneration. Stem cells could be exposed to 
specific combinations of growth and differentiation factors in vitro, which 
would induce their differentiation to desired directions (Figure 11.1). Differ- 
ent types of tissues could then be grown in culture and later transplanted 
to patients. Another possibility is that the totipotent embryonic stem cells 
could be implanted directly to patient tissues, where they would differentiate 
into specific cell types after encountering the appropriate niche. 

One problem of using embryonic stem cell lines for tissue engineering is 
the potential rejection of these cells by the patient. It is, at least theoretically, 
possible to overcome this problem by producing embryonic stem cells from 
the patient's own cells by so-called therapeutic cloning. The basis for this is 
a nuclear transfer technique based on the one developed to clone Dolly, the 
first sheep to be cloned. The nucleus of a somatic cell of the patient is 
transferred to an enucleated oocyte cultured until the blastocyst stage in 
vitro, and a stem cell line is derived from the blastocyst. Since the nucleus 
contains the genetic information of the patient, any tissue produced by this 
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FIGURE 11.1 

Stem cell culture. Fertilized oocytes are cultured until the blastocyst stage. Cells of the inner 
cell mass that will give rise to the embryo are cultured. By adding specific growth and differ- 
entiation factors to the culture medium, stem cells are induced to differentiate into certain 
specialized cell types. 

method will be immunologically identical and not rejected by the patient. 
The technology behind the method is obviously demanding, and at present 
the technology only partially exists. Thus, therapeutic cloning is not yet 
feasible in practice. In addition, it requires donated oocytes, and raises a 
number of ethical issues currently under discussion. 



11.2.3 Future Visions of Stem Cell Therapy 

The optimal way to produce stem cells would be to generate undifferentiated 
cells from a patient's own differentiated tissue and hence avoid the use of 
donated human oocytes and human embryonic stem cells. In fact, recent 
findings suggesting a previously unanticipated level of plasticity in some 
adult cells and their capacity to differentiate into multiple directions (see 
above) give some indication that this could be possible in the future. 

The cloning of Dolly also showed that the cytoplasm of the oocyte provides 
an environment that can turn back the developmental clock of a transplanted 
adult nucleus so that it "forgets" its previous state and history and becomes 
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totipotent. If we learn enough about the factors that turn back the cellular 
clock, it may be possible to dedifferentiate adult cells experimentally, for 
example, by treating them with a set of specific chemicals. A possible sce- 
nario for future stem cell therapy could be as simple as taking a skin biopsy 
of the patient, dedifferentiating his cells in vitro, and transplanting them back 
to the right niche in the patient where they would differentiate and replace 
lost tissue. 

Evidence also indicates that damaged tissues may exert chemotactic influ- 
ences on stem cells and that stem cells might be guided specifically to sites 
where they are needed for tissue regeneration. Alternatively, dedifferentiated 
skin cells could be induced to differentiate in culture to a desired direction 
using specific "cocktails" of bioactive molecules. For example, heart muscle, 
bone, or brain cells could be induced and subsequently transplanted to a 
site of tissue destruction or loss. 



11.3 Use of Bioactive Signal Molecules in Induction of Stem 
Cell Differentiation 

The ability to induce differentiation of stem cells to desired directions is still 
a major challenge in stem cell research. Whether the stem cells are derived 
from embryos or from adult tissues, the molecular mechanisms that guide 
the differentiation of various types of cells must be understood in order to 
be able to regenerate specific tissues. The mechanisms that regulate morpho- 
genesis and cell differentiation in the developing embryos have been subjects 
of intensive research for many decades. 

One of the pioneers in this field was Hans Spemann, who won a Nobel 
Prize in 1935 for studies he performed in the early 1900s on amphibian 
embryos. He showed that inductive signals generated in one embryonic 
tissue can regulate differentiation of neighboring tissues. 11 These findings 
initiated a long search for the identities of the actual inductive signals and 
it was only after the technological advances in molecular biology that the 
molecular nature of the signals was discovered. The last 15 years have been 
an era of extreme activity in the field of developmental biology, and a number 
of scientific breakthroughs have contributed to the current understanding 
of the molecular signals regulating cell differentiation. 

It is now evident that most signals are small secreted molecules called 
growth factors or differentiation factors. They are hormone-like molecules 
that act from outside of the cell, and through binding to specific receptors, 
they regulate gene expression which subsequently affects cellular differen- 
tiation (Figure 11.2). The currently most actively studied growth and differ- 
entiation factor families are listed in Table 11.1. Growth and differentiation 
factors exert a variety of effects on cells and, typically, the same molecules 
affect the differentiation of many cell types and organs. 
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FIGURE 11.2 

Growth and differentiation factors from outside the cell transduce their signals through specific 
transmembrane receptors into the cell. The signals are then forwarded to the nuclei where they 
activate transcription of specific genes. The mRNAs of these genes are translated into functional 
proteins, for instance, into receptors, signaling molecules, or transcription factors. The transcription 
factors will modulate the expression of certain genes in the same cell. The receptors will move to 
the cell membrane and are then capable of receiving signals from outside the cell. New signaling 
molecules will be transported out of the cell and can communicate hence with other cells. 



TABLE 11.1 

Families of Growth and Differentiation Factors 

Transforming growth factor p (TGF (3) 
Bone morphogenetic protein (BMP) 
Wnt 

Fibroblast growth factor (FGF) 
Hedgehog 

Platelet-derived growth factor (PDGF) 
Insulin-like growth factor (IGF) 
Epidermal growth factor (EGF) 



The understanding of the regulation of cell differentiation by growth and 
differentiation factors has increased rapidly during recent years. There are 
even some examples of successful use these bioactive molecules in the stim- 
ulation of mouse embryonic stem cell differentiation. However, we are still far 
from the ability to apply specific cocktails of factors to undifferentiated cells 
and stimulate their differentiation into specific pathways and thereby produce 
desired replacement tissues for experimental animals or human patients. 
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11.4 Possibilities for Improving or Replacing Implants 
through Tissue Engineering 

11.4.1 Improvement of Implant Performance: Stimulation of Bone and 
Periodontal Tissue Regeneration around Implants 

Bone is a unique tissue in that it undergoes constant turnover resulting from 
apposition by osteoblasts and resorption by osteoclasts. It also has fantastic 
ability to regenerate after injury. It has been known for a long time that bone 
matrix is rich in growth and differentiation factors, and today the molecular 
natures of the most important of these factors are known. They can stimulate 
the differentiation of stem cells into bone-forming osteoblasts. 

The ability of bone matrix to stimulate the formation of new bone was 
experimentally proven several decades ago by transplanting demineralized 
bone matrix into muscle. 14 After many decades of intense biochemical 
research, the active substance known as bone morphogenetic protein (BMP) 
was finally isolated and cloned. 15 More than 15 BMPs are known at present 
and many induce bone and cartilage formation in vivo when transplanted 
with carrier substances to muscle. They also induce the differentiation of 
osteoblasts and chondrocytes in a variety of cultured cells in vitro. 

Animal experiments over many years have shown that BMPs are involved 
in the physiological regeneration of bone. They have the capacity to stimulate 
formation in different bones including jawbones, and thus they also stimu- 
late alveolar bone formation around teeth. BMPs also induce the regeneration 
of periodontal attachment, and they apparently have stimulatory effects on 
cementoblast differentiation. 16 In addition, BMPs induce the differentiation 
of odontoblasts and dentine regeneration. 17 BMPs have also been shown to 
induce cementogenesis and the formation and insertion of Sharpey's fibers. 18 
Clinical trials in humans are presently testing the effects of BMPs on bone 
formation in various orthopedic applications as well as on regeneration of 
dentin and periodontal ligament. In conclusion, BMPs are growth and dif- 
ferentiation factors that can stimulate the differentiation of bone marrow 
stem cells into osteoblasts, pulpal stem cells into odontoblasts, and dental 
follicle cells into cementoblasts (Figure 11.3). 

It is conceivable that BMPs will be the first bioactive molecules to be used 
for stimulation of bone formation around implants. As described above, 
evidence shows that stem cells are guided to sites of tissue injury and hence 
it is conceivable that the trauma caused by implant surgery will attract stem 
cells that differentiate into osteoblasts and form new bone. Coating the 
implant surface with BMP and perhaps other bioactive molecules will stim- 
ulate the differentiation of the stem cells into osteoblasts. 

Although the improved integrity of bone around the implant is a positive 
effect, the ankylosis of the implant to bone has considerable negative effects. 
Particularly when implants are used in growing children, it would be a 
great improvement if an implant could erupt with neighboring teeth and 
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FIGURE 11.3 

Maintenance and differentiation of stem cells. During stem cell divisions, new stem cells and 
cells that will differentiate are created. In this case, BMPs are capable of inducing the differen- 
tiation of stem cells into preosteoblasts, preodontoblasts, or precementoblasts that will then 
continue differentiating into mature osteoblasts, odontoblasts, and cementoblasts, respectively. 

stimulate alveolar bone growth. This obviously requires a functioning peri- 
odontal ligament. 

The regeneration of a periodontal ligament between the implant and alve- 
olar bone is a challenge for future research. The periodontal ligament is a 
complex structure in which the necessary elements for function include at 
least the cementum on the root surface and the periodontal fibers connecting 
the cementum to alveolar bone. These tissues differentiate from the dental 
follicle surrounding the developing tooth germ, and the specific character- 
istics of these cells are poorly understood. Although cementoblasts greatly 
resemble osteoblasts and there is evidence that BMPs stimulate their differ- 
entiation and periodontal regeneration, it is unlikely that BMP alone can 
stimulate the regeneration of cementum and periodontal ligament formation 
on the surface of an implant. 

More research is needed on characterization of cementoblasts in order to 
understand how the stem cells of osteoblasts and cementoblasts differ and 
what the specific requirements for cementum formation are. Similarly it is 
completely unclear how periodontal fibers and periodontal cells can be 
regenerated and what the characteristics of their stem cells are. Finally we 
do not know the function of the epithelial cell rests of Malassez that form a 
network at the root surface. It is possible that they are required for some 
periodontal ligament function, and that they too need to be regenerated on 
the implant surface. 

11.4.2 Replacement of Implants: Growing Roots or Teeth from Stem 
Cells 

11.4.2.1 Regeneration of Roots 

The regeneration of three-dimensional anatomical structures of certain size 
and shape is much more demanding than the regeneration of a single tissue 
like bone or dentin. Molds have been used for the production of desired 
shapes and sizes of bones in experimental animals. 19 Muscle flaps placed 
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inside small silicone molds in the shapes of various bones transformed to 
bone in the presence of BMPs. Although this method may have potential, 
for example, in enhancement of alveolar bone growth, it clearly cannot be 
used for creating new roots. 

It is obvious that if such bony structures are implanted to the jaw, they 
will integrate with bone and undergo remodelling. In general, although it 
may sound attractive to bioengineer real roots from stem cells for implant 
replacement, this may not be a feasible goal. This is because roots always 
develop after the formation of the tooth crown during normal development, 
and it is difficult to imagine how the process of root formation could be 
initiated in the absence of a crown. Therefore, the only realistic way to 
engineer a root that could replace an implant is to grow a whole tooth. 

11.4.2.2 Regeneration of Whole Teeth 

The regeneration of whole organs that consist of several different cell types 
is difficult. Organogenesis is a complicated sequential process in which the 
complexity of form increases with time and the process of cell differentia- 
tion is tightly associated with morphogenesis. It is obvious that the regen- 
eration of an organ requires that the process is started from the initiation 
stage. 

While this is a demanding goal, it may not be as distant as it appeared a 
few years ago due to the rapid increase in our understanding of the molec- 
ular mechanisms that regulate the development of embryonic organs in 
general and of teeth in particular. Teeth develop from oral ectoderm and the 
underlying mesenchymal cells, and at the time of tooth initiation, the epi- 
thelial and mesenchymal cells are undifferentiated. Dental epithelium con- 
sists of cuboidal cells forming the thickened dental lamina and the dental 
mesenchymal cells underneath are morphologically similar to the rest of the 
jaw mesenchyme. A chain of signaling events mainly taking place between 
the epithelium and mesenchyme of the tooth germ guides morphogenesis 
through several stages, each increasing in complexity, and this development 
is also accompanied by advancing differentiation of cells. 20 

Numerous molecules involved in the complex process of tooth morpho- 
genesis have been identified during the last 20 years. Our laboratory created 
a database on the expression patterns of genes associated with tooth mor- 
phogenesis (http:/ /bite-it.helsinki.fi). Patterns of more than 200 genes are 
shown in this database. 

Many growth and differentiation factors act as signals mediating the mor- 
phogenetic cell-cell interactions during tooth development. For instance, our 
laboratory discovered signaling centers (called enamel knots) in the tooth 
germ epithelium. The knots are composed of small aggregates of epithelial 
cells that simultaneously produce more than 10 growth and differentiation 
factors. 21 The enamel knots regulate the formation of tooth cusps and are 
therefore important organizing centers of tooth development. 
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FIGURE 11.4 

Signaling between mesenchyme and epithelium plays an important role in the development of 
the tooth. The same growth and differentiation factors regulate different stages of development. 
The top panels show epithelial signals and the bottom panels mesenchymal signals. In the boxes 
are transcription factors regulated by the signals. The grey letters indicate genes shown to be 
necessary for tooth development in mice. 

The targets of the signals regulating tooth development have been identi- 
fied in some cases, and hence the molecular and genetic networks regulating 
odontogenesis are starting to be understood. Figure 11.4 shows the molecular 
cascades regulating early tooth morphogenesis. 

Despite the accumulation of molecular information and increased under- 
standing of the regulation of tooth development, it is not clear how teeth 
can be grown in practice. Perhaps one day we will be able to isolate cells 
that have the capacity to form teeth and perhaps then tooth development 
can be inititated in vitro. Multipotential stem cells could be obtained from a 
patient or from embryos by some of the methods described above. Alterna- 
tively, it may be possible to use dental stem cells that have the capacity to 
regulate tooth morphogenesis. Odontoblast stem cells were recently discov- 
ered in the dental pulp. These cells may be used in the future for the pro- 
duction of dentin, but it is also possible that they possess the ability of early 
dental mesenchymal cells that can direct tooth morphogenesis. After its 
initiation, the tooth germ could be transplanted to the mouth or could be 
cultured in vitro. 

In another scenario, tooth development could be initiated in vivo by apply- 
ing specific growth and differentiation factors to the site of the missing tooth 
or to another site from which the tooth could be transplanted later to the 
final location. We developed some years ago a technique whereby growth 
factors are introduced locally to embryonic tissue in vitro by small agarose 
beads that release the factors to surrounding cells. 22 Could it be possible to 
induce the formation of new teeth in vivo by such beads? 

It is intriguing that FGF-releasing beads induced extra limbs in chicken 
embryos when implanted in the flanks between the wings and legs. 23 Addi- 
tional credibility to the potential feasibility of tooth regeneration comes from 
the notion that teeth are continuously replaced in certain animals like fish 
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or amphibians. Furthermore, teeth are often found in human teratomas. 
These tumors consist of a variety of differentiated tissues and it is noteworthy 
that the teeth found in these tumors often have normal shapes and structures. 
This indicates that the program for development may be present very early 
in tooth-forming tissue and is therefore not influenced by surrounding tis- 
sues to a significant extent. Hence, the challenge now is to increase the 
understanding of the process of tooth initiation and the characteristics of 
dental stem cells in order to succeed in the induction of tooth formation and 
dental regeneration. 
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12.1 Introduction 

The mechanisms by which endosseous implants become integrated in bone 
can be subdivided into three separate phenomena: osteoconduction, bone for- 
mation, and bone remodeling, as reviewed in detail elsewhere. 1,2 Of these, 
osteoconduction and bone formation may have profound effects on treat- 
ment outcomes in endosseous implantology through the design of opti- 
mized implant surfaces. For this reason, it is reasonable to limit our 
discussion to the mechanisms by which bone is formed on an implant 
surface, rather than the growth of bone toward an implant surface. This 
distinction was explored by Osborn and Newesley, 3 who described two 
phenomena, distance and contact osteogenesis, by which bone can become 
juxtaposed to an implant surface. 

In distance osteogenesis, new bone is formed on the surfaces of old bone 
in the peri-implant site. The bone surfaces provide a population of osteogenic 
cells that lay down new matrix that encroaches on the implant. An essential 
observation here is that new bone does not form on the implant; the implant 
becomes surrounded by bone. Thus, in these circumstances, the implant 
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IMPLANT 

FIGURE 12.1 

The consequence of distance osteogenesis. Bone approaches the implant but ultimately is sep- 
arated from it by a layer of entrapped dead osteoblasts and extracellular ground substance. 

surface will always be partially obscured from bone by intervening cells, as 
illustrated in Figure 12.1. 

In contact osteogenesis, new bone forms first on the implant surface. Since 
no bone is present on the surface of the implant upon implantation, the 
surface must be colonized by bone cells before bone matrix formation can 
begin. This is also what happens at bone remodeling sites where a resorption 
surface of old bone is populated with osteogenic cells before new bone can 
be laid down. The common factor in these cases is that bone is formed for 
the first time at these sites by differentiating osteogenic cells. We have called 
this de novo bone formation. Clearly an essential prerequisite of de novo bone 
formation is the recruitment of bone cells to the implant surface. However, 
the result of de novo bone formation is that the implant-bone interface, in an 
identical fashion to remodeling bone surfaces, will be occupied by a cement 
line matrix (Figure 12.2) as first described by von Ebner in 1875. 4 




IMPLANT 

FIGURE 12.2 

The consequence of contact osteogenesis. De novo bone matrix secreted by differentiating os- 
teogenic cells is laid down directly on the implant surface. In this case, the first matrix formed 
will be the collagen-free, mineralized, cement line. 
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FIGURE 12.3 

Platelets become activated by contact with implant surfaces. The degree of activation is a function 
of the implant surface. Upon activation, the platelets release microparticles and granules con- 
taining a wide range of growth factors and cytokines that stimulate cell migration into the healing 
compartment and the differentiation of these healing-capable cells. (Source: Gemmell, C.H. and 
Park, J.Y., in Bone Engineering, em squared, Toronto, Canada, 2000, p. 108. With permission.) 

While both distance and contact osteogenesis will result in the juxtaposi- 
tion of bone to the implant surface, the biological significance of these 
different healing reactions is of critical importance in attempting to unravel 
the role of implant design in endosseous integration and elucidating the 
differences in structure and composition of the bone-implant interface. For 
rapid peri-implant healing in class III and class IV bone, optimizing contact 
osteogenesis by implant surface design to ensure early stability is of con- 
siderable importance. 2 ' 5 



12.2 Osteoconduction 

As mentioned above, contact osteogenesis relies upon the migration of dif- 
ferentiating osteogenic cells to the implant surface. Typically, differentiating 
osteogenic cells are derived at bone remodeling sites from undifferentiated 
perivascular connective tissue cells. However, a more complex environment 
characterizes the peri-implant healing site since it will be occupied tran- 
siently by blood. 

We have to consider, then, the interactions of blood cells, particularly 
platelets, with the implant surface. The activation of platelets is particularly 
important in early healing since it results in the release of cytokines, growth 
factors, and microparticles (Figure 12.3) that are known to accelerate wound 
healing, although the exact mechanisms have yet to be elucidated. Our recent 
work has shown that: 

1. Microtextured implant surfaces promote more platelet adhesion 
than smoother implant surfaces. 6 
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2. Microtextured implant surfaces activate platelets to a greater extent 
than smoother implant surfaces. 7 This is seen in the expression of 
P-selectin (a membrane-bound platelet molecule) and platelet 
microparticle formation, as seen in Figure 12.4. 

3. Platelets activated on microtextured candidate implant surfaces 
will up-regulate neutrophils — the first leukocyte population to 
enter the wound site during the acute inflammatory phase of heal- 
ing — to a greater extent than platelets activated on smoother 
surfaces (Figure 12. 5). 8 

As seen in fracture healing, the migration of bone cells in peri-implant 
healing will occur through the fibrin of a blood clot. Since fibrin, the reaction 
product of thrombin and fibrinogen released into the healing site, can be 
expected to adhere to almost all surfaces, osteogenic cell migration may be 
expected toward any implanted material. However, as is well known from 
dermal wound healing models, connective tissue cell migration is concomitant 
with wound contraction. 9 Indeed, the migration of cells through fibrin will 
cause retraction of the fibrin scaffold. Thus, the ability of an implant surface 
to retain fibrin during this wound contraction phase of healing is critical in 
determining whether the migrating cells will reach the former. Implant surface 
design plays an important role in fibrin retention as illustrated in Figure 12.6. 

Thus, bone cells will reach the implant surface by migration through fibrin, 
and these cells will then be available to synthesize de novo bone on the 
implant surface. In so doing, they also stop migrating, and other cells still 
in migratory mode will gain the contiguous implant surface and secrete 
bone. The histological result will present itself as the apparent "flowing" of 
bone over the implant surface as seen in Figure 12.7. However, it should be 
emphasized that the bone matrix itself has no inherent capacity to "flow" 
and the histological appearance is created by the matrix secretory activities 
of previously migratory osteogenic cells. 

Thus, the phenomenon of osteoconduction critically relies upon the migra- 
tion and recruitment of differentiating osteogenic cells to and over the 
implant surface. The implant surface design can have a profound influence 
on osteoconduction not only by modulating the levels of platelet activation, 
but also by maintaining the anchorage of the temporary scaffold through 
which these cells reach the implant surface. It can be predicted that rough- 
ened surfaces will promote osteoconduction by both increasing available 
surface area for fibrin attachment, and by providing surface features with 
which fibrin can become entangled. 



12.3 De Novo Bone Formation 

The initial stage of bone formation at remodeling sites is the secretion by 
osteogenic cells of the cement line matrix. 410 This is a collagen-free, miner- 
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FIGURE 12.4 

Activation of platelets through contact (30 minutes at 37°C) with various surfaces shown in panels 
A through H. Errors bars in graphs = standard error. Top: percentage P-selectin (CD62p) expres- 
sion derived from flow cytometric analysis using a fluorescently tagged CD62p-specif ic antibody. 
Middle: percentage microparticle (MP) release. Bottom: scanning electron micrographs of titani- 
um surfaces employed. A through D: low magnification: 2 / 000x; bar = 15 |xm. E through H: high 
magnification: 15,000x; bar = 2 |j,m. A and E: dual acid-etched (DAE) c.p. Ti. B and F: 320-grit 
abraded c.p. Ti. C and G: machined c.p. Ti. D and H: polished c.p. Ti. Both DAE and 320-grit 
surfaces show enhanced levels of surface microtexture in comparison to machined and polished 
samples. (Source: Park, J.Y., Ph.D. thesis, University of Toronto, Canada, 2003. With permission.) 
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FIGURE 12.5 

Platelets activated by contact with dual acid-etched titanium (DAE), polished titanium (POL), 
and polystyrene up-regulated neutrophils (as measured by CDllb expression) to different 
extents. Platelets from microtextured DAE surface induced significant enhancement of CDllb 
over platelets from polished or polystyrene surfaces. Thrombin receptor agonist peptide 
(TRAP)-activated platelets provided maximum positive controls. Bars = standard error. (Source: 
Park, J.Y., Ph.D. thesis, University of Toronto, Canada, 2003. With permission.) 




FIGURE 12.6 

Fibrin retention by the implant is critical in allowing osteogenic cells to migrate to the implant 
surface where they can elaborate bone matrix. Failure of fibrin retention, as seen on the left, 
will result in cessation of osteogenic cell migration distant from the implant surface. On the 
contrary, retention results in osteogenic cells reaching the implant surface as seen on the right. 
Many different implant surface topographies will be fibrin-retentive. 




FIGURE 12.7 

Bone matrix has no ability to "flow" or "spread" over an implant surface, so the apparently 
contradictory histological appearance is actually caused by the matrix secretion activities of 
osteogenic cells that previously migrated over or were recruited to the implant surface. 



© 2003 by CRC Press LLC 



alized interfacial matrix laid down between old bone and new bone. Despite 
the early description of this prominent histological feature in bone, the 
cement line interface eluded both structural and compositional characteriza- 
tion for over a century, but is now widely accepted as the tissue that occupies 
the bone-implant interface formed through contact osteogenesis. 

This de novo bone formation cascade is a four-stage process confirmed by 
both in vitro and in vivo experiments. 10 Briefly, differentiating osteogenic cells 
initially secrete a collagen-free organic matrix that provides nucleation sites 
for calcium phosphate mineralization. We identified two noncollagenous 
bone proteins, osteopontin and bone sialoprotein, in this initial organic 
phase. Calcium phosphate nucleation is followed by crystal growth and the 
initiation of collagen fiber assembly, as seen in an in vivo example in Figure 
12.8. Finally, calcification of the collagen compartment will occur. Thus, in 
this process of de novo bone formation, the collagen compartment of bone 
will be separated from the underlying substratum by a collagen-free calcified 
tissue layer containing noncollagenous bone proteins. This layer is approx- 
imately 0.5 (im thick, as are cement lines that form the interface between old 
and new bone at reversal sites. 




FIGURE 12.8 

Top left: low magnification view of bone-implant interface. The bone is clearly distinguishable 
by the presence of osteocyte lacunae and vascular canals. Field width = 188 |J. Bottom left: 
sequence of interfacial matrix elaboration events is summarized. This illustration shows how 
the collagen in bone is separated from the underlying substrate by the cement line matrix. Right: 
at the bone-implant interface, the bone cement line matrices (*) are directly apposed to a dual 
acid-etched titanium implant surface in vivo. Collagen can be seen to be assembling on the 
cement line matrix (#). Field width = 9.5 \l. 
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FIGURE 12.9 

Left: scanning electron micrograph of the bone-hydroxyapatite (HA) implant interface showing 
interdigitation of the bone matrix with the surface microporosity of the implant, b = bone; lc = 
osteocyte lacuna; c = ceramic HA implant. Field width = 20 |X. Right: In vitro modeling reveals 
that individual globules of the interfacial cement line matrix interdigitate with the surface. Field 
width = 9 \l. 



12.4 Bone Bonding 

When de novo bone forms on an implant surface in the manner described (this 
biological cascade has been shown to occur on many candidate implants in 
vivo including metals and ceramics), then such an interfacial matrix can be 
expected with endosseous implants of all material compositions. Nevertheless, 
since the pioneering work of Hench, 11 two classes of endosseous implants have 
been identified: bonding, and nonbonding. While metals such as titanium are 
nonbonding, calcium phosphate materials are considered bone-bonding. 

The mechanism for the bone-bonding phenomenon is generally accepted 
as a chemical interaction that results in the interdigitation of collagen from 
the bony compartment with the chemically active surface of the implant. 
Clearly, in the cases of de novo bone formation and contact osteogenesis, this 
mechanism is inconceivable since the first extracellular matrix elaborated by 
bone cells at the implant surface is collagen-free. As cement lines are found 
on both nonbonding and bonding biomaterials, a re-evaluation of the phe- 
nomenon of bone bonding is essential. In brief, while chemical hypotheses 
to explain bone bonding have been generally adopted in the literature, exper- 
imental evidence demonstrates that in cases of de novo bone formation at 
implant surfaces, bonding is achieved by micromechanical interdigitation of 
the cement line with the material surface (Figure 12.9). 12 



12.5 Concluding Remarks 

While many aspects of peri-implant healing still need to be elucidated, it is 
now possible to deconvolute this biological reaction cascade phenomenolog- 
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ically and experimentally into three distinct phases. The first, osteoconduc- 
tion, relies on the migration of differentiating osteogenic cells to the implant 
surface. The second, de novo bone formation, results in a mineralized inter- 
facial matrix equivalent to that seen in cement lines in natural bone tissue. 
The third healing phase, bone remodeling, will also, at discrete sites, create 
a bone-implant interface comprising de novo bone formation. 

Implant surface design will have a profound effect on osteoconduction, 
while the surface topography of the implant will play a critical role in bone 
bonding concomitant with the de novo bone formation seen in contact osteo- 
genesis. Among the most important areas still to explore are the knock-on 
effects generated by the implant surface and initiated by platelet activation 
that result in accelerated osteogenic cell migration. We have provided pre- 
liminary evidence that the degree of activation of platelets as a function of 
implant surface topography can differentially affect neutrophil up-regula- 
tion, but neutrophils are short-lived in the healing compartment, and new 
evidence is needed to link these early events to the increased contact osteo- 
genesis reported with textured implant surfaces. Similarly, bone healing will 
not occur without the generation of new vasculature in the peri-implant 
healing site. We know almost nothing today about peri-implant angiogenesis 
and how it may be affected by implant surface design. 

Treatment outcomes employing endosseous implants will be critically 
dependent upon implant surface designs that optimize biological responses 
during each of these three distinct integration mechanisms. 
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13.1 Introduction 



Skeletal tissues comprise an inorganic mineral phase usually embedded in 
an extracellular organic, usually proteinaceous, matrix. Cells may be but are 
not always present within the tissue or at its periphery. The mineral phase 
is usually crystalline and in mammalian skeletal tissues, comprises a poorly 
crystallized, highly substituted calcium hydroxyapatite. 

The size, morphology, arrangement, and, to a large extent, chemistry of 
these hydroxyapatite crystals are related to the tissue in which they are 
formed, their locations within the tissue, and the stage of tissue development 
from which they derive. Enamel crystals are, for example, very large 
(-800 nm x 500 nm x 400 nm) compared with bone (-500 nm x 500 nm x 5 
nm). Carbonate concentration in enamel ranges from -2 to -4%, whereas in 
bone it may range from 4 to 6%. Fluoride content is invariably higher in the 
crystals of the outer periphery of the tissues and in enamel; fluoride, car- 
bonate, and magnesium levels are much higher in newly formed crystals 
than in those from later developmental stages. 

It is clear therefore that the deposition of mineral crystals in the skeletal 
tissues, bone, dentine, cementum, and enamel involves processes that spe- 
cifically locate the crystals, determine their size and morphology, and in 
some way prescribe their chemistry. 

13.1.1 Biphasic Development: The Organic Matrix 

Almost all mineralized tissues deposit mineral via a biphasic process. The 
first phase is the deposition by specific tissue cells of a broadly tissue-specific 
organic matrix with a molecular architecture characteristic of the tissue. This 
also delimits the external tissue morphology. 

The second phase involves the initiation and growth of hydroxyapatite 
crystals within the matrix. The molecular architecture of the matrix exerts 
considerable influence over the disposition and nature of the mineral phase. 
In some cases, the distinction between these two phases is very clear, for 
example, in dentine and bone where predentine and osteoid, respectively, 
represent precursor stages of unmineralized matrix. In enamel, this temporal 
interval is much less obvious, with crystals appearing almost immediately 
near cells that are elaborating matrix. The extracellular organic matrix is thus 
considered the key determinant that modulates mineral deposition. 

Development of the mineral phase can also be considered a two-step 
process: initiation followed by crystal growth. 

13.1.2 Initiation of Crystal Deposition 

This event involves the clustering and dehydration of inorganic ions to form 
the first mineral nucleus. Mineral initiation requires supersaturation of the 
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local environment with regard to a calcium phosphate phase that is presum- 
ably under control of local cells. However, supersaturation alone cannot 
dictate the ultrastructural locations of individual crystals within the tissue 
nor their size and morphology, both of which are ubiquitous features of 
biological mineralization and thought to be achieved by specifically located 
initiation sites resident within the organic matrix. 

Unless ions are deposited on a template comprising a stereospecific array 
of charges resembling a hydroxyapatite surface, such initial ion clusters are 
unlikely to be apatitic. They are more likely to be amorphous, i.e., showing 
no long-range order, 12 although on the basis of juxtaposition of opposite 
charges, it is likely that some short-range order will exist. 

Normally, unless such clusters are stabilized, for example, by carbonate, 
magnesium, or an interacting organic molecule, hydroxyapatite will ulti- 
mately develop because it is the most thermodynamically stable calcium 
phosphate under biological conditions. Such transformation to apatite from 
precursors may well be an important controlled step in crystal development. 
Indeed, modification or removal of specific extracellular matrix molecules 
is emerging as a component of the crystal development process. 

13.1.3 Modulation of Crystal Growth 

Once critical radius has been achieved by clustering calcium, phosphate, and 
other ions at the initiation site, crystal growth/development ensues. This is 
most likely accompanied by ionic rearrangement either from short-range 
order (amorphous) material and/or through intermediate species such as 
octacalcium phosphate or brushite-like phases. 3 - 4 The existence of such spe- 
cific phases for any length of time is still a matter of debate. However, it seems 
likely that the phases are transient assemblies of calcium and phosphate ions. 

Control of growth would be effected by a physical constraint on the size of 
the compartment available to the growing crystal or binding of specific protein 
entities to particular crystal surfaces. Either constraint would limit growth by 
preventing access of further ions to the surface growth sites or by stabilizing 
the lattice structure to the point where growth is severely inhibited. Growth 
control could be effected by hydrolysis of an inorganic crystal growth inhibitor 
such as pyrophosphate 5 or by protein degradation and removal as is very clearly 
the case with enamel, where the matrix is almost entirely removed at the final 
stages of tissue development concomitant with massive crystal growth. 6 

Such features would be able to control final crystal size and binding of 
modulating molecules to specific crystal faces and could also play a role in 
determining crystal morphology. 

13.1.4 Initiation versus Inhibition 

It is worth making the point at this stage that interaction with mineral per 
se may either initiate mineral deposition and facilitate growth or inhibit it. 
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Inhibition becomes important when it affects specific crystal faces and thus 
modulates morphology and size. 

Initial nuclei may serve as chemical foci for crystal initiation, but if binding 
is too restrictive, they may allow insufficient ion mobility and result in 
inhibition of crystal development. Mineral binding is not therefore a natural 
indicator of mineral initiation. 

The specific activity of matrix molecules in terms of initiation or inhibition 
may be determined also by local environment. For example, dentine phos- 
phoprotein (DPP) in solution was a potent inhibitor of nucleation, whereas 
when covalently bound to a solid support, it functioned as an initiator. 78 
This may be due to the fact that when affixed to a support, only one face of 
the nucleus is protein bound, leaving other faces exposed to solution and 
the possibility of growth. On the other hand, the conformation of the protein 
and its state of charge when bound may differ from its state in solution, 
changing its intrinsic behavior from initiation to inhibition. This could be 
viewed as a change from initiation to growth modulation. 



13.2 Role of Organic Matrix 

This section discusses, in the light of the above definitions, the possible roles 
of specific extracellular matrix components in each of the mineralized tissues 
(bone, dentine, cementum, and enamel). Since this review is relatively short, 
it focuses only on selected proteins for which we have reasonable evidence 
of roles in crystal initiation and / or growth. 



13.2.1.1 Collagen 

In mesenchymal tissues (bone, dentine, and cementum), the bulk of the 
extracellular organic matrix is type 1 collagen. While soft unmineralized 
tissue type 1 collagens contain rather different cross-links and often retain 
glycosylaminoglycans (GAGs) and other associated molecules, the mineral- 
ized tissue collagens differ among themselves only in, for example, distri- 
bution and perhaps degree of cross-linking. 

Dentine collagen is rather more stable than that of bone. 9 Such highly stable 
cross-linking tends to reside at the telopeptide region of the collagen 
molecule 10 in the area of the overlap and hole zones. This would prevent 
rupture of the fibrils / fibers by growth of excessively large crystals and as 
indicated below, constrain the sizes of mineral crystals. 

Earliest visible mineral loci are classically seen in the hole zone regions of 
collagen, i.e., in the gaps between nonabutting ends of tropocollagen mole- 
cules. 1112 The mechanism for this is not unequivocally clear. Purified collagen 
does not appear to mineralize well in vitro. 7 ' 8 - 13 Therefore it is presumed that 
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additional entities, possibly noncollagenous proteins or GAGs serve this 
function. Unequivocal localization of noncollagenous proteins within col- 
lagen fibrils has not been demonstrated. Indeed, it is difficult to see how the 
proposed initiating entities could be accommodated. Given the small spaces 
between tropocollagen molecules, such molecules would need to be incor- 
porated during fibrillogenesis. 

It is therefore likely that initiation sites within collagen rely on groupings 
resident on the collagen itself. Although there are no large numbers of 
charged amino acid side chains on the collagen molecule, charged groups 
in the hole zones could provide nonspecific nucleation sites that promote 
formation of initial calcium and phosphate clusters. 

The side chains on collagen molecules are known to project from the helix 
surface; perhaps within the confines of the hole zone, only one or two 
charged groups are necessary. 13 The amino and carboxy terminals of the 
collagen molecules may provide sufficient charge density. Little is, in fact, 
known about the internal environment of the hole zone. Its size, however, 
of the order of 1 to 2 nm diameter x -40 nm, 14 - 15 would not accommodate 
many hydrated calcium or phosphate ions across its width. 

Together with the ordered hydration layer of the collagen, the effective 
solution volume in hole zones may be very small, leading to high supersat- 
uration values. Such small poorly formed crystals could easily constitute 
nuclei for the precipitation of minerals within the fibrils, perhaps in contig- 
uous hole zone domains. 16 

In addition to the proposed intrafibrillar mineral, much of the hydroxya- 
patite formed exists between the collagen fibrils. 1216 Thus, surface charge on 
the collagen per se or more likely at exposed hole zone/ overlap sites on the 
fibril surface may well function as initiation sites. 12131617 The overlap zones 
are known to be relatively highly charged and may also bind other organic 
components. It is here that non-collagenous molecules may be more clearly 
implicated as initiators and modulators of crystal growth with collagen as 
a scaffold in and around which the mineralization process can occur. 

Figure 13.1 shows the structure of mineralized vertebrate tissue collagen 
and the dimensions of collagen molecules, intermolecular areas, hole zone 
spacing, and locations of minerals. 

13.2.1.2 Bone Sialoprotein (BSP-2) 

13.2.1.2.1 Location 

BSP-2, based on its temporospatial expression coinciding with the appear- 
ance of mineral crystals, is considered a prime candidate for initiation of 
mineralization in bone. 18 It is highly specific to mineralized tissues, and in 
hypertrophic cartilage 19 it appears simultaneously with mineral deposition. 
In situ hybridization has also demonstrated its expression by osteoblasts 
actively engaged in mineral deposition. 20 BSP-2 did not appear to be 
expressed in other areas of these tissues. It has been located in several forms 
of calcifying carcinomas including breast, lung, and prostate neoplasms. 21,22 
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FIGURE 13.1 

Structure of mineralized tissue collagen. Dimensions of collagen molecules (300 nm x 1.2 nm 
diameter) and hole zones (27 nm x ~3 nm diameter) are indicated. Only one or two hydrated 
calcium (-0.8 nm) and hydrated phosphate (-1.5 nm) ions could be accommodated across the 
hole zones. Space created by alignment of hole zone region and mineral nuclei present in hole 
zones and as extended intrafibrillar mineral plates are also shown. (Source: Based on Landis, 
W., Conn. Tiss. Res., 34, 239, 1996. With permission.) 

23.2.2.2.2 Mechanism 

BSP-2 is a 300-amino acid residue sialoprotein that carries ten serine and 
two tyrosine phosphorylation sites. Seven sulfated tyrosine residues are also 
present. Near the amino terminus are two highly conserved contiguous 
sequences of glutamic acid residues. The entire molecule is therefore rather 
acidic and has a large number of anionic side chains. Figure 13.2 illustrates 
the structure of bone sialoprotein including the functional side chains. 
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FIGURE 13.2 

Proposed structure of bone sialoprotein showing functional side-chains. Cylinders indicate 
contiguous anionic sequences. (From Gauss, B., Kim, R.H., and Sodek, J., Crit. Rev. Oral Biol. 
Med., 10, 79-98, 1999.) 
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In vitro studies have shown that only BSP-2 was able to nucleate hydroxya- 
patite. 23 No other noncollagenous protein from bone was able to do this. In 
view of suggestions that serine phosphate residues may play a role in apatite 
nucleation, dephosphorylated BSP was examined for mineral initiation. It 
had little effect, suggesting that phosphate residues are not critical for min- 
eral initiation by this molecule. 23 - 24 

Recent work with site-directed mutagenesis targeted the glutamic acid res- 
idues. One of the two polyglutamate domains was replaced with polyalanine, 
which retains a helical structure and has no charge density or by polyaspar- 
tate, which maintains charge density but not helical structure. Both decreased 
but did not abolish mineral initiation activity. However, replacement of both 
contiguous glutamic acid domains with polyalanine removed all activity. 25 

The implications are that anionic charge density is important in mineral 
crystal initiation and may be rather more important than protein conforma- 
tion. From this, it is possible to suggest that initiation in this case may be 
nonepitactic. As far as BSP is concerned, this appears to be related to clusters 
of anionic groups, viz., contiguous glutamic acid residues in the amino acid 
sequence. While an association of BSP with type I collagen seems to be the 
case, specific stereochemical relationships with collagen have not yet been 
demonstrated. 

13.2.1.3 Osteopontin (BSP-1) 

13.2.1.3.1 Location 

BSP-1 appears in the bone matrix just prior to mineralization. It is a 44- to 
75-kDa phosphorylated glycoprotein that possesses contiguous aspartic acid 
side chains and a cell-binding region GRDGS. 

13.2.1.3.2 Mechanism 

While BSP-1 binds to mineral, it has been shown to inhibit hydroxyapatite 
formation rather than initiate it, probably via interaction with phosphory- 
lated residues. 26 27 Later work has suggested that the carboxylate groups may 
be important, 28 and some evidence is available for preferential interaction 
with the 100-crystal face plane. 29 Since removal would be necessary for 
growth to occur, it may be more important to modulate morphology by 
facilitating growth, preferentially in the c-axis direction. 29 However, since this 
tends to be the preferred mode of growth of calcium hydroxyapatite crystals, 
it might be argued that BSP-1 simply facilitates a preferred growth habit. 

13.2.1.4 Bone Acidic Glycoprotein (BAG-75) 

13.2.1.4.1 Location 

BAG-75 is certainly present in mineralizing bone matrix and more especially 
in growth plate cartilage. 30 More precise location in terms of mineral depo- 
sition is still unclear. 
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13.2.1.4.2 Mechanism 

BAG-75 is a 75-kDa molecule containing 7% sialic acid and 8% phosphate. 
It is an acidic/anionic molecule and 30% of its residues are anionic. Sequence 
homology is shared with phosphophorin, osteopontin, and BSP and it may 
share structural similarities. It binds calcium ions, hydro xyapatite, and col- 
lagen. 31 It may function as an initiator and/or inhibitor of hydroxyapatite 
deposition. There is as yet no definitive indication of a precise function. 

13.2.2 Dentine 

13.2.2. 1 Collagen 

Type 1 collagen is the main matrix component for dentine. The same argu- 
ments apply to both mineralization of dentine collagen and of bone as 
described above. However, it is perhaps worth remarking that the more 
stable and highly cross-linked dentine collagen 910 may be associated with 
the greater degree of mineral content in dentine. Such additional stability 
may be required to prevent fibril disruption. 

13.2.2.2 Dentine Sialoprotein (DSP) 

13.2.2.2.1 Location 

DSP, like its bone counterpart, accumulates at the histological sites of mineral 
deposition, in this case, at the mineralizing front. 

13.2.2.2.2 Mechanism 

DSP is a 53-kDa glycoprotein, similar in many ways to osteopontin (see 
above) and dentine phosphoprotein-1 (DMP-1, Bag-75). All are rich in aspar- 
tic and glutamic acid residues and have considerable numbers of sialic acid 
residues. There is, however, no RGD, i.e., cell attachment sequence and levels 
of phosphorylation are relatively low compared for example with DPP. 

Unlike BSP, DSP has a much less demonstrable effect on mineral modula- 
tion — either initiation or inhibition. When DSP-treated hydroxyapatite crys- 
tals were investigated, some inhibition of growth was observed, 32 arguing 
perhaps for a small modulating effect on crystal growth. 

13.2.2.3 Phosphophoryn (Dentine Phosphoprotein or DPP) 

13.2.2.3.1 Location 

DPP is specific to dentine. It appears to be secreted at the mineralizing front, 
i.e., at the junction between predentine and dentine proper where, after 
attachment to collagen, it may initiate extrafibrillar mineral deposition. 78 

23.2.2.3.2 Mechanism 

DPP has a molecular size 90 to 95 kDa, contains mainly phosphoserine and 
aspartic acid residues in a repeating series of Pse, Pse, Asp, Pse, and Asp 
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FIGURE 13.3 

Portion of amino-acid sequence of dentine phosophoprotein (DPP) showing proposed array of 
aspartic acid carboxyl and some serine phosphate groups. (From: George, A., /. Biol. Chem., 271, 
32069, 1996. With permission.) 

sequences, and has 220 phosphorylation sites. Modeling of this structure 
suggests that it exhibits Pse on opposite sides of the peptide backbone with 
the following aspartic residue on the same side as the first Pse. This regular 
array of anionic charges could well function as a heterogeneous nucleus if 
not a quasitemplate for calcium phosphate deposition. 3334 Figure 13.3 illus- 
trates the proposed structure of DPP and the disposition of aspartic acid and 
phosphoserine side chains. 

Measurement of chemical shifts on DPP bound to apatite suggests that 
this extended structure approximated to a (3-pleated sheet. Such an extended 
structure would allow maximum coverage of the crystal surface. 3334 

It must be borne in mind, however, that a conformation seen on the surface 
of mineral crystal may be a result of crystal surface facilitation of a particular 
protein conformation rather than the other way around. Long et al. 35 dem- 
onstrated that a hydroxyapatite-binding peptide incorporating serine phos- 
phate (DpSpEEK) tended to form an extended structure on crystal surfaces 
rather than an alpha helix. 

DPP is unusual in that it behaves differently in solution compared with 
its behavior when immobilized. When free in solution, DPP is an effective 
inhibitor of apatite crystal development. When attached to a solid support, 
it acts effectively as an initiation site. 78 This suggests that the conformation 
or immediate environment of the protein may be an important factor in 
mineral crystal initiation. It is also possible that immobilized proteins attach 
only to one face or side of a growing mineral entity, permitting unencum- 
bered faces to grow. In solution, however, free DPP would have access to all 
crystal growth sites and when bound could inhibit growth. 

13.2.2.4 Dentine Sialophosphoprotein 

DPP and DSP have been ascribed to one gene product although an entire 
dentine sialophosphoprotein entity has not yet been isolated from tissue 
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such that cleavage must occur early if it occurs at all. One possibility is 
that the cleavage is in fact an activation step for mineral initiation. See 
Long et al. 35 - 36 

13.2.3 Enamel 

The proteins of dental enamel are worth discussing at this point. While 
not a mesenchymal tissue, dental enamel is nevertheless the most highly 
mineralized of the skeletal tissues. Specific nucleators have not been iden- 
tified within this matrix but it is known that many of these molecules will 
inhibit growth, if not initiation. As a result, it has been speculated that 
initiation occurs at the dentine or that stable mineral/ protein nanoparticles 
are systematically destabilized and degraded to allow crystal to initiate 
and then grow. 37 

13.2.3. 1 Amelogenin 

The primary protein of enamel is amelogenin, a ~19-kDa self-aggregating 
hydrophobic protein with little ability to nucleate hydroxyapatite. It is pro- 
cessed rapidly as it leaves the cell by endogenous metalloproteases and is 
ultimately almost completely degraded and removed from tissue. 636 Since 
amelogenin-processing products larger than -20 kDa associate with miner- 
als, they may serve as supports for growing crystals. 38 39 However, since their 
removal is a prerequisite for final crystal growth, 38 - 4041 it appears that they 
might exert an inhibitory effect on crystal thickness and width. 41-43 

The nature of binding is not clear. Electrostatic binding is suggested by 
the selective binding to regular charge domains on apatite crystal surfaces. 44 
In view of the hydrophobic nature of amelogenins, it has been suggested 
that this may drive them from the solution onto the apatite surface. Binding 
to positively charged crystal surfaces could reflect binding to domains less 
highly charged than interdomain regions. In support of this, it is interesting 
to note that fluoridated apatite tends to retain protein in developing enamel 
and has been reported as having a more hydrophobic surface than its non- 
fluoridated counterpart. 45 

13.2.3.2 Enamelin 

Enamelin is an 89-kDa protein at a concentration of about 2% in the enamel 
matrix; however, it has the distinction among all enamel matrix proteins 
that at least part of it (a 32-kDa processing product) binds tightly to 
hydroxyapatite. 4647 This fragment contains two of the three phosphorylated 
serines reported for this molecule. Examination of the amino acid sequence 
has revealed that enamelin is acidic / anionic in character and has a rela- 
tively high number of side chains of glutamate and aspartate, often in 
contiguous groups of two or three. Its precise effect on initiation and crystal 
growth is unknown. 
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13.2.3.3 Possible Combined Role of Enamel Matrix Proteins 

Investigations using freeze etching technology suggest that the matrix 
structure takes the form of collinear spheres of similar width to ultimate 
enamel hydroxy apatite crystals. 48 It was suggested that the spheres com- 
prise mineral ion/matrix colloidal particles/nanospheres with mineral ions 
associated with anionic charges within the spheres. A good candidate for 
this role is enamelin since it is very acidic and is known to bind to min- 
eral. 4647 The association of amelogenin with mineral would facilitate this 
process. 

Processing/ degradation of the matrix would fragment stretches of anionic 
groups on enamelin and render the aggregates of amelogenin more soluble. 
This would tend to reduce mineral binding, permitting mineral ion cluster- 
ing and precipitation. Subsequent fusion of contiguous mineral nuclei from 
each cluster would then give rise to the elongated crystals typical of 
enamel. 37 The reduction of binding to mineral by amelogenin degradation 
products and progressive degradation of enamelin during enamel develop- 
ment support this view. 38 - 39 This is also supported by atomic field and con- 
focal microscopy studies that revealed spherical structures on secretory stage 
crystals. 49 It was also suggested that repeated charge domains on crystal 
surfaces seen after matrix removal represented ionic memories of the orig- 
inal subunits. 3750 Figure 13.4 consists of scanning probe microscopy images 
of hydroxyapatite crystallites from developing enamel. The images show 
charge density banding described above and associated adsorbed ameloge- 
nin matrix protein. 



CHEMICAL FORCE MICROSCOPY OF 
MATURATION 

STAGE DEVELOPING ENAMEL CRYSTALS 




FIGURE 13.4 

Atomic force microscope images of hydroxyapatite crystals from maturation stage of dental 
enamel, (a) Height image, (b) Friction image showing repeating bands of positive and less 
positive (or negative) charge, (c) Height image of maturation-stage crystal exposed to recom- 
binant amelogenin, the major protein of developing enamel matrix. Pattern of amelogenin 
bonding corresponds to pattern of charge bonding in (b). (From Kirkham, J. et al., /. Dent. Res., 
79, 1945, 2000. With permission.) 
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13.3 Summary 



With regard to mineralization, many extracellular matrix proteins have the 
potential to serve as centers of mineral initiation, probably by generating 
mineral ion clusters that are then free to develop into crystals. The size and 
morphology of such crystals may be defined by the space available, such as 
the hole zones in collagen or interfibrillar volume. By adherence of proteins 
to specific faces, it is also possible to influence morphology. Since, however, 
most rapidly growing faces tend to disappear, this could also have an effect 
on crystal size. 

The nature of nucleating entities is emerging as clusters of acidic side chains 
forming anionic domains on peptide backbones. However, glutamic acid and 
serine phosphate seem to be more effective in this respect than aspartic acid, 
implying that longer side chains are more effective than shorter ones. This 
may reflect the greater flexibility and freedom of movement of the anionic 
entities. Bound ions may thus have sufficient freedom of movement to form 
preferred stable mineral phases. More tightly bound mineral ions may be 
stabilized at the ion cluster stage, effectively inhibiting further growth. 

The anionic domains that seem to characterize putative initiating entities 
would also imply the presence of a negative ion field. This could confer even 
greater cation (calcium) mobility on the protein surfaces, allowing them to 
assemble and reassemble with phosphate to form stable mineral nuclei. 

Stereospecific arrays of protein anionic groups might well nucleate crystals 
directly, but the mobility of such side chains might make this less likely than 
a short-range order ion cluster. However, the binding of stereospecific arrays 
of such groups to existing crystal faces could well exert the opposite effect 
in stabilizing the face and possibly obscuring growth sites. In this context, 
stereospecific interaction might be more likely to offer a modulating role 
than initiating crystal deposition (for a review, see Kirkham et al.). 51 
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14.1 Introduction 

The regeneration of bone defects resulting from tumors, diseases, infections, 
trauma, biochemical disorders, and abnormal skeletal development poses a 
significant clinical challenge. Over the years, many bone graft substitutes 
including autografts, allografts, and synthetic materials have been devel- 
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oped. 1 The relative shortage and traumatic harvesting procedures required 
for autografts, together with the potential for disease transmission and 
adverse host immune reactions against allografts, have increased the need 
to develop synthetic bone substitutes. 

Current permanent synthetic grafts are limited by inflammatory reactions 
to debris of wear and by osteolysis of surrounding bone. 2 Such limitations 
of current therapies have inspired a search for improved methods for repair- 
ing skeletal defects. 

Tissue engineering is an emerging interdisciplinary field involving use of 
principles of the life sciences and engineering toward the formation of three- 
dimensional tissue substitutes by culturing cells on natural or synthetic 
polymer scaffolds. After implantation into patients, such engineered devices 
help to create or restore the lost tissue or organ function. 3 

The three essential ingredients for morphogenesis and tissue engineering 
are cellular components, growth and differentiation factors, and a scaffold 
or three-dimensional matrix. 4 The cellular components must not only be 
present; they must be able also to give rise to new structural tissue. They 
can be introduced from an exogenous cell source or recruited from the local 
environment of implantation. Growth and differentiation factors may be 
essential to guide the appropriate development of the cellular components. 5 
These factors may be produced by transferred cells or provided exogenously 
as purified proteins. A scaffolding matrix must be introduced to provide a 
substrate for cellular attachment, proliferation, and differentiation. 4 

In this chapter, we demonstrate how cells from alveolar bone retain their 
osteogenic properties in a three-dimensional collagen scaffold and subse- 
quently synthesize a bone matrix which, after implantation, can induce new 
bone formation in critical size calvarial bone defects. 



14.2 Materials and Methods 

14.2.1 Osteoblast Cultures 

Human osteoblasts were isolated from alveolar bone by explant culture. 67 
Normal human alveolar bone specimens were obtained from healthy young 
patients and were first treated by collagenase digestion and then used as 
explants for establishment of cell culture. The cells obtained were subcultured 
and characterized by morphological and functional criteria. Normal human 
gingival fibroblasts and periodontal ligament fibroblasts were obtained from 
gingival and periodontal ligament using methods described previously. 8 

14.2.2 Cell Culture in Collagen Sponges 

Cells were seeded onto collagen sponges (ICN Biomedical products, Costa 
Mesa, CA). Such sponges contain specially designed pore sizes that allow 
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cell penetration deep into the sponges. The sponges containing cells were 
cultured in six- well cell culture plates for 6 days. The cell culture media were 
changed to mineralization media containing 50 Jig/ml ascorbic acid, 10 mM 
^-glycerophosphate, and 10 \iM dexamethasone for a further 6 weeks. Col- 
lagen sponges alone in the same culture conditions were used as controls. 

14.2.3 Wound Model 

Collagen sponges (4x4x1 mm) were placed into calvarial critical-sized 
bony defects in SCID mice (Animal Resource Centre, Western Australia) 
anesthetized with intraperitoneal injection of a 1:1:8 solution of ketamine 
hydrochloride (Troy Laboratories, New South Wales, Australia), xylazine 
(Troy Laboratories) and 0.9% physiological saline. The periosteum was dis- 
sected from the bone surface and a calvarial bone defect 3.5 mm in diameter 
was created on the parietal bone using a trephine bur in a slow-speed dental 
drill. The implant was placed precisely into the defect, and soft tissue above 
the defect was closed with skin staples. 

14.2.4 Histological Assessment 

For histological examination, collagen sponges, with or without cells, after 
6 weeks' culture were fixed, embedded in paraffin, and serial 5-\xm sections 
were cut. Animals were sacrificed 4 weeks after surgery and the defect areas 
were dissected. After radiographic and direct light microscope examinations 
of bone density of the defect sites, tissue biopsies were fixed and the tissues 
were decalcified in EDTA. Tissues were then embedded in paraffin and serial 
sections of 5 (im were cut and stained with hematoxylin and eosin. Collagen 
sponge slices were also stained using von Kossa staining for examination of 
calcium deposition. 

14.2.5 Densitometric Assessments 

Radiographs were taken of the defect sites, scanned, and captured using the 
NIH Image Analysis program (Version 1.76). The optical densities of the 
defect areas were measured and ratios obtained by comparison to adjacent 
normal bone density. 

14.2.6 Immunohistochemistry 

Table 14.1 lists antibodies used for these studies. Sections were incubated 
with optimal dilution of primary antibodies for alkaline phosphatase (ALP, 
1:200), bone morphogenetic proteins (BMP-2 and BMP-4, 1:100), osteocalcin 
(OCN, 1:2000), osteopontin (OPN, 1:2000), and bone sialoprotein (BSP, 1:100) 
overnight at 4°C. Sections were then incubated with a biotinylated swine 
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TABLE 14.1 

Sources of Antibodies 



Protein Antibody Source 

Alkaline phosphatase (ALP) Antihuman ALP Sigma- Aldrich 

St Louis, MO 

Bone morphogenetic proteins Goat antihuman BMP-2 Santa Cruz Biotechnology Inc. 

(BMP-2 and BMP-4) and BMP-4 Santa Cruz, CA 

Osteocalcin (OCN) Goat antihuman OCN Biomedical Technologies Inc. 

Stoughton, MA 

Osteopontin (OPN Rabbit antihuman OPN Dr. L.W. Fisher 

National Institutes of Health 
Bethesda, MD 

Bone sialoprotein (BSP) Rabbit antihuman BSP Dr. L.W. Fisher 

National Institutes of Health 
Bethesda, MD 



antibody reactive against mouse, rabbit, and goat IgG (Dako Multilink, 
Carpinteria, CA) for 15 minutes, and then incubated with horseradish peri- 
odase-conjugated avidin-biotin complex (ABC) for 15 minutes. Antibody 
complexes were visualized after the addition of buffered diaminobenzidine 
(DAB). Sections were then lightly counterstained with Mayer's hematoxylin 
and Scott's blue. Controls included omission of the primary or secondary 
(antimouse IgG) antibody and use of an irrelevant antibody (antiCD-15). 

14.2.7 Real-Time Polymerase Chain Reaction (RT-PCR) 

The primers designed for RT-PCR are listed in Table 14.2. Total RNA was 
isolated using RNA isolation reagent (Advanced Biotechnology, Foster, RI) 
and the concentration was determined spectrophotometrically. First-strand 
cDNA was synthesized using M-MLV reverse transcriptase (Promega, Mad- 
ison, WI) with oligo dT as a primer. Primers were selected for each target 
gene, using Primer Express software (Applied Biosystems, Foster City, CA). 
The PCR reaction mix contained cDNA, primers, and SYBR green master 

TABLE 14.2 



Primers for Real-Time Polymerase Chain Reaction 









Product 








Size 


Gene 


Forward 


Reverse 


(bps) 


ALP 


CGTGGCTAAGAATGTCATCATGTT 


TGGTGGAGCTGACCCTTGA 


89 


P-2M 


ACTTTGTCACAGCCCAAGATAGTTAA 


AAATGCGGCATCTTCAACCT 


76 


BMP-2 


AAAACGTCAAGCCAAACACAAA 


GTCCACGTACAAAGGGTGTCTCT 


72 


BMP-4 


GCCAAGCGTAGCCCTAAGC 


GTGGCGCCGGCAGTT 


65 


BSP 


GGCCTGTGCTTTCTCAATGAA 


GCCTGTACTTAAAGACCCCATTTTC 


96 


OCN 


GCAAAGGTGCAGCCTTTGTG 


GGCTCCCAGCCATTGATACAG 


80 


OPN 


ACATCCAGTACCCTGATGCTACAG 


GGCCTTGTATGCACCATTCA 


347 
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mix (Applied Biosystems), which also provides nucleotides, PCR buffer, 
AmpliTaq Gold DNA polymerase, double-strand DNA fluorescent dye, and 
ROX internal passive reference dye). 

For each cDNA sample, a no RT control was run in the PCR reaction. 
Results were normalized by being expressed relative to the amount of (3-2 
microglobulin ((3-2M) mRNA determined in each sample. 



14.2.8 In Situ Hybridization 

To verify the origins of cells that formed bone tissue in this study, in situ 
hybridization (ISH) was performed by using a human-specific fluorescein- 
labeled oligonucleotide probe (InnoGenex, San Ramon, CA) that detects Alu 
repeat sequences found in human chromosomes. Tissues were dewaxed with 
Rnase-free reagents, then treated with proteinase K and heated to a boil in 
a microwave. 

The slices were post-fixed and a ready-to-use probe solution was added 
onto the sections. After posthybridization washes, the bound probe was 
detected by serial addition of a biotinylated antifluorescein antibody (Inno- 
Genex), followed by streptavidin-horseradish peroxidase conjugate, and 
finally DAB for visualization. All slices were lightly counterstained with eosin. 



14.3 Results 

14.3.1 Expression of Bone Marker Proteins 

The collagen sponge provided a three-dimensional culture environment and 
allowed cells to penetrate deep into the pores. After 5 to 6 weeks of culture 
in mineralizing media, BMP-2, BMP-4, BSP, OCN, and OPN were monitored 
with regard to their gene expression and protein levels. Figure 14.1 shows 
that the mRNA levels for these proteins were significantly up-regulated (P 
= <0.05, ANOVA) in the three-dimensional cultures compared with the two- 
dimensional cultures. Moreover, in three-dimensional cultures in mineraliz- 
ing media, the bone marker mRNAs were also significantly increased (P = 
<0.05, ANOVA) in comparison with normal culture media. 

The levels of protein expression of ALP, BMP-2, BMP-4, BSP, OCN, and 
OPN in the collagen sponges were determined using immunohistochemical 
methods (Figure 14.2). BMP-2 and BMP-4 were mostly localized in the cells 
and their surrounding matrices. ALP, BSP, OCN, and OPN were also located 
to the cells and their matrices and around the collagen sponge fibers. 

Calcium deposition was monitored in the collagen sponges seeded with 
osteoblasts cultured in mineralized media. No positive staining was found 
in the sponges seeded with human gingival fibroblasts (Figure 14.3). The 
sponges containing osteoblasts demonstrated significant calcium deposits. 
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FIGURE 14.1 

Regulation of mRNA of bone-related proteins from osteoblasts cultured under different condi- 
tions. Osteoblasts cultured in three-dimensional collagen sponges in mineralized culture media 
(MM) resulted in a significant up-regulation of BMP-2, BMP-4, OPN, OCN, and BSP mRNA. 
Extracted RNA was analyzed by RT-PCR for BMP-2, BMP-4, OPN, OCN, ALP, BSP, and B2-M. 
C x values were converted to nanograms input RNA for each gene and the final results were 
expressed relative to the B2-M value for each sample. Data points represent mean ± standard 
deviation of triplicate values. * = P < 0.05 relative to normal culture media. # = P < 0.05 relative 
to tissue culture plate. 



Calcium was deposited on the collagen fibers and also in the newly formed 
cell matrices. 



14.3.2 Densitometric Assessments 

Four weeks after the surgery, the bone defects were examined and photo- 
graphed using light microscopy at 20x magnification. (Examples of the light 
microscopy and radiographs are shown in Figure 14.4a.) Obvious increases in 
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FIGURE 14.2 

(See color insert.) Bone matrix proteins expressed in collagen sponges in osteoblast culture. 
Control: no staining was detected in negative control stained with irrelevant antibody. BMP: 
sections were stained with goat antihuman BMP-2 and BMP-4 polyclonal antibody. OCN: 
sections were stained with goat antihuman OCN polyclonal antibody. ALP: sections were 
stained with monoclonal antihuman ALP antibody. BSP: sections were stained with rabbit 
antihuman BSP antibody (LF-6). OPN: sections were stained with rabbit antihuman OPN 
antibody (LF-7). 

light opacity and radiopacity were noted in the group of bone defects filled 
with collagen sponge containing osteoblasts. Light microscopy revealed 
that the bone defects filled with collagen sponge alone or collagen sponge 
containing human gingival fibroblasts produced more fibrous tissue dep- 
osition, compared with defects that did not receive collagen sponges. Bone 
densities (Figure 14.4b) in the defect areas filled with collagen sponges 
containing osteoblast-derived matrices were significantly higher compared 
to unfilled bone defects, defects filled with collagen sponges alone, and 
collagen sponges impregnated with human gingival fibroblasts (P = <0.05). 
No significant differences were found in the groups of bone defects without 
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FIGURE 14.3 

Collagen matrices and extracellular matrix calcification by von Kossa staining. HGF: no calcium 
deposition was detected in human gingival fibroblasts cultured in collagen matrices. OB: Os- 
teoblasts cultured in collagen matrices resulted in calcium deposition in both collagen fibrils 
(arrow) and newly formed extracellular matrix (arrowhead). 
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FIGURE 14.4 

Light microscopy images and radiographs reveal bone defects filled with or without collagen 
sponges in conjunction with HGF or osteoblasts. CB: bone defect without filling. CMB: bone 
defect filled with collagen sponge alone. HB: bone defect filled with collagen sponge plus HGF. 
OB: bone defect filled with collagen sponge plus osteoblasts. 
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filling, bone defects filled with collagen sponge alone, and bone defects 
filled with collagen sponge impregnated with human gingival fibroblasts 
(P = >0.05). 

14.3.3 Histological Evaluation 

No histological evidence of inflammatory reaction was found in any of the 
treatment groups (Figure 14.5). Unfilled calvarial defects were covered with 
thin fibrous connective tissue sheets without new bone formation. Bone 
defects filled with collagen sponge alone showed increased amounts of 
fibrous tissue and cells within the defects. New bone formation was noted 
in the defects containing implanted human osteoblasts in collagen sponges, 
whereas human gingival fibroblasts did not appear to induce new bone 
formation. In the calvarial defects treated with sponges containing osteo- 
blasts, newly formed bone tissue was found in the central areas of the 
defects. In addition, mineralized bony trabeculae surrounded by osteo- 
blasts were found. No cartilage was observed in bone defects in any of the 
groups. 




FIGURE 14.5 

(See color insert.) Histological evaluation of tissue reaction after 4 weeks implantation of 
osteoblasts in bone defects. A: bone defect without filling showed no new bone formation and 
no obvious osteoblast activity in the rims of defects. B: bone defects filled with collagen sponge 
plus HGF resulted in more fibrous tissue in defect areas; no new bone formation was detected. 
C and D: bone defects filled with collagen sponge plus osteoblasts resulted in new bone 
formation in the central parts of the defects; active osteoblasts lining the new bone matrix and 
the rims of defects were detected. D: high magnification of the central part of bone defect. 
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FIGURE 14.6 

In situ hybridization of human-specific Alu sequence in tissue sections with osteoblast implan- 
tation. NB: new bone. Arrow: collagen fibrils of implanted collagen sponges. Arrowhead: 
positive hybridization signal of Alu sequence in the nuclei of the cells associated with newly 
formed bone tissue. 



14.3.4 Identification of Bone-Forming Cells 

The origins of the bone-forming cells within the defects were determined by 
in situ hybridization to trace the human-specific Alu sequence (Figure 14.6). 
No hybridization signals were found in the sections from control groups of 
bone defects without filling or filled with collagen sponge alone. No signals 
were detected in the mouse tissues surrounding the implants. In the group 
containing collagen sponge and human gingival fibroblasts, some cells stain- 
ing positively in their nuclei were detected within the bone defects. These 
cells were surrounded by large numbers of negatively stained cells embed- 
ded among the collagen fibrils of the sponge. 

For the implants containing sponge plus human osteoblasts, new bone 
was found in the central portions of bone defects and some newly formed 
bone surrounded the edges of bone defects. Strong staining for Alu sequences 
was shown in the nuclei of cells associated with the newly formed bone 
tissue, and this was particularly located to cells lining the newly formed 
bone. However, other osteoblasts and most of the osteocytes within the 
newly formed bone failed to stain for the Alu sequence. 



14.4 Discussion 

To enable successful cell implantation into bone defects, an ideal carrier is 
necessary to act as a scaffold for cell proliferation and differentiation at the 
transplantation sites. Since type I collagen is the major component of bone 
matrix, a number of studies attempted to use type I collagen as a scaffold 
material to construct bone tissue and demonstrated that this collagen exhibits 
favorable effects on attachment, proliferation, and differentiation of human 
osteoblastic cell lines. 9 11 
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We found that osteoblasts cultured in collagen sponge expressed highly 
differentiated osteoblastic phenotypes compared with osteoblasts cultured 
on the plastic surfaces of tissue culture plates. The remarkable up-regulation 
of bone-related markers at both the mRNA and protein levels demonstrated 
that the three-dimensional collagen matrices encouraged the expression of 
osteogenic phenotype. Moreover, calcium deposition (von Kossa staining) 
verified the different mineralizing potentials of osteoblasts and gingival 
fibroblasts when cultured in collagen sponges. These results indicate that 
collagen matrices appear to enhance the osteoblastic phenotypes of cells 
derived from alveolar bone and exhibit accelerated mineralization in a man- 
ner similar to osteoblasts from other sources. 1112 

Animal models of calvarial bone critical defects have been used for com- 
parisons of different osteopromotive materials. 13 15 Implantation of sponges 
containing osteoblasts was used to develop a bone repair device that would 
promote new bone formation from grafted osteoblasts, support the recruit- 
ment of osteoprogenitor cells into a repair site, and initiate osteogenesis. 
Delivery and migration of osteoprogenitor cells into bone defect areas is a 
requirement for repair because these cells secrete specific extracellular matrix 
components. 16 This study revealed that implantation of human osteoblasts 
seeded in an engineered device into calvarial bone defects induced the pro- 
liferation and differentiation of mesenchymal cells into osteoblasts that 
resulted in formation of new bone. 

Osteoconduction is the replacement of a mineralized tissue with host bone 
and is sometimes described as "creeping substitution" whereby the osteo- 
conductive agent, serving as a passive scaffold, is gradually resorbed and 
replaced by new bone growing in from the margins. 1718 The repair noted in 
our model mainly occurred in the central portion of the defect, with minor 
amounts of new bone formation at the rim of the host bone. Without osteo- 
blast implantation, no new bone formation was detected in the central part 
of the bone defect and only a small number cells differentiated into osteo- 
blasts that synthesized a small amount of new bone adjacent to the defect. 
The origins of the bone-forming cells were determined to be both the grafted 
cells and the host mesenchymal cells subsequently differentiating into osteo- 
blasts. Implants with differentiated osteoblasts and developed matrix were 
not only involved in direct bone formation, but also appeared to exert an 
osteoinductive role, inducing differentiation of host mesenchymal cells into 
osteoprogenitor cells during the repair of the critical-sized bone defects. This 
finding further confirms that the healing of critical-sized bone defects is not 
accomplished by the extension of bone growth from previously differenti- 
ated bone cells of the host bone or by the unique properties of the surfaces 
of certain synthetic or natural materials by stimulating the motility of cells. 19 

The process of osteoinduction implies the recruitment of immature cells 
and the stimulation of these cells to develop into preosteoblasts. 20 For regen- 
eration of skeletal tissues, an implant must contain a high concentration of 
progenitor cells or differentiated cells and bioactive factors to attract repar- 
ative cells to the sites. 21 - 22 Several in vitro experiments demonstrated that 
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BMPs can induce or stimulate differentiation of osteoblasts in various cell 
lines. 523 In the present study, most bone-related molecules were found to be 
highly expressed by the osteoblasts cultured in the collagen matrices. Thus, 
after implantation, the cell and matrix complex exerted an osteoinductive 
role on the differentiation of mesenchymal cells into osteoblasts and resulted 
in new bone tissue formation. 

In conclusion, the implantation of a complex of cells derived from alveolar 
bones and their extracellular matrices can lead to new bone formation and 
exert an osteoinductive influence on surrounding tissues. Such an approach 
offers a novel means of triggering endogenous response cascades leading to 
the recruitment of cells, their subsequent differentiation into osteoblasts, and 
production of new bone. 
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15.1 Introduction 

In the rapidly progressing fields of biomedicine and biotechnology, much 
effort has been focused on tissue engineering for creating biological alterna- 
tives to transplanted tissues, implants, and prostheses. In most tissue engi- 
neering strategies, a highly porous artificial extracellular matrix or scaffold 
is required to accommodate mammalian cells and direct their growth and 
hence tissue regeneration in three dimensions. 1 When seeded with specific 
cells like stem cells or genetically enhanced cells, such tissue engineering 
bioscaffolds are regarded as promising and powerful strategies for tissue 
and organ regeneration. 23 

The use of three-dimensional scaffolds for skeletal tissue engineering has 
been limited because of their lack of mechanical strength and firm structures 
and their inherent instability when loaded. 4 These limitations and the time 
required by current tissue engineering strategies for cellular growth, matrix 
deposition, and biomineralization before functional loading begins make 
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FIGURE 15.1 

Replacing lost or damaged skeletal structures in the adult body is mechanically and biologically 
challenging. The biomaterial used should be able to resist loading immediately after implanta- 
tion. Moreover, to function satisfactorily in the body, the implant should comprise biomechanical 
and biomedical properties that ensure a satisfactory long-term clinical outcome. The implant 
in question must comply also with additional requirements related to diagnosis (biological and 
mechanical failures should be detected at an earliest possible time point) and aesthetics, and 
should be easy to place to minimize surgical trauma. Finally, an implant should fulfill public 
needs with regard to applicability, health, economy, and environmentally friendly manufacture. 

these strategies suboptimal for treatment of large defects in loaded bones in 
the adult body (Figure 15.1). 5 

Metal implants and prostheses on the other hand, having both the struc- 
tures and mechanical strength necessary for direct function in heavily loaded 
organs as in joints and jaws, lack important features such as osteogenic or 
osteoconductive capacity and active surfaces for specific cell binding and 
growth. Moreover, a medical implant often induces formation of a poorly 
vascularized collagenous capsule that eventually can lead to implant failure. 
This process, often referred to as foreign body reaction, develops in response 
to almost all implanted biomaterials and consists of overlapping phases 
similar to those in wound healing and tissue repair processes. 6 

Lately the use of microrough surface topography has reduced the extent 
of fibrous encapsulation of implants and increased the biomechanical prop- 
erties of the implant-bone interface. 7,8 However, even though reduced in 
degree, the problem of foreign body reaction still exerts a major clinical 
impact and is considered an important issue in all implant treatment strat- 
egies including applications in orthopedics and dentistry. 

Other strategies for improving biocompatibility and osteoconductive 
capacity of metal implants in bone include surface modification by inorganic 
mineral coatings, plasma spraying, and particulates or cements containing a 
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FIGURE 15.2 

Biological strategy for improving implant performance is both historically and clinically the 
"last choice." Biological strategies are employed usually when the risk of failure is high or when 
all other treatments have failed. This significantly reduces the benefit of biostrategy for the 
average patient, and also reduces efficacy and the possibility for a good clinical outcome in 
cases where biomedical approaches are used. However, as biostrategies are proven safe, reliable, 
and applicable in clinically demanding cases, the use of biological approaches will become more 
common. Only then, when biostrategy has become the "first choice" treatment, will its full 
potential be evident. 

diversity of calcium salts, mainly calcium phosphates, sulfates, or carbonates 
(Figure 15.2). The idea behind these strategies is to make the metal surface 
look more like bone and, by doing so, trick the body into integrating the 
implanted structure in surrounding bone rather than isolating the structure 
by encapsulation. The success criterion for this strategy is two-sided. To be 
osteoconductive, a mineral deposition must have chemical and structural 
characteristics suitable for eliciting the wanted cell activity (i.e., osteogenesis) 
resulting in full osseointegration. Secondly the mineral deposition must have 
internal strength and bind to the underlying metal surface strongly enough 
to endure the shear forces produced by implant loading. Many calcium 
phosphate-based biomaterials have been shown to have outstanding biolog- 
ical properties. They have compositions similar to bone minerals and have 
the ability to induce hydroxyapatite-like depositions on their surfaces. 

Many materials also promote cellular functions and expression, leading to 
formation of strong bone-biomaterial interfaces. In addition, several of these 
calcium-based biomaterials are osteoconductive, that is, they provide appro- 
priate templates for bone formation. 910 These materials are not, however, 
able to induce new bone formation when applied ectopically and are thus 
not regarded as osteoinductive biomaterials on their own. Moreover, the 
biggest obstacle in using calcium minerals for improving metal implant 
performance has not been biological performance, but rather it is the strength 
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FIGURE 15.3 

Several biologic approaches have been explored for templating or induction of bone growth. 
These range from "classical" tissue engineering techniques using living tissue or cells to inert 
barriers of biodegradable materials for guided tissue growth. Among the more potent strat- 
egies for use with metal implants are the growth factors and extracellular matrix molecules 
that provide signals to cells in the wound area to differentiate and proliferate into bone- 
forming tissues. 

of the metal-mineral interface. Much effort has been put into designing 
calcium-mineral coatings that can resist the destructive forces resulting from 
implant loading and usage. However, in clinical situations, these coatings 
have proved to be too brittle and weak. Crackling and peeling occur fre- 
quently, often resulting in a strong secondary foreign body reaction and 
subsequent implant failure. Today, calcium-based biomaterials are mostly 
used as bioactive space fillers for regeneration of bone in critical-sized defects 
and for bone augmentation procedures (Figure 15.3). 11 

The lesson learned from earlier experiments and clinical studies with mod- 
ified implant surfaces is that the interaction of the implant with its biological 
environment, the formation of the implant material-tissue interface, and the 
long-term outcome of implant integration in the human body are strongly 
connected with the surface properties of the implanted device and the ability 
of the organism to respond positively to such surfaces. 12 

True integration of metal implants in bone requires that osteoinductive 
signals are produced in the peri-implant tissue immediately after implanta- 
tion. Such osteoinductive signals are mostly attributed to bone morphoge- 
netic proteins (BMPs), a subfamily within the transforming growth factor- 
beta (TGF-[3) superfamily of growth factors. These signals, believed initially 
to be expressed from macrophages during the initial bone healing, initiate 
a cascade reaction that ideally should lead to osseointegration of the 
implanted structure. 13 The outcome of the implant procedure (i.e., failure or 
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osseointegration) is thus dictated by the initial tissue response to the surface 
of the implant. 

All other modes for success in osseointegration are secondary to this single 
stage. With this in mind, it is clear that the optimal implant surface should 
provide instant epigenetic signals for cells exposed to the surface to express 
combinations of growth factors and signal molecules optimized for rapid 
osseous wound healing and subsequent integration of the osseous implant. 
The major challenge in implantology today is therefore to combine current 
knowledge in materials science, tissue engineering, and biology to design 
metal implant surfaces capable of providing epigenetic signals to cells to 
elicit proper biological responses that favor bone healing and osseointegra- 
tion over adverse effects and suboptimal treatment outcomes. 



15.2 Surface Molecular Recognition 

When an implant is brought in contact with the body, its surface is instantly 
(within seconds) covered by a proteinaceous biofilm precipitating from tissue 
fluids, ruptured cells, and blood (Figure 15.4). The nature of this biofilm 
depends strongly on the surface characteristics of the implanted device, in 
particular the surface hydrophobicity, the zeta potential, and the surface 
charge density. 14 The composition and thickness of this biofilm will strongly 
influence or even occult the effect of any surface modification made to the 
implant to improve biological performance. 

Thus, to be successful in designing surfaces that signal to cells, care must 
be taken also to provide a surface that ideally restricts assembly of detri- 
mental biofilms without hindering accretion of positive biofilm components 
like fibrin, soluble collagens, growth factors, coagulation factors, cell homing 
factors, and some enzymes. 

Investigations of the roles of zeta potentials and surface charge density 
have shown that extracellular organic matrix proteins are the main surface 
charge regulators in hard tissues. In contrast to mineral depositions, these 
organic matrix molecules stabilize and pattern the mineral-tissue interface 
in bone and control the formation of the interfacial structure and thus the 
stability of the tissue-mineral complex. 14 In sum, the implant surface 
exposed to cells is a composite bioactive surface resulting partly from the 
chemical and structural characteristics of the underlying implant and partly 
from the composition and thickness of the acquired biofilm. 

Tissue damage, for example, resulting from implant surgery, rapidly 
(within minutes to hours) attracts cells to limit the damage and start the 
wound healing and repair processes. The cells attracted to the implant sur- 
face are not blind. They "see" the surface and each other by probing the 
surroundings with a complex mixture of cell surface structures commonly 
known as receptors and ligands that mediate cell adhesion, cell signaling, 
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FIGURE 15.4 

When an implant is placed into living bone, ensuing events have profound effects on how the 
implanted structure is integrated in the recipient tissue. Biological strategies are used for 
influencing these events to improve wound healing and bone formation and subsequently 
improve the integration of the implant in bone. The impact of the biostrategy is greatest in the 
very beginning of the healing process when biomolecules can be used to engineer biofilm 
formation or signal specific cells to colonize the implant surface and differentiate into bone- 
forming cells. Biostrategies become less effective when introduced later in the healing process. 
After ECM biomineralization commences, little can be added to the process. To improve the 
clinical outcome of implant treatment using biomolecules, they must be present at the surface 
from the start, and aim at patterning and/ or promoting important cellular processes at the 
implant-tissue interface during early healing phases. 

and communication. 15 Receptors and ligands are protein molecules that fit 
one another much like a lock and a key. Receptors are typically transmem- 
brane proteins. The central part of the molecule is confined to the lipid bilayer 
of the cell membrane; the remainder extends beyond the membrane outside 
and inside of the cell. 

Ligands may be integral to the membranes of other cells, parts of the 
extracellular matrix or an implant surface structure, or they can simply 
diffuse freely in the medium outside the cell. The milieu outside the cell 
varies with location and condition, and is usually quite complex. It consists 
of insoluble proteins and glycosaminoglycans that together form a matrix, 
a variety of different cell types, and several water-soluble molecules like 
ions, organic compounds, and peptides. 

The cell surface-extracellular milieu interactions are analogous to a com- 
pound cellular Velcro™. Cells attach to the matrix, to structures on the 
implant surface, and to each other to form the structure of a tissue. The 
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ligands presented by the milieu provide an address code for a cell to adhere 
to or migrate from or an epigenetic signal for a certain cell to proliferate, 
grow, differentiate, undergo structural alterations, or die. The signals from 
a ligated receptor may be transmitted directly to the nucleus to activate or 
inactivate gene transcription or mRNA translation, or the signal may activate 
cellular kinases that can affect a wide range of cellular processes including 
more secretion of growth factors and matrix molecules that can replenish 
the extracellular ligand stocks and reinforce the ongoing signal cascade. 

Alternatively, a receptor ligated to the extracellular matrix may provide a 
direct link to the internal cytoskeleton that, much like the skeleton of an 
organism, provides structural integrity and dictates migratory behavior and 
shape of the cell. This is the case for some integrin receptors that connect 
the extracellular matrix protein fibronectin to the intracellular molecules talin 
and vinculin that, in turn, latch onto actin, a major cytoskeleton component. 15 
In this way, an integrin receptor binding to the extracellular matrix or to a 
fibronectin-coated implant can directly affect the shape and internal structure 
of the attached cell. Integrins have also been suggested to play important 
roles when cells adhere directly onto metals like titanium, and it has been 
shown that the nature of a metal alloy can influence the expression pattern 
of the involved integrins. 16 

In a third scenario, ligands presented on the surface of one cell recruit a 
second cell type into the tissue. This type of recruitment is the basis for the 
immune system to function, and is the way lymphocytes are recruited from 
the circulatory system to initiate wound healing and repair processes, includ- 
ing osseous healing around implants. 

Each type of cell has its own unique pattern and combinations of surface 
recognition molecules, and is genetically preprogrammed to launch 
responses when certain surface structures are encountered. In addition, 
many different families of receptors are present on the surface of a single 
cell, and a large variety of ligands are displayed in the extracellular milieu. 
In fact, several extracellular matrix proteins contain multiple domains that 
make up a set of different ligands for different cells or even different recep- 
tors on the same cell surface. Such ligand clustering serves to control overall 
receptor occupancy because the binding energy of a ligated matrix receptor 
increases in the presence of neighboring ligated receptors. This gives rise to 
a strong ligand distribution effect by which juxtaposition of substrate-immo- 
bilized matrix ligands leads to a nonlinear positive receptor response to 
increasing ligand density. 17 

This complexity in ligand presentation and the diversity of receptors on 
the cell surfaces make it difficult to pinpoint the individual roles of each 
ligand-receptor pair during intricate processes like wound healing and his- 
togenesis. The complexity also makes it difficult to improve biological per- 
formance of implants by using free-floating ligands like hormones or growth 
factors, that specifically target single receptors whose binding equilibria are 
little influenced by neighboring ligand-receptor complexes. On the other 
hand, the redundancy and synergy in the ligand-receptor system for sub- 
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strate immobilized ligands and surface recognition ensures robustness and 
stability to the process of osseous healing and repair. Thus, if properly 
utilized, a substrate-immobilized multidomain extracellular matrix protein, 
a synthetic biomimetic material, or a combination of such molecules could 
form the basis for new biomodified implant surfaces that take advantage of 
how the spatial distribution of ligands controls cell responses and initiates 
focal contact formation. 



15.3 Growth Factors and Extracellular Matrix Proteins 

Bone is formed by a series of complex events involving secretion and bio- 
mineralization of extracellular matrix proteins. The events are rigidly con- 
trolled and orchestrated by cells with specific functions to maintain the 
integrity of the bone. 9 The bone-forming cells grow, differentiate, and main- 
tain their levels of differentiation through a network of epigenetic signals 
from other cells and from the surrounding extracellular matrix. Growth 
factors (GFs) make up the predominant class of intercellular signal mole- 
cules. GFs are generally classified according to their ability to influence 
proliferation or differentiation or both. 

However, it is now well established that these effects are not constant for 
each GF, but vary with concentration, cell type, and developmental stage of 
the cells or tissues in question. 18 Moreover, most, if not all GFs act in concert 
to vary differentiation and proliferation of cells as part of interdependent 
morphogenetic networks. This allows each GF to exhibit multiple functions 
simply by up- or down-regulating the expression of additional GFs. 

A number of growth factors were tested for their effects on bone formation 
and implant osseointegration. 13 - 19 " 25 Of significant interest is the TGF-p super- 
family of polypeptide factors that can control both cell growth and differen- 
tiation, according to cell type and state of differentiation, 18 and directly affect 
expression of receptors involved in surface recognition and cellular attach- 
ment to titanium implants. 25 The TGF-(3 superfamily includes bone morpho- 
genetic proteins (BMPs), a subfamily of molecules directly involved in bone 
growth, morphogenesis, and maintenance. 26 

BMPs are multifunctional molecules that can promote ectopic bone forma- 
tion and modulate the expression and organization of osteoblastic cell pro- 
teins. BMP-2 treatment of osteoblastic cells has been shown to significantly 
affect the cytoskeletal and extracellular matrix organization, and promote 
cellular adhesion to titanium surfaces by increasing the expression of 
fibronectin and integrin receptor subunits with a subsequent rise in focal 
adhesion kinase (pl25FAK) activity. 19 There is little doubt that BMP signaling 
is required for proper bone wound healing and integration of implants in 
bone. The cellular origin of these osteoinductive signals after wounding of 
adult bone has only partly been elucidated. It has been shown that macroph- 
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ages arriving at the wound are capable of regulating and controlling osteoin- 
duction and osseous wound healing through expression of BMPs. 13 

The importance of growth factors in general and BMPs in particular for 
bone formation and repair can hardly be overestimated. Nevertheless, 
numerous attempts to use GFs for improving the osteogenic capacities of 
implanted biomaterials have failed to reach the clinic to date. The reason for 
this somewhat disappointing situation is most probably found in the intrinsic 
nature of these molecules. GFs are by nature free-floating, short-lived signals 
that initiate or modulate small incremental changes in cells as part of cascade 
reactions. The effects of the signals vary dramatically by cell type, stage, 
location, condition of surrounding tissues, and the presence of other GFs. 

Moreover, GFs are "temporal" signals that are not immobilized substrates 
for focal adhesion, nor are their cellular receptors designed for cell attach- 
ment. It should therefore not come as a surprise that application of a single 
GF does not provide a signal potent enough to significantly improve implant 
integration in bone. Consequently, to take full advantage of GFs, the problem 
must be attacked at a more fundamental level where one can trigger an 
orchestrated cascade of GF expression that provides a full-scale, local signal 
for cells to kick-start and maintain osteogenesis at a high level over a clini- 
cally significant time period. 

One possible route for triggering developmental-like cascades of GF 
expression for bone growth is to take advantage of the surface molecular 
recognition apparatus for extracellular matrix ligands discussed earlier. 
Because receptor binding of immobilized conglomerations of juxtaposed 
matrix ligands provides both a strong synergistic signal for GF expression 
and a focal adhesion site for cell attachment, the surface molecular recogni- 
tion apparatus is possibly one master switch by which GF expression cas- 
cades can be initiated and spatially regulated. Thus, incorporating into the 
implant surface the epigenetic signals that mimic the naturally occurring 
clustered ligands present in mineralizing extracellular matrices for cells to 
"see" would be a big leap toward the ideal osteoinductive implant. 

The extracellular matrix (ECM) molecules in mineralizing hard tissues are 
prominent components of the cell-signaling system. There is a definitive 
continuum between cells and the matrix, beginning with the membrane- 
bound receptors participating in surface recognition and attachment, other 
transmembrane molecules for cellular attachment (anchorage proteins and 
attachment factors), and molecules such as fibronectin and laminin that have 
attachment domains with affinities to both cells and structural elements such 
as collagens or even metal or mineral surfaces. 27 30 

Thus, the ECM molecules are directly connected to cell machinery, and 
subtle changes in surfaces or in the ECM can be sensed and acted upon by 
the attaching cells. Several classes of ECM molecules are known, including 
structural molecules, enzymes, proteoglycans, glycosaminoglycans, protease 
inhibitors, and blood clotting factors. Together these components make up a 
dynamic ECM that is constantly degraded and rebuilt in a balanced process 
that maintains tissue homeostasis and facilitates tissue repair and remodeling. 
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In mineralizing bone, most matrix molecules are produced by osteoblastic 
cells. Many of the structural ECM molecules in bone have arginine-glycine- 
aspartic acid (RGD) sequences where cells can attach via integrin receptors. 31 
Several of these molecules including fibronectin, osteonectin, vitronectin, 
laminin, collagens, osteopontin, bone sialoprotein, dentin sialoprotein, and 
thrombospondin have been tested for initiation of bone growth and main- 
tenance of bone integrity. 2432 36 Integrin receptor binding is believed to rep- 
resent the primary mechanism of the osteoblastic cell-ECM interactions that 
control cell morphology, proliferation, and differentiation. 37 However, recent 
studies suggest that RGD-containing molecules must work in concert with 
BMPs to be able to induce bone growth. Thus, bone induction by implanta- 
tion of RGD-containing matrices is observed mainly when BMPs are sup- 
plied concomitantly. It is defined spatially by the volume of the matrix and 
limited temporally to only the time when BMPs are present. 38 

Other matrix components that do not express an RGD motif are also directly 
involved in the formation of mineralized tissues. Heparan sulfate, a gly- 
cosaminoglycan, and lumican, a proteoglycan, are both closely associated to 
the differentiation of osteoblastic cells. 39 - 40 Other ECM molecules like members 
of the von Willebrand factor A-domain superfamily play important roles in 
cartilage and bone structure and function. 41 Matrix metalloproteinases 
(MMPs) and their corresponding inhibitors, the tissue inhibitors of metallo- 
proteinases (TIMPs), are important components of bone ECM. These proteins 
are directly responsible for the plasticity and integrity of the bone by provid- 
ing a system for controlled breakdown and remodeling of insoluble organic 
matrix components like collagens. Moreover, the MMPs provide secondary 
signals for bone cell differentiation and function and for angiogenesis during 
bone healing, simply by the release of soluble signaling peptides from the 
degrading matrix biomolecules. This release of breakdown products and 
matrix-bound GFs provides a strong feedback signal from the ECM to the 
bone cells, which in turn can react by adjusting the rate of bone formation or 
remodeling through altered expression and secretion of ECM components. 42,43 

It is evident that bone ECM is a biologically active entity containing mol- 
ecules that may represent breakthroughs in guided interfacial osteogenesis 
if added to an implant surface. 44 Such molecules, when used for recruiting 
the surface recognition apparatus and focal adhesion mechanisms for cell- 
surface interactions, could provide a viable route for biomimetic induction 
of GF cascades at the bone-implant interface that promote attachment, 
growth, and repair of hard tissues over a time period consonant with a 
favorable clinical outcome. 45 



15.4 Enamel Matrix Proteins for Bone Growth 

Teeth differ from most other skeletal tissues in that they form directly without 
a preceding, time-consuming cartilage intermediate. Teeth are also more 
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highly mineralized and more resistant to mechanical, chemical, and biolog- 
ical breakdown. Dental matrix proteins are potent inducers for biomineral- 
ization of extracellular matrices and bony tissues. 

Mammalian tooth enamel ECM proteins responsible for generating the 
hardest and most highly mineralized tissue known in nature best exemplify 
this property. Moreover, since teeth are direct descendants of the preverte- 
brate exoskeleton that preceded internal bones in evolution, the principal 
mechanism of action of dental matrix components probably underlies for- 
mation of most mineralized structures in the body. This assumption is further 
strengthened by recent observations that the major ECM proteins in devel- 
oping enamel can induce and maintain formation and mineralization of other 
skeletal hard tissues such as bone (Figures 14.5 and 14. 6), 4652 dentin, 46 ' 53 - 54 
root cementum, 5557 and cartilage. 58 

The potential for dental matrix proteins to trigger innate, dormant devel- 
opmental processes in adjacent hard tissues makes them ideal therapeutic 
agents for use with metal implants where direct formation of functional bone 
or bone-related tissues is required for a successful clinical outcome. In fact, 
several studies in animals have demonstrated that enamel ECM proteins are 
capable of enhancing bone formation around titanium implants. 5960 



15.4.1 Amelogenins 

Amelogenin proteins from immature enamel matrix have been successfully 
employed to restore functional periodontal ligament (PDL), cementum, and 
alveolar bone in patients with severe tooth attachment loss due to periodon- 
titis. 61 ' 62 The role of amelogenins in PDL formation is further underlined by 
their presence in initial cementum formation during normal development 
of tooth attachment. 55 ' 63 However, the details of the mechanisms by which 
amelogenins promote tissue regeneration are still not known. 

The amelogenins constitute a family of hydrophobic proteins derived from 
a single gene by alternative splicing and controlled post-secretory process- 
ing. The amelogenins are known to self-assemble into supramolecular aggre- 
gates that form an insoluble extracellular matrix 64 with high affinity for 
hydroxyapatite and collagens. 65 When applied to surfaces under physiolog- 
ical conditions, the amelogenins precipitate to form a hydrophobic ECM 
deposit similar in composition and structure to the lining present on the 
tooth root surface prior to cementum formation. 

Once in contact with biological systems, this amelogenin deposit has poten- 
tial for supporting and patterning surface interactions with cells and adjacent 
tissues. 63 65 So far amelogenins are the only devices on the market that have 
potential for actually triggering regenerative responses in PDL cells. If, as 
several observations suggest, 55 57 63 enamel matrix protein deposition directly 
precedes hard tissue development in the jaw, enamel matrix-to-cell interac- 
tion at pretreated implant surfaces could be used to restart dormant devel- 
opmental programs in progenitor cells for regeneration of bone. 
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FIGURE 15.5 

Histological slide showing regeneration of cementum, periodontal ligament, and alveolar bone 
using amelogenins extracted from immature pig enamel extracellular matrix in an experimental 
buccal defect in the permanent third upper premolar of a 3-year-old mini-pig. Amelogenins 
were obtained by acidic extraction and subsequent purification using a standardized method. 65 
Following removal of bone, PDL, and cementum, a notch was made in the root at the bottom 
of the defect. The denuded root surface was then treated with concentrated EDTA for 2 minutes 
and rinsed carefully with excess of saline. Amelogenins dissolved in polyglycol alginate (PGA) 
to a final concentration of 30 mg/ml were then applied on the root in surplus. The flap was 
repositioned and fixed with sutures. Eight weeks later the pig was sacrificed. The tooth was 
removed and block-fixed in 4% formaldehyde, decalcinated in 5% trifluoroacetic acid, sectioned, 
and stained with hematoxylin and eosin. A: in control teeth (contralaterals, split-mouth design) 
using the same procedure, with application of PGA without amelogenins, the treatment caused 
formation of a long junctional epithelium all the way down to the notch. No signs of new 
alveolar bone, cementum, or PDL were observed. B: in amelogenin-treated teeth, new cemen- 
tum, ligament (PDL), and alveolar bone (NB) are clearly visible. C: enlargement of B. Note new 
cementum on the root surface and the functional arrangement of the collagen bundles embed- 
ded in the new cementum attaching the tooth to the new alveolar bone. 
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FIGURE 15.6 

Collagen sponges implanted in skeletal muscles in the backs of rats. A: control collagen sponges 
5x5x5 mm wetted in PBS were implanted through small incisions into the muscles on the 
left sides of the spines. After 2 weeks, the implants were removed, fixed in 4% formaldehyde, 
and sectioned and stained with hematoxylin and eosin. No sign of hard tissue formation was 
observed in control implants. B: collagen sponges similar to those described in A were wetted 
in cold PBS containing 10 mg/ ml amelogenins 65 and implanted in contralateral positions to the 
sponges implanted in the control group. After excision and fixing, the implants were decalci- 
nated in 5% trifluoroacetic acid before sectioning and staining with hematoxylin and eosin and 
alcian blue. Note the new hard tissue forming in and around the collagen sponge. C: enlarge- 
ment of B showing tissue consisting of newly formed, immature bone and bone-forming cells. 

Such responses typically would involve sequential cascades of growth 
factors that act on the multitude of cells needed to completely reconstitute 
lost tissues or build new ones. This is in fact observed when amelogenins 
are added to cultures with human primary PDL cells. 66,67 These experiments 
have demonstrated that PDL cells increase their proliferation and metabo- 
lism in response to amelogenins, and start to express BSP, integrin receptors, 
and several GFs, including TGF-pl, interleukin 6 (IL-6), and PDGF-AB — 
all regarded as important mediators of bone healing and neogenesis. Pre- 
liminary studies on amelogenin coatings on titanium implants suggest that 
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FIGURE 15.7 

Pull-out experiment with coin-shaped titanium implants coated with amelogenins 65 and im- 
planted into the cortical bones of rabbit tibiae using a standardized, validated model for 
measuring bone attachment forces. 8 Negative controls (machined surface), positive controls 
(blasted surface, 180- to 220-|im particles), and test implants (coated with amelogenins in cold, 
sterile PBS, 10 mg/ml overnight and air-dried) were implanted using the method of Ronold et 
al. 8 After 7 weeks of observation, the rabbits were euthanized and the implants exposed. A 
specially designed jig was then applied to pull each implant loose, while measuring the force 
needed to detach the titanium coins from the bone. Each group contained 12 animals. Error 
bars are ±2 standard deviation. The force needed to detach the amelogenin-coated implants 
was significantly higher than required for both control groups (p = <0.005), demonstrating the 
potential benefit of applying extracellular matrix-derived biomolecules to implant surfaces for 
improving tissue-implant interface reactions. 

these proteins can improve biomineralization, and hence bone attachment, 
at the bone-implant interface (Figure 15.7). Amelogenins are thus not only 
promising candidates for ECM-induced bone regeneration, but also in bio- 
mimetic strategies for patterning of cell-implant interfaces to improve 
implant integration and attachment in bone. 



15.4.2 Amelin and Ameloblastin 

The amelin/ameloblastin protein family is also believed to play a central 
role in tooth formation and extracellular matrix (ECM) mineralization. The 
shorter amelin (40 kDa) and longer ameloblastin (55 kDa) are both expressed 
from one alternatively spliced gene (ambn). They were discovered in the 
inner enamel and epithelial root sheaths where they are involved in the 
control of amelogenesis and cementogenesis. 6 - 68 ' 70 72 

Later studies of amelin and ameloblastin function also demonstrated 
expression of ambn mRNA in mesenchymal cells of the dental papilla, pre- 
odontoblasts, and young odontoblasts at stages prior to onset of mantle 
dentine mineralization. 73 When the mantle dentin starts to mineralize, the 
expression of amelin in odontoblasts gradually fades away and translocates 
to the newly differentiated secretory ameloblasts. The cells of the epithelial 
root sheath and cells embedded in newly formed cellular cementum have 
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been shown to express amelin mRNA. 69,72 This ambn expression in the epi- 
thelial root sheath during apical growth of the tooth root also corresponds 
with the induction of adjacent odontoblasts and cementoblast differentiation 
with consequent formation of dentin and cementum. 7374 

The precise functions of the ambn gene products remain largely unknown. 
The abundant expression and wide distribution of ambn expression from 
cells in mineralizing dental tissues suggest that this gene is crucial to the 
formation of these structures. In the enamel, ambn expression is believed to 
participate in ameloblast-matrix interactions and the control of enamel archi- 
tecture by determination of the prism-interprism boundary. 75 In the mesen- 
chymal part of the developing tooth, ambn seems to be involved in cell 
signaling and differentiation during mantle dentine, root, and cementum 
formation. Consequently, based on the timing and location of expression, 
ambn expression may function in extracellular signaling during sequential 
and reciprocal developmental processes or act in the process of crystal nucle- 
ation in the dentine and enamel extra cellular matrices or both. 76 

In a recent study on the formation of a cementum-like tissue onto denuded 
enamel surfaces by dental follicular cells, it was noted that an excess of 
osteodentine-like tissue was formed in the dental papillae of experimental 
teeth. The reparative hard tissue formations were directly preceded by strong 
ambn expression and secretion of large amounts of amelin in the traumatized 
area. 53 55 This observation suggests that ambn expression is not only a devel- 
opmental signal, but is also part of the trauma-induced reparative process 
in mature hard tissue. This notion is further strengthened by other observa- 
tions indicating that ambn gene expression is intimately associated with the 
expression of the osteoblast differentiation factor cbfa-1, 76,78 that amelin and 
ameloblastin are present in mandibular bone, 77 and that amelin in fact can 
induce new bone formation in experimental defects (Figure 15.8). 

The observation that ambn expression is involved in cell signaling, cell 
differentiation, and cell-matrix interactions in several types of mineralized 
tissues is a strong indication that proteins and /or peptides based on the 
ambn sequence can be utilized for optimizing the implant-bone interface. 
Further studies on the possible involvement of ambn in bone healing and 
implant integration are thus justified and could provide yet another route 
to improve implant performance. 



15.5 Conclusion 

Even though titanium implants and joint prostheses have shown consider- 
able progress over the last three decades, they are not ideal. The "time to 
healing" and "time to loading" parameters are still considered unsatisfactory. 
Moreover, metal implants are still regarded as suboptimal devices with 
respect to their ability to interact with biological environments without caus- 
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FIGURE 15.8 

(See color insert.) Induction of new trabecular bone formation using the enamel extracellular 
matrix-derived protein amelin (ambn). Critical size bone defects in the form of round holes 2.5 
mm in diameter through the ramus of the lower jaws of adult rats (200 gr) were made using a 
low-speed drill and saline irrigation. Care was taken to remove the periosteum over the hole on 
both sides to ensure that defects healed by fibrous tissue filling and not by bone formation. After 
the procedure, a collagen sponge fitted to the size of the defect was used to fill the hole. The 
overlaying soft tissues were repositioned and the wounds were closed by sutures. After obser- 
vation for 2 weeks, the rats were sacrificed and the jaw segments containing the defects were 
removed en bloc, fixed in 4% formaldehyde, decalcinated in 5% trifluoroacetic acid, and sectioned 
and stained with hematoxylin and eosin. A: in control defects, the collagen sponges were wetted 
in sterile PBS prior to implantation. This treatment did not induce significant amounts of new 
bone, and only small amounts of bone growing from the margins out (lower left corner in 
micrograph) could be observed. These collagen sponges were mostly surrounded by dense, cell- 
poor, fibrous tissue, sometimes with signs of inflammatory cell infiltrate. The collagen sponges 
were easily observed in the centers of the defects. B: in experimental defects, the collagen sponges 
were wetted in a recombinant rat ambn-PBS solution (1 mg rAmbn/ ml PBS) immediately before 
implantation. Recombinant rat amelin was obtained by over-production in E. colF 3 and purifi- 
cation by affinity chromatography. A rapid formation of new trabecular bone was invariably 
observed, filling most of the volume of defects (OB = old bone, NB = new bone). C: enlargement 
of B. Note that new bone formed from the defect out, and not as appositional growth from the 
old bone margins. The new bone has the appearance of mature trabecular bone with marrow 
and normal anatomy. However, at this stage the new bone is not fusing with the old bone, 
suggesting that ambn has the potential to induce trabecular bone formation, at least in the jaw, 
and could be useful for induction of hard tissue formation around implants. 
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ing adverse reactions and failure. Current implants also lack biological prop- 
erties that stimulate integration and attachment in bone. If bone 
"regenerative" strategies are to be adopted in orthopedics and implant den- 
tistry, new methods for surface-mediated, direct bone induction will have 
to be developed. 

The rapidly progressing fields of biomedicine and tissue engineering have 
not yet devised alternatives to metal implants to restore functions in adult 
skeletal tissues. Thus, to further improve metal implant performance, strate- 
gies for making metal surfaces more osteoinductive must be designed. Add- 
ing bioactive surface layers to implants and prostheses could improve 
biocompatibility, osseointegration, and durability required for long-term 
function in the adult body. Of particular interest are biochemical methods for 
surface modification that aim at immobilizing biomolecules on the implant 
surface to induce specific cell and tissue responses. Recruiting GF-producing 
cells to the bone-implant interface using immobilized ECM proteins to pro- 
vide Velcro-like surfaces for focal attachment and surface molecular recogni- 
tion is one potential route to improve the osteogenic capacities of implants. 

Among bioactive ECM molecules, the enamel proteins are particularly 
attractive. These ancient molecules have been shown to induce and control 
formation of several hard tissues including bone. Moreover, amelogenin, the 
major enamel ECM protein, is already in clinical use for periodontal ligament 
and alveolar bone regeneration. If enamel ECM molecules or synthetic ana- 
logs can be immobilized on metal surfaces with their bioactivity intact, they 
should provide a viable biomimetic approach to improved fixation of metal 
implants in bone. 



References 

1. Yang, S. et al., The design of scaffolds for use in tissue engineering. II. Rapid 
prototyping techniques, Tissue Eng., 8, 1, 2002. 

2. de Bruijn, J.D. et al., Bone induction by implants with cultured bone marrow 
cells, Adv. Dent. Res., 13, 74, 1999. 

3. Cooper, L.R et al., Incipient analysis of mesenchymal stem cell-derived osteo- 
genesis, /. Dent. Res., 80, 314, 2001. 

4. Butler, D.L., Goldstein, S.A., and Guilak, E, Functional tissue engineering: the 
role of biomechanics, /. Biomech. Eng., 122, 570, 2000. 

5. Badylak, S.E et al., Marrow-derived cells populate scaffolds composed of xe- 
nogeneic extracellular matrix, Exp. Hematol., 29, 1310, 2001. 

6. Kyriakides, T.R. et al., Regulation of angiogenesis and matrix remodeling by 
localized, matrix-mediated antisense gene delivery, Mol. Ther., 3, 842, 2001. 

7. Abron, A. et al., Evaluation of a predictive model for implant surface topogra- 
phy effects on early osseointegration in the rat tibia model, /. Prosthet. Dent., 
85,40,2001. 

8. Ronold, H.J. and Ellingsen, J.E., Effect of micro-roughness produced by Ti0 2 
blasting: tensile testing of bone attachment by using coin-shaped implants, 
Biomaterials, 23, 4211, 2002. 



© 2003 by CRC Press LLC 



9. LeGeros, R.Z., Properties of osteoconductive biomaterials: calcium phosphates, 
Clin. Orthop., 395, 81, 2002. 

10. Hulshoff, J.E. et al., Interfacial phenomena: an in vitro study of the effect of 
calcium phosphate (CA-P) ceramic on bone formation, /. Biomed. Mater. Res., 
40, 464, 1998. 

11. Bucholz, R.W., Nonallograft osteoconductive bone graft substitutes, Clin. Or- 
thop., 395, 44, 2002. 

12. Lavos-Valereto, I.C. et al., In vitro and in vivo biocompatibility testing of Ti-6A1- 
7Nb alloy with and without plasma-sprayed hydroxyapatite coating, /. Biomed. 
Mater. Res., 58, 727, 2001. 

13. Champagne, CM. et al., Macrophage cell lines produce osteoinductive signals 
that include bone morphogenetic protein-2, Bone, 30, 26, 2002. 

14. Kim, Y.W. et al., Effects of organic matrix proteins on the interfacial structure 
at the bone-biocompatible nacre interface in vitro, Biomaterials, 23, 2089, 2002. 

15. Sampson, N.S., Mrksich, M., and Bertozzi, C.R., Surface molecular recognition, 
Proc. Natl. Acad. Sci. U.S.A., 98, 12870, 2001. 

16. Sinha, R.K. and Tuan, R.S., Regulation of human osteoblast integrin expression 
by orthopedic implant materials, Bone, 18, 451, 1996. 

17. Irvine, D.J. et al, Simulations of cell-surface integrin binding to nanoscale- 
clustered adhesion ligands, Biophys. }., 82, 120, 2002. 

18. Langille, R.M. Differentiation of craniofacial mesenchyme, in Bone: Differentia- 
tion and Morphogenesis, vol. 9, Hall, B.K., Ed., CRC Press, Boca Raton, FL, 1994. 

19. Shah, A.K. et al, Mechanism of BMP-2-stimulated adhesion of osteoblastic cells 
to titanium alloy, Biol. Cell, 91, 131, 1999. 

20. Stenport, V.F. et al., Systemically administered human growth hormone im- 
proves initial implant stability: an experimental study in the rabbit, Clin. Implant 
Dent. Relat. Res., 3, 135, 2001. 

21. Ferretti, C. and Ripamonti, U., Human segmental mandibular defects treated 
with naturally derived bone morphogenetic proteins, /. Craniofac. Surg., 13, 434, 
2002. 

22. Laato, M. et al., Interferon-gamma-induced inhibition of wound healing in vivo 
and in vitro, Ann. Chir. Gynaecol., 90, 215, 19, 2001. 

23. Doukas, J. et al., Matrix immobilization enhances the tissue repair activity of 
growth factor gene therapy vectors, Hum. Gene Ther., 12, 783, 2001. 

24. Salih, E. et al., Natural variation in the extent of phosphorylation of bone 
phosphoproteins as a function of in vivo new bone formation induced by 
demineralized bone matrix in soft tissue and bony environments, Biochem. ]., 
364, 465, 2002. 

25. Schierano, G. et al., In vitro effect of transforming growth factor-beta on adhe- 
sion molecule expression by human gingival fibroblasts cultured in the pres- 
ence of a titanium abutment, /. Periodontal., 72, 1658, 2001. 

26. Zhao, M. et al., Bone morphogenetic protein receptor signalling is necessary 
for normal murine postnatal bone formation, /. Cell Biol, 157, 1049, 2002. 

27. Groessner-Schreiber, B. and Tuan, R.S., Enhanced extracellular matrix produc- 
tion and mineralization by osteoblasts cultured on titanium surfaces in vitro, ]. 
Cell Sci, 101, 209, 1992. 

28. Derhami, K. et al., Quantifying the adherence of fibroblasts to titanium and its 
enhancement by substrate-attached material, /. Biomed. Mater. Res., 52, 315, 2000. 

29. Cook, S.D. et al., The effect of demineralized bone matrix gel on bone ingrowth 
and fixation of porous implants, /. Arthroplasty, 17, 402, 2002. 



© 2003 by CRC Press LLC 



30. Linez-Bataillon, P. et al., In vitro MC3T3 osteoblast adhesion with respect to 
surface roughness of Ti6A14V substrates, Biomol. Eng., 19, 133, 2002. 

31. Itoh, D. et al., Enhancement of osteogenesis on hydroxyapatite surface coated 
with synthetic peptide (EEEEEEEPRGDT) in vitro, J. Biomed. Mater. Res., 62, 292, 
2002. 

32. Grzesik, W.J. et al., Age-related changes in human proteoglycans structure: 
impact of osteogenesis imperfecta, /. Biol. Chem., 277, 43638, 2002. 

33. McKee, M.D. and Nanci, A., Osteopontin at mineralised tissue interfaces in 
bone, teeth and osseointegrated implants: ultrastructural distribution and im- 
plications for mineralised tissue formation, turnover and repair, Microsc. Res. 
Tech., 33, 141, 1996. 

34. Ferrara, D. et al., Three-dimensional cultures of normal human osteoblasts: 
proliferation and differentiation potential in vitro and upon ectopic implanta- 
tion in nude mice, Bone, 30, 718, 2002. 

35. Karsdal, M.A. et al., MMP-dependent activation of latent TGF-(3 controls the 
conversion of osteoblasts into osteocytes by blocking osteoblast apoptosis, /. 
Biol. Chem., 277, 44061, 2002. 

36. Gurevich, O. et al., Fibrin microbeads for isolating and growing bone marrow- 
derived progenitor cells capable of forming bone tissue, Tissue Eng., 8, 661, 2002. 

37. Stephansson, S.N., Byers, B.A., and Garcia, A.}., Enhanced expression of the 
osteoblastic phenotype on substrates that modulate fibronectin conformation 
and integrin receptor binding, Biomaterials, 23, 2527, 2002. 

38. Ebara, S. and Nakayama, K., Mechanism for the action of bone morphogenetic 
proteins and regulation of their activity, Spine, 27, 10, 2002. 

39. Chipperfield, H. et al., Heparan sulfates isolated from adult neural progenitor 
cells can direct phenotypic maturation, Int. J. Dev. Biol, 46, 661, 2002. 

40. Raouf, A. et al., Lumican is a major component of the bone matrix, Matrix Biol., 
21, 361, 2002. 

41. Fitzgerald, J., Tay-Ting, S., and Bateman, J.F, WARP is a new member of the 
von Willebrand factor A-domain superfamily of extracellular matrix proteins, 
FEBS Lett., 517, 61, 2002. 

42. Weiss, S. et al., Systemic regulation of distraction osteogenesis: a cascade of 
biochemical factors, /. Bone Miner. Res., 17, 1280, 2002. 

43. Wittrant, Y. et al., Osteoprotegrin differentially regulates protease expression 
in osteoclast cultures, Biochem. Biophys. Res. Commun., 293, 38, 2002. 

44. Letic-Gavrilovic, A., Scandurra, R., and Abe, K., Genetic potential of interfacial 
guided osteogenesis in implant devices, Dent. Mater. /., 19, 99, 2000. 

45. Puleo, D.A. and Nanci, A., Understanding and controlling the bone-implant 
interface, Biomaterials, 20, 2311, 1999. 

46. Veis, A. et al., Specific amelogenin gene splice products have signalling effects 
on cells in culture and in implants in vivo, J. Biol. Chem., 275, 41263, 2000. 

47. Boyan, B.D. et al., Porcine fetal enamel matrix derivative enhances bone for- 
mation induced by demineralised freeze dried bone allograft in vivo, }. Perio- 
dontal., 71, 1278, 2000. 

48. Sculean, A. et al., Healing of fenestration-type defects following treatment with 
guided tissue regeneration or enamel matrix proteins: an experimental study 
in monkeys, Clin. Oral Investig., 4, 50, 2000. 

49. Kawana, F. et al., Porcine enamel matrix derivative enhances trabecular bone 
regeneration during wound healing of injured rat femur, Anat. Rec., 264, 438, 
2001. 



© 2003 by CRC Press LLC 



50. Tonetti, M.S. et al., Enamel matrix proteins in the regenerative therapy of deep 
intrabony defects, /. Clin. Periodontal., 29, 317, 2002. 

51. Ohyama, M. et al., Effect of enamel matrix derivative on the differentiation of 
C2C12 cells, /. Periodontal., 73, 543, 2002. 

52. Rosen, P.S. and Reynolds, M.A., A retrospective case series comparing the use 
of demineralised freeze-dried bone allograft and freeze-dried bone allograft 
combined with enamel matrix derivative for the treatment of advanced osseous 
lesions, /. Periodontal., 73, 942, 2002. 

53. Spahr, A. et al., Expression of amelin and trauma-induced dentin formation, 
Clin. Oral Investig., 6, 51, 2002. 

54. Nakamura, Y. et al., The induction of reparative dentine by enamel proteins, 
Int. Endodont. }., 35, 407, 2002. 

55. Spahr, A. and Hammarstrom, L., Response of dental follicular cells to the 
exposure of denuded enamel matrix in rat molars, Eur. }. Oral Sci., 107, 360, 1999. 

56. Tokiyasu, Y. et al., Enamel factors regulate expression of genes associated with 
cementoblasts, /. Periodontal., 71, 1829, 2000. 

57. Hamamoto, Y. et al., Effects of distribution of the enamel matrix derivative 
Emdogain in the periodontal tissues of rat molars transplanted to the abdom- 
inal wall, Dent. Traumatol, 18, 12, 2002. 

58. Dean, D.D. et al, Effect of porcine fetal enamel matrix derivative on chondro- 
cyte proliferation, differentiation, and focal factor production is dependent on 
cell maturation state, Cells Tiss. Organs, 171, 117, 2002. 

59. Shimizu-Ishiura, M. et al., Effects of enamel matrix derivative to titanium 
implantation in rat femurs, /. Biomed. Mater. Res., 60, 269, 2002. 

60. Casati, M.Z. et al., Enamel matrix derivative and bone healing after guided 
bone regeneration in dehiscence-type defects around implants: a histomorpho- 
metric study in dogs, /. Periodontal, 73, 789, 2002. 

61. Hammarstrom, L., Heijl, L., and Gestrelius, S., Periodontal regeneration in a 
buccal dehiscence model in monkeys after application of enamel matrix pro- 
teins, /. Clin. Periodontal, 24, 669, 1997. 

62. Heijl, L. et al., Enamel matrix derivative (Emdogain®) in the treatment of 
intrabony periodontal defects, /. Clin. Periodontal, 24, 705, 1997. 

63. Hammarstrom, L., Enamel matrix, cementum development and regeneration, 
/. Clin. Periodontal, 24, 658, 1997. 

64. Fincham, A.G. et al., Self-assembly of a recombinant amelogenin protein gen- 
erates supramolecular structures, /. Struct. Biol, 112, 103, 1994. 

65. Gestrelius, S. et al., Formulation of enamel matrix derivative for surface coating: 
kinetics and cell colonization, /. Clin. Periodontal, 24, 678, 1997. 

66. Lyngstadaas, S.P. et al., Autocrine growth factors in human periodontal liga- 
ment cells cultured on enamel matrix derivative, /. Clin. Periodontal, 28, 181, 
2001. 

67. Suzuki, N. et al., Attachment of human periodontal ligament cells to enamel 
matrix-derived protein is mediated via interaction between BSP-like molecules 
and integrin alpha (v) beta-3, /. Periodontal, 72, 1520, 2001. 

68. Cerny, R. et al., A novel gene expressed in rat molars: codes for proteins with 
cell binding domains, /. Bone Miner. Res., 11, 883, 1996. 

69. Fong, CD., Slaby I., and Hammarstrom, L., Amelin: an enamel-related protein, 
transcribed in the cells of the epithelial root sheath, /. Bone Miner. Res., 11, 892, 
1996. 



© 2003 by CRC Press LLC 



70. Fong, CD. et al., Expression patterns of RNAs for amelin and amelogenin in 
developing rat molars and incisors, Adv. Dent. Res., 10, 195, 1996. 

71. Krebsbach, P.H. et al., Full-length sequence, localization, and chromosomal 
mapping of ameloblastin: a novel tooth-specific gene, /. Biol. Chem., 271, 4431, 
1996. 

72. Lee, S.K. et al, Ameloblastin expression in rat incisors and human tooth germs, 
Int. J. Dev. Biol, 40, 1141, 1996. 

73. Fong, CD. et al., Sequential expression of an amelin gene in mesenchymal and 
epithelial cells during odontogenesis in rats, Eur. }. Oral Sci., 106, 324, 1998. 

74. Bleicher, F. et al., Sequential expression of matrix protein genes in developing 
rat teeth, Matrix Biol, 18, 133, 1999. 

75. Brookes, S.J. et al., Amelin extracellular processing and aggregation during rat 
incisor amelogenesis, Arch. Oral Biol, 46, 201 2001. 

76. Dhamija, S. and Krebsbach, P.H., Role of Cbfal in ameloblast gene transcription, 
/. Biol. Chem., 276, 35159, 2001. 

77. Arana-Chavez, V.E. and Nanci, A., High-resolution immunocytochemistry of 
noncollagenous matrix proteins in rat mandibles processed with microwave 
irradiation, /. Histochem. Cytochem., 49, 1099, 2001. 

78. Zambotti, A. et al., Characterization of an osteoblast-specific enhancer element 
in the CBFA1 gene, /. Biol. Chem., 277, 41497, 2002. 



© 2003 by CRC Press LLC 



Section V 



Surface Chemistry, 
Biochemistry, and Molecules: 
How Do They Interact with 
Biological Environment? 



© 2003 by CRC Press LLC 



16 



How Surfaces Interact with the Biological 
Environment 



Pentti Tengvall 



CONTENTS 

16.1 Introduction 

16.2 The Biomaterial Interface 

16.3 Protein Adsorption 

16.4 Blood Plasma-Surface Interactions 

16.5 Immune System Recognition of Biomaterials 
16.5.1 Complement 

16.6 Cells at Interfaces 

16.7 Final Remarks 
References 



16.1 Introduction 

Virtually all implant surfaces that contact soft or hard tissues become rapidly 
coated with a 1- to 10-nm thick protein layer, most often from blood plasma. 
Such layers have different compositions, depending on the underlying chem- 
istry and topography, and they activate different homeostatic systems. Pro- 
teins or their surface-bound proteolytic degradation fragments also offer 
binding sites to cells, leading to the surface-cell communication necessary 
for the expression of cell morphology, proliferation, differentiation, and func- 
tion (see Table 16.1). 

Implants inserted into tissues for extended periods of time may be isolated 
from surrounding tissues by a 50- to 250-|im thick fibrous encapsulation. 
Poor revascularization is then observed 50 to 100 (im away from the surface. 1 3 
Few exceptions have been found to this phenomenon. In one study, 0.02- to 
8-iim pore size polytetrafluoroethylene (PTFE) filters were tested subcutane- 
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TABLE 16.1 



Major Functions and Known Cell Interactions of Selected Proteins Studied on Biomaterials 



Protein 



Major Function 



Cell Receptors 



Cell Types 



Serum albumin 

Fibrinogen (Fib) 
Fibronectin (FNT) 
Immunoglobulin G (Ig G) 
P-selectin 

High molecular weight 
kininogen (HMWK) 

Lysozyme 
a-Lactalbumin 
Ovalbumin 
a-Amylase 

Complement factor lq (Clq) 

Complement factor 3b (C3b) 

Complement factor 3dg/ 

three-dimensional (C3dg C3d) 
Complement factor 3bi (iC3b) 



Body transport and clearance protein; binds to 
certain cell surfaces (passivates); maintains 
osmotic balance 

Forms fibrin during blood coagulation 

Extracellular matrix protein that binds cells via 

RGD sequence 
Opsonizes nonself cell surface; activates 

complement 
Located on activated platelet surfaces and 

platelet-derived microparticles 
Component of intrinsic pathway of 

coagulation; binds to negatively charged 

surfaces 

Bactericidal activity in body secretions 

Part of lactose synthetase enzyme 

Major protein in egg white 

Found in saliva; cleaves starch, glycogen, and 

other polysaccharides 
Binds to IgG and IgM; initiates classical 

complement activation 



Key adsorbed complement protein, formed by 

cleavage of C3 to C3a and C3b 
Surface-bound complement peptide after 

proteolytic cleavage of C3b, opsonin 
Activates phagocytes 



gp30 and gp!8 



CDllb and c; CD41a; 

CD51; CD61 
CD49c, d, and e; 

CD41a; CD61 
Fc 

PSGL-1 



cClq-RI; Clq-Rq; 
gClq-R 



CR1(CD35) 



CR2(CD21) 



Endothelial; hepatocytes? 



Platelet; endothelial; myeloid, natural killer; 

osteoclast; tumor 
Platelet; B lymphocyte; monocyte; fibroblast; 

epithelial; keratinocyte; tumor 
PMN; macrophage 



Neutrophils 



B lymphocyte; T lymphocyte; monocyte/ 

macrophage; PMN; eosinophil; platelet; 

fibroblast; endothelial; epithelial; smooth 

muscle; mesengial 
Erythrocyte; phagocyte; B lymphocyte; T 

lymphocyte; eosonophil 
B lymphocyte; T lymphocyte 



CR3(CDllb, CD18) Phagocyte 
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ously (s.c.) in a rat model. After a year, increased vascularization was 
observed outside filters with 5-|im pores compared to outside 0.02-jim filters. 3 
In another study polydimethylsiloxane was implanted s.c. for 4 weeks in 
thrombospondin 2 (TSP2)-null mice. Increased vascularization but no thin- 
ning of the fibrous zone was observed in the implant near the fibrous tissue. 4 

The thickness of the fibrous capsule is believed to be closely connected to 
both surface topography and mechanical stress, although few conclusive 
studies have been conducted to correlate topograhical features to total cap- 
sule thicknesses. Recently, anodically oxidized titanium with oxide thickness 
of 600 to 1000 nm, pore size of 1.3 to 2.1 um 2 , and 12.7 to 24.4% porosity and 
reference chemically pure (c.p.) titanium implants with pore sizes of 17 to 
200 nm were implanted for 6 weeks in rabbits. Histomorphometrical analysis 
displayed more pronounced osteoconductivity at the anodically oxidized 
surface. 5 When polyurethanes based on 50/50 e-caprolactone/L-lactide with 
different porosities were implanted s.c. in rats up to 40 weeks, interconnected 
micropores of at least 30 |im enabled in-growth of well vascularized cellular 
connective tissue while smaller micropores became filled with predomi- 
nantly histiocytic tissue. 6 

In yet another study, the light microscopic thicknesses of the fibrous encap- 
sulations outside 0.2- to 30-um polypropylene filter sheets were determined 
after 1 week of s.c. implantation in rats. The thickest encapsulations (up to 
280 |im) were observed outside the filters with the smallest pores. 7 Improved 
but imperfect functional and biological integration between biomaterials and 
tissues has also been observed with bioactive materials such as Ca-mineral- 
and bioglass-coated surfaces. It is thus expected that a nonoptimal tissue 
response is a close-to-universal phenomenon unless a perfect match exists 
between the material and the surrounding pool of cells. The current hypoth- 
esis is that this can be achieved in principle only when an individual's own 
(stem) cells replace foreign materials and participate in the healing process, 
i.e., self replaces self in some way. 

In order to backtrace possible roots of the material-tissue mismatch, we 
must consider the organization of tissues, cell-foreign material differences, 
cell-cell interactions, cell-extracellular matrix interactions and composition, 
tissue healing and regeneration, inflammation, and hemostasis. The aim of 
this chapter is not to explain all these issues, but to highlight briefly the 
within-seconds-to-an-hour interactions between blood plasma and serum 
and biomaterials. We must admit, however, that after many years of 
research, no ascertained logical connection of materials, contact activation 
of humoral systems such as coagulation and complement, and tissue devel- 
opment has been made, simply because the required studies are complex, 
extend over long periods of time, and overlap pure cell biology — a research 
field presently in the midst of rapid progress. Despite the lack of funda- 
mental scientific basis, the underlying hypothesis is that early molecular 
events at surfaces during the wound healing process manifest in different 
functional integrations in terms of blood compatibility, fibrous encapsula- 
tion, neovascularization, and tissue quality. Aspects of prosthesis, interface 
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FIGURE 16.1 

Surface properties governing behavior of implanted material. 



topography, and mechanics are not further considered in this chapter. 
Instead, we highlight the impacts of chemistry on surface-protein and sur- 
face-soft tissue interactions. 



16.2 The Biomaterial Interface 

The outermost atomic layer of a general biomaterial interface at the moment 
of insertion is a combination of inorganic or organic oxides and hydroxides 
with low chemical reactivity and low solubility at physiological conditions. 
Different surfaces possess different basic water chemistries as represented 
by their elemental compositions and functionalities, such as -OH, -CH 3 , 
P0 4 , -NH 2 , -COOH, and -SiOH groups. This chemistry also gives rise to 
different free surface energies, water-retaining capacities, surface mobilities, 
etc. — properties that may or may not be important for blood and tissue 
responses. Figure 16.1 summarizes a few important surface chemical and 
physical properties believed to be relevant to in vivo behavior of biomaterials. 



16.3 Protein Adsorption 

Proteins in body fluids accumulate spontaneously at all surfaces sooner or 
later. A simplified adsorption model reveals that the main adsorption-pro- 
moting factor at constant pressure and temperature is the decrease in Gibbs 
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free energy (G) via increased system entropy (S) after, rather than before, 
adsorption. 8 The two main contributions to increased entropy are suggested 
to originate from partial dehydration of sorbent and adsorbent surfaces 
(more free water) and increased internal protein entropy (flexibility) after 
adsorption. Changes in system enthalpy (H = U + pV), including reaction 
enthalpy (U), pressure/ volume work (pV), and changes in system heat 
capacity (AC p ), are considered less important in this case. Thus, to summa- 
rize, adsorption is favored when AG = AH - TAS <0 (exothermic process). 

It is indicated in some cases in vitro that an adsorption-resisting energy 
barrier exists at surfaces with high water retention capacity and high mobility 
(i.e., a large radius of gyration, R), as demonstrated by low protein deposition 
onto charge-neutral polyethylene glycols (PEGs) or certain sugars such as 
dextran systems. In the human body, cell membranes, albumin-associating 
cell surfaces, and mucosas with high oligosaccharide contents behave in a 
similar manner. However, rigid artificial surfaces, such as oxide-covered met- 
als, ceramics, and polymers with low water-binding capacity, become protein- 
coated within a fraction of a second of exposure to blood plasma, for example. 

Experiments show that low energy (hydrophobic) surfaces deposit more 
proteins than high energy (hydrophilic) surfaces. 9 The reasons are not well 
investigated but believed to be coupled to lower water heat of adsorption 
on hydrophobic surfaces and increased unfolding of adsorbed proteins due 
to interactions between internal hydrophobic protein domains and the 
hydrophobic surface, leading to greater denaturation and increased internal 
protein entropy. Thus, the starting point for further analysis is a protein- 
coated biomaterial surface that interacts with surrounding cells, which in 
turn may react differently because of different receptor-protein interactions 
at different surfaces. This in turn is supposed to affect the early inflammatory 
process, and so forth; the scenario is shown in Figure 16.2. 



16.4 Blood Plasma-Surface Interactions 

Experience reveals that blood coagulation can be prevented at biologically 
active surfaces that mainly inhibit thrombin and factor Xa, such as certain 
heparin-coated vascular grafts, 10 but not at inert materials or those with low 
biological activity. The reason for this is simple in principle: the activation 
and limitation of the coagulation process are actively regulated and tightly 
controlled processes in concert with plasma proteins and platelets, including 
several procoagulant and anticoagulant activities regulated by the endothe- 
lial linings inside the vessels. 

Anticoagulant activities include the release of prostacyclin, thrombomod- 
ulin, heparin-like molecules, ecto-ADPase, t-PA, urokinase, 11 and nitric 
oxide. 12 Procoagulant activity is mediated by platelet-activating factor (PAF), 
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FIGURE 16.2 

Biomaterial-tissue interface. Different surfaces induce the production of different signal mole- 
cules e.g., via proteolytic activity; cells subsequently expose different membrane receptors and 
hence interact differently at surfaces with varying protein adsorption patterns and topography. 
(Source: Bjursten, L.M., Lund University, Sweden.) 

tissue factor, von Willebrand factor, t-PA inhibitor, and plasma coagulation 
factors. 11 In clinical practice, heparin, warfarin, hirudin, and their analogs 
are used to inhibit directly or indirectly the action of thrombin. Platelets and 
primary hemostasis are controlled through the administration of ASA, ticlo- 
pidine, 73Ef ab , integrelin, and MK-383. This listing is by no means complete 
and new interactions between components of the humoral and cellular sys- 
tems are continously discovered. However, attention in this chapter will 
focus on the interactions between solid nonactive materials and blood pro- 
teins, not on hemostasis. 

As indicated in the previous section, blood proteins deposit onto virtually 
all types of artificial surfaces including inorganics, and synthetic and natural 
polymers. Proteins from three humoral systems (the intrinsic pathway of 
coagulation, the common pathway of coagulation, and the complement sys- 
tem) are found frequently in adsorbed protein films. The complement system 
is discussed in Section 16.5.1. 

Titanium is an interesting material that activates the intrinsic pathway and 
is representative of negatively charged surfaces at physiological conditions. 13 
As shown in Figure 16.3, titanium deposits approximately 300 ng/cm 2 of 
plasma proteins. The identity of the absorbed plasma protein achieved by 
incubation of the plasma-coated surface in polyclonal antibody solution 
revealed that mainly fibrinogen, high molecular weight kininogen (HMWK), 
prekallikrein (PKK), coagulation factor-XII (F-XII), immunoglobulin (IgG), 
and complement factor-lq (C-lq) were adsorbed and antibody was accessible 
at the surface. Adsorbed fibrinogen took part in primary hemostasis via 
platelet glycoprotein GP-IIIa and -lib receptors inducing platelet spreading 
and activation 14 via primary hemostasis. HMWK, F-XII, and PKK marked 
the intrinsic pathway of coagulation (contact activation) — an activation that 
takes place at titanium surfaces and can also be visualized through studies 
of the generation of activated F-XII and formation of kallikrein from PKK 
(Figure 16.4). 
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FIGURE 16.3 

Ellipsometric in vitro measurements showing protein deposition to hydrophilic negatively 
charged titanium (pi ~4 to 6) after 10 minutes incubation in 67% heparin plasma at room 
conditions. The dilutions, antibody incubations, and rinsings were made in Hank's buffer. 
(Source: Kanagarazja, S. et al., Biomaterials, 17, 2225, 1996. With permission.) 




FIGURE 16.4 

Kallikrein formation by differently treated titanium surfaces. The samples were incubated for 
30 minutes in 10% citrated plasma at room conditions. Kallikrein formation in plasma was 
detected with a chromogenic substrate (S-2302, Chromogenix AB, Molndal, Sweden) at 405 nm. 
Hydrophilic silicon was the positive reference and hydrophobic silicon the negative reference. 
(Source: Walivaara, B. et al., Biomaterials, 15, 827 1994. With permission.) 

Aluminum, another well known biomaterial with point-of-zero charge (pzc 
or surface pi -8.5) is weakly positively charged under physiological condi- 
tions and displays a different ellipsometric plasma protein adsorption pattern 
when compared to titanium 15 (Figure 16.5). No anti-fibrinogen, anti-HMWK, 
antiF-XII, or anti-PKK bound onto its plasma protein layer; instead anti- 
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FIGURE 16.5 

Heparin plasma deposition to a hydrated aluminum surface at 37°C. Mainly anti-lipoprotein 
(a-LP) and anti-C3c bound onto the approximately 4- to 5-nm thick (300 ng/cm 2 ) plasma protein 
film. (Source: Tengvall, P. et al., Biomaterials, 19, 935, 1998. With permission.) 

lipoprotein (LP) and anti-C3 deposited to some degree. The significance of 
this difference for blood and tissue compatibility is presently not understood. 

When near-charge neutral alkane thiols with 2, 4, or 6 ethylene glycols 
organized in self-assembled monolayers (oligoethylene glycol-terminated 
SAMs) on gold were incubated in heparin plasma (Figure 16.6), large differ- 
ences in protein deposition were observed between the different surfaces 
and at room versus physiological temperatures. 16 At room temperature, least 
plasma adsorbed to EG 6 , and at physiological temperature onto EG 6 and 
methoxy surfaces. The interpretation of the adsorption data is that low 
charge and chemical inertness are not sufficient for the preparation of blood 
plasma-resistant surfaces; we need to add proper surface mobility and side 
chain density to the reaction. 

This aspect was demonstrated in a recent study in which a positively 
charged poly(L-lysine)-g-poly(ethylene glycol) (PLL-PEG) backbone was 
grafted with PEGs. 17 The PLL-PEG was adsorbed and held by coulombic 
interactions to negatively charged metal oxides and used in serum adsorp- 
tion experiments. 18 The empirical radius of gyration of the PEG chain was 
defined as R g = 0.181N 058 nm, where N = number of repeat units. For PEGs 
with molecular weights between 2 and 5 kDa, a calculation revealed 1.65 
nm <R g <2.82 nm. If the lateral distance between each PEG side chain is L, 
L/2R g represents the extent of surface packing. When L/2R g <l, the side 
chain radii of gyration overlap. The best protein suppression data were 
observed when L/2R g -0.5 in a study using PLL(20)-g(3.5)-PEG(2) and 
PLL(20)-g(5)-PEG(2) where the PLL backbone was 20 kDa, the PEG side 
chain 2 kDa, and g (3.5 or 5) indicated the lysine-mer/PEG side chain ratio 
(Figure 16.7). These polymers displayed a serum adsorption of less than 
3 ng/ cm 2 on Si 0 4 Ti 0 6 0 2 . 
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FIGURE 16.6 

In vitro deposition of 66% heparin plasma in veronal buffer to near charge-neutral SAMs on 
Au at 22°C or 37°C after 10 minutes of incubation. Reference surfaces: TOH = 16-mercapto- 
hexadecanol (HS-(CH 2 ) lf ,-OH); EG 3 OMe = methoxy terminated tri(ethylene glycol), (HS-(CH 2 ) U - 
0-(CH 2 -CH 2 -0) 3 -CH 3 ); EG 2/ EG 4/ and EG 6 = HS-(CH 2 ) 15 -CONH-(CH 2 -CH 2 -0) n -H; n = 2, 4, or 6. 
(Source: Benesch, J. et al., /. Biomat. Sci. Polymer Ed., 12, 581, 2001. With permission.) 
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FIGURE 16.7 

Serum adsorption onto PEGs with varying surface packing densities (L/2R g ). The least adsorp- 
tion was found during a partial radius of gyration overlap between the grafted PEG side chains, 
in this case, L/2R g -0.5. (Source: Kenausis, G.L. et al., /. Phys. Chem. B, 104, 3298, 2000. With 
permission.) 



© 2003 by CRC Press LLC 



This result is important and suggests that no solid rigid surface, regardless 
of charge or water retention, may be totally protein-resistant in human body 
fluids. In retrospect, it is no surprise because few rigid surfaces exist in 
mammalian tissues. 



16.5 Immune System Recognition of Biomaterials 

Immune reactions are commonly separated into innate and adapted 
responses. 18 The adaptive immune system remembers specific infectious 
agents and can prevent a later disease. The innate system does not change 
after repeated exposure to an allergen and is therefore less specific. The 
cellular part of response is mediated mainly by leukocytes (phagocytes and 
lymphocytes, auxiliary cells), and soluble response mediators are often rep- 
resented by immunoglobulins (IgGs) and the complement system. Other 
soluble components are cytokines and interferons. 18 An adapted immune 
response in an exaggerated or inappropriate form is termed hypersensitivity. 
In reality, the systems work in concert and in parallel to eradicate nonself 
organic materials such as bacteria and viruses that invade the body. 

In type I (IgE-mediated) humoral hypersensitivity response, soluble aller- 
gens bind to B lymphocytes that transform into IgE-secreting plasma cells 
and memory cells. IgE binds to Fc receptors on basophils and mast cells, 
thereby sensitizing them. Re-exposure to antigens causes them to degranu- 
late and start numerous actions. 18 The typical initiation time for response is 
2 to 30 minutes. 

Type II is an antibody-mediated hypersensitivity characterized by activa- 
tion of the complement system or cytotoxic cells that eliminate cells that 
display the antigen. The typical response time is 5 to 8 hours. 

Type III hypersensitivity is an immune complex-mediated reaction that 
causes local mast cell degranulation and recruitment of neutrophils. Typical 
rection times vary from 2 to 8 hours. 

Metallic implant sensitivity evolves within 1 to 3 days, and is generally 
associated with a type IV response. Type IV delayed hypersensitivity is cell 
(T-DTH)-mediated; previously sensitized activated T-DTH lymphocytes 
release cytokines that accumulate and activate macrophages. This type of 
hypersensitivity is most likely mediated by biomaterial degradation products 
that may form parts of haptens, leading to specific responses downstream. 19 

Without a doubt, the most severe immune response in which the comple- 
ment system of lymphokines and T (T helpei . and T killer ) cells work in a con- 
certed action is elicited by natural materials such as transplanted organs 
(grafts) expressing histocompatibility antigens different from those of the 
recipient. It is surprising and interesting to observe that the more distant 
the foreign body chemistry is, the fewer apparent signs we find of cell- 
mediated immune rejection. 
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On the contrary, in the case of end-stage renal disease (ESRD), patients 
subjected to chronic hemodialysis may show signs of immune suppression. 20 
Few reports to date indicate immune reactions against polymeric biomate- 
rials. 21 The exceptions are PMMA (bone cement) and silicone elastomers. 
However, type IV hypersensitivity has been reported for metallic biomate- 
rials such as Co, Cr, and Ni, 21 and questions have also been raised regarding 
the use of dental amalgams and gold. 

Reactions elicited by silicone mammary replacement materials have 
remained the focus of controversy and are by far the most studied immune 
responses elicited by biomaterials. Early reports dealing with silicone 
implant materials, especially polydimethylsiloxane, cited immune phenom- 
ena and immunogenicity. 22 ' 23 The immune functions of 40 individuals who 
underwent silicone breast augmentation for periods longer than 10 years 
were compared to those of 40 sex- and age-matched controls. 24 The study 
indicated abnormalities in the T helper/suppressor ratio, increased autoimmunity, 
and increased production of immune complexes. Test results from a blind 
study including serum from 111 patients with and without breast implants 
demonstrated statistically significant elevations of antisilicone antibodies 
compared with the unimplanted control group. 25 Silicone gels were, by virtue 
of adjuvant-like behavior, claimed to give rise to formation of autoantibodies 
to rat thyroglobulin and bovine collagen II. 26 However, other studies failed 
to find connections between immunological reactions and biomaterials. 

The diverging reactions reported for silicone breast implant materials may 
be explained partially by differencies in a genetic predisposition to react with 
the material. When 199 subjects were evaluated by HLA (human leucocyte 
antigen) typing, 68% of the symptomatic patients (n = 77), 35% of asymp- 
tomatic women with implants (n = 37), 52% of healthy female volunteers 
without implants (n = 54), and 65% of fibromyalgia patients without implants 
(n = 31) were HLA-DR53-positive, suggesting that symptomatic patients 
with implants share some genetic characteristics. 27 

In summary, the above results indicate that most implants are recognized 
as antigens due to the presence of surface-denatured proteins, but do not 
produce immune responses in the classical sense. Such surfaces interact 
normally with the complement system designed by nature to clear worn-out 
or denatured organic materials (e.g., bacteria, fungi, viruses, and proteins) 
from the system. To a nonimmunologist, the biomaterials inside the body 
resemble frustrated complement-mediated clearance processes. 

16.5.1 Complement 

The deposition of complement has been analyzed on few biomedical mate- 
rials. Interestingly, despite the lack of ascertained classical signs of immune 
response coupled to a massive leukocyte infiltration to or formation of anti- 
bodies against biomaterials, the complement system interacts with all types 
of surfaces that deposit appreciable amounts of partially denatured proteins. 
Surfaces that bind low amounts of proteins may be, for example, PEG- or 
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FIGURE 16.8 

(a) Serum deposition to titanium; (b) binding of anti-C3c to the serum layer; (c) binding of anti- 
Clq to the serum layer; and (d) binding of anti-IgG to the serum layer. The Ti surfaces were 
incubated in 100% native human serum at 37°C. Rinsing, polyclonal antibody dilutions (1 /50v/ 
v), and 30-minute incubations were done in Hank's buffer. Quantitations were made by in situ 
null ellipsometry. (Source: Walivaara, B. et al., /. Biomater. Sci. Polymer Ed., 8, 41, 1996. With 
permission.) 

polyethyleneoxid (PEO)-grafted materials, dextrans, and other charge-neu- 
tral water-retaining molecules with high surface mobilities. 

Titanium represents a rigid negatively charged surface, and showed tempo- 
rally increased binding of serum proteins in vitro 28 (Figure 16.8a). The protein 
layer bound with time-increasing amounts of polyclonal anti-C3c, indicating 
clearly that titanium is complement-opsonized after contact with blood serum 
(Figure 16.8b). Interestingly, after short serum incubations, anti-Clq and anti- 
IgG (Figures 16.8c and 16.8d) also bound to the protein film, suggesting that 
the activation took place via the classical pathway of complement. 29 However, 
if we compare the absolute deposited amounts of serum and antibodies with 
those of model activator surfaces such as IgG coatings, titanium appears to be 
a relatively weak complement activator. 

In similar experiments in which titanium was replaced by chromium, 
hydrated Cr bound even less serum and lower amounts of anti-C3c. When 
the surface cleaning was performed in ethanol, more serum and anti-C3c 
bound in. The result underlines again the importance of proper surface clean- 
ing procedure prior to the insertion of implants, in this case related to blood. 

In a similar fashion, hydrated aluminum exhibited increasing deposits of 
serum protein over time 15 (Figure 16.9a). The amounts were intermediate — 
between those of a low activator, immobilized HSA, and the positive refer- 
ence, immobilized IgG. 

In subsequent complement antibody incubations, increasing serum depo- 
sition was observed parallel with increased anti-C3c binding into the serum 
layer, indicating that complement also opsonized this surface (Figure 16.9b). 
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FIGURE 16.9 

(a) Serum protein deposition onto hydrated aluminum. The in situ ellipsometric amounts of 
serum increased slowly during 60 minutes of incubation in whole human serum. Rinsing was 
done in Hank's buffer, (b) Deposition of selected complement antibodies onto the surfaces 
shown in (a). Observe that the serum layer on aluminum bound anti-C3c but not antiproperdin. 
Anti-IgG and anti-Clq bound after very short serum incubations. (Source: Tengvall, P. et al., 
Biomaterials, 19, 935, 1998. With permission.) 



Experiments with Clq-depleted serum revealed that anti-C3c was deposited 
only after Clq reconstitution, suggesting a mild or rapid transient classical 
activation type of behavior. Further experiments with a dilution series of 
serum in Hank's buffer at a constant 1 -minute incubation displayed 
increased deposition of anti-Clq at 1:2 to 1:4 dilutions. This further under- 
lined the transient classical activation pattern. 

When the oligo(ethylene glycol) (OEG) surfaces shown in Figure 16.6 were 
incubated in serum (Figure 16.10a) and subsequently in polyclonal anti-C3c, 
antiproperdin, and anti-C3d (32 kDa, the final surface-bound degradation 
product of proteolytically cleaved surface-bound C3b), surprising observa- 
tions were made (Figure 16.10b): unexpectedly thick serum layers equalling 
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FIGURE 16.10 

(a) Serum deposition to closely packed oligo(ethylene glycol) self-assembled monolayers on 
gold after 30 minutes' incubation at 37°C in 67% serum in veronal buffer with 0.15 mM Ca 
added (VB ++ ). (b) Net binding of selected polyclonal complement antibodies onto the OEG 
surfaces shown in Figures 16.6 and 16.10a. Ellipsometric quantitations after incubations at 37°C 
in 1/50 (v/v) diluted antibody solutions in VB ++ -buffer for 30 minutes. Negative sign indicates 
loss of adsorbed mass upon antibody incubation. (Source: Benesch, J. et al., /. Biomat. Sci. Polymer 
Ed., 12, 581, 2001. With permission.) 

two to three monolayers bound to OEG surfaces, and more than twice the 
amount found on the reference EG 3 _methoxy surface. It appeared upon closer 
analysis that charge-neutral OEG surfaces bound large amounts of anti-C3c 
and anti-C3d, but surprisingly no antiproperdin. The current interpretation 
of the data is that complement becomes transiently activated (and down- 
regulated) also on self-assembled OEG surfaces, but the exposure of rela- 
tively closely packed charge-neutral layers is not sufficient to resist adsorp- 
tion and denaturation with a concomitant complement deposition. 

This also closes the loop for the search of blood plasma-resistant surfaces 
in some respects. It appears that in vitro protein and complement-resistant 
surfaces can be prepared through a proper combination of immobilized 
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charge-neutral moieties that possess certain radii of gyration (see Figure 
16.7). Thus, the key features seem to be PEG grafting density and its mobility 
at physiological conditions. 

In complement experiments, only the most typical activator surfaces, such 
as immobilized mercaptoglycerol, mercaptoethanol, IgG, and IgM, indicate 
the surface presence of stabilized C3 convertases as indicated through the 
surface binding of antiproperdin after serum or plasma incubation. Two 
explanations are most likely. In many cases, the probable explanation is the 
lack of true complement activation at the foreign surface via the early- 
appearing components of the cascade routes, and C3b likely binds to par- 
tially denatured adsorbed proteins via the constantly ongoing spontanous 
tick-over process to form reactive C3b*. During a short period of time (T 1/2 
-60 ms), C3b* exposes a reactive thiol ester that reacts with water or adsorbed 
protein nucleophilic groups. The formation of alternative C3 convertases 
(C3bBb and C3bBbP) progresses slowly and is constantly down-regulated 
by interactions of surface-bound C3b (or C3bBb) and the fluid phase C3bBb 
decay accelerator and cofactor for the cleavage of C3b, factor H, and the 
C3b-cleaving protease, factor-I. C3b is cleaved to form surface-bound C3dg 
and C3d. 

In the second scenario, surface-bound immune complexes in the shape of 
adsorbed Igs or complex carbohydrates trigger the classical and lectin path- 
ways of activation. This results in the formation of the classical pathway C3 
convertase (C4b2a), cleavage of C3, and again, surface-bound C3b particip- 
itates in the formation of alternative pathway C3 convertases. If nothing is 
present to control classical pathway activation, a heavy surface-induced 
activation will occur. In this case, the C4-binding protein (C4bp) may interact 
with factor I to cleave C4b, thereby degrading the convertases. However, 
this action is yet not proven to take place at artificial surfaces although the 
transient antibody detection of factor H has been observed on titanium and 
zirconium (Figure 16.11) and indicates a possible common regulation route, 
at least for negatively charged surfaces. 



16.6 Cells at Interfaces 

The first cells to appear on a biomaterial surface during blood contact 
(adsorption), coagulation, and fibrinolytic phases are blood cells, i.e., plate- 
lets, monocytes, and polymorphonuclear granulocytes followed by erythro- 
cytes. Platelets participitate very actively in the coagulation process via the 
primary hemostasis. Blood cells are trapped into the blood clot and fibro- 
blasts, macrophages, and other more specialized cells soon (hours to days) 
appear at the wound site. Within hours after the initial clotting and fibrin- 
olytic phases are triggered, wound healing proceeds gradually into the 
inflammatory process. 
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FIGURE 16.11 

Binding of antifactor-H to zirconium and titanium after 1-minute incubation in a normal serum 
dilution series in veronal buffer with Ca ++ added (VB ++ ). (Source: Tengvall, P. et al., /. Biomed. 
Mater. Res., 57, 285, 2001. With permission.) 

A close relationship exists between surface-bound partially denatured 
proteins or their remains at surfaces after proteolytic cleavage and a variety 
of membrane-bound cell receptors. See cell types, selected receptors, and 
their target proteins shown in Table 16.1. During the blood protein adsorp- 
tion phase and before blood clotting, within minutes, platelets and leuko- 
cytes bind onto a surface and participate in the regulation of inflammation 
and the subsequent wound healing and prosthesis integration processes via 
signal molecules such as eicosanoids, plasma and lysosomal proteases, 
platelet-activating factors, growth factors, vasoactive amines, NO, and oxy- 
gen metabolites. 

The current hypothesis is that the regulation of surface-close cells and 
tissues is disturbed by the presence of the biomaterial — a large mechanically 
rigid nonphagocytable immune complex that may lead to consequences such 
as chronic inflammation, nonspecific low degree immune challenge, down- 
regulation, and avascular fibrous encapsulation. 

What proof shows that cells behave differently near foreign body surfaces 
than they do in normal tissue? Extensive evidence indicates that foreign 
bodies become encapsulated or shielded within the body. Researchers are 
trying to determine why and how this proceeds throughout the healing 
process. One important previous observation is the so-called frustrated 
phagocytosis in which inflammatory cells recognize a nonself object (implant 
surface) too large to be engulfed by the cells. As a consequence, the inflam- 
matory cells seem to remain at the surface or in close vicinity, apparently 
with a shifted balance in comparison to sham site cells in the regulation of 
signal molecules, for as long as 24 hours 30 (Figure 16.12). 

Not only do the exudate cells display shifted metabolism. When surface- 
bound cells in the same study were exposed to Luminol, cells on hydrophilic 
surfaces produced significantly stronger chemiluminescence responses than 
the other surfaces (Figure 16.13). The results indicate clearly that very early 
disturbances in the wound healing process occur at implant sites and the 
response can be modulated by surface physicochemical properties. 
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FIGURE 16.12 

TNF-a generation by rat exudate cells ex vivo after 3 hours and 24 hours of subcutaous implan- 
tation of Au surfaces with and without self-assembled monolayers made of SHC 16 OH (hydro- 
philic) or SHC 15 CH 3 (hydrophobic). Similar generation trends were observed for IL-a and IL- 
p. (Source: Kalltorp, M. et al., Biomaterials, 20, 2123, 1999. With permission.) 
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FIGURE 16.13 

Luminol-enhanced chemiluminescence ex vivo of surface-located cells after 3 hours of subcu- 
tanous implantation in rats. (Source: Kalltorp, M. et al., Biomaterials, 20, 2123, 1999. With 
permission.) 



16.7 Final Remarks 

Experimental results and literature show clearly that blood plasma and other 
body fluids deposit proteins onto surfaces. The thickness of the more or less 
denatured protein film is at nanometer scale. Because of close proximity 
between proteins and surfaces, cascade reactions such as activation of the 
intrinsic pathway of coagulation and complement may take place, all 
depending on the underlying chemical and physical surface properties. The 
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control of the complement system remains a particular challenge for appli- 
cations of classical materials and for engineered living replacement materials. 
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17.1 Introduction 

Biomaterials can be defined as materials used to replace or reconstruct dam- 
aged tissues. With respect to bone-replacing biomaterials, osseointegration is 
the term used to describe an optimal biological interface between the mate- 
rial and the surrounding bone. 

Bone formation on an implanted material can be considered as the result 
of a series of separate stages, involving conditioning of the surface by serum 
adsorption, followed by cell attachment, proliferation, osteogenic differenti- 
ation, and eventually bone remodeling. 1 Among the factors influencing this 
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process, biomaterial surface characteristics play important roles. Therefore, 
knowledge of the precise effects of material surface characteristics is essential 
when designing bone implant materials. 

In this chapter, the bone-forming cells and the effects of calcium phosphate 
(CaP) ceramics on bone formation will be described. 



17.2 Osteogenic Lineage 

Bone serves a dual function, i.e., it provides support for the body and acts 
as a calcium reservoir. Bone is a very dynamic tissue; it is constantly broken 
down and rebuilt by specialized cells associated with the mineralized bone 
matrix and called osteoclasts and osteoblasts, respectively. Although they have 
different lineages, both cell types originate in the bone marrow. 

Two major cell systems are found within bone marrow: (1) the hemato- 
poietic lineage that gives rise to blood cells and osteoclasts and (2) the 
marrow stroma consisting of a heterogeneous population of cells containing 
marrow adipocytes, stromal fibroblasts and, near bone surfaces, osteoblasts 
and bone-lining cells. All these cell types are thought to be the progeny of 
a common stromal stem cell residing within the stromal compartment that 
would by definition be characterized as a cell that shows unlimited poten- 
tial for self-renewal and gives rise to committed progenitors of different 
cell lines. 2 - 3 

Little is known about mesenchymal stem cells (MSCs), largely because of 
the lack of known markers or distinctive morphological characteristics. MSC 
is often used to describe a population of adherent marrow cells with potential 
to differentiate along different lineages, called colony-forming unit fibroblasts 
(CFU-Fs), 4 based on the fact that colonies derived from single marrow cells 
will, with appropriate stimuli, differentiate into several cell types — an indi- 
cation of the multipotential natures of cells. However, the capacity for self- 
renewal has not yet been shown in culture, and therefore it is unclear whether 
CFU-Fs contain stem cells or consist of early uncommitted progenitors. 

Attempts to characterize CFU-Fs in ways other than functional assays have 
been made in the last few years. These studies led to the development of 
antibodies reacting with markers found on undifferentiated stromal cells. 
Expression of these markers is lost when the cells differentiate into the 
different stromal lineages. 5 - 6 Unfortunately, these markers are not specific for 
stromal cells and are also found in other tissues. 

The precise characteristics of stromal fibroblastic cells in vivo are also 
unclear. Stromal fibroblast cells express high levels of alkaline phosphatase 
in the primitive bone marrows of prenatal animals, where they provide 
reservoirs of precursors for prenatal osteogenesis. In the postnatal marrow, 
the cells generate hematopoietic microenvironment, support hematopoiesis, 
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and also show characteristics of preadipocytes. Thus, the cells are myelo- 
supportive elements within a multipotential milieu. 2 - 7 

With progression along the mesenchymal lineage, the precursors are 
thought to progressively lose the multipotential nature that eventually leads 
to the formation of committed progenitor cells. In vitro studies of bone 
marrow cells show the existence of a precursor that can differentiate into 
adipogenic and chondrogenic potential with increased cell doubling. 8 

Differentiation along the osteoblastic lineage has been described to proceed 
along a number of specific stages. These stages were described based on 
morphological features, requirements for inducers, and expression of mark- 
ers in vitro and in vivo. 

Committed osteoprogenitors are identified by functional assays of their 
capacity to form bone nodules in vitro. The cells show limited self-renewal 
and extensive capacities for proliferation. 910 Osteoprogenitor cells are rela- 
tively rare, forming less than 0.1% of the total marrow cell population. 11 In 
vitro studies indicate two types of osteoprogenitor cells. The immature type 
will undergo osteoblastic differentiation only in the presence of specific 
inducers, whereas the mature type will show spontaneous differentiation in 
the absence of this inducer. 12 

The osteoprogenitor stage is followed by the preosteoblast stage: cells that 
stain for alkaline phosphatase, but have not yet acquired many other char- 
acteristics of osteoblasts. Preosteoblasts still possess limited capacity for 
proliferation. The mature osteoblast is a postproliferative, strongly alkaline 
phosphatase-positive cell found at sites of active matrix production. 13 The 
osteoblast phenotype is further characterized by the synthesis of bone matrix 
proteins such as collagen-I, osteocalcin, bone sialoprotein, and osteopontin, 
and by the ability to mineralize this matrix. 



17.3 Cell-Substrate Adhesion 

Cells interact with implant materials through a layer of proteins adsorbed 
onto the material immediately upon implantation. The integrins comprise a 
large family of cellular adhesion receptors. Integrins are large transmem- 
brane glycoproteins consisting of heterodimers of two subunits, a and (3. 
The combination of the subunits determines ligand specificity. 14 

Integrins are found in specialized cell surface contact sites called focal 
adhesions or focal contacts. In these structures, integrins span membranes 
and interact with proteins on both sides of the membranes. The extracellular 
domain of the integrin heterodimer forms a ligand-binding site that recog- 
nizes specific sequences in extracellular matrix (ECM) proteins. Many inte- 
grins recognize several proteins, while many ECM proteins act as ligands 
for more than one integrin. This pattern of overlapping specificity is probably 
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due to the fact that most integrins recognize the arginine-glycine-aspartic 
acid (RGD) sequence found in many proteins. Several other more restricted 
recognition sites are also found. 1415 

The intracellular domain of the (3 subunit interacts with cytoskeletal pro- 
teins and signal transduction proteins. Ligand binding results in generation 
of intracellular signals that regulate cellular functions such as adhesion, 
spreading, proliferation, migration, differentiation, and apoptosis. 1617 

Integrins have been found on all cell types with the exception of erythro- 
cytes. Many studies into the expression of integrins on cells on the osteogenic 
lineage have been performed. They show that osteogenic cells express a wide 
variety of integrin subunits. 18 20 Many of these studies show different integrin 
expression patterns, probably due to the use of cells from different species 
or anatomical locations, cultured cells, or cells in vivo. Furthermore, integrin 
expression has been shown to change with lineage progression. 20 21 

Interactions of integrins with ECM molecules regulate many cellular func- 
tions in osteogenic cells. Interfering with the activity of integrins inhibits 
attachment of marrow stromal, human, or rat osteoblasts to a variety of ECM 
proteins. 19 - 22 Increases in proliferation and expression of osteopontin in osteo- 
blasts are both associated with cell attachment to ECM proteins via inte- 
grins. 23 Further, the expression of osteogenic differentiation markers, such 
as alkaline phosphatase expression, nodule formation, and mineralization, 
are all inhibited by blocking the activities of specific integrins. 22 - 24 

Since integrins mediate adhesion of cells and transduce signals from 
substrates into cells, it is possible that they also mediate the effects of surface 
characteristics on the cells. Initial interactions of osteogenic cells with dif- 
ferent materials may be regulated by different integrins. 25 Integrin expres- 
sion may be differentially regulated upon adhesion to surfaces with 
different material characteristics. 26 Finally, formation of focal contacts can 
be altered, depending on the surface characteristics of the materials to which 
the cells attach. 27 



17.4 Oral Implant Materials 

The success or failure of an oral implant is determined by many variables, 
including patient bone quality, surgical technique, mechanical loading, and 
material surface characteristics. 

An event that takes place almost immediately upon implantation of a 
material is the absorption of ions, proteins, lipids, minerals, and sugars from 
blood and tissue fluids. Cells from the osteogenic lineage attach, spread, 
proliferate, and differentiate, eventually resulting in bone formation on the 
implant. In the last step, osteoclasts are recruited and bone is remodeled. 1 

Many different biomaterials can be used for oral implants. These materials 
differ in characteristics such as surface composition, surface energy, surface 
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FIGURE 17.1 

Histological section showing intimate bone contact with a grit-blasted titanium implant surface. 
The implant was in place in a human patient about 6 years, and retrieved because of problems 
with the suprastructure. 

charge, surface structure, and surface roughness. Undifferentiated mesen- 
chymal cells are the first cells supposed to encounter the implant material. 
When an implant is placed into the bone bed, committed osteoprogenitors 
may also be found around the implant. 1 - 28 The ability of the cells to attach, 
migrate, proliferate, differentiate, and eventually form bone depends on the 
combination of surface characteristics of the implant material. 

Titanium is the most widely used material for oral implants due to its 
excellent biocompatibility. Titanium and its alloys are sometimes classified 
as bioinert, indicating that they do not induce severe inflammatory 
responses. Bone formation around titanium implants is called contact osteo- 
genesis. Bone is formed in close contact with the implant but is not attached 
to the implant. Titanium implants are frequently provided with micrometer 
scale surface roughness. Various in vivo studies show improved bone forma- 
tion to such surface-roughened implants 29,30 (Figure 17.1). A large number 
of in vitro studies show that increased surface roughness enhances attach- 
ment, proliferation, and expression of different markers in osteogenic 
cells. 3132 Other reports show no effect of increased surface roughness or 
indicate that it decreases cell function and bone formation. 33 - 34 

A titanium implant can also be provided with a coating layer made of 
calcium phosphate (CaP). This material is considered to be bioactive, mean- 
ing that it interacts with surrounding tissue to generate a chemical bond at 
the bone-implant interface, so-called bonding osteogenesis. 28 Many studies 
have shown good bone formation around CaP-coated implants, often better 
formation than around uncoated titanium implants. 29 ' 35,36 
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17.5 Osteocapacities of CP Ceramics 



Despite the fact that we have known about the beneficial effects of CaP 
ceramics on bone healing for more than 30 years, the underlying mechanism 
for this effect is still not clear. One hypothesis is that dissolution of ions 
from bone-bioactive ceramics followed by a precipitation reaction leads to 
the formation of a carbonated apatite layer. This new apatite layer resem- 
bling bone mineral then stimulates bone formation. 37 High calcium and 
phosphate concentrations may affect cellular activity directly 3839 However, 
it has been shown that in the presence of serum, dissolution-precipitation 
reactions around some ceramics are significantly hampered by the presence 
of the proteins adsorbed to the material. 40 In these materials, formation of 
carbonated apatite is only found in the presence of cells, suggesting cell- 
mediated mechanisms. 40 

A second explanation for the bioactivity of CaP is its high affinity for many 
proteins and growth factors that play roles in bone formation. 41 Initial attach- 
ment may be regulated differentially by CaP or titanium surfaces due to 
differential adsorption of proteins. For example, substrate surface composi- 
tion can directly influence the types or amounts of proteins adsorbed on the 
material immediately after implantation. 42 44 Surface composition can also 
affect protein conformation, which results in changes in the biological activ- 
ities of the proteins. 4546 

Direct comparison of CaP and titanium surfaces showed that CaP adsorbs 
a larger amount of protein from serum than titanium and also adsorbs 
proteins not found on titanium. 47 Since many of these proteins are involved 
in cell adhesion to materials, differences in adsorbed protein layers could 
explain the different biological effects of CaP and titanium surfaces. 

Unfortunately, a good comparison of the various bone-implant studies in 
which CaP ceramic is used is difficult to achieve. The investigated materials 
vary in composition, crystallinity, and method of manufacturing. Many 
aspects of a material are determined by production method. For example, 
variations in CaP composition can lead to different dissolution and precip- 
itation behaviors and can affect bone responses. 4048 Various techniques can 
provide a titanium oral implant with a CaP coating. 



17.6 Sputter Deposition of CaP Coatings 

Sputtering is the process by which atoms or molecules of a material under 
vacuum are ejected by bombardment of high-energy ions. The dislodged 
particles deposit on a substrate placed in a vacuum chamber. Techniques 
include diode, radiofrequent (RF) or direct current (DC), ion beam, and 
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reactive sputtering. However, a drawback inherent to all these techniques is 
that the deposition rate is low and the process is slow. These problems can 
be solved by using a magnetically enhanced variant of diode sputtering. 
Magnetron sputtering is a high rate vacuum coating technique for depositing 
a wide range of materials (including metals, alloys, and ceramics). 

Radiofrequency magnetron sputtering can be used to deposit thin films of 
hydroxyapatite on titanium substrate at a deposition rate of ~0.5 |im/hr and 
will produce film thicknesses of 0.5 to 10 \im. A deposited film will have a 
uniform and dense structure. Further, the coating shows a strong adhesion 
to the underlying substrate. Another advantage of the technique is that the 
Ca/P ratio and crystallinity of the deposited coating can be varied easily 49 50 
This means that RF magnetron sputtering is a very suitable technique to 
deposit standardized CaP coatings on titanium substrates. Since these coat- 
ings are very thin, they do not modify the microroughness of the titanium. 
Therefore, RF magnetron sputter deposition can provide greater understand- 
ing of the osteocapacites of CaP ceramics. 



17.7 Interface Physics of Sputtered CaP Coatings 

The interfacial reaction that occurs during the initial bone-bonding process 
is a complex phenomenon consisting of multiple sequential processes. One 
is the formation of a so-called biologically equivalent apatitic surface. 37 We 
know that remodelling of a CaP coating surface can influence both the final 
bone formation and bone-bonding behavior. It has been reported that all 
bioactive ceramics have in common a direct bone bonding that results in a 
strong bone-material interface, 38 and a relationship exists between resorption 
behavior and bioactivity of calcium phosphates. 

The use of an inorganic equivalent of human blood plasma or simulated 
body fluid (SBF) 5152 has been recommended as model system to reveal more 
about the physical properties of CaP ceramics in physiological environments. 

We must emphasize that when the precipitation and dissolution properties 
of a CaP coating are addressed, different physical processes should be dis- 
tinguished. First, the concentrations in the bulk of the solution will determine 
the equilibrium state of the system. Deviations from this state are the driving 
force for dissolution or precipitation of different CaP phases. Further, the 
diffusion and convection of species to and from the coating surface, the 
composition of the adsorption layer and its charge equilibrium, the activation 
to nucleate the different CaP phases, and the growing and maturing of other 
CaP phases will have effects. Evidently, the roles of the distinct processes 
are difficult to unravel, especially when additional parameters such as inhib- 
iting proteins or cells are present in the model system. 

In view of the above, we deposited 80-nm thick CaP coatings on silicone 
substrates using RF magnetron sputtering. Silicon was used to facilitate the 
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FIGURE 17.2 

Equivalent amounts of dissolved coating versus time for sputtered coatings immersed in SBFj 
and SBF 2 . 

application of ion beam techniques (Rutherford backscattering spectrometry 
= RBS; elastic recoil detection = ERD) for compositional analysis of the 
coatings. The produced coatings were found to be extremely smooth and 
showed very low specific areas. The deposited coatings were completely 
amorphous. To produce crystalline coatings, a heat treatment of 650°C was 
applied. It produced highly crystalline (defective) apatite coatings. 

A simulated body fluid (SBFj) was prepared from reagent grade salts 
according to Kokubo. 51,52 Another SBF with twice the Ca and P0 4 concen- 
trations (SBF 2 ) was used and gave rise to higher free energy for CaP precip- 
itation. Amorphous CaP coatings were immersed subsequently in SBFj and 
SBF 2 for different periods. Figure 17.2 shows a plot of total dissolved coating 
contents versus time. The calculated rates of dissolution were 5-10 -1 nm min 1 
and 8 • 10~ 2 nm min 1 for immersion in SBFj and SBF 2 , respectively. Ion beam 
analysis of the coatings revealed that they dissolved in a homogeneous and 
congruent fashion. Stirring experiments showed that dissolution in SBFj was 
diffusion limited. 

Immersion of annealed coatings in SBFj at 37°C up to 3 days revealed that 
the coatings did not degrade and no deposition of CaP occurred. Clearly, 
the activation barrier for CaP nucleation could not be overcome in SBFj. 
Immersion in SBF 2 resulted in the precipitation of CaP; uncoated immersed 
substrates (including Si, Si 3 N 4 , and A1 2 0 3 ) were found to be inert. At 20°C, 
the nucleation was preceded by an induction period of ~1 hour as shown in 
Figure 17.3. 

We calculated a growth rate of -1.2 nm min 1 for immersion at 37°C. No 
degradation of the coating was found after immersion. Scanning electron 
microscopy (SEM) showed the formation of plate-like clusters. After provid- 
ing the surface with nuclei, a continuous growth of CaP in SBFj or even in 
cell culture medium could be obtained. 
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FIGURE 17.3 

Equivalent amounts of dissolved coating versus time for sputtered coatings immersed in SBF 2 
at 20 and 37°C. 

These studies prove that the ability of a CaP coating surface to form a 
direct calcified layer is determined by the nucleation step. The temperature 
is critical for the presence and duration of induction time. After nuclei have 
been formed, growth is possible at much lower supersaturation. 



-1 r~ 



— i 1 1 



T = 20°C 



T = 37°C 



17.8 In Vitro Cell Behavior of Sputtered CaP Coatings 

Osteogenic cells have to be used to study the osteocapacity of sputtered CaP 
coatings in vitro. Various sources can be used to obtain the required cells and 
several protocols can be used to perform the studies. However, we noticed 
that seemingly irrelevant modifications in the cell culture protocol can have 
significant influence on the final observations. For example, we know that 
the expression of osteogenic markers is influenced by conditions such as 
culture medium, addition of growth factors, and serum used. 53 " 55 

Culture of human osteoblasts in medium containing a defined serum 
substitute prevents dedifferentiation of cells upon subculture. 56 Also, cells 
derived from different strains of the same species may show large variations 
in growth and differentiation. A close relationship exists between hemato- 
poietic and osteogenic cells. 

In vitro, hematopoietic bone marrow cells have been shown to alter the 
expression of cytokines by human osteoblasts in culture. 57 In rat cultures, the 
number of bone nodules is increased when adherent bone marrow cells are 
cocultured with the nonadherent fraction 11 of human bone marrow containing 
cells that stimulate in vitro development of osteogenic precursors. 58 Coculture 
of the adherent fraction with the nonadherent fraction may directly affect the 
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differentiation potential of the osteogenic cells. In view of this, in vitro cell 
culture studies to evaluate the influence of implant material surface properties 
on the differentiation and growth of osteogenic cells must be designed accord- 
ing to an accurate and well established experimental protocol. In addition, 
to exclude cell source and culture condition effects as much as possible, 
experiments must be repeated several times in separate runs. 

In 1988, Maniatopoulos et al. 59 cultured bone marrow stromal cells from 
the femorae of adult rats. They supplemented the culture medium with 
ascorbic acid, (3-glycerophosphate, and dexamethasone. Subsequently, the 
stromal cells were observed to differentiate along the osteogenic lineage, as 
revealed by their ability to deposit collagen bundles and form mineralized 
nodules. Since then, the rat bone marrow (RBM) cells have been used in 
numerous studies to evaluate the osteogenic potential of CaP ceramics. 

For example, in a recent study of ter Brugge et al., 60 the effect of the 
crystallinity of sputtered CaP coatings on the proliferation and expression 
of osteogenic markers by RBM was investigated. It was hypothesized that 
crystallinity determines the dissolution characteristics of the deposited coat- 
ing, which in turn can influence its osteocapacity. Surface-roughened tita- 
nium was sputter-coated with CaP. The coatings had CaP ratios of 1.77 and 
were left as prepared or subjected to heat treatment. This generated coatings 
with different crystallinity levels ranging from amorphous to crystalline. 
Noncoated surface-roughened and machined titanium substrates were 
included as reference materials. 

RBM cells were cultured up to 16 days on various surfaces. Coated and 
uncoated substrates without cells were also incubated in culture medium in 
order to study the effects of material characteristics on dissolution and pre- 
cipitation phenomena. Low crystallinity CaP-coated substrates showed 
extensive dissolution and precipitation, whereas only limited dissolution 
was found for high crystalline coatings. Some CaP precipitation was found 
on the crystalline coatings and also on the titanium substrates. However, 
this precipitate was not stable and disappeared after longer culture periods. 

Cells on the crystalline coating showed the highest expression of the 
osteogenic differentiation marker osteocalcin and revealed highest amounts 
of calcification of cell cultures, followed by the titanium substrates (Figure 
17.4). The occurrence of calcification could be associated with the abundant 
deposition of collagen fibrils. In contrast, no proliferation or differentiation 
of RBM cells was seen on the amorphous coatings. Evidently, the high level 
of dissolution of the amorphous coatings inhibits RBM cell proliferation and 
differentiation. 

The biological relevance of the dissolution and precipitation process that 
occurs on CaP ceramics has been confirmed in other studies. Fourier trans- 
form infrared (FTIR) analysis of amorphous-crystalline sputtered CaP coat- 
ings showed that during incubation in culture medium, proteins also 
precipitate on the CaP surface. Proteins are known to fulfill important func- 
tions in the mineralization of tissues. They are suggested to be involved as 
nucleators or inhibitors of hydroxyapatite formation. 61 " 63 
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FIGURE 17.4 

Osteocalcin expression by rat bone marrow cells after 8 and 16 days of culture on machined 
(Ti-S), grit-blasted (Ti-R), and CaP sputter-coated (CaP-700) substrates. Expression was normal- 
ized for protein content. Values are mean ± standard deviation. 

The effects of interfacial dissolution and precipitation are also seen in 
transmission electron microscopic (TEM) studies of RBM cells cultured on 
sputtered CaP coatings. TEM examination reveals that at the substrate sur- 
face, two distinct layers representing the maintained part original coating 
and the additional precipitate can be discerned (Figure 17.5). This last layer 
is less dense. It is covered with an electron-dense (lamina limitans-like) line 
of approximately 500-nm thickness. Small needle-like foci of mineralization 
can be observed at this layer. 

To further elucidate how a CaP surface can control events such as differ- 
entiation, proliferation, and biosynthesis, the initial attachment and spread- 
ing behavior and the expression of specific cell-surface adhesion molecules 




FIGURE 17.5 

Transmission electron micrograph of rat bone marrow cells on a CaP sputter-coated substrate. 
The dense layer represents the original coating. An additional precipitate can be observed on 
top of the dense layer. An electron-dense line is visible between the cell and the precipitate. Bar 
= 1.3 urn. 
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(integrins) of RBM cells on sputtered CaP coatings can be investigated. RBM 
cells can be cultured on roughened titanium substrates provided with sput- 
tered crystalline CaP coatings. Again, noncoated machined and rough tita- 
nium can be included as reference materials. 

Measurements during the first 6 hours of incubation showed no difference 
in attachment of RBM cells to the various materials. Also, no differences 
were found in expression on the various materials. After 30, 60, 120, and 240 
minutes of incubation, RBM cells on all materials expressed ccl, a3, a5, a6, 
and (31 subunits. Expression of a2, a4, and (33 sub units was always absent 
or very low. Fluorescent staining of the actin cytoskeleton demonstrated that 
cells spread on all materials and reached larger sizes on smooth titanium 
than on rough materials. Morphologies of the cells on the materials differed. 
On smooth titanium, cells usually showed compact bodies with short cellular 
extensions. On rough materials, cells often showed elongated shapes with 
many thin cellular extensions. 

Although, these results appear not to corroborate other studies, 64,65 we 
must emphasize that comparison of the various studies is not as straightfor- 
ward as occasionally suggested. For example, the various studies differ in 
cell types used, cell seeding densities, and applied surface roughness or CaP 
ceramic. As mentioned in this section and in Section 17.5, these differences 
can have a tremendous effect on the final outcome of a study. 

Nevertheless, integrin expression seems not to be the major mode by which 
CaP ceramic affects bone response. Despite the limited relevance of integrin 
expression, integrin function and subsequent intracellular signalling can still 
be modulated. This suggestion is made by the observation that cell spreading 
is different for various substrates. Cell spreading is involved in the regulation 
of many cellular functions. Inhibition of spreading results in apoptosis and 
changes in cell spreading are associated with changes in cell proliferation, 
migration, and differentiation. 66 Spreading may be accompanied by devel- 
opment of mechanical tension by the cytoskeleton, which results in genera- 
tion of intracellular signals. 67 



17.9 In Vivo Bone Behavior of Sputtered CaP Coatings 

The effect of crystallinity on the final osteogenic capacity of sputtered CaP 
coatings has also been confirmed in animal studies. Subcutaneous implan- 
tation in rabbits of 0.1, 1.0, and 4.0-|im thick amorphous and crystalline CaP 
sputter-coated titanium discs revealed that the amorphous coatings were 
dissolved completely after 4 weeks of implantation. This contrasts with the 
crystalline coatings that were all still present at 4 weeks. 68 A similar obser- 
vation was made for CaP sputter-coated titanium discs implanted in more 
bone-related locations, i.e., subperiosteal in the tibiae of goats. 69 Again, crys- 
talline coatings were still present till 3 weeks after insertion. Further, FTIR 
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analysis showed that the coatings supported the deposition of additional 
carbonate apatite (C0 3 -AP). 

Besides these dissolution and degradation studies, various animal studies 
were performed to evaluate CaP sputter-coated implants. 3570 In these assays, 
different animal species and implant locations were used. The thickness of 
the deposited coatings varied from 0.1 to 4 \im. Also, in most studies the 
deposited sputter coatings were subjected to additional heat treatment to 
increase the crystallinity of the CaP films. Roughened noncoated implants 
usually were included as reference materials. Histological and histomorpho- 
metrical analyses of interfacial bone responses revealed that CaP-coated 
implants inserted in trabecular bones evoked more pronounced bone appo- 
sition. However, when the thickness of the deposited coating was less than 
0.5 (im, no beneficial influence on bone response was seen. This is probably 
due to low pH conditions during initial wound healing and can possibly 
result in early resorption of these thin coatings before any advantageous 
effect on bone response can be elicited. This theory is supported by a recent 
study of Koerten and van der Meulen, 71 who demonstrated that even the 
degradation of 100% crystalline CaP ceramics is pH-dependent with the 
strongest degradation at pH 4. 

The favorable histological response of sputtered CaP coatings has been 
confirmed by mechanical testing. Torque testing of noncoated and CaP sput- 
ter-coated rough titanium implants inserted into the trabecular bones of goats 
revealed, especially after short (up to 6 weeks) implantation periods, that the 
coated implants showed higher failure torques than noncoated implants. 72 

Additional information about the in vivo interfacial bone response to CaP 
ceramics can be obtained from ultrastructural studies using transmission 
electron microscopy (TEM). Unfortunately, technical problems in the prep- 
aration of ultrathin sections do not allow the use of sputtered CaP coatings 
in these studies. Therefore, knowledge must be derived from implant assays 
with bulk CaP ceramics. Nevertheless, the various reports reveal that bond- 
ing occurs between the CaP ceramic and surrounding bone as characterized 
by the presence of an electron-dense line that covers the CaP ceramic. 73 74 
This electron-dense layer shows strong resemblance to the lamina limitans 
surrounding osteocyte lacunae and canaliculi (approximately 20 nm) in nat- 
ural bone. The thickness of this layer cited in the various reports ranges from 
a submicron to a l-\im thick amorphous zone. This layer is supposed to 
consist of mineralized proteinaceous bone-like material adsorbed by the 
hydroxyapatite surface to which the collagen fibers are attached. 75 



17.10 Conclusion and Final Remarks 

The successful integration of oral implants into the jawbone can be envi- 
sioned as a race against time among the processes of wound healing, fibrosis, 
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and microbial invasion. The stake in this contest is to accomplish a harmo- 
nious interface between the implanted material and surrounding bone tissue 
as characterized by the development of natural tissue structures. Knowledge 
of the parameters that control the cascade of events involved in tissue 
response to materials is a prerequisite to becoming a winner. Insight in the 
ways material properties can stimulate osteoprogenitor cells into differen- 
tiation to bone cells and stimulate bone cells to more rapid bone formation 
is essential. 

Currently we know that CaP ceramic is a material that possesses intrinsic 
properties to favor realization of a harmonious interface. Although our 
knowledge of the osteogenic capacity of CaP ceramic has significantly 
increased during the last 10 years, the complete answers have still not been 
revealed. Therefore, on basis of available information only, a rudimentary 
hypothesis (as depicted in Figure 17.6) can be postulated about the bioactive 
bone behavior of CaP ceramics. The solution for this problem must be the 
product of even more intense cooperation between engineering and life 
sciences. An additional argument for the further establishment of such a 
relationship is that the major question in bone formation and biomaterial 
bioactivity is the unravelling of the influence of proteins in the nucleation 
and growth of apatite crystals — a topic positioned at the interface between 
physics and biology. Eventually, the further improvement of our understand- 
ing of bone cell response to specific materials will allow the manufacturing 
of tailor-made implants that generate predicted tissue responses. 




FIGURE 17.6 

Step 1: cell adhesion proteins, like fibronectin, that contain the Arg-Gly-Asp (RGD) sequence 
adhere preferentially to CaP ceramic. Step 2: attached osteogenic cells secrete inorganic cations 
into the extracellular space between cell membrane and CaP surface. This results in local 
supersaturation (submicron/nanoscale). Step 3: phosphorylated proteins (i.e., amino acids, like 
phosphoserine and aspartic acid) initiate HA growth on the ceramic surface. Step 4: osteogenic 
cells also secrete inorganic cations onto the surface of the cell sheet and a network of collagen 
fibers is deposited between cell layers. The collagen fibers show repetitive patterns of anionic 
groups. Apatite growth starts at the collagen bundles. Step 5: three layers can be observed. First 
is the ceramic surface; second is an apatite layer on top of the ceramic surface (bonding zone); 
third is bone, characterized by collagen bundles and a mineralized matrix. 
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18.1 Introduction 

Titanium is the most frequently used material for dental implants and its 
uses for orthopedic prostheses are continuously increasing. This extensive 
use is based on the properties of the material, including a combination of 
corrosion resistance and biocompatibility with satisfactory mechanical per- 
formance. Mechanical qualities including fracture resistance or resistance to 
permanent deformation under long-term dynamic stress are essential. These 
qualities combined with an elastic modulus that facilitates stress transfer to 
the bone tissue surrounding the implant material make the biomechanical 
properties of titanium suitable for use as a load-bearing biomaterial. 

Successful long-term stability of the biomaterial in bone tissue relies on 
several factors; among them is the important surface connection between 
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the implant and the bone tissue. This connection can be passive, with no 
binding between the surface and the tissue; it can be repelling, with estab 
lishment of an intermediate interface keeping the bone tissue apart from the 
implant surface; or a real contact or bond can be established between the 
surface and the living tissue. 

The surface structure, morphology, and chemical and biochemical properties 
of the biomaterial are important for establishing binding between the bone 
tissue and the biomaterial. An oxide film 3 to 7 ran thick instantly covers a 
titanium implant surface when exposed to oxygen in air. 14 The naturally formed 
oxide is often referred to as TiO z , but characterization of the film reveals different 
oxide states from the surface and into the metallic titanium. 5 1,1 The oxide growth 
is supposed to occur by oxygen diffusion through the existing oxide film toward 
the metal with a decreasing gradient in the oxygen concentration. Different 
oxidation states have been identified from the surface to the metallic titanium: 
TiO z , Ti 2 O s , and TiO. The environment influences the titanium oxide film and 
incorporation of both hydroxide and water are reported. 11 " 17 

The surface oxide layer of titanium is considered essential for the biolog- 
ical performance of this material and the following properties are thought 
to be important. The oxide should have low solubility, no toxicity, and only 
a small proportion of charged species in the hydrolysis product. The iso- 
electric point of the oxide should be 5 to 6, which makes it slightly negative 
at physiological pH. The dielectric constant should be similar to the dielectric 
constant of water. The interaction of charged species is therefore similar to 
that in water. 18 25 

The thickness of this naturally formed oxide film increases slowly over a 
prolonged period under stable conditions. The rate and thickness of oxide 
formation are influenced by several factors including temperature and humid- 
ity. These properties produce a surface that is passive in biological tissues and 
performs well clinically, particularly as dental implant material. 26 " 32 

By observing tissue response to implanted titanium with natural oxides, 
speculation centers on whether this natural surface has the best qualities 
that can be gained with titanium or whether it is possible to improve its 
biological properties. A number of methods have been introduced for mod- 
ification of the titanium oxide layer. Some of these are well elaborated and 
show promising results. 33 " 53 



18.2 Surface Modifications 
18.2.1 Electrochemical Oxidation 
18.2.1.1 Anodized Oxides 

Anodic oxidation makes it possible to control the build-up of the oxide layer 
by manipulating the different electrochemical parameters. The oxide thick- 
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ness, crystallinity, crystal structure, and porosity of the oxide film can be 
modified by changing the electrochemical conditions when performing 
anodic oxidation. 

By using 0.5% KOH solution as an electrolyte and increasing voltage from 
10 to 80 V, Ellingsen and Videm reported the formation of increasing thick- 
ness of the oxide film from 280 to 2240 A. 54 These surfaces produced different 
colors, reflecting the oxide thickness, but electrochemical oxidation on these 
relative low voltage levels did not change the surface morphology. The 
authors did not document improvements in the biological response as mea- 
sured by bone-to-implant attachment and histology. 

Larsson et al. used acetic acid as an electrolyte to investigate the effect of 
galvanostatic anodization of titanium implants and studied further the bio- 
logical effect of these implants in rabbits. 55 57 They performed the anodization 
by exposing the test specimens to 1M acetic acid electrolyte at room temper- 
ature and at 10 to 80 V. This treatment resulted in the formation of a 20- to 
200-nm thick oxide film on the implant surfaces, depending on the voltage 
and irrespective of whether the implant had a machined or electropolished 
surface. Anodization resulted in a build-up of the oxide film and as observed 
by atomic force microscopy, a difference between specimens treated with 10 
or 80 V was reported. By using the higher voltage, the group found a rougher 
appearance of the oxide layer and the surfaces also contained <2-jj.m diam- 
eter pits in the oxide layer. No main differences in the effects on bone healing 
could, however, be observed between the implants with thin or thicker oxide 
layers made by anodic oxidation. 

By increasing the anodic-forming voltage, major changes in thickness, 
morphology, and crystallinity of the oxide film can be observed. Anodization 
with acetic acid as an electrolyte with 100 V resulted in a 202-nm thick 
amorphous titanium oxide film and negligible changes in porosity. Sul et al. 
demonstrated that when the anodic-forming voltages were increased to 200, 
280, and 380 V, the oxide film thicknesses were increased to 608, 805, and 
998 nm, respectively. 58 

The formation of oxide film under these conditions showed additional 
effects that may have clinical consequences. The films formed at these voltage 
levels had increasingly more porous structures with crystallinity that 
changed from amorphous to anatase and further to a combination of anatase 
and rutile at the highest voltages. 

When devices with these characteristics were implanted into rabbit tibiae, 
a significant increase in bone-to-metal retention as measured by removal 
torque was recorded when compared to implants with turned surfaces or 
anodized at low voltage. 59 This significant increase in bone-to-metal retention 
can, however, be attributed to the increasing porosity of these implants, 
which was about 20% of the surface area. Porous implant surfaces are shown 
to have significantly improved retention due to bone growth into the pores 
and thus a mechanical fixation resistant to loads. 
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18.2.1.2 Effects of Surface Roughness 

Variation of the surface microstructure was reported to influence stress dis- 
tribution, retention of the implants in bone, and cell responses to the implant 
surface. The implants with rough surfaces improved bone response, with 
bone trabeculae growing in a perpendicular direction to the implant surface, 
an observation reported by several authors. Improved retention in bone was 
reported also after implantation of rough-surfaced implants. 60 63 

Roughness can be considered on macro-, micro-, or ultra-structural levels, 
and roughnesses on these different levels will probably exert different effects 
on the living tissues. Growth of bone into cavities or pores may result in 
mechanical interlocking of the material with bone, depending on the bone 
mass and the quality of the bone in the pores. 

The optimal pore size to obtain bone in-growth might differ for different 
materials. An optimal pore size for titanium alloy implants of 100 um was 
advocated by Breme et al. 64 When using titanium porous-coated screws of 
stainless steel with pore sizes of 10 to 40 um, increased removal torque 
values were reported. 65 Even if such small pores do not allow a total in- 
growth of bone, increased retention based on mechanical interlocking can 
be established. 

Surface roughness on a smaller scale was, however, found to be important 
for integration of bone with the implant surface. These findings indicate that 
other mechanisms, not purely based on mechanical interlocking, may deter- 
mine the reactions between bony tissue and biomaterials. In vitro 

tions of the cells, the matrix deposition, and the mineralization — effects 
that may be more important than retention due to bone in-growth. 66 68 Cells 
seem to be sensitive to microtopography and appear to be able to use the 
morphology of the material for orientation and migration, 69 " 71 

Cell maturation also affects the response to surface roughness. This is in 
agreement with earlier observations indicating that chondrocytes are 
affected differently by local factors such as vitamin D and transforming 
growth factor-p, depending on the stages of cell maturation. 72 75 The differ- 
entiation of mesenchymal cells into fibroblasts, chondroblasts, or osteoblasts 
may therefore be influenced by the microtopography of the material. 

The distribution of cortical or cancellous bone and the level of loading to 
the implant are important parameters that influence identification of ideal 
surface roughness. An optimal surface roughness has, however, been pro- 
posed based on experimental studies. Through a systematic investigation of 
the effects of surface roughness of implants and responses in rabbit bone, 
Wennerberg and coworkers concluded that a surface roughness of Sa 1 .0 to 
1.5 um seemed to be optimal with regard to retention in bone and bone-to- 
implant contact as measured by histomorphometry. 76 79 

The roughness created by anodic oxidation with high voltages is in this 
range. The observation of an improved response of bone to implants with a 
surface roughness of Sa 1.0 to 1.5 um is also in accordance with observations 
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by von Recum and van Kooten. 80 These authors reported excellent tissue 
attachment without signs of inflammation when implanting filter mem- 
branes with pore sizes of 1 to 3 |J.m. 

Based on these studies, it seems that a maximum level of biological advan- 
tage of increasing roughness on a micrometer scale is between 1.0 and 1.5 
\im. This observation corresponds well with observations in in vitro cell 
experiments that bone cells are rugofile and respond positively to such 
surfaces with increased matrix deposition and mineralization. One reason 
for this may be that the less rough surfaces to a certain extent stimulate the 
bony tissue through loading, and the tissue in return responds with increased 
bone growth. Another interpretation of these observations could be that the 
rather rough surfaces prepared by coarse particles are recognized as smooth 
surfaces by the relatively small rugofile bone cells, whereas the 25-|im par- 
ticles create a true rough surface identified by osteoblasts. 

18.2.1.3 Nanoscale Morphology 

Although microroughness seems to be an important characteristic for tissue 
response to biomaterials, observations also indicate a biological response to 
irregularities on the nanometer level. Via anodic oxidation at high voltages, 
the surface oxide changes from an amorphous noncrystalline state to a crys- 
talline oxide layer. The oxide crystallinity on the surface of an implant may 
stimulate the bone-forming cells to increased activity, but little information 
about this exists in the literature and more studies should be performed. 
This observation of increased roughness after anodization of titanium was 
in line with earlier transmission electron microscopy (TEM) studies demon- 
strating increased pore sizes with increased oxide thickness. 81 

Implants with this thick heterogeneous oxide seemed to produce a slightly 
improved response in bone, particularly in the first weeks after implantation. 
This difference could, however, not be observed after longer healing periods. 
This is in accordance with earlier observations by Ellingsen and Videm that 
did not show a significant correlation between oxide thickness on titanium 
implants and bony responses. 54 The latter observation was measured by 
push-out experiments and histomorphometry after 8-week healing of tita- 
nium implants in rabbits. The authors argued that the outermost molecular 
layers of the biomaterial are the important parameters for bone response, 
determined by the surface chemistry exposed to the tissue. Morphological 
changes on a nanometer level may introduce additional effects to the tissue 
response, which in turn can further improve bone healing. 

18.2.1.4 Ion Implantation of Oxide 

The build-up of oxide film during anodization can also be influenced by 
ions in the electrolyte. Ishizawa et al. combined anodic oxidation of titanium 
at 350 V in an electrolytic solution containing sodium (3-glycerophosphate 
and calcium acetate and hydrothermal treatment in high-pressure steam at 
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300°C. 82 84 A 1- to 2-mm thick layer of hydroxyapatite (HA) was formed on 
top of a 5-mm thick layer of Ca and P rich titanium oxide. The group 
observed significantly increased push-out shear strength compared with 
spark-anodized implants with Ca- and P-containing oxides. They also 
reported that the spark-anodized, hydrothermal-treated implants had high 
osteoconductivity on the level of plasma-sprayed HA implants. 

Introducing Ca or P into the electrolyte solution will incorporate these ions 
into the oxide layer formed during anodic oxidation and may thus influence 
biological reactions following implantation. This was presented recently by 
Sul and coworkers who produced oxide films on titanium implants by anodic 
oxidation with sulfuric acid or phosphoric acid as an electrolyte. 85 These 
oxide layers had porous structures with numbers of craters. In one animal 
study implants with such surfaces had increased bone-to-metal contact as 
measured by histomorphometry. The S-containing implant also had 
increased removal torque. This effect may be due to the changed chemistry 
of the oxide layer, but may as well be due to the changed surface morphology 
of these implants as expressed by increased porosity. 

Calcium ions can also be incorporated into the oxide layers of titanium 
implants by ion implantation. With an ion-beam current density of 50 |JA/ 
cm 2 and an acceleration energy of 18 KeV, Hanawa made titanium implants 
with surfaces characterized as complex oxides of calcium and titanium: 
CaTi0 3 with a surface oxide thickness of 10 nm. 86 After implanting these 
materials into rat tibiae for 2, 8, and 18 days using tetracycline and calcein 
markers, the authors reported more new bone formation around these 
implants compared with untreated implants as early as 2 days post-op. They 
concluded that the Ca ion-implanted surfaces were superior to pure titanium 
with respect to bone conduction. They did not discuss the influences of 
differences in surface morphology on bone responses. 

By exposing titanium oxide to calcium phosphate solutions, Ca can be 
incorporated into the oxide layers of titanium implants. This technique was 
reported by Takamura in a study comparing this technique with titanium 
oxide- and Ca-implanted Ti implants in the mandibles of beagles. 87 New 
bone formation started after 1 week on the surfaces of the old cortex bones 
of all groups. At 2 weeks, newly formed bone was in contact with all test 
implants. Ca ion implantation into the oxide layer was suggested as an 
alternative technique to thicker layers as is common with hydroxyapatite 
coatings. The problems such as delamination and biodegradation experi- 
enced with thicker coatings should not occur with ion implantation. 

18.2.2 Fluoride-Modified Oxide 

Most effort has focused on modification with or implantation of Ca, P, and 
even O ions into the titanium oxide layer. These ions were chosen because 
they are natural parts of the apatite structure in bone. Their incorporation 
into the titanium oxide film will thus make the film more similar to the bone. 
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An incorporation of these ions into the titanium oxide film will, however, 
not necessarily result in osteoconduction and a faster and better integration 
of the implant and the bone structure. 

Modification or treatment with other ions may be more potent either 
through a stimulation effect by the ion or through structural changes in the 
surface caused by the ion. One very promising candidate for this purpose 
is the fluoride ion. The titanium oxide film can be modified with fluoride to 
produce improved biological response. 

Modification of the titanium oxide layer by fluoride at low concentrations 
causes only small structural changes of the surface. A mean reduction of the 
Sa value from 1.12 (0.24) to 0.91 (0.14) \xm was reported by Johansson et al. 
after analyzing the surfaces of Ti0 2 -blasted implants and similar implants 
with fluoride-modified surfaces. 88 The fluoride-modified blasted implants 
had slightly smoother surfaces compared with the blasted control implants. 
Generally, rougher surfaces at micrometer level have improved biological 
and physiochemical properties, but this slightly smoother surface has other 
properties important for a bone-implant interaction. One such property is 
the ability to react with or adsorb calcium and phosphate to the surface. 
High calcium-phosphate binding capacity may indicate an improved capac- 
ity to react with calcified tissues and thus create integration between the 
implant and bone. The capacity of binding with calcium and phosphate can 
be tested by exposing the implants to radioactive labeled 32P in a 
sodium phosphate buffer at pH 7.2. 

A significantly higher level of phosphate adsorbed to fluoride-modified 
titanium implants compared with pure titanium implants after 24 hours in 
such a test system. 89 These high 32 P levels on the surfaces of fluoride-modified 
implants demonstrated elevated nucleation activity. The ability to induce 
nucleation of calcium-phosphate on the implant surfaces can also be 
explored in a saturated calcium-phosphate buffer at 37°C. By monitoring 
the Ca 2+ concentration in the solution after introducing the implants into the 
system, any changes in the stability of the system can be recorded. A drop 
in Ca 2+ concentration will indicate that nucleation takes place with formation 
of calcium-phosphate-containing precipitates on the implant surfaces. Pure 
titanium implants do not induce precipitation in such a system, even if the 
surface is blasted by Ti0 2 particles to produce a rough surface structure. 

After fluoride-modified implants were added to such a system, the con- 
centration of calcium in the solution dropped significantly over time. This 
indicated that a reaction occurred between the implant surface and the 
calcium and phosphate in the solution — a desirable reaction in a clinical 
situation. Scanning electron microscopy following this nucleation test iden- 
tified several precipitates on the test implant surfaces. Similar precipitates 
were not visible on the pure titanium implant surfaces. Calcium, phosphorus, 
and oxygen were identified in these precipitates, indicating that the precip- 
itates formed on the fluoride-modified surfaces contained calcium and phos- 
phate. The exact stoichiometry was not identified. 89 
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Much effort has focused on coating titanium implants with calcium and 
phosphate ions or ceramics with the intent of producing implants with 
surfaces that mimic nature. These surfaces should bind to calcium phos- 
phates in the body. Studies of fluoride-modified implants have shown that 
this surface treatment of titanium may be highly beneficial for allowing 
titanium implants to react with calcified tissues in the body. Whether the 
effect observed is due to a chemical reaction by incorporated fluoride 
ions in the titanium oxide layer or a reaction induced by structural changes 
is not known. Stimulation of physicochemical reactions such as the precip- 
itation of calcium phosphates may occur by still unknown processes. Much 
focus has been on the surface morphology on the micrometer level, while 
potent effects may occur due to modifications on the nanometer level. 

Similar beneficial effects of fluoride-modified implant surfaces observed 
have also been observed. Implants with this surface modifi- 
cation were installed in rabbit bone, and the bone reactions were studied 
with respect to the fixation of the implants to bone and histological analysis. 
Machined conical-shaped implants were implanted into the ulnae of chin- 
chilla rabbits and allowed to heal for 4 or 8 weeks. 90 Half of the implants 
had fluoride-modified surfaces and the other half had no modifications and 
served as controls. The fixation of implants to bones was investigated by a 
push-out technique and standardized equipment. After 4 and after 8 weeks, 
the implants with the fluoride-modified surfaces had higher retention to the 
bone than the control group. Scanning electron microscopy after the pull- 
out test showed that the test implants had large areas partly covered by bone 
still attached to the implant surface. This was not observed on the control 
implants. This finding may be explained by internal fracture of the bone 
during the extraction procedure due to a higher fixation between the implant 
and the bone than the internal strength of the bone. 

18.2.2.1 Experiments with Blasted Implant Surfaces 

The effect of fluoride modification of titanium surface oxide has also been 
studied with blasted implant surfaces. Due to roughness, higher retention 
in bone has been documented for blasted surfaces. It was therefore of interest 
to study whether an additional surface modification of the titanium implant 
could further increase bone-implant interaction. Bone responses to titanium- 
threaded implants with three different surface characteristics were investi- 
gated and compared: machined surfaces, blasted surfaces (Ti0 2 particles), 
and blasted surfaces (Ti0 2 particles) plus fluoride-modified oxide layers. The 
threaded implants were 4.5 mm in height and 3.5 mm in diameter. The 
threads had 60-degree angles and gradients of 0.6. The top of each implant 
had a hexagonal head that fit into a removal torque controller (Figure 18.1). 

Twenty-three implants were inserted into the tibial bones of chinchilla 
rabbits by a standardized technique that included drilling with burs of 
increasing size and cooling with sterile saline. The soft tissue was sutured 
in layers and the implants were allowed to heal for 60 days, after which the 
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FIGURE 18.1 

The titanium implant used in the rabbit study had a height of 4.5 mm and a diameter of 3.5 
mm. The threads had 60-degree angles and gradients of 0.6. The hexagonal top fitted into a 
removal torque controller. 

animals were euthanized. The implants were immediately exposed and the 
fixation in the bone was tested by a removal torque controller using a stan- 
dardized method. Increasing force was applied until the implants loosened, 
after which the torque was discontinued and the bone with the implant was 
processed for histological examination. 

The removal torque test revealed significant differences in the attachment 
among the three test groups (Figure 18.2). The machined implants had a 
mean removal torque value of 17.2 Ncm (standard deviation = 3.1), whereas 




FIGURE 18.2 

Mean removal torque values for titanium implants of different surface structure and chemistry 
recorded after a 60-day healing period in rabbit tibiae. Group A: machined titanium surface. 
Group B: titanium implant surface blasted with Ti0 2 particles. Group C: titanium implant 
surface blasted with Ti0 2 particles and a fluoride-modified surface oxide film. Implants with 
machined surfaces (A) showed significantly lower retention in bone compared with the two 
other test groups (p = <0.005). The implants with the blasted and fluoride-modified surface 
film (C) had significantly higher retention in bone compared with the implants with only blasted 
surfaces and similar microstructures (p = <0.005). Clear, fracture-like sounds were heard when 
9 of the 10 implants in the group were loosened at maximum torque value. 
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FIGURE 18.3 

Histological section showing bone in one thread of a machined surfaced implant (Group A) 
after the torque test demonstrating bone in close contact with the implant surface; in some 
areas, the bone separated from the implant surface (arrow). 

the blasted implants had an attachment of 56.0 Ncm (standard deviation = 
9.0) — significantly higher than the machined implants (p = <0.005). Even 
higher implant retentions were recorded for the blasted implants that had 
fluoride-modified surface oxide layers. The implants in this group had a 
mean retention of 69.5 Ncm (standard deviation = 10.5) — significantly 
higher than the blasted implants (p = <0.005). 

During measurement of the removal torques of the implants of the fluo- 
ride-modified blasted group, a distinct sound like breaking of bone was 
recorded for all implants except one in this group. Similar observations were 
not recorded during removal torque testing of the other groups. Histological 
examination of the bone (with implant) demonstrated marked differences of 
the groups. The bone had grown into a relative tight connection to the 
implant in the machined-and-turned surface group and the histological pic- 
ture was similar to previous reports on this type of surface (Figure 18.3). The 
blasted implants had tighter bone connections and fewer nonmineralized 
lacunae than observed in the machined group (Figure 18.4). The implants 
with blasted and fluoride-modified surface oxides showed a different histo- 
logical picture. The bone grew in tight contact with the implant surface, but 
bone growth could also be seen on the implant surface in the central part of 
the bone, an area that had no bone before the operation. As can be seen in 
Figure 18.5a, bone lined the surface of the implant in this area as well as the 
apical part of the implant (Figure 18.5b). 
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FIGURE 18.4 

Histological section showing bone in one thread of an implant with Ti0 2 -blasted surface (Group 
B) after the torque test. The bone follows the implant surface geometry, indicating a close bone- 
to-metal contact. The gap between the bone and the implant surface (arrow) was probably 
created during the torque test. 
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FIGURE 18.5 

Histological sections showing bone lining the surface of an implant with TiCyblasted and 
fluoride-modified surface oxide film. The bone also lines the apical part of the implant. 
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FIGURE 18.6 

Histological section of bone in a thread of a titanium implant with Ti0 2 - blasted and fluoride- 
modified surface oxide film after the torque test. A tight connection between the bone and 
implant surface can be observed in the valley of the thread. A fracture line can also be observed 
demonstrating that a bone had fractured during the removal torque test. This indicates that the 
binding between bone and the fluoride-modified test implant was higher than the recorded 
removal torque values. 

After a healing period of 60 days, new bone formation was observed 
extending from the cortical bone along the titanium implant surface. A lining 
of the implants with new bone in this area as observed on the implants that 
had blasted and fluoride-modified surfaces is, however, not a common obser- 
vation. The observation is a strong indication of improved bone response to 
these surfaces compared to bone responses to both the machined and blasted 
surfaces. 

Another interesting observation of the bone structure was found in the 
cortical region after the removal torque test of these implants. Normally, 
bone would have loosened from the implant surface during the removal 
torque test, but several fracture lines could be observed internally in the 
bone in the thread area of the blasted and fluoride-modified implants (Figure 
18.6). This observation can explain the distinct sound recorded when these 
implants came loose at high torque values during the test. The mean torque 
value of these implants was 69.5 Ncm, significantly higher than the torque 
values of the other groups. A fracture of bone during the removal torque 
test shows that the bone had a higher retention to the implant surface than 
the recorded torque value. 
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18.2.2.2 Clinical Perspectives 

From clinical perspectives in dental implantology and in orthopedic surgery, 
it is of great importance for a patient to have as short a postoperative period 
as possible and be able to use or load an implant shortly after the operation. 
It is also desirable to be able to place an implant into bone of nonoptimal 
quality because nonoptimal bone is often found in the posterior parts of 
the maxilla. 

The development of implants with rough surface structures has improved 
and widened the indications for implants because such implants have proven 
to allow better fixation and retention in bone as discussed previously. The 
observation that bone grows into firm contact with implants with fluoride- 
modified surfaces and that these implants have increased retention strongly 
indicates that fluoride-modified implants may further improve clinical 
results and change clinical protocols. Implants with this surface modification 
seem to reach a usually accepted level of retention and a higher bone-to- 
implant contact with shorter healing time than commonly used clinical 
implants with machined or blasted surfaces. 

18.2.2.3 Discussion 

The mechanism for this improved bone response may be dual. The fluoride 
modification may change the titanium oxide by incorporation of fluoride 
ions and thus lead to improved reaction with the calcified tissue. Fluoride 
has, at low concentrations, several beneficial effects in bone. Among these 
are increased incorporation of newly formed collagen into the bone matrix, 
increased rate of seeding of apatite crystals, increased trabecular bone den- 
sity, and stimulation of osteoprogenitor cell numbers . 91,92 It is also 
possible that the observed minor morphological differences between fluo- 
ride-modified surfaces and controls may have biological potential that is 
currently not identified. 

Much research has focused on the effect of surface morphology on the 
micrometer level. Apart from the effect of bone in-growth into the rough 
structure and subsequent bone interlocking, other mechanisms for this effect 
have not shown clinical significance. Morphological changes on the nanom- 
eter level may exert other effects on the living tissues that are currently not 
known. More focus will probably be given to this topic in the future and 
chemical modification and nanostructures may have potential to further 
improve the integration between biomaterials and biological tissues. 



References 

1. Lausmaa, J., Surface spectroscopic characterization of titanium implant mate- 
rials, /. Electron. Spectrosc. Relat. Phenom., 81, 343, 1996. 



© 2003 by CRC Press LLC 



2. Sittig, C. et al, Surface characterization of implant materials c.p. Ti, Ti-6AL- 
7Nb and Ti-6A1-4V with different pretreatments, /. Mater. Sci. Mater. Med., 10, 
35, 1999. 

3. McCafferty, E. and Wightman, J.P., An x-ray photoelectron spectroscopy sputter 
profile study of the native air-formed oxide film on titanium, Appl. Surf. Sci., 
14, 92, 1999. 

4. Poilleau, J. et al., Structure and composition of passive titanium oxide films, 
Mater. Sci. Eng., 47, 235, 1997. 

5. Fraker, A.C. et al., Surface preparation and corrosion behavior of titanium 
alloys for surgical implants, in Titanium Alloys in Surgical Implants, Luckey, H.A. 
and Kubli, R, Eds., Special Technical Publication 796, American Society for 
Testing & Materials, Philadelphia, 1983, p. 206. 

6. Carley, A.F. et al., The identification and characterization of mixed oxide states 
at oxidized titanium surfaces by analysis of x-ray photoelectron spectra, /. Chem. 
Soc. Faraday Trans. I, 83, 351, 1987. 

7. Healy, K.E. and Ducheyne, P., Hydration and preferential molecular adsorption 
on titanium in vitro, Biomaterials, 13, 553, 1992. 

8. Callen, B.W. et al., Nitric acid passivation of Ti-6AL-4V reduces thickness of 
surface oxide layer and increases trace element release, /. Biomed. Mater. Res., 
29, 279, 1995. 

9. Olefjord, I. and Hansson, S., Surface analysis of four dental implant systems, 
Int. J. Oral Maxillofac. Implants, 8, 32, 1993. 

10. Machnee, C.H. et al., Identification of oxide layers of commercially pure tita- 
nium in response to cleaning procedures, Int. }. Oral Maxillofac. Implants, 8, 529, 
1993. 

11. Bullock, E.L., Patthey, L., and Steinemann, S.G., Clean and hydroxylated rutile 
Ti0 2 (110) surfaces studied by x-ray photoelectron spectroscopy, Surf. Sci., 352, 
504, 1996. 

12. Boehm, H.P, Acidic and basic properties of hydroxylated metal oxide surfaces, 
Discuss. Faraday Soc, 52, 264, 1971. 

13. Stumm, W. and Sigg, L.M., Chemistry of the Solid Water Interface Processes at the 
Mineral Water and Particle Water Interface in Natural Systems, John Wiley & Sons, 
New York, 1992. 

14. Healy, K.E. and Ducheyne, P., Oxidation kinetics of titanium thin films in model 
physiological environments, /. Colloid. Interface Sci., 150, 404, 1992. 

15. Jobin, M. et al., Hydroxylation and crystallisation of electropolished titanium 
surface, Ultramicroscopy, 42, 637, 1992. 

16. Gold, J.M., Schmidt, M., and Steinemann, S.G., XPS study of amino acid ad- 
sorption to titanium surfaces, Helv. Phys. Acta, 62, 246, 1989. 

17. McCafferty, E. and Wightman, J.P, Determination of the concentration of sur- 
face hydroxyl groups on metal oxide films by a quantitative XPS method, Surf. 
Interface Anal, 26, 549, 1998. 

18. Tengvall, P. and Lundstrom, I., Physico-chemical considerations of titanium as 
a biomaterial, Clin. Mater., 9, 115, 1992. 

19. Steinemann, S.G, Corrosion of surgical implants: in vivo and in vitro tests, in 
Evaluations of Biomaterials, Winter, G.D., Leray, J.L., and de Groot, K., Eds., John 
Wiley & Sons, New York, 1980, p. 1. 

20. Williams, D.F., Electrochemical aspects of corrosion in the physiological envi- 
ronment, in Fundamental Aspects of Biocompatibility, Williams, D.E, Ed., CRC 
Press, Boca Raton, FL, 1981, p. 11. 



© 2003 by CRC Press LLC 



21. Steinemann, S.G. and Mausli, P.A., Titanium alloys for surgical implants: bio- 
compatibility from physiochemical principles, in Proceedings of the Sixth World 
Conference on Titanium, Societe Francaise de Metallurgie, Les Editions de Phy- 
sique, Les Ulis, Cannes, 1989, p. 535. 

22. Kovacs, P. and Davidson, J.A., Chemical and electrochemical aspects of the 
biocompatibility of titanium and its alloys, in Medical Applications of Titanium 
and its Alloys, Brown, S.A. and Lemon, J.E., Eds., American Society for Testing 
& Materials, West Conshohocken, PA, 1996, p. 163. 

23. Steinemann, S.G., Tissue compatibility of metals from physicochemical princi- 
ples, in Proceedings of a Symposium on the Compatibility of Biomedical Implants, 
Kovacs, P. and Istephanous, N.S., Eds., Electrochemical Society, Pennington, 
NJ, 1994, p. 1. 

24. Steinemann, S.G., Titanium: the material of choice? Periodontology 2000, 17, 7, 1998. 

25. Textor, M. et al., Properties and biological significance of natural oxide films 
on titanium and its alloys, in Titanium in Medicine, Brunette, D.M. et al., Eds., 
Springer, Heidelberg, 171, 2001. 

26. Adell, R. et al., A 15-year study of osseointegrated implants in the treatment 
of the edentulous jaw, Int. ]. Oral Surg., 10, 387, 1981. 

27. Adell, R. et al., A long-term follow-up study of osseointegrated implants in the 
treatment of totally edentulous jaws, Int. ]. Oral Maxillofac. Implants, 5, 347, 1990. 

28. Albrektsson, T. et al., Osseointegrated titanium implants: requirements for 
ensuring a long-lasting, direct bone-to-implant anchorage in man, Acta Ortho- 
paed. Scand., 52, 155, 1981. 

29. Albrektsson, T, On long-term maintenance of the osseointegrated response, 
Austral. Prosth. }., 7, 15, 1993. 

30. Branemark, P.I. et al, Intraosseous anchorage of dental prostheses. I. Experi- 
mental studies, Scand. }. Plast. Reconstruct. Surg., 3, 81, 1969. 

31. Branemark, P.I. et al., Osseointegrated implants in the treatment of the eden- 
tulous jaw: experience from a 10-year period, Scand. J. Plast. Reconstruct. Surg., 
16, 1, 1977. 

32. Buser, D. et al., Tissue integration of one-stage ITI implants: 3-year results of 
a longitudinal study with hollow-cylinder and hollow-screw implants, Int. }. 
Oral Maxillofac. Surg., 6, 405, 1991 

33. Shirkhanzadeh, M., Nanoporous alkoxy-derived titanium oxide coating: a re- 
active overlayer for functionalizing titanium surface, /. Mater. Sci. Mater. Med., 
9, 355, 1998. 

34. Haddow, D.B., James, PR, and van Noort, R., Sol gel-derived calcium phos- 
phate coatings for biomedical applications, /. Sol Gel Sci. Tech., 13, 261, 1998. 

35. Wei, M. et al., Apatite-forming ability of CaO-containing titania, Biomaterials, 
23, 167, 2002. 

36. Kim, H.M. et al., Preparation of bioactive Ti and its alloy via simple chemical 
surface treatment, /. Biomed. Mater. Res., 32, 409, 1996. 

37. Yan, W.Q. et al., Bonding of chemically treated titanium implants to bone, /. 
Biomed. Mater. Res., 37, 267, 1997. 

38. Skripitz, R. and Aspenberg, P., Tensile bond between bone and titanium: a 
reappraisal of osseointegration, Acta Orthop. Scand., 69, 2, 1998. 

39. Nishiguchi, S. et al., Enhancement of bone-bonding strengths of titanium alloy 
implants by alkali and heat treatments, /. Biomed. Mater. Res., 48, 689, 1999. 

40. Nishiguchi, S. et al., The effect of heat treatment on bone-bonding ability of 
alkali-treated titanium, Biomaterials, 20, 491, 1999. 



© 2003 by CRC Press LLC 



41. Fujibayashi, S. et al., Bioactive titanium: effect of sodium removal on the bone- 
bonding ability of bioactive titanium prepared by alkali and heat treatment, /. 
Biomed. Mater. Res., 56, 562, 2001. 

42. Hazan, R., Brener, R., and Oron, U., Bone growth to metal implants is regulated 
by their surface chemical properties, Biomaterials, 14, 570, 1993. 

43. Hazan, R. and Oron, U., Enhancement of bone-growth into metal screw im- 
planted in the medullary canal of the femur in rats, /. Orthopaed. Res., 11, 655, 
1993. 

44. Bess, E. et al., Protein adsorption and osteoblast responses to heat-treated 
titanium surfaces, Implant. Dent., 8, 168, 1999. 

45. Bacakova, L. et al., Polishing and coating carbon fiber-reinforced carbon com- 
posites with a carbon-titanium layer enhances adhesion and growth of osteo- 
blast-like MG63 cells and vascular smooth muscle cells in vitro, J. Biomed. Mater. 
Res., 54, 567, 2001. 

46. Ektessabi, A.M., Surface modification of biomedical implants using ion-beam- 
assisted sputter deposition, Nucl. Instr. Meth. Phys. Res. B, 127-128, 1008, 1997. 

47. Hanawa, T. et al., Early bone formation around calcium ion-implanted titanium 
inserted into rat tibiae, /. Biomed. Mater. Res., 36, 131, 1997. 

48. Hanawa, T., In vivo metallic biomaterials and surface modification, Mat. Sci. 
Eng. A Struct., 267, 260, 1999. 

49. Keller, J.C., Marshall, G.W., and Brown, I., Effects of Ca ion implantation on 
bone cell responses, /. Dent. Res., 73, 400, 1994. 

50. Krupa, D. et al., Effect of calcium ion implantation on the corrosion resistance 
and biocompatibility of titanium, Biomaterials, 22, 2139, 2001. 

51. Pham, M.T. et al., Promoted hydroxy apatite nucleation on titanium ion-im- 
planted with sodium, Thin Solid Films, 379, 50, 2000. 

52. Pham, M.T. et al, Surface-induced reactivity for titanium by ion implantation, 
/. Mater. Sci. Mater. Med., 11, 383, 2000. 

53. Wang, X.H. et al., In vivo and in vitro investigation of titanium oxide layers 
coated on LTI-carbon by IBED, /. Mater. Sci., 36, 2067, 2001. 

54. Ellingsen, J.E. and Videm, K., Effect of oxide thickness on the reaction between 
titanium implants and bone, Adv. Sci. Tech. Mater. Clin. Appl., 12, 543, 1995. 

55. Larsson, C. et al., Bone response to surface modified titanium implants: studies 
on electropolished implants with different oxide thicknesses and morphology, 
Biomaterials, 15, 1062, 1994. 

56. Larsson, C. et al., Bone response to surface modified titanium implants: studies 
on the early tissue response to machined and elctropolished implants with 
different oxide thicknesses, Biomaterials, 17, 605, 1996. 

57. Larsson, C. et al., Bone response to surface modifed titanium implants: studies 
on the tissue response after 1 year to machined and electropolished implants 
with different oxide thicknesses, /. Mater. Sci. Mater. Med., 8, 1997, 721. 

58. Sul, Y.-T. et al., Characteristics of the surface oxides on turned and electrochem- 
ically oxidized pure titanium implants up to dielectric breakdown: the oxide 
thickness, micropore configurations, surface roughness, crystal structure and 
chemical composition, Biomaterials, 23, 491, 2002. 

59. Sul, Y.-T. et al., Resonance frequency and removal torque analysis of implants 
with turned and anodized surface oxides, Clin. Oral. Implant Res., 13, 252, 2002. 

60. Bloebaum, R.D. et al., Mineral apposition rates of human cancellous bone at 
the interface of porous coated implants, /. Biomed. Mater. Res., 28, 537, 1994. 



© 2003 by CRC Press LLC 



61 . Boyan, B.D. et al., The titanium-bone cell interface in vitro: the role of the surface 
in promoting osteointegration, in Titanium in Medicine, Brunette, D.M. et al., 
Eds., Springer, Berlin, 2001, p. 561. 

62. Thomas, K.A. and Cook, S.D., An evaluation of variables influencing implant 
fixation by direct bone apposition, /. Biomed. Mater. Res., 19, 875, 1985. 

63. Buser, D. et al., Influence of surface characteristics on bone integration of 
titanium implants: a histomorphometric study in miniature pigs, /. Biomed. 
Mater. Res., 25, 889, 1991. 

64. Breme, J., Wadewitz, V., and Fiirbacher, B., Production and mechanical prop- 
erties of porous sintered specimens of the implant alloy Ti-A15-Fe2.5, in Clinical 
Implant Materials: Advances in Biomaterials, Heimke, G., Soltesz, U., and Lee, 
A.J.C., Eds., Elsevier, Amsterdam, 1990, p. 9. 

65. Predecki, P. et al, Kinetics of bone growth into cylindrical channels in alumin- 
ium oxide and titanium, /. Biomed. Mat. Res., 6, 375, 1972. 

66. Boyan, B.D. et al., Effect of titanium surface characteristics on chondrocytes 
and osteoblasts in vitro, Cells Mater., 5, 323, 1995. 

67. Martin, J.Y. et al., Effect of titanium surface roughness on proliferation, differ- 
entiation and protein synthesis of human osteoblast-like cells (MG63), /. Biomed. 
Mater. Res., 29, 389, 1995. 

68. Schwartz, Z. et al., Effect of titanium surface roughness on chondrocyte prolif- 
eration, matrix production, and differentiation depends on the state of cell 
maturation, /. Biomed. Mater. Res., 30, 145, 1996. 

69. Brunette, D.M., The effects of implant surface topography on the behaviour of 
cells, Int. }. Oral Maxillofac. Implants, 3, 231, 1988. 

70. Cheroudi, B., Gould, T.R.L., and Brunette, D.M., Effects of a grooved titanium- 
coated implant surface on epithelial cell behaviour in vitro and in vivo, }. Biomed. 
Mater. Res., 23, 1067, 1989. 

71. Cheroudi, B., Gould, T.R.L., and Brunette, D.M., Titanium-coated microma- 
chined grooves of different dimensions affect epithelial and connective tissue 
cells differently in vivo, J. Biomed. Mater. Res., 24, 1203, 1990. 

72. Schwartz, Z. et al., Production of 1,25-dihydroxyvitamin D 3 and 24,25-dihy- 
droxyvitamin D 3 by growth zone and resting zone chondrocytes is dependent 
on cell maturation and is regulated by hormones and growth factors, Endocri- 
nology, 130, 2495, 1992. 

73. Schwartz, Z. et al., Direct effects of transforming growth factor-beta on chon- 
drocytes are modulated by vitamin D metabolites in a cell maturation-specific 
manner, Endocrinology, 132, 1544, 1993. 

74. Schwartz, Z. et al., Effect of titanium surface roughness on chondrocyte prolif- 
eration, matrix production, and differentiation depends on the state of cell 
maturation, /. Biomed. Mater. Res., 30, 145, 1996. 

75. Sylvia, V.L. et al., Maturation-dependent regulation of protein kinase C activity 
by vitamin D 3 metabolites in chondrocyte cultures, /. Cell. Physiol, 157, 271, 
1993. 

76. Wennerberg, A. et al., A histomorphometric and removal torque study of screw- 
shaped titanium implants with three different surface topographies, Clin. Oral 
Implants Res., 6, 24, 1995. 

77. Wennerberg, A., Albrektsson, T, and Lausmaa, J., Torque and histomorpho- 
metric evaluation of c.p. titanium screws blasted with 25- and 75-micron-sized 
particles of A1 2 0 3 , /. Biomed. Mater. Res., 30, 251, 1996. 



© 2003 by CRC Press LLC 



78. Wennerberg, A., Albrektsson, T., and Andersson, B., Bone tissue response to 
commercially pure titanium implants blasted with fine and coarse particles of 
aluminum oxide, Int. J. Oral Maxillofac. Implants, 11, 38, 1996. 

79. Wennerberg, A. et al., Experimental study of turned and grit-blasted screw- 
shaped implants with special emphasis on effects of blasting materials and 
surface topography, Biomaterials, 17, 15, 1996. 

80. Von Recum, A.F. and van Kooten, T.G., The influence of micro-topography on 
cellular response and the implications for silicone implants, /. Biomater. Sci. 
Polymer Ed., 7, 181, 1995. 

81. Lausmaa, J. et al., Chemical composition and morphology of titanium surface 
oxides, in Biomedical Materials, Williams, J.M., Nichols, M.F., and Zingg, W., 
Eds., Materials Research Society, Pittsburgh, 1986, p. 351. 

82. Ishizawa, H. and Ogino, M, Formation and characterization of anodic titanium 
oxide films, /. Biomed. Mater. Res., 29, 65, 1995. 

83. Ishizawa, H. and Ogino, M., Characterization of thin hydroxyapatite layers 
formed on anodic titanium oxide films containing Ca and P by hydrothermal 
treatment, /. Biomed. Mater. Res., 29, 1071, 1995. 

84. Ishizawa, H., Fujino, M., and Ogino, M., Mechanical and histological investi- 
gation of hydrothermally treated and untreated anodic titanium oxide films 
containing Ca and P, /. Biomed. Mater. Res., 29, 1459, 1995. 

85. Sul, Y.-T. et al., Bone reactions to oxidized titanium implants with electrochem- 
ical anion sulphuric acid and phosphoric acid incorporation, Clin. Implant Dent. 
Rel. Res., 4, 78, 2002. 

86. Hanawa, T. et al., Structure of surface-modified layers of calcium-ion-implanted 
Ti-6A1-4V and Ti-56Ni, Mater. Trans. JIM., 36, 438, 1995. 

87. Takamura, R. et al., The bone response of titanium implant with calcium ion 
implantation, /. Dent. Res., 76, 1177, 1997. 

88. Johansson, C.B. et al., Enhanced fixation of bone to fluoride-modified implants, 
in Trans. Sixth World Biomater. Congr., 2, 601, 2000. 

89. Ellingsen, J.E., On the properties of surface-modified titanium, in Bone Engi- 
neering, Davies, J.E., Ed., em squared, Toronto, 2000, p. 183. 

90. Ellingsen, J.E., Pre-treatment of titanium implants with fluoride improves their 
retention in bone, /. Mater. Sci. Mater. Med., 6, 749, 1995. 

91. Anderson, PA. et al., Response of cortical bone to local controlled release of 
sodium fluoride: the effect of implant insertion site, /. Orthopaed. Res., 9, 890, 
1991. 

92. Shteyer, A. et al., Effect of local application of fluoride on healing of experi- 
mental bone fractures in rabbits, Calc. Tissue Res., 22, 297, 1977. 



© 2003 by CRC Press LLC 



19 



Use of Molecular Assembly Techniques for 
Tailoring Chemical Properties of Smooth and 
Rough Titanium Surfaces 



Marcus Textor, Samuele Tosatti, Marco Wieland, and 
Donald M. Brunette 



CONTENTS 

19.1 Introduction 

19.1.1 Relevance of Surface Properties 

19.1.2 Biochemical Surface Modification Techniques 

19.1.3 Molecular Assembly Systems: Tools to Control Interfacial 
Processes and Implant Performance? 

19.2 Surface Modifications of Titanium by Alkane Phosphate 
Self-Assembled Monolayers to Control Physicochemical 
Properties 

19.2.1 Background and Surface Technologies 

19.2.2 Applications to Smooth and Rough Titanium Surfaces 

19.3 Molecular Assembly Systems to Control Non-Specific Protein 
Adsorption and Specific Interactions with Cells 

19.3.1 Background and Surface Technologies 

19.3.2 Poly(L-Lysine)-Gra/i-Poly(Ethylene Glycol) 
(PLL-g-PEG) 

19.3.3 Applications of PLL-g-PEG Adlayers with and without 
Grafted Peptides to Smooth and Rough Titanium 
Surfaces 

19.4 Conclusions and Outlook 
Acknowledgments 
References 



© 2003 by CRC Press LLC 



19.1 Introduction 



19.1.1 Relevance of Surface Properties 

Surface properties are important factors in the design of biomedical devices 
such as implants because early interactions between the synthetic material 
and the biological environment occur at the surface after implantation. The 
physical, chemical, and biochemical properties of the implant surface affect 
processes such as protein adsorption, cell-surface interaction, and cell and 
tissue development at the interface between the body and the biomaterial, 
all of which are relevant to the functionality of the device. 1 

Implant surface properties are likely to be of particular relevance the 
chemical and biological interfacial processes in the early stage after implan- 
tation. Nevertheless, it is generally accepted that the early stages are likely 
to affect host response to the implant and therefore the long-term outcome 
and success of the surgical intervention. 2 3 

Titanium and titanium alloy devices with surfaces in the "natural" state 
(i.e., covered by their native oxide films) or as artificially reinforced oxide 
films (e.g., by anodic oxidation) have a long and successful history because 
of the general inertness and excellent biocompatibility of titanium oxide. 3,4 
In applications where integration of the titanium implant in hard (bone) 
tissue is of crucial importance, for example, dental implants, artificial hip 
joints, and osteosynthesis screws, modifications of the topography and 
roughness have been exploited successfully to influence the differentiation 
and expression of molecular factors of osteoblast cells in vitro and increase 
the kinetics of formation of close bone apposition and mechanical long-term 
stability of the implant-body interface in vivo. Readers are referred to 
Esposito, Wennerberg, Brunette, Paine, and Stanford (Chapters 1, 4, 6, 7, and 
8, this volume) and to References 5 through 8. 

While substantial efforts have been made in the past to optimize the 
topography of titanium surfaces for bone applications, less clear evidence is 
available about the importance of the chemical properties of the surface for 
the healing process and the ability of devices to integrate in host tissue. Even 
less is known about the combined effect of surface topography and chemis- 
try, implying that an important synergistic potential for optimization is cur- 
rently unexploited. 

What are the arguments to justify investigating the influence of chemical 
compositions of titanium implant surfaces, either alone or in combination 
with designed topographies? Four of the possible arguments follow. 

First, in an investigation of commercial dental implants, the surface chemical 
compositions were found to vary widely across the different types and man- 
ufacturers. Moreover, unexpected components originated from specific fabri- 
cation procedures. 9 Replacing natural (adventitious) or fabrication-related 
surface contamination with an outer layer of controlled chemical composition 
could potentially contribute to improved consistency of performance. 
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Second, in applications where the artificial surface is permanently exposed 
to blood such as in titanium or nickel-titanium stents, surface treatments 
would be highly beneficial provided that they were able to reduce the inter- 
actions that lead to protein adsorption, complement activation, platelet adhe- 
sion and activation, and ultimately to thrombus formation. Readers are 
referred to Tengvall, Chapter 16, this volume, and to References 3 and 10. 

Third, biochemical modification using specific peptides (or more complex 
biological moieties such as proteins and growth factors) has the potential to 
affect several aspects of host response including: 

1. Selection of specific cells from mixed populations 

2. Controlling the strength of cell adhesion, for example, by altering 
the adhesive-peptide surface density 

3. Influencing the rate of cell differentiation or expression of specific 
phenotypes 

Although such concepts for bioactive titanium surfaces are still in research 
and development stages, several possible approaches may allow implant 
producers in the future to tailor implant surfaces more specifically to the 
needs of the particular application rather than simply relying on uncon- 
trolled adsorption of cell-adhesive proteins. 11 

Fourth, calcium phosphate, particularly in the form of hydroxyapatite 
(HA, the main mineral phase in bone), is an important bio-inorganic material 
known for its excellent osteoconductive, bone-forming properties. Despite 
strong interest in combining the bioactive properties of HA with the excellent 
corrosion and mechanical properties of titanium alloys, we still have no 
totally satisfactory solution to the use of HA and other phosphates as coat- 
ings on metal substrates for clinical applications. 

There is a clear interest by surface scientists in developing novel processes 
that can better fulfill the different requirements for successful use of implants 
in the biomedical area. Possible modifications range from the incorporation 
of biofunctional elements to fabrication techniques that allow production of 
specific precisely controlled three-dimensional shapes to process modifica- 
tions that increase cost effectiveness under industrial fabrication conditions. 



19.1.2 Biochemical Surface Modification Techniques 

Biochemical modification can be achieved by a variety of techniques that 
exploit physical adsorption (through van der Waals, hydrophobic, or electro- 
static forces) or chemical binding. Clearly, each approach has advantages and 
disadvantages. Physical adsorption occurs immediately on contact of a bio- 
molecular solution with a biomaterial surface. Examples such as the adsorp- 
tion of amino acids, peptides, proteins, and blood components are addressed 
in other chapters of this book. Some chemical interactions such as ionic and 
coordination bonds might also be involved in adsorption, but a phase equi- 



© 2003 by CRC Press LLC 



Ti TiQ 2 




ABC 



FIGURE 19.1 

Biological modification of a titanium surface using thin functional adlayers. A: attachment site 
by physical or chemical adsorption or covalent linkage with or without cross-polymerization 
(dashed line). B: spacer to adjust distance of functional group Y from original surface. C: 
chemical, biochemical, or biological functionality (\|/) such as organofunctional group, peptide, 
protein. (Source: From Xiao, S.J. et al., in Titanium in Medicine, Brunette, D.M. et al., Eds., Springer, 
Berlin, 2001, p. 417. With permission.) 

librium exists between the adsorbed species and the solution. Therefore, the 
adsorption is often reversible and the adsorbed species can easily be washed 
away with fresh buffers or replaced by other molecules in solution. 

Physical and chemical adsorption processes are generally simple to imple- 
ment experimentally and often allow for retention of biomolecular activity. 
In contrast, chemical binding involves the covalent attachment of the target 
molecule to a solid surface. This method is experimentally more delicate, 
but the resultant irreversible binding with high levels of surface coverage 
makes this approach more attractive. The bound molecule is much more 
stable under physiological conditions and is more resistant to disruption 
under harsh environmental conditions. However, it is important to recognize 
that in some cases, chemical binding can alter the conformation or orientation 
of the biomolecule and disturb the bioactive center of the molecule, causing 
a reduction in activity. Figure 19.1 shows surface modifications based on 
physical or chemical linkage of ligands to surfaces. 

Silanization has often been used on glass or metal oxide surfaces to intro- 
duce functional groups that can be further reacted with cross-linkers to 
incorporate surface-exposed biochemical or biological functions such as pep- 
tides or proteins 21215 (Figure 19.2a). While bioligands immobilized to sur- 
faces through silane and cross-linker chemistry may still be biologically 
active, their potential activity in the presence of serum is likely to be masked 
by nonspecific protein adsorption. Therefore, strategies have been developed 
to attach bioligands to surfaces that are inherently resistant toward nonspe- 
cific biomolecule adsorption. 

Cross-linked polymers have been used on a variety of substrates based on 
poly(ethylene glycol) (PEG), a compound known to render surfaces resistant 
to nonspecific adsorption. Thin films based on interpenetrating PEG-con- 
taining polymeric networks have been particularly successful in reducing 
unwanted adsorption and adding specific functions to surfaces. 111617 Their 
biological functionality has been demonstrated in cell culture investigations 
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using amino acid sequences that specifically interact with integrin- or hep- 
arin-active peptides or their synergistic combination. For a review on this 
topic, see Healy et al. 11 

Due to the covalent nature of surface immobilization, good chemical sta- 
bility has been achieved under biologically meaningful conditions such as in 
a full cell culture medium. Figure 19.2b shows a typical surface architecture. 

The main drawback of the surface modifications discussed above is com- 
plexity — the approach requires several consecutive surface-chemical reac- 
tions to be carried out. Apart from substantial costs that may prevent 
straightforward commercialization and clinical application, it is difficult to 
achieve sufficient batch-to-batch reproducibility and control bioligand sur- 
face density. 

19.1.3 Molecular Assembly Systems: Tools to Control Interfacial 
Processes and Implant Performance? 

Molecular self-assembly techniques have attracted substantial attention 
because of the elegance and simplicity with which well defined surface 
adlayers or thin films can be produced. One substrate-adlayer system widely 
studied in the past is gold-alkane thiol, now used routinely to produce model 
surface systems with controlled wettability (hydrophilicity-hydrophobicity), 
surface charges, and controlled densities of bioligand functionalities such as 
peptides, antibodies, and oligonucleotides. Applications are found mainly 
in the areas of cell-surface interactions, 18 biosensor chip modification, and 
microchemical and nanochemical surface patterning. 19 

Molecular assembly processes are, however, not limited to gold surfaces. 
Modifications of metal oxide surfaces using spontaneous adsorption of func- 
tional molecules have attracted increased interest in view of their potential 
usefulness for implants made of titanium, tantalum, or steel and optical 
sensor chips based on high refractive-indices and transition metal-oxide 
wave-guiding layers. Two such assembly systems for titanium and other 
metal oxide surfaces, alkane phosphate self-assembled monolayers (SAMs) 
(Figure 19.2c) and polycationic PEG-grafted copolymer adlayers (Figure 
19. 2d), are discussed in more detail below. 

The interest in using such systems for biotechnological applications is 
threefold. First, they are useful for producing model surfaces with truly 
controlled physicochemical or biochemical properties. One particularly 
interesting aspect is the possibility of independent study of the effects of 
surface topography and surface chemical composition on biological 
response (Figure 19.3). Molecular assembly systems have the advantage of 
relying on spontaneous adsorption from solution controlled purely by phys- 
icochemical principles. Therefore, even complex surface topographies can 
be combined with tailored surface chemistry as long as the structures are 
wet by the assembly solution. Since the thickness of a typical assembled 
monolayer is a few nanometers, while the biologically most relevant topog- 
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Structures of biomimetic peptide-modified surfaces following different functionalization con- 
cepts described or proposed in the literature: (a) silanization of the titanium oxide /hydroxide 
surface using (3-aminopropyl)triethoxysilane followed by covalent attachment of maleimide 
and subsequently of a specific peptide (v|/) 215 ; (b) silanized surface (allyltrichlorosilane; not 
shown explicitly) followed by formation of a nonadhesive P(AAM-co-EG/AA) interpenetrating 
polymer network (IPN), grafting of diamino-PEG to acrylic acid sites in the IPN, and coupling 
of a peptide (\|/) to the free amine via a linker molecule (AAM = (acrylamide) BIS (N,N- 
methylene-bis-acrylamide; AA = acrylamide; PEG = poly(ethylene glycol) 11 - 16 ; (c) self-assembled 
monolayers of long-chain alkane phosphate, partially functionalized at the terminal chain 
position with a peptide (i|/); the phosphate interacts with the Ti (IV) cations through coordinative 
complexation 23 ' 28 ' 29 ; (d) polycationic poly(amino acid) grafted with PEG side chains for impart- 
ing protein resistance to the surface and grafted peptide for specific interaction. The poly(amino 
acid) has positively charged amino-terminated side chains that bind to the negatively charged 
titanium oxide surface through multiple-site electrostatic interactions. 45 (Source: From Xiao, S.- 
J. et al., in Titanium in Medicine, Brunette, D.M. et al., Eds., Springer, Berlin, 2001, p. 417. With 
permission.) 

raphies have features with sizes >0.1 um, 20 we can consider molecular assem- 
bly systems as tools for tailoring the chemistry of model surfaces and 
biomedical implant surfaces truly independently of topography. If assembly 
can be carried out via aqueous solutions at or near room temperature, 
sensitive biological entities such as proteins and growth factors can be poten- 
tially immobilized with little risk of loss of bioactivity in comparison to 
immobilization schemes that need organic solvents, higher temperatures, 
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FIGURE 19.3 

The ability of molecular assembly systems to tailor the surface chemistry and physicochemical 
properties (wettability charge, biointeractiveness) independently of surface roughness, topog- 
raphy, and three-dimensional form. 

mechanical actions (such as in print transfer), or ultraviolet light for photo- 
chemical coupling reactions. 

It is conceivable that molecules with multifunctional properties can be 
designed and produced. For example, it would be desirable to combine 
functionalities for immobilization to the surface with functionalities that 
control interaction with the biological environment to achieve specific tar- 
geted interactions with cells and tissues. By combining functionalities in a 
single step, molecular assembly could emerge as a cost-effective robust tech- 
nique to produce biologically active novel chemical surfaces on devices with 
complex shapes such as vascular or cardiovascular stents, osteosynthesis 
screws, or cages for spinal surgery. 



19.2 Surface Modifications of Titanium by Alkane Phosphate 
Self-Assembled Monolayers to Control Physicochemical 
Properties 

19.2.1 Background and Surface Technologies 

Alkane phosphates and phosphonates have received attention for a number 
of years in view of their strong chemical affinities toward transition metal ions 
of high (S3) valence, for example Ti (IV), Zr (IV), Nb (V), Ta (V), and Al (III). 
Moreover, long alkane chains (C 12 and longer) tend to form ordered monolay- 
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FIGURE 19.4 

Model of the structure of octadecylphosphate self-assembled at the tantalum oxide surface, 
deduced from XPS, NEXAFS, SIMS, and AFM studies. 22 - 23 Only 10 of the 18 carbon atoms of 
the hydrocarbon chain are shown for simplicity. Analogous monolayers can be formed at 
titanium oxide surfaces. (Source: From Textor, M. et el., Langmuir, 16, 3257, 2000. With permission. 
Copyright American Chemical Society.) 

ers as a consequence of both strong head group-substrate and hydropho- 
bic-hydrophobic chain-to-chain interactions. Several papers deal with the 
assembly structure, and properties of alkane phosphates on a variety of metal 
oxide surfaces. 19 21 26 For example, octadecyl phosphate has been shown to form 
adlayers spontaneously from heptane / 2-propanol solutions on tantalum oxide 
(Ta 2 0 5 ) surfaces, resulting in highly hydrophobic surfaces with structural and 
chemical properties resembling those of long-chain alkane thiols on gold. 22 

In particular, the average tilt angle of 30 degrees (relative to the surface 
normal) and the detection by atomic force microscopy (AFM) of two-dimen- 
sional hexagonal patterns of the terminal methyl group with characteristic 
intermolecular spacing of ca. 0.5 nm (measured parallel to the surface) are 
very close to the corresponding characteristic values reported for 
gold-alkane thiol SAMs and results in highly hydrophobic surfaces. Com- 
bining information from several surface characterization techniques (x-ray 
photoelectron spectroscopy, XPS; atomic force microscopy, AFM; time-of- 
flight secondary ion mass spectrometry, SIMS; and near edge x-ray absorp- 
tion fine structure spectroscoppy, NEXAFS), 23 - 27 a model based on direct 
complexation of the metal cation by the phosphate head group was pro- 
posed, as shown in Figures 19.2c and 19.4. 

The use of organic solvents to produce surface layers has clear disadvan- 
tages if the aim is to use such techniques on an industrial scale. Therefore, 
a technique based on the deposition of SAMs from purely aqueous alkyl 
phosphate solutions has been developed and successfully applied to a vari- 
ety of metal oxide substrates 28 including Ti0 2 . 29 

19.2.2 Applications to Smooth and Rough Titanium Surfaces 

One possible use of alkane phosphates in biomaterials applications is to 
produce well-defined model surfaces in which properties such as wettability, 
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FIGURE 19.5 

Advancing and receding contact angles of water on smooth titanium metal-coated glass (• = 
advancing; 0= receding) and silicon wafer ( ▲ = advancing; A = receding) surfaces as a function 
of OH-DDP0 4 (NH 4 ) 2 concentration in SAM-forming solution expressed as a mole fraction, 
Xoh-ddpo4 = [OH-DDP0 4 (NH 4 )J/([OH-DDP0 4 (NH 4 )J + [DDP0 4 (NH 4 ) 2 ]}. (Source: From Tosatti, 
S. et al., Langmuir, 18, 3537, 2002. With permission. Copyright American Chemical Society.) 



polarity, and surface charge are controlled. Such well controlled surfaces 
could be used to study the effects of physicochemical properties on cell and 
extracellular matrix interactions on modified titanium oxide surfaces. 

Using mixtures of methyl-terminated (nonpolar, uncharged, hydrophobic) 
and hydroxy-terminated (polar, uncharged, hydrophilic) dodecyl phosphate, 
it was shown that the water contact angles could be precisely adjusted 
between approximately 110 and 55 degrees for the advancing angle and 
between 90 and 10 degrees for the receding angle 29 as shown in the plot of 
advancing and receding contact angles versus molar ratios in aqueous self- 
assembly solution (Figure 19.5). Similarly, carboxy-terminated alkane phos- 
phonic acids with alkane (CH 2 ) n chains of length n varying from 2 to 15 were 
shown to bind to titania powders through the phosphonate group, producing 
a polar, negatively charged (at physiological pH) surface. 26 

We used the concept of alkane phosphate-based SAMs to produce models 
on smooth titanium surfaces (silicon wafers coated with thin titanium films) 
and alumina-particle-blasted and chemically etched (SLA) surfaces com- 
monly used in dental implants by Institut Straumann AG of Waldenburg, 
Switzerland. 2729 Figure 19.6 is a scanning electron micrograph of the SLA 
surface topography. The graph of water contact angle versus composition of 
the SAM solution in Figure 19.7 illustrates the complex wetting behavior of 
SAM-covered SLA surfaces. In comparing Figures 19.5 and 19.7, the effects 
of topography and chemistry on water contact angle can be clearly recog- 
nized. For the methyl-terminated SAMs, note an important increase in 
advancing and receding contact angles, sometimes called the "lotus effect" 
because lotus leaves use micro- to nano-structured surfaces in combination 
with hydrophobic surface chemistry to achieve high resistance to particle 
contamination, i.e., a self-cleaning effect. 30 
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FIGURE 19.6 

Scanning electron microscopy image of the topography of a particle-blasted and acid-etched 
CP titanium (SLA) surface. (Source: From Tosatti, S. et al., Langrnuir, 18, 3537, 2002. With per- 
mission. Copyright American Chemical Society.) 
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FIGURE 19.7 

Advancing (•) and receding (o) contact angles of water on rough particle-blasted and acid- 
etched (SLA) titanium metal surfaces as a function of OH-DDP0 4 (NH 4 ) 2 concentration in SAM- 
forming solution expressed as a mole fraction, X 0 h-ddpo4 = [OH-DDP0 4 (NH 4 ) 2 ]/{[OH- 
DDP0 4 (NH 4 )J + [DDP0 4 (NH 4 ) 2 ]|. (Source: From Tosatti, S. et al., Langrnuir, 18, 3537, 2002. With 
permission. Copyright American Chemical Society.) 

XPS studies further confirmed that alkane phosphates indeed assemble on 
rough (SLA) surfaces with the same or similar density of alkane phosphate 
molecules per unit effective area. 29 Human gingival fibroblasts were seeded 
on hydrophobic (methyl-terminated) and hydrophilic (hydroxy-terminated) 
alkane phosphate SAMs applied to smooth and rough (SLA) titanium sub- 
strates with and without serum in cell culture medium. Cell morphology 
spreading, and coverage clearly reflected the importance of surface topog- 
raphy or roughness. When cultured for 24 hours in medium containing 15% 
serum fibroblasts, rough surfaces were covered to a lesser extent than smooth 
surfaces (Figure 19.8). Moreover, fibroblasts cultured on rough surfaces were 
less spread, i.e., occupied smaller area (Figure 19.9a) and were significantly 
thicker compared to fibroblasts cultured on smooth surfaces, as assessed by 
confocal laser scanning microscopy. Rough surface topography also tended 
to inhibit actin stress fiber formation. 31 ' 32 
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FIGURE 19.8 

Scanning electron micrographs of fibroblasts (10,000 cells/ ml, cell culture medium with 15% 
serum, 24-hour culture time, glutaraldehyde-fixed and osmium tetroxide-stained), cultured on 
smooth and rough (SLA) titanium surfaces, covered by hydrophobic (methyl-terminated) or 
hydrophilic (hydroxy-terminated) alkane phosphate SAMs. (a) smooth/hydrophobic; (b) 
rough/hydrophobic; (c) rough /hydrophobic (higher magnification); and (d) rough/hydro- 
philic (higher magnification). (Source: From Vanoni, C, diploma thesis, ETH, Zurich, 2000. 
With permission.) 

Surface wettability was found to be generally less important and only 
partly influenced cell behavior. When fibroblasts were cultured in media of 
low serum content (0 to 2%) for 24 hours, cell spreading on hydrophilic 
smooth surfaces was enhanced compared to cells spread on hydrophobic 
smooth surfaces. However, the differences became smaller with increasing 
serum content. At a serum content of 15%, no statistical significant differ- 
ences in terms of cell attachment, area, shape, or thickness were observed 
between hydrophilic and hydrophobic surfaces with the same topography 
(Figures 19.9a and 19.9b). These findings agree with an earlier report 33 noting 
that fibroblast cell area and spreading were similar for surfaces with different 
surface energies when cultured in the presence of 15% fetal calf serum. 

The fact that chemical composition and hydrophilicity-hydrophobicity of 
titanium-alkane phosphate SAM surfaces affect fibroblast cell behavior to a 
lesser degree than surface topography does is likely related to two issues. 

First, cells in the presence of serum or single protein solutions do not interact 
with the synthetic surface. They generally interact through a proteinaceous 
layer that develops at the interface due to fast protein adsorption and usually 
slower exchange processes. Water contact angle is a property that is very 
sensitive to changes in surface quality, types of functional surface groups, 
and order of SAMs, but it is much less relevant in the context of protein 
adsorption. While hydrophobic surfaces always interact strongly with pro- 
teins, proteins adsorb to many types of hydrophilic surfaces such as clean 
metal oxides and hydroxy-terminated SAMs. Although it is likely that initial 
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FIGURE 19.9 

(a) Projected cell area for fibroblasts cultured on hydrophobic and hydrophilic smooth and 
rough (SLA) surfaces (same types shown in Figure 19.8). Cells were seeded at concentration of 
1.3-10* cells/ml and incubated 24 hours (n = 21 for each surface, mean value ± standard 
deviation). Cell area on hydrophilic, smooth surfaces was significantly statistically different 
from cell area on rough hydrophobic and hydrophilic (SLA) surfaces but not from cell area on 
smooth hydrophobic surface (Bonferroni p = <0.05). (b) Cell shape factor of fibroblasts cultivated 
on hydrophobic and hydrophilic smooth and SLA surfaces. Cell shape factor O is defined as 
<B = 4tiA/P 2 where A is the projected area and P is the perimeter. A round cell has a shape 
factor of 1 . Increased spreading results in increased O. Same cell seeding conditions were used. 

differences in composition and conformation exist between protein adlayers 
on hydrophobic and hydrophilic surfaces, the differences may disappear in 
the course of exposure of the surface to the cell culture or body fluid medium 
and under the influence of cellular activity at the interface. The observation 
that cells react differently to hydrophobic and hydrophilic surfaces in vitro 
in the absence of serum is consistent with this view. 

Second, alkane phosphate SAMs are not perfectly stable in contact with 
cell culture media, but show exposure time-dependent changes in contact 
angle, e.g., decreasing contact angles for hydrophobic, methyl-terminated 
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phosphates. The fact that methyl- and hydroxy-terminated SAMs are not 
significantly different in terms of short-term fibroblast-surface interaction is 
likely due to adsorbed protein adlayers and biological properties that are 
probably not very different. 

We were led to the hypothesis that much larger effects of surface chemistry 
on cell-surface interaction can be expected with surface chemical systems 
that allow us to directly influence the protein adsorption process. This con- 
cept is discussed in the next section. 



19.3 Molecular Assembly Systems to Control Non-Specific 
Protein Adsorption and Specific Interactions with Cells 

19.3.1 Background and Surface Technologies 

In contrast to accepting uncontrolled adsorption of proteins from plasma 
or serum onto implanted surfaces, our approach is to design surfaces with 
chemical properties that eliminate or at least substantially reduce 
unwanted nonspecific adsorption and incorporate "silent" background 
components such as attachment peptides, growth factors, or drugs that 
exert specific effects. Although this approach is recognized as a prerequisite 
for biospecificity in the biosensor field, it is less common for biomaterial 
and implant applications. 

Immobilization of bioligands on a background that is not protein-resistant 
is likely to be unsuccessful because the effects of the nonspecific adsorbed 
proteins may compete, mask, or otherwise interfere with the effects of the 
specific factor added to the surface by design. Perhaps the simplest approach 
to controlling protein adsorption at the titania interface is to passivate the 
surface with a layer of an inert protein such as albumin. In effect, this 
approach involves the blocking of all or most of the protein-binding sites at 
the surface with albumin so that subsequent proteins cannot attach. The 
effectiveness of this method is limited by the fact that albumin binding to 
titania is often partially reversible, and thus subsequent proteins could 
replace albumin within the protein layer. 

A number of chemistries have been proposed and used to reduce the 
interactiveness of surfaces, in particular the immobilization of the following 
molecular entities: 

1. Poly(ethylene glycol) or poly(ethylene oxide) 

2. Phosphorylcholine (phospholipid polar headgroup of cell mem- 
brane) 34 - 35 

3. Polysaccharides such as dextran derivatives 36 37 
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Poly(ethylene glycol) (PEG) is the chemical basis of the most versatile 
approach to controlling nonspecific adsorption. Of the many models pro- 
posed to explain this effect, steric stabilization and excluded-volume effects 
are the most commonly cited. 3839 A general approach to the immobilization 
of PEG onto metal oxide surfaces involves the coupling of PEG to a functional 
group that has an affinity for or can be covalently bound to the oxide surface. 

A common strategy for covalent attachment of PEG to silica or titania 
surfaces involves a two-stage reaction. In the first stage, an aminosilane or 
thiosilane can be reacted with a clean oxide surface to form a surface rich in 
amine or thiol functionalities. 1740 In the second stage, a PEG polymer that 
contains a functional group reactive with the modified surface (i.e., with 
amines or thiols) is covalently coupled to the surface. Irvine et al. showed 
that for many different PEG polymer lengths and types, the surfaces with 
the highest PEG-grafting density exhibited the greatest suppression of 
human serum albumin and cytochrome c adsorption. 41 Sophia et al. showed 
that the full suppression of protein adsorption requires a PEG-grafting den- 
sity in which the PEG side chains neighboring at the surface structurally 
overlap. 42 In general, such modified surfaces involving silanized functional- 
ities are unstable and subject to hydrolytic degradation over time when in 
contact with aqueous fluids. 

In view of the simplicity of molecular assembly processes, scientists have 
searched for suitable PEG-based chemical systems. One approach involves 
the assembly of amphiphilic or surfactant-like molecules at the solid titania 
interface. Generally speaking, amphiphiles are molecules possessing two 
domains of different properties. As a result, amphiphilic molecules often 
spontaneously assemble at an interface due to electrostatic or hydrophobic 
interactions, and their orientations are determined by the relative properties 
of the domains and the properties of the interface. 

A large body of research on Pluronic® products, amphiphilic triblock 
copolymers containing a hydrophobic domain and two hydrophilic 
domains, showed that surfaces of hydrophobic materials such as polyethyl- 
ene demonstrated substantially improved resistance to protein adsorption 
when treated with Pluronic F-108. 43 44 This approach also requires multistage 
surface-chemical reactions, since in a first step, the titanium oxide surface 
must be rendered hydrophobic, e.g., by silanization or application of an 
alkane phosphate self-assembled monolayer (see Section 19.2.2). 

19.3.2 Poly(L-Lysine)-Graff-Poly(Ethylene Glycol) (PLL-g-PEG) 

Graft copolymers, having a poly-L-lysine backbone (ionic domain) and 
poly(ethylene glycol) side chains (nonionic domain) (Figure 19.10a), can be 
spontaneously assembled out of solution to form stable PEG-containing 
layers on several different metal oxide surfaces including titanium diox- 
ide. 4546 The polymer layer was shown to orient such that its positively 
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FIGURE 19.10 

(a) Molecular structure and (b) schematic model of a PLL-g-PEG layer that spontaneously adsorbed onto a titania surface. The adsorption was driven by 
electrostatic interaction of the negatively charged titania surface and the positively charged copolymer backbone, producing a PEG-modified titania surface 
with high resistance to protein adsorption and good chemical stability. (Source: From Kenausis, G.L. et al., /. Phys. Chem. B, 104, 3298, 2000. With permission. 
Copyright American Chemical Society.) 
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FIGURE 19.11 

Effect of PLL-g-PEG pretreatment on adsorption of human serum and human serum albumin 
onto various metal oxide surfaces. (Source: From Kenausis, G.L. et al.,/. Phys. Chem. B, 104, 3298, 
2000. With permission. Copyright American Chemical Society.) 

charged backbone was bound to the surface and covered under a layer of 
PEG side chains in a brush-like structure (Figure 19.10b). 

These modified surfaces proved highly resistant to adsorption of albumin, 
fibrinogen, and whole human serum at a level typically below 5 to 10 ng/ 
cm 2 (Figure 19.11), with optimized architectures and in buffers of physiolog- 
ical ionic strength below 1 ng/ cm 2 , 46 which is the lower detection limit of 
the optical in situ sensor technique (optical waveguide lightmode spectros- 
copy or OWLS) 47 used to evaluate protein adsorption. The degree of protein 
resistance turned out to be dependent on polymer architecture (i.e., on the 
molecular weight of the PLL and PEG and on the grafting ratios of PEG 
chains to lysine monomer units) and could be roughly correlated with the 
surface areal density of the PEG pendent chains. 45 

In Figure 19.12, the amount of serum adsorption, as determined by OWLS, 
is plotted as a function of the ratio of the mean distance between the PEG 
chains and the diameter of gyration. Low protein adsorption is typically 
found at high surface PEG coverages where substantial compression due to 
steric repulsion between the PEG moieties is present. This observation is in 
agreement with the hypothesis that the PEG chains are squeezed out per- 
pendicularly to the surface as judged by the polarization dependence of the 
infrared reflection-absorption spectroscopy measurements. 46 



19.3.3 Applications of PLL-g-PEG Adlayers with and without Grafted 
Peptides to Smooth and Rough Titanium Surfaces 

PLL-g-PEG was assembled on both smooth titanium surfaces deposited as 
metal films onto silicon wafers and on alumina-blasted acid-etched (SLA) 
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FIGURE 19.12 

Dependence of protein adsorption on the extent of surface PEG side chain packing density. The 
ratio of the mean distance L between surface-immobilized PEG moieties to the diameter of 
gyration (2R) of the corresponding PEG molecule (L/2R) is calculated as described by Kenau- 
sis. 45 Values from our work are compared to published data for which the areal mass density 
of protein and average PEG spacing (L) are taken from Sofia 42 and Harder. 54 (Source: From 
Kenausis, G.L. et al., /. Phys. Chem. B, 104, 3298, 2000. With permission. Copyright American 
Chemical Society.) 



surfaces of bulk titanium specimens (see Section 19.2.2) serving as models for 
cell-surface studies. In addition to the base polymer, functionalized PLL-g- 
PEG with peptides grafted to a fraction of the PEG chain was synthesized by 
Van de Vondele and Hubbell 48 and applied in a spontaneous one-step, molec- 
ular assembly process to the titanium surfaces to produce surfaces character- 
ized by independently controlled peptide ligand density and topography. 

For the peptide-modified polymer, a peptide of -GCRGYGRGDSPG type 
containing the active peptide sequence RGD (arginine, glycine, aspartic acid) 
well known to interact specifically with cvj3 integrin receptors in the mem- 
branes of many different types of cells was chosen. 49 RGD sequences are 
present in a number of cell-adhesive proteins such as fibronectin and vit- 
ronectin, proteins involved in the attachment of many type of cells to biom- 
aterial surfaces, including osteoblasts, fibroblasts, and bacteria. 

Proof of the concept of employing such peptide approaches requires con- 
trol surfaces, an integrin-inactive peptide, -GCRGYGRDGSPG, was there- 
fore grafted to the PLL-g-PEG with 5% of the PEG as chain-end- 
functionalized (PLL-g-PEG/PEG-RGD 5%). 48 The RDG with inverse- 
sequence DG has no specific activity toward cYp integrin receptors and 
therefore serves as proof of the presence or absence of specific interactions 
in cell surface studies. As a further control, unmodified titanium surfaces 
characterized by well cleaned titanium oxide and with the same smooth and 
rough (SLA) surface topographies were used in the cell culture experiments. 
All surfaces were carefully controlled by surface analytical techniques such 
as XPS, contact angle, and ellipsometry. 50 
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FIGURE 19.13 

(See color insert.) Fluorescence microscopy of human foreskin fibroblast cells stained for actin 
stress fibers on smooth and rough (SLA) titanium surfaces with and without assembled mono- 
layers of poly-L-lysine-g-poly(ethylene glycol) (PLL-g-PEG): (a) smooth/natural oxide film 
surface; (b) smooth/PLL-g-PEG surface; (c) rough/natural oxide film surface; and (d) rough/ 
PLL-g-PEG surface. Cells were seeded at a concentration of 10 4 cells per mL in culture medium 
with 10% fetal calf serum and incubated for 24 hours, fixed in 10% formalin solution, and 
fluorescently stained for actin stress fibers with dissolved phalloidin. (Source: From Tosatti, S. 
et al., in preparation, 2003. With permission.) 

Human foreskin fibroblast (HFF) cells at a density of 10,000 cells /ml in 
standard cell culture medium supplemented with 10% fetal calf serum were 
seeded onto smooth and rough (SLA) titanium surfaces with the following 
surface chemistries: (1) uncoated (natural oxide-covered); (2) coated with 
PLL-g-PEG; (3) coated with PLL-g-PEG /PEG-RGD 5%; or (4) coated with 
PLL-g-PEG / PEG-RD G 5%). After 24 hours of incubation, the cells were 
stained to evaluate spreading and actin stress fiber architecture with a flu- 
orescence microscope. 51 

Figures 19.13 and 19.14 demonstrate that the PLL-g-PEG system indeed 
allows the design and fabrication of cell-specific surface functionalities on 
titanium surfaces with both smooth and rough surface topographies. On the 
smooth, natural oxide film-covered surface, the fibroblasts in the serum- 
containing culture medium showed the expected extensive spreading (Fig- 
ure 19.13a); this surface is known to adsorb cell-adhesive proteins from 
serum (e.g., fibronectin and vitronectin). In contrast, far fewer cells were 
detected on the surface covered with a monolayer of protein-resistant PLL- 
g-PEG and they showed limited spreading and poor actin stress fiber orga- 
nization (Figure 19.13b). 

The situation is qualitatively similar on the rough (SLA) surface (Figures 
19.13c and d), but in comparison to the corresponding smooth case, less cell 
spreading and inferior development of stress fibers were noted. The fact that 
fibroblasts seem to shun rough surfaces, in contrast to macrophages, was 
observed more than 20 years ago by Rich and Harris and designated rugo- 
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FIGURE 19.14 

(See color insert.) Fluorescence microscopy of human foreskin fibroblast cells stained for actin 
stress fibers on smooth and rough (SLA) titanium surfaces with and without assembled mono- 
layers of poly-L-lysine-g-poly(ethylene glycol) (PLL-g-PEG): (a) smooth PLL-g-PEG/PEG-RGD 
5% (active peptide); (b) smooth PLL-g-PEG/PEG-RDG 5% (inactive peptide control); (c) rough 
PLL-g-PEG/PEG-RGD 5% (active peptide); and (d) rough PLL-g-PEG/PEG-RDG 5% (inactive 
peptide control). Cells were seeded at a concentration of 10 4 cells per mL in culture medium 
with 10% fetal calf serum and incubated for 24 hours, fixed in 10% formalin solution, and 
fluorescently stained for actin stress fibers with dissolved phalloidin. (Source: From Tosatti, S. 
et al., in preparation, 2003. With permission.) 

phobia. 20 ' 52 If, however, the assembled polymeric layer contains grafted 
RGD-peptide sequences (and remains resistant to nonspecific protein 
adsorption), the tendency to form well spread and adhering cells with well 
developed stress fiber architecture is fully restored (Figure 19.14a). 

The 5% chain functionalization seems sufficient to provide the necessary 
density of such adhesive sites normally present in protein adlayers. The 
observed cell behavior is definitively a consequence of direct interaction of 
the RGD-type peptide with cells, as the control (PLL-g-PEG/PEG-RDG 5% 
surface with inactive peptide) shows strongly reduced spreading and a cell 
morphology more comparable to the nonfunctionalized PLL-g-PEG surface 
(compare Figures 19.14b and 19.13b). The negative influence of surface 
roughness on cell attachment and spreading is again obvious (compare Fig- 
ures 19.14c and 19.14d with Figures 19.14a and 19.14b). 

The same types of surfaces were also tested after 72 hours HFF incubation 
for total mitochondrial activity as a measure of total cell proliferation and 
viability. 51 The same trends regarding influence of specific peptides and 
surface roughness were observed (Figure 19.15). 

These results serve as good evidence that the PLL-g-PEG technology that 
can be implemented by simple dipping in aqueous solution at room tem- 
perature is applicable to both smooth and rough surfaces and can reduce 
nonspecific adsorption of proteins. On this background of low nonspecific 
adsorption, surface peptide moieties able to interact specifically with fibro- 



© 2003 by CRC Press LLC 




Natural Oxide PLL-g-PEG PLL-g-PEG PLL-g-PEG.' 

orTC-PS 5% RGD 5% RDG 



■ TCPS ■ Smooth Ti Rough Ti 

FIGURE 19.15 

Cell viability and proliferation of human foreskin fibroblasts determined as total mitochondrial 
activity using WST-1 kit after 72 hours of culture. Same types of surfaces shown in Figures 
19.13 and 19.14 were used. Statistical differences were calculated via ANOVA: *P = <0.05 versus 
tissue culture plastic; #P = <0.05 versus smooth Ti; -P = <0.05 versus rough Ti. (Source: From 
Tosatti, S. et al. ; in preparation, 2003. With permission.) 

blast cells can be introduced at the interface in the same assembly step. A 
further advantage is the fact that the bioligand (peptide in this case) surface 
areal density can be precisely controlled via assembly from mixed PLL-g- 
PEG plus PLL-g-PEG /PEG-\|/ solutions, as has been successfully demon- 
strated for \|/ = biotin in the context of biosensor chip development based on 
the biotin/ (strept)avidin interface. 53 



19.4 Conclusions and Outlook 

Molecular assembly techniques are interesting alternatives to other types of 
chemical surface reactions for the functionalization of metal oxide surfaces. 
Alkane phosphates and PLL-g-PEG are two examples successfully applied 
to titanium surfaces covered with a natural (passive) oxide film. Alkane 
phosphates can be used to alter physicochemical properties such as wetta- 
bility (hydrophobicity and hydrophilicity) and surface charge. 

The responses of fibroblasts to alterations in these properties were weak 
when serum was present. More pronounced effects were seen in serum-free 
cell culture media, but this condition is only of academic interest. The likely 
explanation is that the physicochemical properties of the interface are mod- 
ified with time when exposed to biological media and that cell-adhesive 
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proteins finally adsorb in a similar way to all these surfaces. Possible strat- 
egies that will render alkane phosphates more useful to the biologically 
interested surface scientist are: (1) increasing the stability of the phos- 
phate-titanium bond (e.g., through thermal post-treatment or cross-linking 
within the ordered hydrocarbon chain adlayer), and (2) introducing func- 
tionalities such as oligo(ethylene glycol) moieties that could render the oxide 
surface resistant to protein adsorption at the terminal group, in analogy to 
the alkane thiol system used on gold surfaces. 54 

The properties and performance of polycationic PEG-grafted copolymers 
are different. They form, in the course of a 5- to 15-minute assembly step 
from aqueous solution, rather stable adlayers (>2 weeks in cell culture 
media). This stability is a consequence of the kinetic inertness produced by 
the many electrostatic bonds that form between polymer backbone and 
oppositely charged metal oxide surface. Polymers with optimized architec- 
tures such as PLL-g-PEG can render titanium oxide and other metal surfaces 
very resistant to nonspecific adsorption. Functional bioligands such as pep- 
tides can be introduced through covalent grafting to the polymer, allowing 
the design of both smooth and rough surfaces with almost perfectly con- 
trolled bioligand surface densities. RGD-containing peptide moieties 
attached to PLL-g-PEG were shown to interact specifically with fibroblast 
cells through peptide-integrin receptor interactions. 

RGD peptides, often used for proof-of-concept experiments, are not the 
only interesting peptides for modification of implant surfaces. Other 
sequences have been reported in cell-binding domains, for example YIGRS 
and IKVAV in laminin, RKK in collagen-I, 55 58 and a variety of heparin- 
binding domains interacting electrostatically with transmembrane pro- 
teoglycans such as FHRRIKA and KRSR, which are also present in cell- 
binding proteins such as fibronectin. 13 ' 59 

The specific interactions of osteoblasts with peptide-functionalized surfaces 
were carefully reviewed by Healy et al. 11 Heparin-binding motifs of type 
FHRRIKA and KRSR as ligands to attach osteoblast-like cells have recently 
attracted increased attention due synergistic action in combination with inte- 
grin-binding RGD-type peptides (FHRRIKA) 17 and for the ability to prefer- 
entially bind osteoblasts from fibroblast-osteoblast cocultures (KRSR). 60 

In conclusion, using molecular assembly techniques based on PEG-grafted 
polyionic copolymers, one can imagine introducing at the implant surface 
one or a combination of several synergistic biofunctionalities such as specific 
peptides at highly controlled surface densities and combining such designed 
biochemical surface compositions with preferred surface topographies. Such 
concepts have potential to be compatible with implants specifically designed 
for given medical applications. 

From an economic perspective, molecular assembly processes are poten- 
tially very cost effective. Although the synthesis of multifunctional polymers 
may be costly, the fact that only about 100 to 200 ng/ cm 2 of polymer is needed 
makes material costs almost negligible (at a rate of 10 4 e /g (Euro/gram) and 
10% use of material, the cost is on the order of 1 cent/cm 2 ). What is generally 
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much more important is the handling cost. In this respect, molecular assem- 
bly techniques (simple dipping from aqueous solutions) have clear advan- 
tages in terms of costs, scalability, large batch sizes, and compatibility with 
modern industrial, environmentally acceptable production techniques. 

The limitations to the use of the molecular assembly approach should be 
mentioned here. Monolayers of a few-nanometer thickness have limited 
lifetimes in friction and wear situations (albeit less so in topographically 
structured surfaces with large proportions of the surface "protected" from 
outside mechanical action). Second, the molecular adlayers are likely to be 
altered and degraded over the longer term due to biological (cellular, chem- 
ical, or enzymatic) activity, but this reactivity may not interfere with their 
usefulness. The relevant consideration is the time span that such adlayers 
must be present and active in order to exert a positive influence on the 
direction and kinetics of specific healing and integration pathways. Carefully 
planned animal experiments based on quantitatively characterized model 
implants and surfaces are needed to reach a definitive conclusion on the 
usefulness of the molecular assembly approach in biomedical applications. 
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Development and Application of Scientific 
Data: Do Industry and Academia Have 
Different Scientific Perspectives? 



Bjorn Delin 



Scientific development within the fields of pharmaceutical and medical 
device applications is one of the most important and resource-consuming 
activities in modern society. Industry and universities work on their own or 
in various forms of cooperation to conduct research and develop products. 

Historically academic research was considered superior and had higher 
status as compared to industry-driven research. This view can actually be 
traced back to ancient Greece where sciences and arts were the privileges of 
philosophers who indulged in theoretical reasoning about nature and the 
laws governing the life of mankind and the world as a whole. Practical 
application of science, for example, in construction, production, or commer- 
cial activities was considered to have extremely low status. Any involvement 
with money was absolutely unthinkable and applications of science princi- 
ples conceived by philosophers were left to citizens of low standing, soldiers, 
and slaves. Much has happened since those days, but traces of these attitudes 
can be detected on occasion. 

Modern industrial and academic research efforts have reached equal sta- 
tus. Academic research has to some extent suffered from isolation and is 
often performed on an individual basis under the pressures of strong com- 
petition among individuals and groups. Limited financial support is also a 
restricting factor. Today collaboration with industry is encouraged and often 
a prerequisite for the realization of high quality science. Within the academic 
world, the goals of and reasons for conducting research are often of short- 
term perspective and aimed at publication and personal gratification even 
if the work fits into a long-term perspective at the institution where a 
researcher is active. 

The objective of "purely" academic research is to increase our knowledge 
base in the life sciences, technology, etc. to benefit mankind in general. The 
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results need not be directly applicable as products or disease treatment. The 
reason for starting a project may be that "it is interesting from a scientific 
perspective" — a phrase that would be considered as rather suspect in the 
industrial world, if cited as a motive for starting any form of activity. How- 
ever, more and more research is done today for the direct benefit of society 
and is slanted preferably toward industrial exploitation. This is often a 
condition for obtaining funding for the research; regrettably less so-called 
"free research" can be conducted. 

Industrial research is strongly target-oriented and aims at producing pat- 
entable drugs or devices. The primary targets are to generate revenue for 
shareholders and fund investments in new development projects. The time 
required for development of a new drug is on average 12 years and the cost 
is approximately $4.8 billion. Industry often can allocate large amounts of 
resources and create highly competent multidisciplinary teams to pursue 
efficient product development. Progress is evaluated frequently and deci- 
sions are made from a marketing perspective. This approach can prematurely 
kill a potentially viable project. 

Today's collaboration between industry and academia is more or less a 
must. Industry is in need of specialists and competence and input in the form 
of new ideas for development of new product concepts. Academia is in need 
of resources along with input and guidance to identify projects with potential. 

Collaboration generally follows one of two principles. First, an academic 
institution can act as a contract research organization (CRO) from which 
industry can buy research. Alternatively, research may focus on a common 
subject and ideally a win-win situation is created when high quality research 
produces benefits for the academic scientist by enhancing his or qualifica- 
tions and reputation. Industry gains scientific results and ideas. Academia 
contributes work by top scientists, ideas, and results while industry makes 
available resources and results from its laboratories. The risk of conflict of 
interest lies in the fact that industry may want to delay publication of results 
due to patent requirements and marketing and competitive considerations. 
An individual scientist usually wants to publish results as soon as possible 
for his or her benefit and gratification. 

The potential risk of unsound influence on an academic institution by 
industry must be considered. The fact that industry sponsors or funds 
research at an institution must not affect the sound judgment or scientific 
independence of the scientists involved. Industry should have the right to 
comment on scientific material before it is published but the final word must 
be the right of the academic scientist. Scientists who knowingly deviate from 
the truth or "massage" data for a specific purpose will damage the reputation 
and credibility of both academia and industry. Anyone working in the sci- 
entific field must be aware of the potential for intentional and unintentional 
bias. Scientists seek results and the risk is always that parameters are chosen 
on the basis of showing significant results in line with expectations or hopes 
rather than sound scientific considerations. This situation applies to aca- 
demia as well as industry. The perspective on science is and should remain 
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the same for both types of organizations. The only fundamental difference 
is perhaps that while industry applies science to achieve a result in the form 
of a product, the science is the product in the academic field. 
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21.1 Regulation of Medical Devices 
21.1.1 United States 

The Food and Drug Administration (FDA) has regulated medical devices in 
the United States since 1938. The present regulatory framework is based on 
five statutes: 

The Food, Drug, and Cosmetic Act of 1938 (FD&C Act) 

The Medical Device Amendments of 1976 (1976 Amendments) 

The Safe Medical Devices Act of 1990 (SMDA) 

The Medical Device Amendments of 1992 (1992 Amendments) 

The Federal Drug Administration Modernization Act of 1997 
(FDAMA of 1997) 

The original 1938 FD&C Act prohibited the marketing of adulterated or 
misbranded devices. The 1976 Amendments provided the FD&C Act with 
new authority expressly designed to ensure the safety and efficacy of devices 
and gave FDA premarket control over classification, notification, and 
approval of devices. Additionally, the 1976 Amendments strengthened post- 
market controls over devices and gave FDA the authority to require, among 
other things, patient identification, reporting, and record keeping, in addi- 
tion to following good manufacturing practices (GMPs). 

Concerns continued to be expressed, however, about the safety and efficacy 
of medical devices and the need for still more government controls. As a 
result, in 1990, the SMDA provided FDA with new enforcement authority 
over medical devices. SMDA streamlined certain procedures and added 
authority in others. It also refined the premarket and postmarket controls 
related to medical devices. The 1992 Amendments included changes to cer- 
tain provisions of the SMDA. 

The FDAMA of 1997 introduced more stringent controls to medical device 
safety, particularly those pertaining to quality assurance systems, by intro- 
ducing quality system regulations (QSRs), risk analysis, design verification, 
and validation. The FDAMA of 1997 also introduced the authorization of 
accredited third persons, independent third party bodies that could evaluate 
product dossiers up to but not including the final approval of substantial 
equivalence status for some medical devices. The intention is that in the future 
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accredited third persons will be permitted to audit manufacturers for com- 
pliance with QSR areas of the FDA regulations. 



21.1.2 European Union Member States 
21.1.2.1 New Approach Directives 

The new European approach aims at ensuring free movement of goods, 
persons, services, and capital in the internal market (countries of the Euro- 
pean Union [EU] and the European Economic Area Agreement [EEA]), with- 
out any restricting national regulations that may act as barriers to trade. The 
measure is regulated mainly by transposition of European community direc- 
tives to national legislation in each EU/EEA member state. 

The new directives encompass many of the traditional national strategies 
for premarket approval of products and introduced modules for conformity 
assessment. Compliance with the directives is symbolized by affixing the CE 
marks to products. The CE symbol on a product signifies that the manufac- 
turer declares that the product meets the essential requirements of the rele- 
vant European directive and therefore can be freely moved within the 
internal market. 

21.1.2.1.1 Nonactive Medical Devices 

Dental implants and most other devices in contact with patients' bodies are 
categorized as medical devices. The regulatory situation for nonactive med- 
ical devices in EEA/EU member states changed in 1998. All national and 
regional certification programs on medical devices including dental products 
ceased to exist on June 14, 1998. The European Economic Community (EEC) 
council directive concerning medical devices (93/42/EEC), also called the 
MDD, was transposed to national laws and regulations and was in full effect 
after June 14, 1998 in all member countries of the EU and the EEA. Applicant 
countries, the potential new members of the EU, are now actively transpos- 
ing the EU directives into national legislation, including the directive con- 
cerning medical devices (93/42/EEC). 

National health authorities such as a ministry of health or national board 
of health traditionally regulated medical devices. Under the new system, the 
MDD is primarily in the domain of the Directorate of General Enterprise 
(formerly DG 3, Industry) with some new assignments of responsibilities. 
The MDD operates by virtue of Competent Authority and Notified Bodies. 

Competent Authority (CA) — The CA is the national health authority 
responsible for implementation of the directive. The CA designates notified 
bodies (see next section) to which it delegates the authority to perform 
conformity assessment procedures according to requirements of the modules 
specified in the MDD. The CA has several other responsibilities. It registers 
all class I products and dental technical laboratories and other manufacturers 
of custom-made devices, and performs market surveillance of all medical 
devices. The CA is also responsible for the vigilance system, which is mainly 
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intended to collect reports of deaths and serious injuries associated with 
medical devices. Any national vigilance activity is also reported to the CAs 
of other member states. 

Notified Bodies — Notified bodies act as third-party certification entities. 
They are strictly required to maintain their independence of financial and 
other ties to the manufacturers with which they are in contact. The task of 
a notified body is to assess whether products in the higher risk classes fulfill 
the appropriate requirements of the MDD and ensure that a manufacturer 
has performed adequate risk analyses and can trace its products to end users. 
Manufacturers are required to have structured systems for postmarketing 
surveillance and feedback. 

21.1.2.1.2 Practical Consequences 

Every product shall be safe to use and fulfill the manufacturer's claims such 
as its intended use. This provision does not necessarily coincide with the 
requirements of international or European product standards. However, 
where devices do not comply with key relevant published standards, a 
rationale should be stated in the technical documentation for the product. 
The majority of the medical devices used in dentistry obtain their CE marks 
based on conformity with the requirements of manufacturers' quality assur- 
ance systems. 



21.1.3 Japan 

The Ministry of Health, Labour, and Welfare handles the Japanese medical 
device regulations concerning approval of foreign manufacture of medical 
devices (via an in-country caretaker) and granting product import licenses. 
Japan recently declared that it intends to harmonize its system by changing 
to a marketing approval procedure that would allow Japanese importers to 
handle registrations. 

Japanese authorities are strongly safety oriented and may require addi- 
tional safety studies. It is possible to obtain approvals without clinical studies 
in Japan, but extensive postmarketing studies may then be required. 



21.2 Definitions of Medical Devices 

The FD&C defines a medical device as an instrument, apparatus, implement, 
machine, contrivance, implant, in vitro reagent, or other similar or related 
article, including a component, part or accessory, which is: 

1. Recognized in the official National Formulary or the U.S. Pharma- 
copeia, or any supplements 



© 2003 by CRC Press LLC 



2. Intended for use in the diagnosis of disease or other conditions, or 
in the cure, mitigation, treatment, or prevention of disease in 
humans or animals 

3. Intended to affect the structures or any functions of the bodies of 
humans or animals which does not achieve any of its primary 
intended purposes through chemical action within or on the bodies 
of humans or animals and is not dependent upon being metabo- 
lized for the achievement of any of its principal intended purposes. 

The MDD defines a medical device as any instrument, apparatus, appli- 
ance, material, or other article, whether used alone or in combination, includ- 
ing the software necessary for its proper application, intended by the 
manufacturer to be used for human beings for: 

1 . Diagnosis, prevention, monitoring, treatment, or alleviation of disease 

2. Diagnosis, monitoring, treatment, alleviation of, or compensation 
for an injury or handicap 

3. Investigation, replacement, or modification of the anatomy or of a 
physiological process 

4. Control of conception 

The device must not achieve its principal intended action in or on the 
human body by pharmacological, immunological, or metabolic means, but 
may be assisted in its function by such means. 

Based on the definitions in the MDD alone, a medical device and a drug 
can be difficult to distinguish. This issue is expanded upon in the demarca- 
tion between the medical device directives and the medicinal products direc- 
tive in MEDDEV 2.1/3 (Revision 2, July 2001). Products in the following 
situations can be defined as medical devices: 

1. Bone cements containing antibiotics 

2. Root canal fillers incorporating medicinal products with secondary 
actions 

3. Bone void fillers intended for the repair of bone defects when the 
primary action of the device is a physical means or matrix that 
provides a volume and a scaffold for osteoconduction and an addi- 
tional medicinal substance is incorporated to assist and comple- 
ment the action of the matrix by enhancing the growth of bone cells. 

The ancillary would be determined by the performance of the matrix on 
its own and the extent of the enhancement of growth due to the presence of 
the substance. With reference to the overall purpose of the product, where 
the medicinal substance has such an effect that its ancillary nature cannot 
be clearly established, the product should be considered in accordance with 
the concept of a drug delivery system. 
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It should be noted that the mere coating of a product with a chemical does 
not imply that the chemical is a medicinal substance. For example, hydroxya- 
patite, frequently used as coating for orthopedic and dental implants, is not 
considered a medicinal substance. Other coatings in use that are not medic- 
inal substances are hydromers and phosphoryl cholines. At present, prod- 
ucts incorporating medicinal substances of human origin are excluded from 
the MDD. 



21.3 Classification 

The classification of a medical device is strongly linked to the type of risk 
that conceivably may be associated with its use. Medical devices vary widely 
in simplicity or complexity and the degree of risk or benefit involved. The 
regulatory categories or classes are assigned according to the extent of control 
necessary to assure the safety and efficacy of a device. 

21.3.1 FDA's Three Classes of Medical Devices 

Class I: General controls — Devices in Class I are those for which general 
controls alone are sufficient to assure safety and effectiveness. General con- 
trols include regulations that govern GMPs, records, reports, and inspections. 

Class II: Special controls — Devices in Class II are those for which general 
controls alone are insufficient to provide reasonable assurance of safety and 
effectiveness, and for which sufficient information exists to establish special 
controls to provide this assurance. 

Class III — Registration of Class III products may require premarket 
approval (PMA) or product development protocol (PDP). 

Most Class I devices are exempt from notification. Class II devices require 
510(k) notification if they are substantially equivalent to existing devices. 
New products are placed in Class III, but it is possible to submit statements 
of reasons to reclassify implants, for example, to Class II. Class III includes 
endosseous implants, including TCP granules, and biology-based products 
such as Emdogain® Gel. 

According to a new draft guidance issued February 2002, resorbable bone 
void fillers such as calcium carbonate, calcium sulfate, calcium phosphate, 
and calcium salt additives derived from biological sources (animal or human 
tissue) are proposed to be placed in Class II. 

21.3.2 MDD's Four Classes of Medical Devices 

Products subject to the MDD fall into four risk classes, depending on which 
part of the body they contact and the duration of the contact. Dental restor- 
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ative materials are considered surgically invasive products for permanent 
use. This implies that they should be placed in Class lib. However, the direc- 
tive includes a special rule stating that permanent products for use in teeth 
fall into a lower risk Class, Ha, that applies to dental restorative materials. 

Dental implants are in Class lib due to their long-term (>30 days) contact. 
If the manufacturer claims a biological activity for any coating, the implant 
is assigned to class III. Biora's Emdogain® Gel is a Class III device due to its 
animal origin rather than long-term placement. 

21.3.2.1 CE Marking Related to Risk Classification 

The certification of products (CE marking) is based on a manufacturer's 
declaration of conformity with the essential requirements (Annex I) of the 
MDD (Table 21.1). For Class I products, a manufacturer affixes the CE mark 
and registers the product with the CA. For high-risk products, a notified 
body performs the conformity assessment according to the MDD to verify 
the manufacturer's claims. The choice of practical procedure to achieve CE 
marking for any product is up to the manufacturer. 

Class Ha products such as dental restorative materials used as suprastruc- 
tures for implants 

TABLE 21.1 

MDD Requirements' 1 

Class Design Production 



Product Approach 

I Manufacturer's declaration Manufacturer's declaration 

Ha Manufacturer's declaration EC verification, production quality assurance, or 

product quality assurance 
lib EC type examination EC verification, production quality assurance, or 

product quality assurance (Annex VI) 
III EC type examination EC verification or production quality assurance 

Class Design and Production 

Quality Approach 

Ha Full quality assurance without design dossier examination by notified body 
lib Full quality assurance without design dossier examination by notified body 
III Full quality assurance including design dossier examination by notified body 

" The MDD contains a number of procedures to be followed for the assessment of conformity 
of medical devices with the provisions of the MDD. The procedure to be followed is deter- 
mined by the class of medical device. Class I products presenting low risks are subject to a 
manufacturer's declaration based on a risk analysis and risk management approach carried 
out by the manufacturer without intervention of a third party. The procedures for class Ha, 
lib, and III devices always require intervention by a notified body, i.e., a public or private 
organization designated by member states to carry out conformity assessment tasks specified 
in the MDD. 
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of batches of the product in accordance with the manufacturer's claims for 
the product and its intended use (Annex IV); and (2) certification of the 
manufacturer's quality assurance systems for production of the product 
(Annex II), the production line (Annex V), or testing and inspection of the 
final product (Annex VI). 

For Class lib products, for example dental implant systems, the options are 
(1) design verification (Annex III) plus batch control (Annex IV); (2) certifica- 
tion of the manufacturer's quality assurance systems either for production of 
the product (Annex II, not including design verification) or the production 
line (Annexes III and V); and (3) design verification plus a quality assurance 
system for testing and inspection of the final product (Annexes III and VI). 

Class III products include dental implant systems with bioactive coating 
or containing medicinal substances. The options are (1) design verification 
(Annex III) plus batch control (Annex IV) or production control (Annex V); 
and (2) certification of the manufacturer's quality assurance systems for 
production of the product (Annex II including design verification). 

21.3.3 Global Harmonization of Risk Classification 

A global harmonization task force consisting of representatives from the U.S. 
Food and Drug Administration together with European, Japanese, Canadian, 
Chinese, and Australian authorities proposed a risk-based classification for 
medical devices (2001): 

Class A — Invasive devices for transient use (<60 minutes) 

Class B — Invasive devices for short-term use (<30 days) 

Class C — Invasive devices for long-term use (>30 days) 

Class D — Implantable devices in heart, blood, or CNS; or devices 
that are life-supporting; or produce biological effects; or have bio- 
logical origins; or devices that are wholly or mainly absorbed or 
undergo chemical change (except in teeth); or devices that admin- 
ister medicines 

Human cells and tissues are not proposed to be harmonized by the task 
force, since they are regulated differently in different markets. It should be 
noted that Class D includes medical devices with biological effects, which 
appear to include the immunological and metabolic effects excluded from 
the present European definition discussed above. 

21.3.4 Other Aspects 

Products may be regulated differently, based on their applications rather 
than their types and origins. Future global harmonization might classify 
some current biological products as medical devices. 
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21.3.4.1 Animal-Derived Medical Devices 



The recent European standard EN-12442 has three parts dealing with differ- 
ent aspects of standardization of production of animal-derived medical 
devices. Part 1 requires a risk analysis regarding animal species and tissues 
that can be used for different medical device applications. It also requires 
an extension of EN-1441 (risk analysis) regarding possible hazards for special 
categories of patients (e.g., immunocompromised individuals or those with 
endocrine disorders, malignancies, hypersensitivities, or autoimmunity). 
Part 2 standardizes the control of sourcing and handling (geographical ori- 
gin, infection control, veterinary inspections, certification, etc.). Part 3 covers 
validation of virus elimination or inactivation and requirements for literature 
reviews and / or experimental proof. 

The development and manufacture of Emdogain® Gel in accordance with 
this standard were approved by the U.S. and Japanese authorities in 2001. 
Only the French authorities required a special listing of animal-derived 
devices and additional information. An application must then be submitted 
to the Agence Francaise de Securite Sanitaire des Produits de Sante. 

21.3.4.2 Growth Factors 

In October 2001, FDA approved a growth factor under the humanitarian 
device exemption. It was the OP-1 implant, i.e., recombinant human protein 
OP-1 on bovine collagen, which may be used for bone formation when an 
autograft is not a good choice and other treatments have failed. In contrast, 
recombinant human PDGF-BB (platelet-derived growth factor) was 
approved as a pharmaceutical for treatment of diabetic foot ulcers in 1998. It 
is now sold under the tradename Regranex®. 



21.4 Regulatory Issues Concerning Medical Devices Used 
in Dentistry 

The quality of dental products has been under discussion for more than a 
century. The discussion has centered on what qualities are important and 
how they can be assured in design and manufacture. The longevity and 
efficacy of dental restorative procedures are to a great extent related to the 
qualities of the products used. 

The quality and use of medical devices directly impact health issues and 
economics. Many dental products are relatively easy to make and most 
countries formerly imposed few regulatory constraints on design, produc- 
tion, marketing, and sales. For economical and other reasons, products were 
often manufactured in small quantities and variation in batches was some- 
times considerable. Not all manufacturers had the necessary testing equip- 
ment to control the batches before release to customers. A Danish market 
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survey and test of products on the market in the late 1950s showed that 50% 
of the amalgam products guaranteed by the manufacturers to fulfill mini- 
mum requirements of the corresponding ADA specification failed to do so. 

The increasing focus on consumer protection related to the safety and 
efficacy of medical devices in general led to a more cautious attitude to 
accepting new products at face value. Various legislative measures to ensure 
the safety and efficacy of medical devices including those used in dentistry 
were introduced in the 20th century 

21.4.1 History of Quality Assessment of Devices Used In Dentistry 

Certification of products is based on independent third-party assessment of 
compliance with specified requirements. The certification programs for den- 
tal products are voluntary in some countries and regulatory in others. 

21.4.1.1 International Aspects 

The first certification program for dental products came as a result of stan- 
dardization activities of the American Dental Association in the 1920s. The 
Australian Dental Association initiated a corresponding formalized program 
in the 1930s. Both organizations published lists of approved or certified 
materials. The development of dental product standards started early in 
Japan, but certification of products with the JIS 0apanese Industrial Stan- 
dards) mark followed much later. 

Australia, U.S., and Japan based their certifications on compliance with 
their own developed national product standards. The standards were rela- 
tively similar at the outset, but deviated in some areas. The basis for certifi- 
cation was to protect domestic producers. 

In Europe, the health authorities of Great Britain and the Nordic countries 
established formal certification programs for dental products early in the 
1970s. The programs were based on British standards in Great Britain and 
on international standards in the Nordic countries. In Germany, direct filling 
materials were classified as pharmaceutical products and were subject to 
legislation regulating pharmaceuticals. Other voluntary national certification 
programs were also enacted. 

21.4.1.2 Nordic Dental Materials: Testing and Certification 

The health ministries of Denmark, Finland, Iceland, Norway, and Sweden 
formed the Scandinavian Institute of Dental Materials (NIOM) in 1972. 
NIOM's mission was to ensure that dental products on the Nordic market 
were safe and effective. Its materials testing programs from 1972 to 1998 
were based on evaluation of product properties in relation to specifications 
in international dental standards. For two important product areas that 
lacked international standards, alloys for porcelain-fused-to-metal and com- 
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posite materials for use in the molar area (posterior composites), NIOM 
developed acceptance programs based on national drafts for standards or 
acceptance programs. 

NIOM bought the materials for testing on the open markets in Nordic 
countries each year and tested them according to standards. The manufac- 
turers already guaranteed that the products fulfilled the requirements of the 
standard. NIOM's testing showed that 10 to 30% of the products did not 
comply with the standards. 

21.4.1.3 Practical Implications of NIOM's List of Certified 
Products 

The recommendation to use NIOM-certified products in clinical practice was 
not of a regulatory nature in any country. However, national interests sought 
quality control for specific product groups. In Sweden, the national health 
insurance program required that only high noble content gold alloys certified 
by NIOM be used. Similarly, in Norway, the tariffs for dental treatment 
agreed to by the health directorate and the Norwegian Dental Association 
specified that dental treatment procedures should only be performed with 
materials certified by NIOM. The Danish tariffs for treating children and 
adolescents in public clinics also had similar requirements. Finland had a 
similar recommendation for treatment in public clinics. 

In Australia, the Therapeutic Goods Administration (TGA) accepted prod- 
ucts certified by NIOM as equivalent to those subjected to TGA testing and 
certification activities. The result was that NIOM-certified products could be 
freely marketed in Australia without further testing by TGA. 

21.4.1.4 Dental Implants in Nordic Countries 

The Norwegian Directorate of Health registered and controlled dental 
implants under authority of the 1981 regulations for registration and control 
of single-use medical devices as products which, based on their intended 
use, are assumed to be sterile. 

In Sweden, only dental implants with adequate documentation of long- 
term use as assessed by an advisory expert panel were remunerated under 
the national health insurance plan. 

Finland established a national register of dental implants in 1994. All 
implant systems were accepted. The register is used for follow-up and 
evaluation of the safety and usability of dental implants. It records infor- 
mation concerning implant, operation, surgical unit, patient, diagnosis, and 
possible complications. 

After implementation of the European Community directive concerning 
medical devices (93/42/EEC), also called the MDD, in 1998, the Norwegian 
and Swedish national systems ceased operations, and all CE-marked dental 
implants were accepted. The Finnish registry continues to collect information 
and publish annual reports. 
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21.4.1.5 International Product Standards in Dentistry 

The International Organization for Standardization (ISO) developed more 
than 110 dental product standards. The work was performed by ISO Tech- 
nical Committee (TC) 106, Dentistry. These vertical product standards were 
adopted by CEN, the European Standardization Committee, as EN standards 
with identical content. As a result of a mandate from the commission respon- 
sible for the MDD, the vertical product standards, were combined with 
horizontal standards for biological evaluation, risk analysis, labeling, etc. 
and grouped into four semihorizontal European standards concerning dental 
instruments, materials, equipment, and dental implants (EN 1639 through 
1642). Showing compliance with these standards is one of the options for 
conformity assessment (CE certification) in Europe. 



21.5 Risk Analysis, Assessment, and Management 

ISO also developed a protocol for methods by which risk analysis, assess- 
ment, and management can be performed (ISO 14971, Application of Risk 
Management to Medical Devices). 



21.5.1 Device Development 

The classical path of a pharmaceutical from the discovery stage through 
research and development, preclinical testing, and clinical Phases I, II, and 
III is followed often for medical devices in classes lib and III. The quality 
system regulation of FDAMA (1997) and the ISO 9001 standard require that 
a design control system be followed. The system emphasizes that develop- 
ment starts with specified user needs and specified detailed input criteria. 
The design process must be reviewed periodically, and the design output 
(product) must be verified against the design input and validated against 
user needs (Figure 21.1). 

The use of internationally recognized good practices is an advantage dur- 
ing design development and in the subsequent manufacturing process. 
Guidelines cover good laboratory practices (GLPs), good clinical practices 
(GCPs), and good manufacturing practices (GMPs). Some of these are man- 
datory in the U.S. and Japan. 

During the development stage, many devices are tested in animal exper- 
iments to assess their properties under conditions of use. Complete study 
design protocols should encompass full utilization of the animals. Irrespec- 
tive of the local effects sought, biopsies of all organs should also be taken 
for later histopathological evaluation. They may be useful in premarket 
regulatory documentation of biological effects. 
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FIGURE 21.1 

Design control process according to the U.S. Food and Drug Administration Quality System 
Regulation and ISO 9001. 



21.5.2 Risk versus Benefit 

Medical devices should provide patients, users, and third parties with high 
levels of protection and attain the performance levels attributed to them by 
their manufacturers. Ideally, biomaterials and medical devices should per- 
fectly fulfill the functions for which they were designed without adverse 
effects. Practically, however, some minor side effects can be tolerated if 
outweighed by benefits for the patient. Annex I of the MDD (Essential 
Requirements) states: 

The devices must be designed and manufactured in such a way that, 
when used under the conditions and for the purposes intended, they will 
not compromise the clinical condition or the safety of the patients, or the 
safety and health of users, or where applicable other persons, provided 
that any risks which may associated with their use constitute acceptable 
risks when weighed against the benefits to the patient and are compatible 
with a high level of protection of health and safety. 

This is further elaborated in the requirements covering design and con- 
struction. Such devices must be designed and manufactured in such a way 
as to guarantee the characteristics and performances referred to in Section I 
(General Requirements). Particular attention must be paid to (1) the choice 
of materials used, particularly regarding toxicity and, where appropriate, 
flammability; and (2) compatibility between the materials used and biolog- 
ical tissues, cells, and body fluids, taking into account the intended purpose 
of the device. 

The MDD requires a manufacturer to present documented results of risk 
analysis. The analysis should address all known or reasonably foreseeable 
hazards of the product types and technologies involved, together with the 
likelihood and consequences of occurrence and measures to be taken to 
reduce all relevant risks to acceptable levels. For example, in the case of 
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devices incorporating a medicinal substance, material of animal origin, or 
natural rubber latex, the risk analysis should include the additional risks 
and benefits associated with the incorporation. In the case of devices 
intended for single use, the risk analysis should address the hazards asso- 
ciated with reuse as an example of foreseeable misuse. 

The results must demonstrate that an appropriate risk analysis has been 
performed and provide a conclusion with appropriate evidence that the 
remaining risks are acceptable when weighed against the intended benefits 
to patients. 

21.5.3 Biological Properties 

Assessment of biological properties of the individual components and the 
complete device may comprise literature surveys, characterization, and eval- 
uation of substances leachable from the devices, biological testing under 
simulated laboratory conditions, and clinical testing in humans. The CEN 
and ISO standardization bodies developed standard ISO 10993-1 for select- 
ing relevant test methods for biological evaluation of medical devices. The 
ISO 10993 series detailed in Table 21.2 describes the biological test methods 
and their rationales for use. These tests do not cover all biocompatibility 
aspects and should be used with due caution. The methods described in the 
standards generally do not include pass / fail criteria. 

The final risk assessment needs to be performed in a structured manner 
by a knowledgeable person (expert). The final responsibility for the safety 
and performance of the product remains with the manufacturer. 

21.5.4 Postmarketing Surveillance 

Severe limitations are inherent in extrapolation of biological laboratory stud- 
ies in relatively few animals to human use situations involving large num- 
bers of persons. According to the MDD, a manufacturer is required to have 
a structured system for postmarketing surveillance and feedback of com- 
plaints. Used properly, the system is a valuable tool for periodic review of 
the design of a device to ensure high levels of safety and efficacy. 



21.6 Information Sources 

Changes and developments are continuous in the regulatory field. Updated 
information is available from the following sources: 

U.S. Food and Drug Administration, Center for Devices and Radio- 
logical Health: http://www.fda.gov/cdrh 
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European Union Council Directive 93/42/EEC (MDD) concerning 
medical devices: http://europa.eu.int/comm/enterprise 
newapproach/standardization/harmstds/reflist/meddevic.html 

Information about new approach to technical harmonization and stan- 
dardization: http:/ /europa.eu.int/comm/enterprise/newap- 
proach / standardization / index.html 

http: / / europa.eu.int/ comm/ enterprise/newapproach/standardiza- 
tion/harmstds / index.html 

References to harmonized standards (New Approach Directives): ht- 
tp: //europa.eu.int/ comm/ enterprise /newapproach/ standard- 
ization/harmstds /index.html 

Overview of all healthcare sector standards: http: / / www.cenorm.be/ 
sectors /healthcare.htm 

Guidance documents: 

http: / / europa/eu.int/ comm/ dg03 / directs/ dg3d/ d2/ meddev/ 
md / dirmd / dirmd/html 

Japan: Guide to Medical Device Registration, 5th ed., Yakuji Nippon, 
Ltd., 1994. 



21.6.1 Quality Systems 

Good Laboratory Practices (GLPs), European Union and Organisation 
for Economic Cooperation and Development (OECD) 

Principles of Good Laboratory Practice, Nonclinical Laboratory Stud- 
ies, Good Laboratory Practice Regulations, U.S. Food and Drug 
Administration 

Good Clinical Practices (GCPs), European Union, U.S., and Japan, 
ICH Harmonised Tripartite Guideline for Good Clinical Practice 

Good Manufacturing Practices (GMPs), European Union EEC Com- 
mission Directive 91/356 /EEC, Principles and Guidelines of Good 
Manufacturing Practices for Medicinal Products for Human Use, 
Eudralex Volume 4 

U.S. Food and Drug Administration, Current Good Manufacturing 
Practices (cGMPs) for Medical Devices, Volume 21, Code of Federal 
Regulations, Section 821 
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TABLE 21.2 



Standards for Evaluation of Biological Properties and Clinical Investigations of 
Medical Devices 2 



Technical committees involved in preparing standards of biological and clinical evaluation procedures 
ISO/TC 194, Biological evaluation of medical devices 

CEN/TC 206, Biocompatibility of medical and dental materials and devices 
CEN/TC 258, Clinical investigation of medical devices 
CEN/TC 55, Dentistry 
ISO/TC 106, Dentistry 

Standards for biological evaluation 

EN ISO 10993-1, 1997, Biological evaluation of medical devices, Part 1: Evaluation and testing 
ISO/DIS 10993-17.2, 1999, Biological evaluation of medical devices, Part 17: Methods for the 

establishment of allowable limits for leachable substances using health-based risk assessment 
EN ISO 10993-2, 1998, Biological evaluation of medical devices, Part 2: Animal welfare 

requirements 

EN 30993-3, 1993, Biological evaluation of medical devices, Part 3: Tests for genotoxicity, 

carcinogenicity, and reproductive toxicity (revision of ISO 10993-3, 1992) 
ISO/CD 10993-3.2, 1998, Biological evaluation of medical devices, Part 3: Tests for genotoxicity, 

carcinogenicity, and reproductive toxicity (revision of ISO 10993-3, 1992) 
EN 30993-4, 1993, Biological evaluation of medical devices, Part 4: Selection of tests for 

interactions with blood (revision of ISO 10993-4, 1992) 
EN ISO 10993-5, 1999, Biological evaluation of medical devices, Part 5: Tests for in vitro 

cytotoxicity 

EN 30993-6, 1994, Biological evaluation of medical devices, Part 6: Tests for local effects after 

implantation (revision of ISO 10993-6, 1994) 
EN ISO 10993-7, 1995, Biological evaluation of medical devices, Part 7: Ethylene oxide 

sterilization residuals 

ISO/DIS 10993-8, 1999, Biological evaluation of medical devices, Part 8: Guidance on the 

selection and qualification of reference materials for biological tests 
ISO 10993-9, 1999, Biological evaluation of medical devices, Part 9: Framework for identification 

and quantification of potential degradation products 
EN ISO 10993-10, 1996, Biological evaluation of medical devices, Part 10: Tests for irritation and 

sensitization 

prEN ISO 10993-10, 2000, Biological evaluation of medical devices, Part 10: Tests for irritation 

and delayed-type hypersensitivity (revision of ISO 10993-10, 1995) 
EN ISO 10993-11, 1995, Biological evaluation of medical devices, Part 11: Tests for systemic 

toxicity 

EN ISO 10993-12, 1996, Biological evaluation of medical devices, Part 12: Sample preparation 

and reference materials 
EN ISO 10993-13, 1998, Biological evaluation of medical devices, Part 13: Identification and 

quantification of degradation products from polymeric medical devices 
ISO/DIS 10993-14, 1999, Biological evaluation of medical devices, Part 14: Identification and 

quantification of degradation products from ceramics 
EN ISO 10993-15, 2000, Biological evaluation of medical devices, Part 15: Identification and 

quantification of degradation products from metals and alloys 
EN ISO 10993-16, 1997, Biological evaluation of medical devices, Part 16: Toxicokinetic study 

design for degradation products and leachables 
prEN ISO 10993-17, 1999, Biological evaluation of medical devices, Part 17: Methods for the 

establishment of allowable limits for leachable substances using health-based risk assessment 
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TABLE 21.2 (CONTINUED) 



Standards for Evaluation of Biological Properties and Clinical Investigations of 
Medical Devices 3 

ISO/CD 10993-18.2, 1998, Biological evaluation of medical devices, Part 18: Chemical 

characterisation of materials 
ISO/NWIP (ISO/TC 194 WG 15 TF1), 1999, Biological evaluation of medical devices, Part 20: 

Principles and methods for immunotoxicology testing of medical devices 
ISO 7405, Preclinical evaluation of biocompatibility of medical devices used in dentistry: test 

methods for dental materials 

Standards for clinical investigations of medical devices 

EN 540, 1993, Clinical investigation of medical devices for human subjects 
ISO 14155, 1996, Clinical investigation of medical devices 

ISO and CEN are working on a harmonized standard to replace the two above 

a The CEN and ISO standardization bodies developed a series of standards for biological 
evaluation of medical devices that may be of help in selecting relevant test methods. These 
tests do not cover all biocompatibility aspects and should be used with due caution. The test 
methods described in the standards generally do not include pass/ fail criteria. The final risk 
assessment must be performed in a structured manner by a knowledgeable person (expert). 
The selection of test methods and the rationales for their use shall be documented in the 
manufacturer's technical file (dossier) for each medical device. 
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22.1 Introduction 

A fundamental mechanism to achieve function in biology is the interaction 
among nanoscale objects that have both defined shapes and surface chem- 
istries. The most important nanostructures are, of course, proteins that can 
engage in molecular recognition events of high fidelity with small molecules, 
with segments of macromolecules, or with other proteins forming complexes 
that range from dimers to polymers. An interesting example of shape and 
surface chemical map versus function is offered by the complex known as 
a-hemolysin shown in Figure 22.1. This complex is formed by the self- 
assembly of seven polypeptide chains into a mushroom-shaped structure 
produced by a human pathogen, Staphylococcus aureus. 1 

The chemical map on the surface of this "nanomushroom" consisting of 
a hydrophobic stem and a hydrophilic cap allows the complex to insert 
itself into the external bilayer lipid membranes of human cells, keeping the 
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FIGURE 22.1 

(See color insert.) Complex of seven polypeptide chains known as a-hemolysin, synthesized 
by the human Staphylococcus aureus pathogen. This mushroom-shaped nanostructure has a pore 
parallel to the long axis and inserts itself into the bilayer membranes of cells. (Source: From 
Song, L. et al., Science, 274, 1859, 1996. With permission.) 

stem within the hydrophobic compartment and the cap in the more hydro- 
philic external environment. Along the long axis of this mushroom-shaped 
object is a cylindrical cavity roughly 16 A in diameter that the pathogen 
uses to deliver ions or molecules into cells targeted for destruction. Thus, 
shape and surface chemistry of this nanostructure are key elements in its 
efficient function. 

The macromolecules of common polymers lack the defined three-dimen- 
sional shapes and chemical sites of proteins. We hypothesized earlier that 
new functional materials could emerge from the introduction of such fea- 
tures in synthetic organic structures. 2 This biomimetic approach to materials 
could lead to novel biomaterials or novel designs for the interfaces of per- 
manent implants and biological tissues. Our laboratory targeted supramo- 
lecular self-assembly among synthetic molecules as a strategy to generate 
designed nanostructures. 28 Figure 22.2 illustrates some of the nanostructures 
of interest. 

Two different families of molecules that yield nanostructures by self- 
assembly in organic solvents were discovered in our laboratory over the past 
few years. One family consists of short triblock polymers containing one 
segment that is identical in all molecules of the system and is the driver of 
self-assembly. Self-assembly proceeds as a result of crystallization of these 
segments. However, these crystallizable segments are covalently bonded to 
two others that are incapable of crystallizing. These segments also have a 
greater specific volume per structural unit relative to the crystallizable seg- 
ments, and therefore steric forces arise as nanocrystals begin to form. 2 
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FIGURE 22.2 

Molecular graphics renditions of supramolecular nanostructures formed by self-assembly of 
organic molecules. (Source: From Stupp, S.I. et al v Mater. Res. Sci. Bull., 25, 42, 2000. With 
permission.) 

This stops crystallization after only dozens or hundreds of molecules have 
formed a supramolecular structure and thus results in the formation of nano- 
structures in the size range of proteins. Figure 22.3 (left) shows a molecular 
model of these triblock molecules and the mushroom-shaped aggregate they 
form, as well as a transmission electron micrograph of the aggregates. Figure 
22.3 (right) also shows another family of molecules we have termed dendron 
rodcoils (DRCs). DRCs are also triblock molecules but the structurally 
defined segments that could crystallize are unable to do so for geometrical 
reasons. Such segments are rigid and dendritic and therefore cannot form 
dense clusters of molecules arranged parallel to each other. These dendritic 
segments have termini with hydrogen bond-forming functions (phenolic 
groups in the Figure 22.3 example). Thus, these molecules aggregate head- 
to-head through hydrogen bonding and create one-dimensional, ribbon- 
shaped structures only 10 nm wide and about 2 nm thick. 9 However, their 
length can be 100 to 1000 times greater than their width reaching micron scale. 

Creating nanostructures by self-assembly of organic molecules results in 
the formation of interesting materials. The mushroom-shaped nanostruc- 
tures yielded thin films in which the nanostructures were arranged in layers 
and stacked in head-to-tail polar fashion. This led to films that had two 
parallel surfaces, one exposing the tops and the other the bottoms of the 
nanostructures. These films, therefore, have hydrophobic and hydrophilic 
surfaces and very different properties on opposite surfaces. 2 In fact, this 
particular characteristic would be useful in designing biomaterial interfaces. 
For example, one could produce a thin film by self-assembly that would 
bond to a permanent implant material on one side and expose to the bio- 
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FIGURE 22.3 

Triblock molecule containing one rigid segment and two flexible segments that self assemble 
into mushroom-shaped nanostructures (left). Triblock molecule containing one rigid segment, 
a dendritic segment at one terminus, and a flexible segment at the opposite terminus (right). 
The molecule on the right side self-assembles into a ribbon structure of nanoscale dimensions 
and lengths of several microns (see text). Transmission electron micrographs at the bottom of 
the figure correspond to each type of nanostructure and electron diffraction patterns for the 
mushroom-shaped nanostructures. (Sources: From Stupp, S.I. et al., Science, 276, 384, 1997, and 
Zubarev, E.R. et al., /. Am. Chem. Soc, 23, 4105, 2001. With permission.) 

logical environment a chemically different surface with useful biological 
properties such as specific cell recruitment ability, blood compatibility, or 
cell differentiation signals. The polar assembly of nanostructures also results 
in films that exhibit piezoelectricity 10 or second harmonic generation. 11 " 12 

The formation of nanoribbons is useful in other ways, for example, in 
forming gels from dilute solutions 9 and modifying physical properties of 
polymers. 1314 

Another important mechanism to achieve biological function in the context 
of materials is the formation of mineral phases with diverse forms using 
organic structures as templates. 15 18 In our previous research, we demon- 
strated the use of one-dimensional nanoribbons described above as tem- 
plates for the formation of inorganic nanostructures. In a recent publication, 
we reported on the formation of a helix of cadmium sulfide with nanoscale 
thickness and pitch using an organic helical template as the nucleation sur- 
face for the mineral (see Figure 22.4). 

The possibility of nucleating mineral crystals with shapes and sizes that 
can be designed would be an extremely important capability for materials 
to be used in hard tissue repair, particularly repair of bone. Later in this 
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FIGURE 22.4 

Transmission electron micrograph of a cadmium sulfide nanohelix (left) templated on a helical 
organic nanoribbon substrate. Templating of the nanohelix is shown (right). (Source: From Sone, 
E.D. et aL, Angew. Chem., 41, 1705, 2002. With permission.) 

chapter, we demonstrate this possibility using a nanofiber substrate to nucle- 
ate hydroxyapatite crystals. 



22.2 Tissue Engineering 

The necessary strategies for complete regeneration of adult human tissues, 
in spite of genetics and clinical variables, should be the ultimate endpoint 
for the field of regenerative medicine. This field has been labeled over the 
past 20 years as tissue engineering. 19 24 The achievement of this goal may not 
be possible for many decades, but a number of related targets could be 
reached earlier. One target is the development of biomaterials that form ideal 
interfaces with tissues, for example, materials that prevent avascular encap- 
sulation or, in the case of bone implants, materials that lead to immediate 
mechanical fixation because of rapid tissue regeneration around them. 

The ultimate goal of regenerative medicine will require extracellular 
matrix engineering — a task that will require learning more about self- 
assembly, supramolecular chemistry, nanoscience, and biomimetic chemis- 
try. The effectiveness of synthetic extracellular matrices (ECMs) for tissue 
regeneration will also increase with advances in genomics, proteomics, and 
stem cell biology. 

The engineering of a synthetic ECM is necessary because tissue engineer- 
ing requires tailored biodegradable matrices. Peptides that mimic epitopes 
in ligands must be part of the design, as well as the ability of these matrices 
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to carry growth factors for local release. At the same time, the matrices need 
to integrate the right mechanical and transport properties, and must be 
amenable to facile clinical delivery with minimal trauma, for example 
through simple injection. Finally, an ideal synthetic ECM will probably have 
to carry drugs and possibly genes to mediate local response. With regard to 
synthetic matrices, the field of tissue engineering is dominated by the use 
of simple biodegradable polyesters such as poly(L-lactic acid), poly(glycolic 
acid), and copolymers of these two structures. 25 30 



22.3 Design and Synthesis of an Extracellular Matrix 

We designed an extracellular matrix that mimics the nanoscale architecture 
of collagen fibrils, possibly the most common components of biological 
ECMs. As illustrated in Figure 22.5, the model system utilized relatively 
small molecules that could self -assemble into fibers having dimensions sim- 
ilar to those of the smallest collagen fibrils, around 10 nm. The first molecule 
synthesized for this purpose was the peptide amphiphile shown in Figure 
22.6 which, upon assembly, yields fibers with diameters of approximately 7 
to 8 nm. The nanofibers tend to have very large aspect ratios, reaching 
lengths on the order of several microns, and thus as they form in dilute 
solutions of the peptide amphiphile in water, they lead to the formation of 
gels. 31 




FIGURE 22.5 

(See color insert.) Schematic showing how small molecules (bottom left) self-assemble into 
solid fibers with nanoscale diameters (bottom right). Self-assembly produces nanostructures 
that mimic the morphology of collagen fibrils — common constituents of extracellular matrices 
formed through the aggregation of polypeptide triple helices (top). 
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Mineral Nucleation Site Hydrophobic Tail 




Cell Adhesion Cross-Linkable 
Ligand RGD Region 

FIGURE 22.6 

(See color insert.) Molecular graphics of a molecule designed to generate a synthetic extra- 
cellular matrix by self-assembly. The molecule has four important regions: a bioactive trip- 
eptide at one terminus for cell adhesion, a phosphorylated serine residue to generate in the 
supramolecular structure an array of mineral nucleation sites, a tetrapeptide of cysteine 
residues to capture covalently the supramolecular nanofiber through disulfide bonds, and a 
hydrophobic alkyl segment to impart a large amphiphilic moment to the molecule backbone. 

This property is of course useful for clinical delivery. The molecules that 
form the gels consist of two blocks: a peptide segment and a hydrophobic 
alkyl chain that causes them to self-assemble in water into nanofibers, pro- 
vided their charges are neutralized. Charge neutralization can be carried 
out by changes in pH or by introduction into the water of metal ions that 
will screen charges. The molecules are synthesized by solid phase peptide 
chemistry in an automated synthesizer using standard fluorenylmethoxy- 
carbonyl chemistry. After the peptide segments of these molecules are pre- 
pared, the N-termini are capped with fatty acid segments. Further details 
of the synthesis of these peptide amphiphiles can be found elsewhere. 31,32 
Figure 22.7 is a transmission electron micrograph of nanofibers obtained 
after self-assembly. 

The molecule shown in Figure 22.6 has a number of structural features 
that should allow it to form a bioactive synthetic ECM. First, the overall 




FIGURE 22.7 

Transmission electron micrograph showing arrays of nanofibers formed by self-assembly. 
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shape of the molecule is slightly tapered — a feature that should result in 
curved rather than flat arrays of packed molecules once self-assembly 
occurs. 33 The peptide segment at the N-terminus begins with four cysteine 
residues used to polymerize the supramolecular assemblies into covalent 
structures. This is possible by oxidation of the assemblies with either iodine 
or oxygen, and interestingly the polymerization is reversible with the intro- 
duction of reducing agents such as dithiothreitol. A sequence of three glycine 
residues follows the cysteines as a spacer that should facilitate the polymer- 
ization of the structure through disulfide bond formation. 

The last four amino acid residues, depending on molecular dynamics in 
the supramolecular structure, should be exposed on surfaces of the nanofi- 
bers and were selected to induce nucleation of hydroxyapatite mineral (phos- 
phoserine) and recruit cells to the fibers once formed (arginine, glycine, and 
aspartic acid). Phosphoserine residues are present in proteins such as 
phosphophoryn 34 36 found in bone matrix and are believed to participate in 
mineralization. The tripeptide RGD, on the other hand, is known to be 
present in extracellular proteins such as fibronectin and involved in cell 
adhesion through binding to integrin receptors in mammalian cells. 37 Once 
nanofibers form, their surfaces may recruit cells and in the presence of 
suitable calcium and phosphate concentrations may nucleate hydroxyapatite 
crystals. The nucleation of such crystals is possibly important in the recruit- 
ment of osteogenic cells for bone repair. 38 



22.4 Mineralization of Nanofibers 

The nanofibers described above can form by simple drying of peptide 
amphiphile solutions on solid surfaces. Nanofibers composed of the mole- 
cules shown in Figure 22.5 were formed this way and also by exposing the 
peptide amphiphile solution to HC1 vapor to lower pH and neutralize 
charge. In this key experiment designed to mineralize nanofibers, the peptide 
amphiphile solution (1 mg/ ml) was placed on one surface of a copper grid 
covered on its opposite side with a perforated carbon film. The opposite 
surfaces of this grid were treated with 5 \il of 10 mM CaCl 2 on one side and 
5 \xl of 5mM NaHP0 4 on the other side. This experiment is shown schemat- 
ically in Figure 22.8. 

The two solutions could mix only by passing through the holes of the 
carbon film. After 30 minutes, crystals of hydroxyapatite grew on the sur- 
faces of nanofibers. They had the expected atomic ratios of Ca and P found 
in hydroxyapatite, and interestingly the c-axes of these crystals had a pre- 
ferred orientation parallel to the long axes of the nanofibers. 32 

This same relationship existed between the c-axes of hydroxyapatite crys- 
tals and the long axes of collagen fibrils. 3740 ' 42 Thus, our system recreated 
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FIGURE 22.8 

Nanofiber mineralization experiment. Nanofibers form on one surface of a copper grid coated 
on the opposite side with a perforated carbon film. The nanofibers are exposed to the precursor 
ions of the mineral by first placing a droplet of a calcium ion-containing solution on one side 
of the grid, and then treating the opposite side with a droplet of phosphate ion-containing 
solution. 




FIGURE 22.9 

Nanoscale architecture of bone matrix showing cylindrical collagen fibrils with their long axes 
parallel to the c-axes of flat hydroxyapatite crystals (Source: From Weiner, S. and Wagner, H.D., 
Annn. Rev. Mater. Set, 28, 271, 1998. With permission.) 



this aspect of the nanoscale structures of bone and dentin. Based on tilting 
experiments with an electron microscope, the crystals formed in our nanofi- 
ber networks were found to have flat shapes similar to those that occur in 
biology. Figure 22.9 shows a previously published schematic of the geomet- 
rical relationship of collagen fibrils and mineral crystals in the bone family 
of materials. 40 Figure 22.10 is a transmission electron micrograph of miner- 
alized nanofibers along with our model describing one possible way the 
crystals could be oriented with respect to the supramolecular structures. 
Even though the c-axis of the nanoscale crystals has a preferential orientation 
parallel to the organic nanofibers, the a- and b-axes of the crystals can have 
many different orientations. 
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FIGURE 22.10 

(See color insert.) Top: transmission electron micrograph of peptide amphiphile nanofibers 
covered by hydroxyapatite crystals (darkest regions indicated by arrows). Bottom: hydroxyap- 
atite crystals growing on nanofibers. (Source: From Service, R.F., Science, 294, 1635, 2001. With 
permission.) 



22.5 Chemically Customized Extracellular Matrices 

Our laboratory synthesized a large variety of peptide amphiphiles varying 
in amino acid sequences in their hydrophilic segments. 33 Figure 22.11 shows 
molecules found to self-assemble into the nanofiber supramolecular archi- 
tecture in spite of their differences in peptide sequences. This observation 
suggests that synthetic ECMs can be customized to different types of tissues. 
For example, one of the molecules shown in the figure contains the sequence 
IKVAV known to be an epitope in the extracellular laminin protein that 
promotes neurite growth. 43 44 

This particular amphiphile forms nanofibers as well, but relative to those 
discussed earlier, they are shorter and appear more rigid as well. Nonethe- 
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Peptide-Amphiphile variants. 
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less, these nanofibers also lead to gel formation, presumably because of their 
ability to create a three-dimensional structure. 

The observed chemical versatility of these systems indicates that the strong 
amphiphilic nature of the molecules drives self-assembly, and so relatively 
hydrophobic peptide sequences such as IKVAV are still able to form nanofi- 
ber structures in aqueous environments. Many other epitopes and combina- 
tions of molecules within the supramolecular structures could lead to 
customized ECMs to mediate the regeneration of both soft and hard tissues. 
Combinations of two different molecules have been recently shown to form 
nanofibers containing two different epitopes. 45 



22.6 Conclusions 

The regeneration of hard and soft tissues should be the ultimate goal in 
biomaterials design. This regeneration might occur around permanent 
implants or the new tissue could completely replace a biodegradable syn- 
thetic ECM scaffold. The implementation of this goal is likely to require 
delivery of ECMs that carry cells, possibly stem cells, and the role of the 
ECM will be to deliver suitable signals for differentiation and proliferation 
of cells. These cells would in turn synthesize the necessary extracellular 
matrix to produce the new tissue. 

The greatest challenge will be to integrate other functions into such syn- 
thetic ECMs. For example, in the fixation of bone implants, the synthetic 
ECM would ideally behave as a mechanically sound adhesive allowing 
immediate fixation of the implant before cell-mediated processes take over 
for tissue regeneration. The transition from one set of functions to another 
poses the greatest challenge. The ability of the synthetic ECM to sustain cell 
viability and proliferation and blood vessel network formation with proper 
kinetics are, of course, parts of the challenge as well. Preliminary work in 
our laboratory indicates the synthetic ECMs described here have potential 
to meet some of these requirements. 
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23.1 Introduction 

This chapter is primarily concerned with the analysis of the requirements of 
long-term implantable devices, their biocompatibility and especially with 
the implicit material selection dilemma of whether inert or so-called bio- 
materials represent the best choices. It was written in outline before the start 
of the workshop on which this book is based, restructured after most of the 
presentations were given, and finalized after the workshop ended. The ratio- 
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nale for this chapter is based on the need to improve the interracial reactions 
between implants and tissues. 

The workshop was primarily concerned with dental implants, which 
represent one of the more important areas of clinical practice in which 
interfacial reactions between implants and the host control behavior. This 
chapter is directed to phenomena associated with dental implants but 
addresses these issues from a broader perspective, drawing upon experience 
in other clinical areas. 

It should be emphasized that the discussion relates to implantable devices 
that are intended to replace tissues or organs that have become diseased or 
damaged or are congenitally absent. It is not directly concerned with other 
implantable or invasive devices, although the conclusions may well be rel- 
evant to other situations. Indeed, it will be seen that bioactivity is of greatest 
relevance in medical devices other than long-term implants. The specific 
objectives of these replacement implantable devices obviously vary from one 
clinical situation to another, but the generic objectives are always the same: 
to replace or augment the affected tissues, to provide a clinically effective 
mechanical, cosmetic, or other function from the replacement, to provide 
sufficient and appropriate anchorage or fixation of the device in the host, 
and to maintain this anchorage and functionality as long as required. The 
latter point subsumes the requirement that the material is neither toxic nor 
unintentionally degraded in the body. 

The requirement for functionality in a long-term implantable device is 
usually concerned with mechanical functionality, whether structural or fluid 
mechanical functionality. This requirement has been one of the more impor- 
tant mediators of material selection and will be discussed later. For the 
moment, attention will be paid to the interface between implant and host. 
The establishment and subsequent maintenance of this interface have 
attracted attention for many years with respect to implants in many different 
clinical situations. 

It is important to recognize that in many devices, this interface establishes 
the attachment or fixation to the host, so that the desired interfacial reactions 
must encompass both the criteria for attachment and those for long-term 
biocompatibility. In other situations, where attachment is achieved by some 
other mechanism, for example, a suture in soft tissue or a screw in hard 
tissue, the interface itself can concentrate on the nonattachment aspects of 
biocompatibility. Thus, an endosseous dental implant must command the 
characteristics that facilitate fixation to the mandibular or maxillary bone 
while ensuring the long-term maintenance of a stable bone-implant interface 
and adequate mucosal interface. On the other hand, a prosthetic heart valve 
achieves its fixation via the sewing ring so the hemodynamically functioning 
parts of the valve are not encumbered by the requirement for fixation and 
their surfaces can address the issues of blood compatibility alone. 

Whatever the functions of the devices, several approaches have been made 
to the selection of the materials for the construction and design of their 
surfaces. These have broadly followed the two apparently opposite 
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approaches of inertness and bioactivity. This chapter is concerned with the 
rationales for and experiences with both approaches. 



23.2 Inertness and Bioactivity: How Materials Control 
Host Response 

Inertness is a rather undefinable quality that alludes to the inability of one 
substance to react with any other substance. From a purely chemical view, 
it is not too difficult to characterize substances based on their inertness since 
chemical reactions can be described from thermodynamic and kinetic con- 
siderations and it is possible to determine quite precisely the conditions 
under which any one substance can react with other substances. 

In the context of biomaterials, this is not so easily achieved because the 
physiological environment is not a simple chemical entity. It is a complex 
biochemical milieu that changes constantly in constitution and activity 
(albeit within well defined limits) and contains complex cascades of reactions 
(e.g., complement activation and coagulation) with powerful nonlinear 
amplification mechanisms. Moreover, biomaterials can influence various 
processes within the physiological environment without undergoing any 
apparent chemical change, most obviously by adsorption or a surface-initi- 
ated activation process. 

The origins of this currently controversial conundrum relating to the con- 
flicting values of inertness and bioactivity can be traced back to confusion 
about the mediators and mechanisms of interfacial reactions and the meaning 
of inertness. Over the years, many attempts have been made to identify the 
most important material and especially its surface — characteristics that 
control biocompatibility. Two major difficulties have impeded this analysis: 
the mutual interdependence of many materials and material surface variables 
that make it impossible to vary one parameter without simultaneously vary- 
ing many others, and the multiplicity of events and mechanisms that con- 
tribute to biocompatibility. Table 23.1 lists material characteristics that may 
be relevant to biological performance and the features of tissue responses 
that may contribute to overall biocompatibility. The mutual interdependence 
of factors is readily seen. It is difficult to vary surface chemistry without 
affecting (although not necessarily in a linear manner) hydrophobicity, sur- 
face energy, surface molecular mobility, and so on. Many physiological 
responses are dependent on each other, as protein adsorption precedes cell 
attachment, platelet activation interacts with the clotting cascade, and so on. 

If we now consider the mechanisms by which the host tissue responds to 
the implantation of a device, it is possible to identify processes for which 
most of the material variables (i.e., processes on the left side of Table 23.1) 
are responsible, or at least may influence most of the responses of tissues 
(listed on the right side of Table 23.1). For example, experimental evidence 



© 2003 by CRC Press LLC 



TABLE 23.1 

Material Variables that Can Influence Host Response and Key Features of 
Host Response 

Variables of Materials and Key Key 

Material Surfaces References Features of Host Response References 



Bulk material composition 1-3 

Bulk material microstructure or 4 

morphology 

Bulk material elastic constants/ 5 

compliance 

Surface chemical composition 6-9 

Subsurface chemistry or chemical 10, 11 

gradient 

Surface topography or roughness 12-16 

Implant material, particle size, 17, 18 
and shape 

Isolated surface electrical charge/ 19, 20 

dielectric constant 

Imposed electrical charge or 21-23 

charge transfer process 

Water content 24, 25 

Hydrophobic-hydrophilic 26-28 

balance 

Surface energy 29-31 

Surface molecular mobility 32, 33 

Surface crystallography and 34, 35 

crystallinity 
Rate of metal ion release (for 36, 37, 

metals and alloys) 
Cytotoxicity /biological reactivity 38-41 

of released metal ions 
Oxide film breakdown 42, 43 

parameters (for passivated 

metals and alloys) 
Cytotoxicity /biological reactivity 44-47 

of corrosion products 
Dissolution rate (for ceramics and 48, 49 

glasses) 

Rate of leaching and composition 50, 51 
of leached additives, residual 
monomers, or catalysts (for 
plastics) 

Cytotoxicity /biological reactivity 52, 53 

of leached additives, monomers, 

or catalysts 
Cytotoxicity /biological reactivity 54, 55 

of degradation products 
Rate of release of debris by 56, 57 

nondegradation processes (e.g., 

wear) 



Protein adsorption and 65-67 

desorption (general) 

Protein conformational change 68-70 

and activation (general) 

Protein binding to material 8, 71, 

constituent 

Complement activation 72-74 

Platelet adhesion, activation, 19, 75 

and aggregation 

Leukocyte behavior 76-78 

Fibrous tissue capsule 79-81 

Red cell behavior /hemolysis 82, 83 

Neutrophil activation 84, 85 

Fibroblast behavior and fibrosis 86, 87 

Antibody production 88, 89 

Humoral phase of inflammatory 90, 91 
response 

Macrophage activation 92-94 

Foreign body giant cell 95-97 
production 

Lymphocyte behavior 98, 99 

Activation of intrinsic clotting 100-102 
cascade 

Osteoblast/ osteoclast behavior 6, 13, 104 
(materials in contact with bone) 

Endothelial proliferation 105-107 

Microvascular changes 7, 103 

Acute hypersensitivity/ 108, 109 
anaphylaxis 



Delayed hypersensitivity 110, 111 

Infection 112-114 
Tumor formation 115, 116 
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TABLE 23.1 (CONTINUED) 

Material Variables that Can Influence Host Response and Key Features of 
Host Response 



Variables of Materials and 


Key 




Key 


Material Surfaces 


References 


Features of Host Response 


References 


Cytotoxicity /biological reactivity 


58-61 


Necrosis 


117, 118 


of debris particles 








Sterility of product and 


62, 63 


Genotoxicity 


119-121 


sterilization procedure 








Presence of endotoxins 


59,64 






Presence of surface contaminants 


11 







indicates that surface topography influences fibroblast behavior 15 ; that the 
equilibrium water content of hydrogels influences neutrophil behavior 122 ; 
that an imposed electrical charge can influence inflammatory response 20 ; that 
the cytotoxicity of polymer degradation products influences macrophage 
behavior 123 ; and that surface energy has some influence on cell attachment. 124 

In terms of establishing how materials and their surfaces may be designed 
to optimize tissue response in relation to a particular application, however, 
three major difficulties must be faced. The first is that in most cases linking 
a material as the cause and the host response as the effect, the relationship 
is indirect rather than direct and cannot be established in an objective or 
quantifiable manner. Thus, there is no predictable and quantitative way to 
causally relate topography to cell behavior, surface energy to cell attachment, 
or electrical properties to the inflammatory response, and so on. 

Second, biocompatibility consists of two-way processes that evolve over 
time, with host affecting material and material affecting host, in processes 
that are usually dependent on each other. Thus, a material that degrades in 
the body will affect host response, and the nature of that response will 
influence the stability of the material. For example, intracellular enzymes 
released from a macrophage that is activated as a result of the presence of 
a foreign material may exert damaging effects on the material. This makes 
interpretation of the events that occur at an interface very difficult with 
respect to the evolving response. Third, any attempt to correlate material 
properties with host response must be capable of extrapolation from the 
experiment to the clinical experience. This point is crucial and deserves 
close examination. 



23.3 Clinical Experience with Implanted Medical Devices 

If we consider this from the perspective of how the material characteristics 
listed on the left side of Table 23.1 control the characteristics of the responses 
listed on the right side of the table, some interesting observations may be 
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made with respect to data and observations related to the successes or 
failures of devices in clinical practice. 

23.3.1 Joint Replacements 

Considering first the experiences with total joint replacement, it is well 
known that after some early setbacks concerned with the toxicity of meth- 
ylmethacrylate and the poor wear resistance of polytetrafluoroethylene, 
Charnley identified the best materials to be stainless steel and polyethylene 
for the femoral and acetabular components respectively cemented in place 
with polymethylmethacrylate bone cement. 125 His judgment was based on 
the desire to have the best mechanical properties coupled with the least 
irritating and most degradation-resistant characteristics. 

Since then, changes to the polyethylene were introduced in order to 
improve degradation resistance, and cobalt-chromium alloys have largely 
replaced stainless steel, often with a harder ceramic such as alumina or 
zirconia as the bearing surface on the femoral head. 

Attempts have been made over the years to mprove performance, but often 
had the opposite effect, with poorer performance derived from fiber rein- 
forcement of polyethylene and variable quality performance with develop- 
ments such as hydroxyapatite-coated prostheses for cementless fixation, 
diamond-like carbon coatings for wear resistance, ion-implanted and anod- 
ized surfaces, and some of the modular systems. The main problem with 
joint replacements that limits their clinical performance involves loosening 
of the prostheses arising from the release of wear debris — a situation that 
appeared to get worse, not better, as the quality of the polyethylene or the 
oxidative effects of gamma sterilization caused a deterioration of wear char- 
acteristics. This is a significant point since the situation was addressed by 
introducing modifications to the polyethylene, for example, by cross-linking, 
to make it more resistant to oxidation and wear, i.e., to make it more inert. 
The most significant attempt to introduce bioactivity into orthopedic practice 
has involved the use of hydroxyapatite coatings for use in cementless fixa- 
tion. The experience here has been varied. Dissolution of the HA layer was 
a barrier to clinical effectiveness in some cases. 

The joint replacement experience, therefore, indicates that the best results 
are achieved by optimizing the inertness of the materials and maximizing 
mechanical performance. The recent reintroduction of metal-on-metal sys- 
tems follows this pattern. Attempts to move away from this principle of 
inertness, including the introduction of surface modifications directed at 
bioactivity, have generally not met with success. 

23.3.2 Prosthetic Heart Valves 

Turning now to prosthetic heart valves, two major categories have dominated 
the field for 30 years: mechanical and bioprosthetic valves. The mechanical 
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valves are typically constructed with either a tilting disc or bileaflet config- 
uration, but each type essentially has a metal frame of titanium or 
cobalt-chromium alloy a moving part that is almost universally made from 
or coated with carbon, and a sewing ring fabricated from an expanded PTFE 
fluorocarbon polymer or a Dacron polyester medical textile. 126 

There are two points of interest here. First, the choice of materials was 
based on inertness combined with functionality, and generally this has been 
an excellent policy. Even with these materials, however, it is impossible to 
eliminate the chance of foreign surface-induced thrombogenicity. All pros- 
thetic valve patients require continuous anticoagulation therapy for the rest 
of their lives. It has been impossible to improve materials or material surfaces 
to eliminate this effect. 

The second point is that attempts to induce other functionalities into heart 
valves of this type have not been successful, as exemplified by the ill-fated 
attempts to reduce the risks of infective endocarditis in valves by surface 
modification of the sewing ring by a thin layer of silver. 127 

The second major type of prosthetic heart valve is the bioprosthetic valve, 
typically derived from porcine aorta. The rationale here is to combine more 
natural hemodynamics and materials in order to obviate the tendency 
toward blood clotting. While this goal has been achieved, there has been a 
price to pay. The collagenous material is not completely inert and suffers 
from both degradation and calcification, thus limiting the lifetime of the 
prosthesis. 128 Again, experience shows that inertness and mechanical func- 
tionality usually combine to yield very good long-term results and deviation 
from this principle must be undertaken with caution. 

23.3.3 Cardiovascular Devices 

Similar experiences were found with cardiovascular devices. Replacement 
of major arteries following atherosclerosis can be achieved by the use of 
Dacron and e-PTFE. 129 Their functionality is derived from their porosity 
that allows tissue in-growth such that the surface in contact with flowing 
blood works as a tissue lining while providing good mechanical perfor- 
mance. The e-PTFE gives slightly better performance, and can be used in 
smaller arteries than Dacron, possibly because Dacron is not quite as 
inert. 130 The performance and utilization of synthetic artificial arteries are 
limited. They cannot be used for arteries much less than 6 mm in diameter 
because of the effects of the slow accumulation of tissue on the intimal 
surface. This is important because it precludes the use of synthetic materials 
in the replacement of coronary arteries, for which transposed vascular 
grafts remain the only alternatives. 

These significant limitations for vascular replacement led to the adoption 
of different technologies to treat atherosclerotic lesions. Once again we can 
see the issues that arise with respect to deviations from inertness and the 
effects of irritating tissues. Angioplasty is the basis of this technology, in 



© 2003 by CRC Press LLC 



which a balloon catheter is inserted into the affected blood vessel and the 
plaque deposits are interrupted, dislodged, or compressed by a mechanical 
force exerted via the balloon. 131 This can be very effective in alleviating the 
condition, but often the effect is only short-lived as the damage caused to 
the endothelium by the angioplasty stimulates inflammation that leads to 
intimal hyperplasia (a further thickening of the vessel wall), clinically giving 
rise to restenosis. 132 In order to prevent this, or at least to reduce or delay its 
effects, most angioplasty techniques are accompanied by the deployment of 
an implantable intravascular stent, usually an expandable metallic tubular 
frame that compresses the vessel wall and maintains patency. 133 These 
devices have been successful, but success is limited because the combination 
of mechanical compression and the presence of the material causes chronic 
irritation to the endothelium such that the endothelium is able to grow over 
the stent, again causing restenosis. 134 

Many stents are now augmented by components intended to limit reste- 
nosis. Typically, a radioactive structure emits gamma or beta radiation that 
reduces proliferation or a drug-releasing structure delivers an antirestenosis 
compound. 135 - 136 This whole process can be seen as one in which tissue 
irritation by a device produces an undesirable response. Every successive 
technological approach is aimed at minimizing the adverse effect of the 
previous step. The final measure cited above, the drug-eluting stent, repre- 
sents the dichotomy at the heart of this discussion. Since there is no inert 
solution to the intravascular stent which will irritate the endothelium by its 
very presence, the release of a bioactive compound is an attempt to reduce 
the damage so caused. 

23.3.4 Inertness and Bioactivity in Long-Term Implantable 
Devices 

There are many other examples of implantable medical devices in which 
the inherent inertness of the selected material provides the optimal biocom- 
patibility, and only under exceptional circumstances does a need to deviate 
from this principle arise. The intraocular lens is a good case in point, since 
many consider that the best lenses are made from highly inert polymeth- 
ylmethacrylate. Meticulous surgical technique is necessary to minimize 
inflammation that could compromise performance. In some cases, for exam- 
ple, in patients such as diabetics with predispositions to inflammation, 
lenses with so-called bioactive surfaces, for example, heparin, may be 
used. 137 

Experience with implantable medical devices therefore indicates almost 
invariably that inertness is the best option for producing adequate long-term 
performance. Moreover, most attempts to introduce bioactivity to surfaces 
for such long-term devices have not been successful, although short-term 
interventions and possibly tissue engineering applications have much better 
chances of success. 
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23.4 Bioactive Surfaces 



Taking into account the requirements for an implantable device outlined in 
the first part of this chapter, it is a logical deduction that if the functionality 
is mechanical or physical, and if the fixation of the device is achieved sep- 
arately (as with the sewing ring of a heart valve, the anastomoses of vascular 
prostheses, the haptic of an intraocular lens, or the screw of a bone plate), 
the most effective performance will be achieved when the device minimally 
interferes with the tissue repair process of the host. This is why inert mate- 
rials generally perform so well under these circumstances. 

The question arises as to why any other approach, involving less inert or 
even deliberately active materials or surfaces, should be considered. Before 
answering this question, it is necessary to consider what type of activity 
may be involved, or more specifically, what is meant by bioactivity in this 
context. Much discussion has focused on this term in the biomaterials liter- 
ature over the years. Many contributions were intended to limit the use of 
the bioactivity term to a specific situation, most commonly, in the contexts 
of bioactive ceramics and bone bonding. Since the bio prefix has a very 
general meaning, it does not seem sensible to limit use of bioactive in this 
way. The Williams Dictionary of Biomaterials 138 defines bioactivity as "the phe- 
nomenon by which a biomaterial elicits or modulates biological activity." 
Therefore, a bioactive material may be defined as a biomaterial designed to 
elicit or modulate biological activity. Since biological activity in this context 
is usually controlled by the surface of a device, and since the features 
determining biological activity are unlikely to be the same as those that 
determine mechanical performance, bioactive coatings or surface modifica- 
tions (rather than bulk bioactive materials) are usually involved in attempts 
to modulate biological activity. 

A bioactive surface is therefore any surface of a material designed and 
produced to induce or control the response of the host tissue to the material. 
This is in contrast to an inert surface designed to do nothing. The features 
of a surface that impart bioactivity may be physicochemical characteristics 
of the solid surface, any attached molecules, or any molecules intended to 
be released from the surface into the local tissues of the host. It is emphasized 
that the term inert is used here in the sense that it qualifies a material as "not 
readily being changed by chemical means" 138 rather than implying an abso- 
lute lack of interaction with anything. 

At least four generic features or processes of bioactivity of medical devices 
can be identified: 

1 . Modulating local tissue response to produce faster or more effective 
bonding between implant and host, where no other form of attach- 
ment is possible 
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2. Modifying host response to a long-term implantable device where 
inertness alone is insufficient 

3. Avoiding adverse reactions to a material that could cause a patient 
harm, especially reactions involving amplification mechanisms 
such as complement activation or contact phase activation 

4. Facilitating a specific cellular response to promote tissue regener- 
ation rather than repair, especially in the context of tissue engi- 
neering 

Each of these areas will now be discussed separately. 
23.4.1 Bioactivity and Bone Bonding 

This topic is covered in detail elsewhere in this volume and is discussed here 
only from the conceptual view. In contrast to most other tissues, bone has a 
remarkable capacity to repair through regeneration of new functional tissue. 
In many situations, either after trauma or surgical intervention, complete 
bone regeneration may occur. This leads to full and effective fracture healing 
in the former case and full bony adaptation to a prosthesis in the latter case. 

Only two problems arise in an otherwise healthy individual. First, this 
process takes time, which may be clinically inconvenient. Second, it is pos- 
sible, if local conditions are adverse, for fibrous tissue to form instead of or 
in addition to bone. In the context of implantable devices in orthopedic and 
dental / maxillofacial surgery, provided the surgical technique is of good 
quality and the patient has no concurrent diseases that affect bone healing, 
it should be possible to achieve excellent adaptation of new bone to a pros- 
thesis through the use of inert materials that will have a minimal tendency 
to irritate the tissue. In the vast majority of circumstances, it is not possible 
to improve on the quality of bone adaptation to a device that is achieved 
through appropriate design and technique and the use of an appropriate 
inert biomaterial, such as titanium, polyethylene, polymethylmethacrylate, 
or alumina ceramic. 

Once new bone has adapted itself to a material surface, it is important for 
the continued functionality of the device that the adaptation is mechanically 
robust. This is the reason for the texturing of titanium surfaces, discussed 
elsewhere in this volume, to provide a degree of micromechanical interlock- 
ing. It is generally accepted that no chemical attachment of bone to a titanium 
surface will occur. 139 Suggestions were made to induce chemical bonding by 
surface treatments involving, for example, phosphonic acid 140 or hydrogen 
peroxide. 141 Available data show only marginal benefits in vitro and no ben- 
efits in vivo. It is contended here that in agreement with much clinical liter- 
ature, 142 only optimization of the surface roughness of titanium is of any 
clinical benefit, and no effective bioactive titanium surface exists. 

Much attention has been paid to the possibility of coating devices with 
some type of calcium phosphate with the intention of producing a faster or 
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stronger bond to bone; hydroxyapatite is the most frequently used coating. 
Some hydroxyapatite-coated devices have worked well clinically 143 144 and 
the rate of bone apposition may be greater than with a titanium surface, 
although the quality of the bone on reaching maturity is no different between 
the two systems. 145 Evidence indicates that hydroxyapatite can dissolve over 
time, 146 147 although this issue has been debated thoroughly. 148 

It may be concluded from this analysis that limited advantages related to 
the speed of bone apposition accrue from utilizing hydroxyapatite-based 
bioactive coatings on long-term implantable devices that require fixation to 
bone, but equally good long term results are achieved generally with tex- 
tured titanium (especially for endosseous dental implants) and with 
cemented fixation in the case of most total joint replacement prostheses. 

23.4.2 Bioactivity and Control of Long-Term Tissue Response 

In the area of soft tissue replacement prostheses or soft tissue-contacting 
devices, the usual tissue response is that acute inflammation leads to mild 
chronic inflammation, which resolves over time, leaving a thin fibrous cap- 
sule around the material. 149 If the material degrades over time, the inflam- 
mation can be restimulated, which may give rise to a granuloma or only to 
excessive fibrosis. 

Fibrosis can also be stimulated by other features of an implant. For exam- 
ple, excessive movement can stimulate fibroblasts to produce more collagen. 
A quite common feature with large breast implants is an extensive fibrous 
capsule, most likely caused by relative movement between the implant and 
the breast tissue. 150 Significant fibrosis can also occur at the tip of a pacemaker 
electrode within the myocardium due to both the relative movement as the 
heart beats and to the electrical charge delivered by the pacemaker. 

In these situations, the increase in fibrous tissue is clinically significant. 
The increase is painful in the case of the breast implant and leads to an 
increase in stimulating threshold in the pacemaker. In other applications, the 
inflammation itself is troublesome, for example, with intraocular lenses 
where it interferes with light transmission. 

It is not surprising that under these circumstances attempts have been 
made to control inflammation and fibrosis by the introduction of what might 
be termed bioactivity. Thus, pacemaker electrodes have been designed to elute 
antiinflammatory agents to control fibrosis and minimize the effects on the 
stimulation threshold. The release of steroids from these electrodes has been 
found to produce beneficial effects in some but not all patients. 151 Heparin 
has been attached to polymethylmethacrylate intraocular lenses to reduce 
inflammatory cell attachment and resulting opacification of the lens, but with 
conflicting results. 137,152 

In general, the introduction of surface bioactivity has not been very suc- 
cessful when the aim was to control long-term tissue reaction to a device. 
While beneficial effects occasionally appeared, such effects in the main were 
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not reproducible nor of statistical significance, bearing in mind the natural 
range of patient responses to any device. This is not a surprising conclusion. 
When any material is placed in the body it is immediately covered by a layer 
of proteins adsorbed from the blood or extracellular fluid, and a subsequent 
exchange of different proteins within this layer will occur over time. If the 
surface of the biomaterial is designed to have a specific functionality, perhaps 
described as bioactivity, the molecules that impart that functionality are soon 
covered by these proteins, and it may be impossible for them to fulfill their 
desired effect despite this layer. Such functionality is not impossible, but it 
is difficult to guarantee and especially difficult to maintain. Equally impor- 
tant, surface bioactivity introduced by the addition of a surface layer that is 
quite different from the substrate may not be maintained very long. The 
tissues of the body are extremely effective in degrading organic molecules 
attached to surfaces, and it is probable that most surface functionality will 
be lost over time. Bioactivity intended to control the long-term response to 
medical devices is therefore unlikely to succeed. 

23.4.3 Bioactivity for Avoidance of Specific Tissue Responses 

Some responses of the human body to medical devices are dramatic, highly 
undesirable, and easy to identify. They are not generally associated with the 
development of a tissue response over time, as discussed in the previous 
section, but instead involve the activation of a potent cascade process. Two 
specific processes involving the coagulation and complement systems are of 
special relevance. Both systems are integral parts of the body's defense 
mechanism responding to injury. While their actions are normally very ben- 
eficial, they can be very damaging, and indeed fatal, if initiated by a bio- 
material acting as a foreign body and allowed to continue unimpeded. 

The real significance is that the material surface may be able to interact 
with one or more plasma proteins of the clotting cascade or complement 
pathway, with subsequent enzymatic-controlled amplification processes that 
are unrelated to the material. This could result in the rapid formation of a 
blood clot in the former case and possibly an anaphylactic reaction in the 
latter. Both may occur with biomaterial surfaces. The association of the 
clotting process with biomaterials surfaces is well known. 153 154 Anaphylaxis 
is rare but possible. 155 

Under these circumstances, it is entirely logical to consider how a material 
surface could be designed to minimize these effects. Inertness of materials, 
in the context of the definition used earlier, is not the key to minimizing the 
risk of activating such a cascade process because the initiation mechanism 
is not a chemical reaction involving the surface. Taking the clotting cascade 
as the better example, the manner in which the various plasma proteins are 
adsorbed onto the surface is the important issue since a conformational 
change in a critical adsorbed protein can initiate enzymatic cleavage of the 
molecule, which is the key starting point of the cascade. It may not matter 
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that the material is chemically inert if adsorption is able to take place by 
virtue of morphological or physicochemical characteristics. However, 
because the processes are complex and influenced by so many variables, it 
is not a trivial process to design a surface that eliminates this possibility. 

Among the strategies employed to minimize the tendency to clot are some 
that employ bioactivity. These include attachment to the surface of a bioma- 
terial that minimizes protein adsorption generically, including hydrogel-like 
materials such as polyethylene glycol 156 and phospholipids that mimic cell 
membranes, which have no intrinsic affinity for plasma proteins. 157 Other 
methods employ molecules that interfere with some part of the clotting 
cascade, minimize adhesions and / or activation of platelets that play integral 
roles in the build-up of a blood clot, or attempt to destroy or lyse a clot as 
it is being established. 158 165 Probably the most common substance used to 
minimize clot-forming tendencies on biomaterials is heparin, 166 a polysac- 
charide that has multiple effects on the blood clotting process and is effective 
as a coating on devices such as blood-contacting catheters. 167 168 This is prob- 
ably one application of bioactivity that is demonstrably successful under 
some circumstances. It is clear, however, that these effects are essentially 
confined to short-term devices, for example angioplasty equipment and 
central venous catheters, and it is extremely unlikely that their effects will 
be long-lasting. If an activity is dependent on continuous elution of a bioac- 
tive molecule, the effect may last only while a sufficient amount of that 
molecule is in the reservoir. If, on the other hand, the effect is surface- 
controlled, it will last only as long as the relevant molecules remain attached 
to the surface and remain capable of exerting their antithrombogenic effects 
through the protein layer that almost inevitably builds up. 

Anaphylaxis is rare and no serious attempts have been made to modify 
surfaces to make them resistant to this rare event. It is important to note, 
however, that some attempts to modify the surfaces of catheters for other 
reasons, for example to improve lubricity, could adversely affect the inter- 
action with these cascade-inducing molecules, as noted with some polyvi- 
nylpyrrolidone-coated central venous catheters. 155 

23.4.4 Bioactivity in Tissue Engineering 

Finally, it is necessary to discuss the role of bioactivity in tissue engineering. 
It is obvious from the foregoing that many implantable medical devices 
provide reasonable performance in the replacement of structure and function 
with respect to a variety of tissues. Provided that the sound principles of 
biomaterials science are followed, decades of performance can be expected 
from joint replacements, intraocular lenses, and artificial arteries. 

It may be argued, however, that this approach to the treatment of disease 
and trauma is pragmatic rather than scientifically logical. The replacement 
of a joint that normally consists of bone, cartilage, and synovial fluid — all 
of which are viable natural components — with a combination of a metal 
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and a thermoplastic polymer — synthetic, nonviable, monolithic structures 
— cannot represent ideal medical therapy. 

In view of this, a profound change of emphasis occurred in recent years 
with respect to the concepts of tissue or organ replacement. Tissue engineer- 
ing is effectively a compromise between treatment through the use of 
implantable medical devices and direct tissue transplantation, both of which 
have serious clinical and logistics limitations. Tissue engineering does not 
involve the replacement of diseased or injured tissues by synthetic medical 
devices, nor does it involve the transplantation of intact living tissue from 
donors. Instead, tissue engineering, defined as "the persuasion of the body 
to heal itself through the delivery to the appropriate site of cells, biomole- 
cules and supporting structures," 138 involves providing patients with the 
means to regenerate their own tissues. 

One of the major problems with mammalian physiology with respect to 
the treatment of disease and trauma is the loss of the ability of mature 
individuals to produce new tissue. Obviously a fetus and an embryo have 
the capacity to produce new tissue. After birth, an individual will continue 
to grow tissues and organs developed within the embryo. However, the 
individual generally loses the power to generate new tissue, or more specif- 
ically to regenerate compromised tissue. The main exceptions are skin and 
bone, both of which can regenerate when injured, but healing in most tissues 
involves nonspecific repair (typically with fibrous connective tissue, or scar) 
rather than regeneration. 

Tissue engineering involves temporary reversion to the state where regen- 
eration is possible in order to produce a healing process through the gener- 
ation of the correct tissue rather than a scar. A typical tissue engineering 
process will involve the sourcing of appropriate cells, their incorporation 
into a biomaterial scaffold or matrix, the manipulation of this material-cell 
construct in a suitable bioreactor in which correct molecular and mechanical 
signals are applied, and the delivery of the tissue produced to the appropriate 
site in the individual. 169175 

In most tissue engineering processes developed to date, the biomaterial 
has been in the form of a biodegradable polymer, which is degraded or 
dissolved concurrently with tissue regeneration, although this is by no means 
a specific requirement. It will become obvious that such processes are 
unlikely to be successful if the biomaterials selected for the scaffold or matrix 
are inert; indeed it is fully expected that in most circumstances, the materials 
used in tissue engineering will possess highly specific bioactivity naturally 
or acquire it. 

Thus, the requirements of tissue engineering biomaterials are likely to be 
quite different from those for medical device biomaterials. Nevertheless, and 
this is not surprising because the underlying science of tissue engineering 
is only emerging, it is far from clear what type of bioactivity is required. It 
is generally thought that the material substrate must be able to support cell 
adhesion and growth, but the precise requirements in this respect are unclear. 
It is also probable that the biomolecules necessary to stimulate the cells to 
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do exactly what is required will have to be delivered very carefully and 
precisely implying local delivery processes. 

In light of the definition of bioactivity given earlier and the specific objec- 
tives of tissue engineering, there is no doubt that bioactive materials and 
surfaces will be of crucial significance in this newly emerging therapeutic 
modality. It remains to be seen how this bioactivity will be delivered. 
Although the concepts and scientific principles are quite different from those 
underpinning classical medical devices, it is important that the fundamental 
lessons of biocompatibility learned over decades are not forgotten as a new 
approach takes over. 



23.5 General Discussion and Conclusions 

This chapter attempted to rationalize the various attempts to produce so- 
called bioactive surfaces on medical devices in terms of their objectives and 
the available evidence concerning their clinical success. Without in any way 
undermining the scientific basis for the development of bioactive surfaces, 
that is, the search for molecular or microstructural features able to control 
how tissue responds to the device in question, it must be concluded that the 
overwhelming majority of clinical evidence suggests that in most circum- 
stances, bioactivity is doomed to failure and the best that can be achieved 
is the design of even more inert surfaces. 

The reason almost certainly is that any structure that is sufficiently active 
to have a theoretical chance of modulating cellular behavior at the device-tis- 
sue interface will either become covered by host proteins so that the activity 
cannot be realized, otherwise will become inactivated by host physiology, 
or will be removed from the surface by dissolution, delamination, or other 
means. Only when the bioactivity is so profound or when the desired influ- 
ence of the bioactivity is so short-lived, can the concept of bioactivity super- 
sede that of inertness whenever a synthetic biomaterial is presented to host 
tissues. It is better to avoid influencing host response than to compromise 
biocompatibility by attempting to introduce an active surface that cannot 
possibly be achieved. Possibly the conundrum ends here. 
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24.1 Introduction 

This chapter addresses a series of questions and potential solutions gained 
from advances in genomics and proteomics that can be used to optimize 
implant surfaces for better host integration. The availability of the nucleotide 
sequence for the complete human genome and comparable advances with 
the genomes of pertinent animal models suggest that reevaluating implant 
development in light of these advances may allow additional enhancements 
of the implant-host interface. 

Interactions of host and implant surface are the lynch pins of a successful 
implant. Technologic advances suggest new ways to manipulate animal 
models to examine implant surfaces for specific patterns of gene expression 
in host cells responding to implants. We can sample selected time intervals 
after placement of an implant. Gene expression profiles can be obtained for 
a material or surface modification across appropriate time intervals during 
healing response. "Snapshots" of host responses can be created for a variety 



© 2003 by CRC Press LLC 



of implants. The snapshots can then be correlated to implant integration and 
allow selection of gene expression profiles associated with optimal outcomes. 
The gene expression assay can identify the host cellular pathway leading to 
optimal outcome. Such information may be helpful also in optimizing 
implant outcomes for systemically compromised hosts. 

A team of specialists from the biomedical sciences used their understand- 
ing of materials science and device design to create implants that perform 
as fully functional devices for prosthetic reconstruction in a variety of 
patients. 1 4 Such a desirable outcome was achieved by an empirical approach 
to clinical research coupled with the redesign of an implant to achieve an 
optimal outcome (see Chapters 2, 3, 6, 8, 9, 10, 14, 16, 17, 18, this volume). 
What remains is the elucidation of cell responses and gene expression pro- 
files that yield an endpoint identified as a suitable intrabony implant device 
for humans. 

In addition, the use of bioactive materials such as amelogenin or amelo- 
blastin, also known as amelin (see Chapter 15, this volume), and chemically 
engineered self-assembling micelles or fibers (see Chapter 22, this volume) 
suggests that a variety of proteins or surface topologies can provide instruc- 
tional information leading to an optimized host response, including the 
creation of bone. Moreover, it may be possible to intercept and reuse infor- 
mation imparted in the cascade of signals during normal development of 
bone to drive stem cells (see Chapter 11, this volume) toward osteogenic 
lineages that would improve host response to an implant. Finally, it is also 
possible to utilize gene therapy techniques to cause expression of pro-osteo- 
genic growth factors locally by host cells. 5 

These possibilities suggest that knowing the gene expression profiles for 
the host cells responding to the implant surface may allow us to optimize 
the final outcome by promoting intermediary steps that are more favorable 
to cell viability or to gene expression profiles that result in optimal integra- 
tion of the implant into host tissues. Knowing the gene expression profiles 
for host cells responding to various implant surfaces or materials may allow 
us to to identify gene expression profiles that lend themselves to more 
favorable outcomes. By working as a consortium of laboratories with specific 
expertise in biomedical research, we will be able to design better experimen- 
tal strategies and gather more information about optimal responses and 
outcomes in a time- and cost-efficient manner. We may also be able to design 
implants that respond more favorably in compromised hosts such as the 
immune-deficient, the aged, and those who suffer from systemic diseases 
such as diabetes. Thus, the processes of innovation and discovery may allow 
us to design better implant materials, surface properties, or bioactive con- 
tents optimized for specific outcomes in selected hosts. 

The first constraint is defining what is meant by success. 3 ' 46 For the 
moment, we can avoid a definition for a successful implant because it is not 
required to describe the process of discovery. Ideally, a consortium of inves- 
tigators would define their optimal final outcomes and then gather data 
correlating gene expression profiles from various treatments that resulted in 
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favorable outcomes. For our purpose and this exercise, we describe the 
process of discovery in terms of a titanium implant with a mirrored surface 
(Ti-MS) or a textured oxide surface (Ti-TS). 7 Other designs are possible and 
limited by the need to obtain sufficient sample size to provide reasonable 
power for the final analysis, the size of the research team, and the financial 
underpinnings of the team. 



24.2 Methods and Materials 

A variety of approaches could be used for the discovery phase of this project. 
These include analysis based on nucleic acid biochemistry such as differ- 
ential display, serial analysis of gene expression, representational display, 
and cDNA library construction. 8 13 Alternatively, equally powerful but per- 
haps more demanding approaches would be based on protein biochemistry, 
for example, two-dimensional gel electrophoretograms, protein chip arrays, 
and high performance liquid chromatography (HPLC) coupled to mass 
spectroscopy. 1418 

While any of these techniques can serve as a useful alternative or compel- 
ling corroborative technique, the methodology that may be best suited to 
the task of discovery is DNA chip analysis. 19 21 Indeed, once markers are 
identified as proactive in the steps leading to a successful outcome, 22 more 
directed methods such as immunologic detection methods 23 could be used 
for assessment. In this chapter, we will consider the application of DNA chip 
technology only. We further restrict our attention to the use of complemen- 
tary DNAs to messenger RNA expressed by cells adherent to or in close 
physical association with the implant surface. 

In preliminary experiments, we used Affymetrix DNA chips (U74) for the 
analysis of gene expression profiles of ameloblast-like cells that were stably 
transfected with a strong transcription activator for the amelogenin gene in 
mice. The U74 chip set contains probes that can interrogate for the expression 
of 36,000 full-length mouse genes and EST clusters (http:// www. affyme- 
trix. com / products / arrays / specific / mgu74.aff x) . Alternatively, a corre- 
sponding chip set that would interrogate the complete human genome 
(U133) could be employed if these experiments received institutional review 
board approval for execution in human subjects. 

In brief, cells were harvested and total nucleic acid was recovered and 
isolated using standard cell biology techniques, with the RNA isolated and 
recovered by differential centrifugation through CsCl. 2425 First-strand cDNA 
was prepared enzymatically from purified RNA and hybridized to the 
selected chip set according to manufacturer's suggestions (Gene Chip Expres- 
sion Analysis, Affymetrix 701021, Revision 2). Analysis was performed using 
Affymetrix software to detect two-fold changes in gene expression magni- 
tude based on parental control cell lines. 
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FIGURE 24.1 

Recovered implant with adherent tissues for DNA chip analysis. 



24.3 Data and Discussion 

What seems particularly exciting about the approach outlined herein is the 
possibility of performing these analyses at various centers and creating a 
combined pool of information far greater than any single research team could 
compile in a reasonable length of time. Perhaps through shared design, 
shared protocols for execution, calibration among surgeons, and shared 
approaches to gene analysis, a consortium of groups could produce a first- 
generation product in a modest period (3 to 5 years) and for a reasonable 
budget ($1 million to $1.5 million) using four to six interacting groups in 
America, Europe, and Asia. 

Figure 24.1 illustrates one model for implant surface analysis. A cylinder 
of specific design would be implanted in alveolar bone following extraction 
of the second and third molar teeth in a rodent model. Other animal models 
are possible, as is varying the time for implant placement after removing the 
teeth. These details would be established by the principal investigators from 
the consortium. 

As many markers favorable for bone differentiation are already known, 34 
it may be possible to shorten the time line by using array profiles gained 
from surfaces that better approximate pro-osteogenic markers. Gene expres- 
sion profiles would be recovered from cells adherent to the implant as shown 
in Figure 24.2 using standard cell and molecular biology techniques. By 
calibrating surgical procedures, sampling intervals, material properties, and 
other potential variables, data from members of the consortium could be 
pooled to create a robust set of pro-integration and anti-integration gene 
expression profiles. 

A potential windfall from the efforts of this consortium would be the 
creation of a rather complete lexicon for gene expression profiles for selected 
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FIGURE 24.2 

Gene expression analysis. 

implants across wide temporal intervals following implant placement. Infor- 
mation from these studies could be mined to permit the leverage of inno- 
vation and discovery for the enhancement of patient care. This may be 
achieved without sacrificing productivity among individual laboratories 
that contributes to the success of the whole if the consortium chooses to 
publish its findings as a whole. Success among many laboratories working 
on shared themes and resources has contributed to significant biomedical 
advances, 3536 while producing a wide body of scientific publications for 
contributing members. The workshop that led to the creation of this volume 
took the first steps in developing such a framework for a collective process 
of discovery for implants. 

One significant area of concern resides around the potential to register 
cellular responses from an animal model that may not sufficiently mimic the 
human condition to permit extrapolation of design features. 37 This pitfall 
cannot be overcome in the absence of data. However, the process of discovery 
for gene expression responses cannot be achieved ethically in human subjects 
because it is based on retrieving implants at selected times — a strategy that 
would be difficult to execute in human subjects. The final outcome assess- 
ment for an implant is predicted to involve functional test parameters such 
as pull-out strength and histomorphometric analysis of implant surfaces. 
Again, such analyses could not be carried out readily in humans for ethical 
reasons. However, several opportunities exist for corroboration of data from 
animal models to a human host. 37 ' 38 For example, it should be possible to 
analyze early response intervals to compare human and animal responses. 
Based on previous success, it is anticipated that members of the consortium 
can identify a suitable animal model for these studies. 38 39 Pilot studies could 
be undertaken to provide data suggesting the usefulness of a specific animal 
model. Nonetheless, the success of the endeavor could be compromised by 
a poor fit between a human and 
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TABLE 24.1 



Changes in Gene Expression Recorded for LS8 Cells 3 



Fold 




Change 


Gene Detail/Description 


-11.2 


U72032: Mus musculus eosinophil secondary granule ribonuclease-1 


-9.7 


D49544: Mouse mRNA for KIFC1 


4.2 


D87908: Mus musculus mRNA for nuclear protein np95 


-3.6 


M63695: CDldl antigen 


3.3 


L17076: HnRNP-associated with lethal yellow 


2.8 


M83218: Mus musculus intracellular calcium-binding protein (MRP8) mRNA 


2.8 


AF017258: Mus musculus ribonuclease 3 precursor (mR-3) gene 


-2.7 


D01034: TATA box binding protein 


-2.7 


AV361373: Mus musculus cDNA, 3 end 


-2.7 


AB006141: Mus musculus mRNA for IGFBP-like protein 


2.5 


X89998: Mus musculus mRNA for 17 beta-hydroxysteroid dehydrogenase type IV 


2.1 


X15052: Neural cell adhesion molecule 


-2.1 


K02782: Mouse complement component C3 mRNA, a and (3 subunits 


2 


M33988: Mouse histone H2A.1 gene 



a Expression of the transcription activator for amelogenin was induced in ameloblast-like 
cells and a threshold of greater than two-fold increase in selected mouse gene recorded by 
DNA chip analysis. 



It would also be plausible to explore surface modifications that promoted 
gene expression profiles associated with successful outcomes. In one exper- 
imental strategy, selected surface modifications that promote cell adhesion, 
cell proliferation, and cell differentiation markers could be examined. For 
example, the chemical micelles and fibers described by Dr. Stupp (Chapter 
22, this volume) could be examined for their ability to promote gene expres- 
sion profiles in host cells known to be linked with optimal outcomes and 
contained in the lexicon of host responses discovered by the consortium. 

Table 24.1 shows an example of the analysis depicting changes in gene 
expression in ameloblast-like cells that express high levels of the transcrip- 
tion activator C/EBP-a. In subsequent experiments, we will determine 
whether changes in the gene expression profile are linked with signaling 
pathways that are altered (in this case, pathways that are activated, e.g., 
AB006141, M83218, X15052) and whether changes in mRNAs encoding tran- 
scription proteins (e.g., D01034, D49544) are sufficient or necessary for acti- 
vation of the amelogenin gene. 

Similarly, data for genes whose mRNA levels are reduced can also be 
identified and their significance to biological pathways assessed. 2627 The 
latter step of assessing significance to biological pathways is the most diffi- 
cult. Work on the networks that regulate protein-to-protein interactions and 
hence alter gene expression profiles is still in its infancy, 28 30 although break- 
throughs in model organisms such as sea urchins suggest that significant 
progress is being achieved. 31 Clearly, the relatively recent discovery of a novel 
protein, osteoprotegerin, and its seminal role in osteoclast behavior 32 33 is one 
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example of how primitive our discovery process remains despite immense 
gains in computational and gene analysis power. 
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Color Figure 7.1 

The developing cancellous bone from the mandible of a 5-day postnatal mouse. Tissue prepared 
by Mallory-Heidenhain stain. Panels A and B show dental pulp (P) and enamel (E) of a first 
molar. Arrows point to osteoblasts in panel C and to osteocytes in panel D. Bone marrow is 
identified by asterisks. Panels B, C and D are magnified 10, 20, and 40x, respectively. 
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Color Figure 7.2 

Panels A and B: newly formed cancellous bone (black arrows), ossicles (black arrowheads), and 
marrow cavities (asterisks) are formed after subcutaneous implantation of the adenovirus vector 
AdCMV-BMP-7 with a bovine bone-derived collagen carrier. Panel A also shows dermis (d). 
Panel C: bone matrix (m), osteoblasts (green arrows), and osteocytes (green arrowheads) are 
shown. Panels A, B, and C are magnified 10, 20, and 40x, respectively. 
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Color Figure 8.9 

Immunofluore scent labeling for bone sialoprotein (BSP). Cultures were grown for 72 hours and 
frozen-embedded. Embedded cultures were removed and cytosectioned. Sections were then 
labeled with a primary monoclonal antibody to BSP followed by secondary labeling with 1/300 
FITC Goat antimouse IgG. Cultures were grown on tissue culture plastic (TCP) or on prepared 
c.p. Ti surfaces. BSP labeling occurred within a region of the micromass culture above the layer 
of cells directly in contact with the substratum. 
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Color Figure 14.2 

Bone matrix proteins expressed in collagen sponges in osteoblast culture. Control: no staining 
was detected in negative control stained with irrelevant antibody. BMP: sections were stained 
with goat antihuman BMP-2 and BMP-4 polyclonal antibody. OCN: sections were stained with 
goat antihuman OCN polyclonal antibody. ALP: sections were stained with monoclonal 
antihuman ALP antibody. BSP: sections were stained with rabbit antihuman BSP antibody (LF- 
6). OPN: sections were stained with rabbit antihuman OPN antibody (LF-7). 
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Color Figure 14.5 

Histological evaluation of tissue reaction after 4 weeks' implantation of osteoblasts in bone 
defects. A: bone defects without filling showed no new bone formation and no obvious 
osteoblast activity in the rims of defects. B: bone defects filled with collagen sponge plus HGF 
resulted in more fibrous tissue in defect areas; no new bone formation was detected. C and D: 
bone defects filled with collagen sponge plus osteoblasts resulted in new bone formation in the 
central parts of the defects; active osteoblasts lining the new bone matrix and rims of defects 
were detected. D: high magnification of central part of bone defect. 
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Color Figure 19.13 

Fluorescence microscopy of human foreskin fibroblast cells stained for actin stress fibers on 
smooth and rough (SLA) titanium surfaces without and with assembled monolayers of poly-L- 
lysine-g-poly(ethylene glycol) (PLL-g-PEG). (a) smooth/natural oxide film surface; (b) 
smooth/PLL-g-PEG surface; (c) rough/natural oxide film surface; (d) rough/PLL-g-PEG surface. 
Cells were seeded at a concentration of 10 4 cells per mL in culture medium with 10% fetal calf 
serum, incubated for 24 hours, fixed in 10% formalin solution, and fluorescently stained for actin 
stress fibers with dissolved phalloidin. (Source: Tosatti, S. et al., in preparation, 2002. With 
permission.) 
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Color Figure 19.14 

Fluorescence microscopy of human foreskin fibroblast cells stained for actin stress fibers on 
smooth and rough (SLA) titanium surfaces without and with assembled monolayers of poly-L- 
lysine-g-poly(ethylene glycol) (PLL-g-PEG): (a) smooth/PLL-g-PEG/PEG-RGD 5% (active 
peptide); (b) smooth/PLL-g-PEG/PEG-RDG 5% (inactive peptide control); (c) rough/PLL-g- 
PEG/PEG-RGD5 % (active peptide); (d) rough/PLL-g-PEG/PEG-RGD 5% (inactive peptide 
control). Cells were seeded at a concentration of 10 4 cells per mL in culture medium with 10% 
fetal calf serum, incubated for 24 hours, fixed in 10% formalin solution, and fluorescently 
stained for actin stress fibers with dissolved phalloidin. {Source: Tosatti, S. et al., in preparation, 
2002. With permission.) 
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Color Figure 22.1 

Complex of seven polypeptide chains known as a-hemolysin, synthesized by the human 
Staphylococcus aureus pathogen. This mushroom-shaped nanostructure has a pore parallel to the 
long axis and inserts itself into bilayer membranes of cells. (Source: Song, L. et al., Science, 21 A, 
1859, 1996. With permission.) 
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Color Figure 22.5 

Schematic showing how small molecules (bottom left) self-assemble into solid fibers with 
nanoscale diameters (bottom right). Self-assembly produces nanostructures that mimic the 
morphology of collagen fibrils — common constituents of extracellular matrices formed through 
the aggregation of polypeptide triple helices (top). 
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Molecular graphics of a molecule designed to generate a synthetic extracellular matrix by self- 
assembly. The molecule has four important regions: a bioactive tripeptide at one terminus for 
cell adhesion, a phosphorylated serine residue to generate an array of mineral nucleation sites in 
the supramolecular structure, a tetrapeptide of cysteine residues to capture covalently the 
supramolecular nanofiber through disulfide bonds, and a hydrophobic alkyl segment to impart a 
large amphiphilic moment to the molecule backbone. 
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Color Figure 22.10 

Top: transmission electron micrograph of peptide amphiphile nanofibers covered by 
hydroxyapatite crystals (darkest regions indicated by the arrows). Bottom: hydroxyapatite 
crystals growing on nanofibers. (Source: Service, R.F., Science, 294, 1635, 2001. With 
permission.) 
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Color Figure 15.8 

Induction of new trabecular bone formation using the enamel extracellular matrix-derived 
protein amelin (ambn). Critical size bone defects in the form of round holes 2.5 mm in diameter 
through the ramus of the lower jaws of adult rats (200 gr) were made using a low-speed drill and 
saline irrigation. Care was taken to remove the periosteum over the hole on both sides to ensure 
that defects healed by fibrous tissue filling and not by bone formation. After the procedure, a 
collagen sponge fitted to the size of the defect was used to fill the hole. The overlaying soft 
tissues were repositioned and the wounds were closed by sutures. After observation for 2 weeks, 
the rats were sacrificed and the jaw segments containing the defects were removed en bloc, fixed 
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in 4% formaldehyde, decalcinated in 5% trifluoroacetic acid, and sectioned and stained with 
hematoxylin and eosin. A: in control defects, the collagen sponges were wetted in sterile PBS 
prior to implantation. This treatment did not induce significant amounts of new bone, and only 
small amounts of bone growing from the margins out (lower left corner in micrograph) could be 
observed. These collagen sponges were mostly surrounded by dense, cell-poor, fibrous tissue, 
sometimes with signs of inflammatory cell infiltrate. The collagen sponges were easily observed 
in the centers of the defects. B: in experimental defects, the collagen sponges were wetted in a 
recombinant rat ambn-PBS solution (1 mg rAmbn/ml PBS) immediately before implantation. 
Recombinant rat amelin was obtained by over-production in E. coli 13 and purification by affinity 
chromatography. A rapid formation of new trabecular bone was invariably observed, filling most 
of the volume of defects (OB = old bone, NB = new bone). C: enlargement of B. Note that new 
bone formed from the defect out, and not as appositional growth from the old bone margins. The 
new bone has the appearance of mature trabecular bone with marrow and normal anatomy. 
However, at this stage the new bone is not fusing with the old bone, suggesting that ambn has the 
potential to induce trabecular bone formation, at least in the jaw, and could be useful for 
induction of hard tissue formation around implants. 
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